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In this Issue 



What technologies are needed to create and maintain the information super- 
highway? Certainly fiber optics will be one of them. Fiber-optic communications 
systems have the ability to transmit vast streams of data including voice (tele- 
phone conversations!, video (TV channels), and data (computer networks). In 
fact, multimedia applications, in which voice, video, and data will be transmitted 
and displayed at the same time, will be highly desirable in the near future. As 
these services become more commonplace, the required network capacity will 
expand and current fiber-optic systems operating at data rates of hundreds of 
megabits per second will be superseded by those with rates near ten gigabits per 
second. Nationwide networks will give way to one that is much more interna- 
tional in scope. Currently, a large number of fiber-optic networks, operating at 155 megabits per second 
and 622 megabits per second, are in operation in the U.S.A., Europe, and Japan and new installations of 
2.4-gigabit-per-second networks are near completion. 

To support this high-speed, long-distance traffic, new technologies are rapidly evolving. Optical amplifiers 
based on rare-earth-doped optical fibers — for example, erbium-doped fiber amplifiers, or EDFAs — make 
it possible to overcome fiber loss and construct transparent undersea optical links thousands of kilome- 
ters long without electronic regenerators. These amplifiers can also be used as excellent noise sources 
to test optical components such as photodetectors (page 6). In terrestrial systems, several signals at 
different wavelengths can be sent over the same fiber to increase capacity (wavelength division multi- 
plexing), and their intensity can be boosted in a single EDFA. Accurately testing the amplifier performance 
is critical in these systems. The HP 81600 EDFA test system (page 13) makes calibrated gain and noise 
figure measurements as a function of wavelength and optical power. This test system uses several high- 
performance lightwave products such as the HP 8168C tunable laser source and the HP 71450A optical 
spectrum analyzer in addition to a sophisticated software algorithm to measure the characteristics of 
optical amplifiers. These algorithms were designed and tested by a team consisting of engineers from 
California and Germany. To achieve a wide tuning range, the HP 8168C uses a new semiconductor laser 
chip that has been developed at HP Laboratories (page 20) using a quantum-well indium gallium arsenide 
(InGaAs) structure. This device also makes it possible to obtain sufficiently high optical input power to 
test amplifier saturation. 

Long fiber spans using optical amplifiers with no pulse reshaping compound subtle signal distortion in 
fiber. Particularly at high data rates, fiber polarization effects can increase dispersion problems. There- 
fore, it is essential to be able to measure very accurately the state of polarization of optical signals and 
the polarization-mode dispersion of optical components. It is also highly desirable to be able to do these 
measurements in real time. The HP 8509B lightwave polarization analyzer (page 27) is used in these cases. 
In addition, in high-performance systems, requirements on optical back-reflections are more severe. 
Fundamental fiber-optic test equipment like the HP 8156A optical attenuator (page 34) must be designed 
to these more exacting tolerances. To measure low back-reflection levels, the HP 8504B precision re- 
flectometer (page 39) can be used. A high-performance light-emitting diode (page 43) makes it possible 
for the reflectometer to measure -80-dB back-reflections — as little as 1 picowatt of reflected power — 
with a spatial resolution of 50 micrometers. At high data rates, system timing accuracy becomes in- 
creasingly important. The HP 71 501 B jitter and eye diagram analyzer (page 49) is capable of making jitter 
measurements at rates up to 10 gigabits per second. 

Monitoring network integrity becomes more complex in higher-capacity systems. The HP 81700 remote 
fiber test system (page 57) helps guard against breaks in the fiber causing outages. The system can 
monitor many fibers at once, even at different sites, while they are carrying live traffic. If a fiber break 
occurs, the system generates signals and alarms indicating the location of the fault. 

The development of lightwave test and measurement products requires a solid photonics technology 
base. In addition to the quantum-well lasers and LEDs mentioned above, HP Laboratories is working on 
other devices and subsystems for future products. A highly stable, miniature laser using YV0 (yttrium 
orthovanadate) crystals operating at a center frequency of 282 terahertz (page 63) is an example of ex- 
cellent low-noise optical sources. The recent development of surface emitting lasers (page 67) is very 
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promising for a variety of applications such as optical interconnect systems for data communications 
and generating visible light using complex laser structures (page 72). 

The technologies and products described m this issue show HP's strength and core competency m the 
area of photonics and lightwaves. A key element of the company's strength in lightwave test and mea- 
surement is the strong and healthy coupling between the research teams at HP Laboratories and the 
manufacturing divisions: the Lightwave Operation at Santa Rosa, California and the Boblingen Instruments 
Division in Germany. 



Also in this Issue 

Automatic test systems for digital components, boards, and systems generally contain a test pattern 
sequencer, a module that applies the test signals to the device under test and receives the device's 
responses. However, the traditional sequencer architecture has proved inadequate for testing many 
devices that operate on serial bit streams. One of the authors of the article on page 76 recalls writing a 
test for such a device using a traditional sequencer that required three months and 13,000 lines of source 
code and tested only a fraction of the device's functionality. Realizing that a new sequencer architecture 
was needed for testing serial-oriented devices, engineers at HP's Manufacturing Test Division first de- 
veloped a generic model of a serial communication system. Based on their analysis of the model, they 
then designed a new serial test sequencer architecture for the HP 3070 family of board test systems. The 
architecture features modules called reconfigurable bit processors, which the engineers have dubbed 
cucuitware because they're neither hardware nor software. A new Serial Test Language was written to 
simplify test programming. The article on page 76 describes all of these developments and presents 
several case studies of customer applications that show dramatic improvements in test development 
time, test coverage, throughput, and equipment requirements. 

Four papers in this issue are from the 1994 HP Design Technology Conference, a forum for the exchange 
of ideas, best practices, and results among HP engineers involved in the development and application of 
integrated circuit design technologies. The theme for the conference was "Accelerating Integration." 
► To shorten the time it takes to put high-performance ASICs (application-specific integrated circuits) 
into production, one design group developed coding guidelines and a process for generating wire load 
models (page 91 ). The coding guidelines head off later problems and the wire load models are conserva- 
tive enough to make routing easy without sacrificing performance. ► As IC features become smaller and 
chips become more densely packed, on-chip connections have an increasing impact on delay times and 
therefore on performance. Advanced interconnect modeling (page 97) is a framework that allows de- 
signers to model, optimize, and scale circuit delays, including both gates and interconnections. ► While 
thorough delay testing is necessary for high-performance designs, not all circuit paths can be tested for 
delay. The article on page 105 proposes an algorithm for synthesizing 100% delay testable circuits. The 
algorithm uses a method called cube partitioning. ► The article on page 1 10 compares two fault diagnosis 
methods to determine which does a better job in CMOS circuits. They conclude that a bridging fault 
model with a simple diagnosis algorithm is better than a simple stuck-at-0 or stuck-at-1 fault model with 
a complex algorithm. 
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Manager. Photonics Technology Department 
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Engineer/Scientist 
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Editor 
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Broadband Frequency Characterization 
of Optical Receivers Using Intensity 
Noise 



Methods for enhancing the dynamic range of the intensity noise technique 
for high-frequency photoreceiver calibration are proposed and experimen- 
tally demonstrated. These methods combine recently developed EDFA* 
technology with spectral filtering techniques. The intensity noise 
calibration technique is portable, easy to use, and field deployable. 

by Douglas M. Baney and Wayne V. Sorin 



( ipiical technology will play an important role in building the 
coming information superhighway through Its capacity to 
provide high information throughput and low-loss transmis- 
sion simultaneously. < tptical sources such as seinicoiiductor 
lasers provide an optica] carrier whose intensity is modulated 
with information to he sent over fiber-optic cable. For high- 
ilata-rate communications, lasers typically operate near the 
1.55-|mi or l.:l-um low-loss wavelengths in optical fiber. Opti- 
cal receivers convert the information modulated onto the 
optical carrier to baseband electrical signals. As demands 
are made for more information throughput, I In* bandwidths 
of optical receivers are increased conuuensuraiely. 

Accurate characterization of the frequency response of an 
optical receiver is important to ensure that the receiver is 
compatible with the data transmission rate. Currently, a 
number of techniques exist to characterize the frequency 
response of optical receivers. One method is to compute the 
Fourier transform from the time-domain impulse response. 1 
Frequency domain techniques, such as that used in the IIP 
8703 lightwave component analyzer, employ frequency- 
swept sinusoidal modulation of the optical Intensity using a 
high-frequency UNbOa modulator. This allows commercially 
available response measurements from 130 MHz to 20 GHz, 
The optical heterodyne technique using two Nd-VAG lasers 
has demonstrated capability from = 10 MHz to 50 GHz at a 
wavelength of 1.32 |un.'- These techniques all involve spe- 
cific trade-offs among frequency coverage, experimental 
complexity, and sensitivity, and none are completely satis- 
factory. It is desirable to have the capability to measure the 
broadband frequency response with a simple rugged optical 
Instrument 

The intensity noise technique offers the possibility of mea- 
suring frequency response characteristics of photoreceivers 
across the entire frequency span of modem electrical spec- 
trum analyzers ( for example. !• kHz to 50 GHz for the HP 
8505E). This intensity noise method was first demonstrated 
using a semiconductor Optica] amplifier as a source/ 1 This 
technique is of particular interest because the noise exists at 
all frequencies simultaneously, permitting very rapid optical 
receiver characterization. Additionally, an unpolarized short- 
coherence-length optical source is used. This is advantageous 



because it makes the measurements immune to polarization 
drills anil time-varying interference effects from multiple 
optical reflections, thereby allowing stable, repcatable 
measurements. 

Intensity Noise Techniques 

Intensity noise techniques take advantage of the beating 
between various optical spectral components of a broad- 
haudwidih spontaneous emission source. Any two spectral 
lines will beat, or mix. to create an intensity fluctuation with 
a frequency equal to the frequency difference between the 
two lines. This concept is illustrated in Fig. I. Since the opti- 
cal bandwidth of spontaneous emission sources can easily 
exceed thousands of gigahertz, the intensity beat noise will 
have a similar frequency content. The fluctuations in optical 
intensity are referred to as spontaneous-spontaneous, or 
sp-sp, beat noise. 

There are many sources of broad-bandwidth spontaneous 
emission. Hot surfaces (such as tungsten light bulbs) can 
provide optical radiation ranging from the visible to the far 
infrared. Semiconductor sources such as edge emit ling light- 
emitting diodes (EELEDs) provide increased power densi- 
ties over a wavelength range of about 100 nm. Still higher 
power densities can be obtained from solid-state sources 

• Ertmim-dopeii fiber amplifier 




Fig. 1. Spontaneous-spontaneous (sp-sp) best noise arising from 
mixing of the various spectral components from a thermal-like optical 
noise source 
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Fig. 2. [a) Tin' intensity noise technique for optical receiver calibra- 
tion, (b) The optical Held spectrum as measured on an optical spec- 
trum analyser, (<•) The optical Intensity spectrum, which Is propor- 
tional in tin 1 photocurrent spectrum, as measured mi an electrical 
spectrum analyzer 

such as fiber-optic amplifiers (sec page II). The ability to 
couple these sources of broadband light efficiently Into 
single-mode optical fiber is also intporlant. Coupled power 
ilensities cjui range from about 500 pW/nnt lor a light bulb to 
greater than 1 inW/nni for amplified spontaneous emission 
( ASE) rrom a fiber-optic amplifier. The high power densities 
from fiber-optic amplifiers are particularly well-suited for 
intensity noise generation. 

Bandpass-Filtered Intensity Noise Technique 

Fig. 2 illustrates how the strength and line shape of the 
optical intensity beat noise are generated from ;t Ihcrmal- 
like source such as amplified spontaneous emission. Fig. 2a 
shows the optical pow er from an ASF] source of spectral 
bandwidth B„ incident on the high-frequency optical re- 
ceiver to be tested. The power spectral density of the optical 
field, Sp(v), scaled so that its units are watts/Hz. is com- 
monly used to characterize the output of optical sources. 
This quantity is typically measured using an optical spec- 
trum analyzer. Fig. 2b shows a typical spectrum for S|.;( v) 
with full width at hall maximum bandwidth B„ and center 
frequency v,,. The average optical power I',, is found by 
integrating over the optical sped ruin, that is. 

I'„= S,. : (v)dv. 
Jn 



w hich gives a peak value for the spectral density of approxi- 
mately P,yB 0 . It should be tinted that all power spectral den- 
sities discussed in this paper are single-sided, with energy 
only at positive frequencies. 

Since photodinde current is proportion*] to optical intensity 
and not electric field, a more relevant quantity to consider is 
die power spectral density of the optical intensity. S](f), 
which is scaled to liave units of watts-/Hz, This quaniity is 
related to the optical field spectrum by the relatively simple 
expression: 

S,(f)=P5 5(0 + S E (v)*S E (v). (1) 

where 8( f) represents a delta function and * denotes the 
single-sided autocorrelation (integrated over positive fre- 
quencies). This result assumes unpolarized ASE and single- 
sided power spectral densities. This expression is valid for 
optical radiation with thermal-like noise statistics, such as 
amplified spontaneous emission. The effects of shot noise 
are not included in equation 1 because it is easier to account 
for this noise after the optical intensity is converted to a 
phniocurrenl. The result of equation 1 is graphically illus- 
trated in Fig. 2c. Intensity beat noise exists up to frequen- 
cies determined by the Spectral width of the ASE source. 
These frequencies are typically on the order of thousands of 
gigahertz. The magnitude of the beat noise at low frequen- 
cies is approximately P,~,/B f „ the exact value depending on 
the line shape of the electric field spectrum. More accurate 
values for typically encountered line shapes are given later. 

The power spectral density of the detected photocurrent, 
S|(f). in units of amperes'/Hz, equals that of the incoming 
intensity Spectrum except for the filtering effects of the pho- 
lodiode. If the frequency dependent respoitsivily (i.e., trans- 
fer func tion) for the photodiode is given by R(f), which has 
units of amperes/watt, then the photocurrent spec! rum can 
be expressed as: 

S,(0= |R(0I-S,(f) (2) 

The receiver thermal and shot noises are not included in 
equation 2. The value for these two noise sources will deter- 
mine the SNR (. signal-to-noise ratio) for the measurement 
technique. Assuming that the optical beat noise signal is 
larger titan die shot or thermal noise, this expression can be 
used to determine the magnitude |IJ( f)| of the frequency re- 
sponse of the photodiode. This measurement is performed 
by observing the photocurrent spectrum S||T) with an elec- 
trical spectrum analyzer. If the spectral width of the ASE 
SOtirCe, B„. is much larger than the frequency response of 
the photodiode. then S|(f) can be assumed constant, and the 
responsivity squared |R(f)|- of the photodiode is displayed 
directly on the electrical spectrum analyzer. 

< )ne previous difficulty in the practical use of this detector 
calibration technique is the small value for the intensity beat 

noise provided b\ typical ase sources. This has presented a 

problem lor high-frequency calibration because the thermal 
noise level associated with wideband receivers is typically 
quite large. In this paper we show that by combining the 
recent development of erbium-doped fiber amplifiers with 
spectral filtering techniques, we can overcome the previous 
limitation of small signal strength. 
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To understand how to optimize the ASE for deled or calibra- 
tion, the concept of relative intensity noise or KIN, which 
has units of Hz 1 , will be introduced. This paranieier can he 
thought of as the fractional intensity noise associaled with an 
optical source. The definition for KIN in terms of I he optical 
intensity spectrum is: 



-too 



RIN(f) = Si(f)/Pr,. 



(3) 



Thus KIN is the spectral density of the optical intensity at a 
given frequency divided by its integrated v alue at zero fre- 
quency. An equivalent definition equates RIN to lite variance 
of the optical intensity (AI-(D) in a one-hertz bandwidth 
divided by the average intensity squared. Since the optical 
bandwidth B,, is usually much larger than the electrical 
detection bandwidth, the KIN from an ASE source is usually 
considered to be constant, equal to its low-frequency value. 
From Fig. 2c, il can be seen that this value is approximately 
given by: 

RIN = 1/B 0 . (I) 

This result is valid for unpolarized light with thermal-like 
noise statistics. A more accurate value for equation I re- 
quires knowledge of the line shape of the ASE spectrum. 

Normally, for a given source, one would increase lite average 
optical power incident onto a photoreceiver to increase the 
photocurrent beat noise and hence the measurement sensi- 
tivity. With the development of EDFAs (erbium-doped fiber 
amplifiers), the average optical powers attainable will easily 
saturate high-frequency phot orecei vers. This means increas- 
ing optical power is no longer an issue, and for a given optical 
receiver, a power just below its saturation level should be 
used for calibration purposes. Since incident optical power 
can now be considered a constant, depending on the delec- 
tor saturation level, the concept of RIN becomes useful be- 
cause increasing its value increases the SNR of the intensity 
noise technique. According lo equation 4, this means that 
decreasing the spectral width B„ of the ASE source will im- 
prove the SNR for detector calibration. The only limitation is 
thai eventually there will be a roll-off in I he high-frequency 
content of the beat noise. 

Effects of Line Shape and Bandwidth 

As the optical bandwidth is reduced, the maximum fre- 
quency separation of beating components also decreases. In 
Fig. 3, the RIN is shown as a function of frequency for four 




10 100 
Frequency (GHz) 



1000 



Fig. 3. Relative- intensity noise (KIN) for a (iaussian-shapec! optical 

field power spectrum centered ai 1,56 urn. 

different optica] bandwidths. The plotted curves correspond 
to the case of an unpolarized ASE source with a Gaussian 
Optical spectral Shape, The highest KIN is achieved at the 
lowesl frequencies with the narrowest optical bandwidth. Al 
frequencies comparable to the optical spectral bandwidth, 
roll-off in the RIN becomes apparent. The RIN for the 5-nni 
spectral width is relatively constant to several hundred giga- 
hertz. Expressions for RIN as a function of frequency are 
shown in Table I for the case of Lorenlzian. Gaussian, and 
rectangular optical field sped nuns. The Lorenlzian shape 
corresponds closely to I he sped rum of commonly used Fab- 
ry-l'erot optical fillers. The Gaussian spectrum is sometimes 
used In describe the spectra of EELEDs or lasers operating 
below threshold. The rectangle function approximates some 
interference filters, grating-based monocluomators, and 
chirped fiber gratings. The normalized (to unity) optical 
field spectrum is also included in Table I for reference. The 
lute width B„ In each case is the FWHM (foil width at half 
maximum) of the optical field sped mm. 

Comparing the low-frequency RIN values for each of the 
different spectral shapes, the rectangle spectnim delivers 
the most RIN (1/B„), followed by the Gaussian (0.6b7B„). 



Table I 

Relationship between Unpolarized Optical Field Spectrum and RIN 
Optical Field Spectrum Shape Normalized Sfjv) 



RIN(f) 

(f>0) 



Red angle* 
Gaussian 

Lorenlzian 
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' II = rectangle function A = mangle function 
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1.55-fOB Fiber-Optic Amplifier 



Tne fiber-optic amplifier is a key element In modem nigh-data-rate communications 
Its large optical bandwidth =4000 gigahertz makes it effectively transparent to 
data rate and format changes, allowing system upgrades without modifications to 
me amplifier itself tne most prevalent fiber-optic amplifier is called the erbium- 
doped fiber amplifier (EDFAl It provides amplification in the third telecommunica- 
tions window centered at a wavelength of 1 55 (im The EDFA has four essential 
components, as shown in Fig 1 These are the laser diode pump the wavelength 
division multiplexer IWDMl, the erbium-doped optical fiber, and the optical isolators 
To achieve optical amplication, it is necessary to excite tne erbium ions situated 
in the fiber cote from their ground state to a higher-energy metastable state. A 
diagram of the relevant erbium ion energy states is shown in Fig 1 The erbium 
ions are excited bv coupling pump light | = 20 mW or greaterl through the WDM 
into the erbium-doped fiber Commonly used pump wavelengths are 980 nm and 
1480 nm The ions absorb the pump light and are excited to their metastable state 
Once the ions are in this state, they return to the ground state either by stimulated 
emission or. after about 10 ms, through spontaneous emission Light to be amplified 
passes through the input isolator and WDM and arrives at the excited erbium ions 
distributed along the optical fiber core Stimulated emission occurs, resulting in 
additional photons that are indistinguishable from the input photons Thus, ampli- 
fication is achieved Optical isolators shield the amplifier from reflections that may 
cause lasmg or the generation of excess amplified spontaneous emissions (ASE|. 

Good EDFA design typically requires reduction of optical losses at the amplifier 
input and minimizing optical reflections within the amplifier EDFAs with greater 
than 30-dFJ optical gam. more than 10-mW output power, and less than 5-dB noise 
figure are readily achieved in practice 
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Fig. 1. Schematic of an eibmin-duped fiber amplihei snowing essential optical components 
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Fig. 2. Relevant erbium ion energy levels. 

ASE is genetated in optical amplifiers when excited ions spontaneously decay to 
the ground state The spontaneously emitted photons, if guided by the optical 
fiber, will subsequently be amplified Iby the excited ions) as they propagate along 
the fiber This can result in substantial ASE powers ( > 10 mW) at the amplifier 
output A typical spectrum of signal and ASE at the amplifier output is shown in 
Fig 3 The ASE can extend over a broad spectral range, in this case in excess of 
40 nm. 
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Fig. 3. Spectrum ol amplified spontaneous emissions IAS6 1 and amplified signal at the 
ampliliei output 



and next by the Uirentetan (0.32/B,,.). lithe ASK source is 
polarized. I he RIN will lie twice as large for all three cases. 

If the optical receiver response measurements are performed 
in the flat KIN regime (see Fig. 3), no specific knowledge of 
the source hue shape is required. However, if the spectral 
line shape for the ASE source is accurately characterized, 
additional measuremenl sensitivity can lie obtained by using 
narrower optical fillers and correcting for the roll-off in the 
response data. 

Experiment: Intensity Noise Technique 
Using Optical Bandwidth Reduction 

To demonstrate the filtered intensity noise technique, mea- 
surements were performed at a wavelength of 1.55 urn on a 
SONET receiver with 1-fiHz electrical bandwidth. The mea- 
suremenl setup is shown in Fig. 4. The mirror at the end of 
the EDFA results in two-pass ASE general ion. This doubly 
amplified ASE is then filtered by an optical bandpass filler 
With a l-nni spectral width. All optical connections were 
fusion-spliced to eliminate optical reflections. The presence 



of multiple optical reflections could imparl undesirable in- 
tensity ripple onto an otherwise constant KIN spectrum, 
which would be difficult to separate from the receiver fre- 
quency response. The bandpass filtering resulted in approxi- 
mately a 15-dB improvement in SNR. An average optical 
power of 200 uW was incident onto the receiver; this was 
below its saturation level of 320 uW. Using a more compli- 
cated dual Nd-YAG optical heterodyne system, measure- 
ments at a wavelength of 1.32 um were performed for com- 
parison with the intensity noise technique. The intensity 
noise technique shows excellent agreement when compared 
with the standard heterodyne method as indicated in Fig. 5. 

Periodically Filtered Intensity Noise Technique 

As discussed earlier, for a fixed average optical power, the 
spontaneous-spontaneous beat noise in the pholocurrenl 
spectrum increases as the optical bandwidth B,, is reduced. 
This increase in signal strength is desirable, but if the optical 
bandwidth is reduced too much, the high-frequency content 
of the beat noise will start to roll off, making it unsuitable 
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Fig. 4. Experimental arrangemetil for frequency response measuremenl of a SONET photoreceiver using the bandpass-filtered intensity 
noise leclmique. 



for high-frequency detector calibration. In practice, this 
trade-off bel ween sigtiiil strength and frequency content be- 
comes a problem when trying to characterize high-frequency, 
low-gain optical receiv ers. Because of the large input noise 
figures ( typically 30 dB) associated wilh high-frequency 
electrical Spectrum analyzers, large values of photoctinent 
beat noise are required. 

The periodically filtered intensity noise technique solves ibis 
trade-off problem by allowing Ihe magnitude of the heal noise 
to be increased wilhoul loss of ils high-frequency content- 4 
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Fig. 5. Measurement of a SONET rec eiver frequenev response using 
(a) a l..'i2-|im Nd-YAG optical heterodyne system end (hi the 1.56-jun 
tillered intensity noise technique. 



This is accomplished by passing the amplified spontaneous 
emission through a Fabry-Perol filler and then on to the high- 
frequency optical receiver. This reduces the average optical 
power while maintaining the magnitude of the spontaneous- 
sponlaneous beat noise at periodic frequencies spaced al 
intervals equal to the free spectral range of Ihe filler. The 
result is an increase in RIN at periodically spaced beat fre- 
quencies. If needed, optical amplification can then be used 
to boost Ihe average optical pow er to a value just under the 
saturation level for the receiver. 

Details of the periodically filleted technique are shown in 
Fig. G. Fig. 0a shows Ihe ASK from a source such as an 
erbium-doped fiber amplifier passing through a Fabry-Pcrot 
filler and on to Ihe lest optical receiver. The transmission 
Characteristics of I lie Fabry-Perol filter are determined by 
ils free spectral range. FSR. and its finesse. F. FSR is Ihe 
frequency separation of Ihe transmission maxima and F is 
the ratio of the FSR to the width of the transmission max- 
ima. From a signal processing poinl of view. I he Fabry-Perol 
filter has a frequency-domain transfer function for ihe opti- 
cal field given by H(v). The squared magnitude of this trans- 
fer function is illustrated in Fig. 6b. For Ihe ideal case, the 
transmission through ihe filter would be unity at frequencies 
separated by Ihe FSR. After passing through the filler, the 
power spectral density of Ihe input optical field Si.;(v) will be 
transformed to |H(v)J%b(V), Fig. 6c shows the filtered spec 1 
(rum. which is incident on the optical receiver. Strong beat 
signals occur in the intensity separaled by frequency inter- 
vals equal lo Ihe FSR of ihe Fabty-Perol filler. As described 
earlier in equation I, the power speclral density for the opti- 
cal intensity Si(f) can be obtained from an autocorrelation 
of the input electric field spectrum: 

Si(f) = P 0 8(f) + IH(v)| 2 S E (v) * |H(v)| 2 S E (v). (5) 

This expression is valid for unpolari/.ed amplified sponta- 
neous emission (see equation 1 ). The resull of equation 5 is 
Illustrated i" r "'g- ,ic '- Intensity noise peaks are evident at 
frequency locations separated by the FSR of the Fabiy-Pero! 
filter. Relative (o the dc signal, these peaks are a factor of 
F/i\ larger than Ihe untiltered case shown in Fig. 2c. For a 
typical finesse of F = 100. this corresponds to Sn increase in 
signal-to-noise ratio of about 15 (IB for photodiode character- 
ization. The penally for Ihe increased SNR is thai beat signals 
only occur al specific frequencies. This Constraint is not very 
severe because Ibis frequency spacing can he set lo any de- 
sired value by proper choice of I he filter FSR. As described 
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earlier. Hie Optical receiver frequency response can t>e ob- 
tained using equation 2. which relates the optical intensity 
spectrum to the photocurrent spectrum measured using an 
electrical spectrum analyzer. Assuming an optical bandwidth 
B„ much larger than the frequency response of the optical 
receiver, the photocurrent power spectrum is given by: 

where Av Ls the spectral width of the Fabry-Perot filler and is 
given by Av = FSR/F. This result illustrates that the magnitude 
of the photocurrent beat signal can be increased relative to 
a fixed average current without sacrificing its high-frequency 
content. 
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Fig. 6. ui .i Block diagram Illustrating the periodically filtered Inten- 
sity noise calibration technique, CM Itansfw function of the Fabry- 
Perm (fleer (c) Optical Held spectrum Incident ;it Die photoreeeWer. 
i<D E%otocurrcni spectrum us measured on am electrical spectrum 
analyzer. 



Experiments Intensity Noise Technique 
Using Periodic Bandwidth Reduction 

To demonstrate the above result, the aiTangement illustrated 
in Fig. 7 was used. The ASE obtained from the two-pass 
EDFA superfluorescent source generated an optical signal 
with a spectral width of about 40 nm centered at 1.55 pm. 
This ASE then passed through an optical isolator, which pre- 
vented the two-pass superfluorescent source from becoming 
a laser. The output Of the isolator was then sent through a 
single-mode fiber Fahry-I'erol filler with finesse F = SO and 
free spectral range FSR - (iSD MHz. To boost the average 
power, the filter output was optically amplified by a final 
EDFA postamplifier. Average output powers of several milli- 
watts can be obtained using this aiTangement. Fusion splices 
between the superfluorescent source, the filter and the post- 
aniplifier were used to minimize reflections. This is importani 

because multiple reflections will add amplitude ripple to the 

intensity power spectrum. The photoreceiver consisted of a 
high-speed 14-pni-dianicter. [ttGaAs p-i-n photodiode followed 
by a traveling wave GaAs microwave amplifier. A 50-GHz 
electrical spectrum analyzer ( IIP 85t>5E ) displayed Ihe 
photocuiTenl power spectrum. 

For comparison purposes, three different techniques were 
used to measure Ihe frequency response of the photoreceiver 
The results of these three measurements are shown in Fig. 8. 
The curve labeled A w as obtained using unfiltered ASF. For 
curve B, ihe periodically filtered ASE output was used. The 
average optical powers were held constant and equal for 
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curves A and B. Curve C was generated using an optica] 
heterodyne technique: Curves A and B experimentally dem- 
onstrate an SXK enhancement of approximately 17 dB be- 
tween the filtered and unfiltered intensity noise techniques-. 
Comparison between the heterodyne technique and ihe iwo 
intensity noise techniques shows veiy good agreement, illus- 
naiing the llat intensity noise spectrum obtained from the 
EDFA noise source. 

Discussion 

The use of a broadband intensity noise source for high- 
frequency detector calibration has several advantages over 
Other frequency-domain techniques. One important advantage 
is thai calibration of the frequency response of the optical 
source is not necessary since il can lie made Hal by choosing 
the ASE Spectral width to be much larger than the frequency 
response of the pholodetector. This is not the case for other 
frequency-domain techniques. For example, sinusoidal Inten- 
sity modulation of an optical source using a LiNbQg modular 
tor requires careful calibraiion of the frequency response of 
the modulator, which becomes increasingly difficult al high 
frequencies. Any errors in this calibraiion are passed on to 
the detector's frequency response. 

C ompared with heterodyne techniques, the inlensily tech- 
nique is nigged and held deployable and does noi require 
stable polarization alignment. Since the intensity noise is 
present al all frequencies, il allows rapid measurements. 
Additionally, the long coherence length of laser sources in 
Ihe presence of optical reflections makes the heterodyne 
measurement more susceptible to environmental effects. 

The intensity noise method also has advantages compared 
to time-domain impulse measurement methods. For high- 
frequency measurements, the effects of the oscilloscope must 
be deconvolved from Ihe measurement before an accurate 
calibration can be obtained. This can often be arduous since 
accurate impulse responses for high-frequency oscilloscopes 
are difficult to obtain. The advantage of not requiring careful 
source calibration for the inlensily noise technique is an 



important consideration in developing a portable, low-cost, 
user-friendly calibraiion technique. 

Summary 

In ibis paper we have proposed and experimentally demon- 
strated methods for enhancing the dynamic range of the 
inlensily noise technique for high-frequency photoreceiver 
calibration. By combining recently developed EDFA technol- 
ogy with spectral filtering techniques, we have shown thai 
the magnitude of intensity beat noise can be increased to 
values practical for unamplified pholodiode calibration. 
Using the periodically filtered technique. RIN values larger 
than -100 (IB/Hz can be achieved over a frequency range in 
excess of loo i ill/.. The intensity noise calibration technique 
has the potential for becoming a portable, easy to use, field 
deployable calibraiion method. 
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Erbium-Doped Fiber Amplifier Test 
System 



The HP 81600 Series 200 EDFA test system combines various instruments 
with powerful software to characterize erbium-doped fiber amplifiers. The 
system is a turnkey solution with fully specified uncertainty. 

by Edgar Leckel, Jiirgen Sang. Rolf Mullen Clemens Ruck, and Christian Hentschel 



Erbium-doped amplifiers (EDFAs) arc the latest state-of- 
the-art solution for amplifying optical signals in lightwave 
transmission systems (see Fig. 1). They are used as booster 
amplifiers on the transmitter side to get as much power as 
possible into the link, as inline amplifiers to overcome the 
loss of the fiber, and as preamplifiers at the receiver end to 
boost signals to the necessary receiv er levels. EDFAs can be 
used in single-wavelength transmission systems, in wave- 
length division multiplexed ( WDM ) systems, and in soliton 
transmission systems. To use EDFAs in the various applica- 
tions it is necessary to characterize the single amplifier as a 
component, 

Parameters and Measurement Techniques 

The main parameters describing an EDFA are signal output 
power, total output power, gain, and noise figure. 1 .Ml of 
these parameters are dependenl on input power level and 
wavelength. To characterize these amplifiers fully it is nec- 
essary to measure their dependence on both input power 
and wavelength (see Fig. 2). 

Signal output power is measured with an optical spectrum 
analyzer and the lolal output power is measured with a 



power meter. The gain is the ratio of the signal output power 
of the amplifier to the signal input power. 

Noise figure is defined as the ratio of the signal-to-noise ratio 
at (he input lo the signal-to-noise ratio at the output of the 
amplifier under the following conditions: shot-noise-limiled 
photodetector. shot-noise-limited input signal, and optical 
bandwidth approaching zero. The main problem in measuring 
(he noise figure is diat sources used for generating variable 
inpitl power arid wavelength also generate a broad LED-like 
spectrum called source spontaneous emission ( SSE ). The 
SSE is amplified and adds to the output pow er. The ampli- 
fier output consists of amplified signal and amplified sponta- 
neous emission (ASEj. To measure only the signal and ASE 
contribution from the amplifier we have to eliminate the 
contribution from the SSE. 

There are two principal methods- for measuring the exact 
noise level of the amplifier. The hist is called the amplified 
spontaneous emission interpolation subtraction method. In 
this met hod thi' SSE level of the laser source is determined 
during the calibration and stored In a calibration file. With 
this calibration and the measured gain, the SSE > gain 
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contribution can be subtracted from the total spontaneous 
power level to obtain the ASE level of the amplifier itself. 

The second method is called the polarization extinction 
method. It depends on the fact that the signal and the SSE of 
the laser source have the same stale of polarization because 
there is a polarizer at the output of the tunable laser signal 
source. The amplifier's ASK is nnpolarized. This makes ii 
possible lo extinguish the amplified SSE contribution by 
blocking the signal and therefore also the SSE contribution 
after the amplifier. The extinction is accomplished wilh a 
polarization controller/fill er. 



EDFA Test System 

The IIP 81600 Series 200 EDFA test system is shown in Fig. a 
Fig. 4 is ils block diagram. The tunable laser source with 
built-in attenuator 3 provides the input power levels over the 
reiiuired wavelength range. To guarantee the absolule power 
level at the input of the EDFA. the power is monitored by 
means of a coupler and a calibrated power meter. 1 At the 
output of the EDFA the total output power is measured with 
a 5% tap and a power meter. Because of the high Output 
power of the EDFA it is necessary to insert attenuators in 
front of the power meter heads. The coupler for the power 




Fig. 3. HP 81600 Series 200 
EDFA test system. 
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meter acts as an attenuator for the optica] spectrum ana- 
lyzer. The coupler is followed by a switch and the polariza- 
tion controller/filter arrangement. This makes it possible to 
measure the signal directly or via the polarization controller/ 
Filter with the polarization extinction method. The optical 
spectrum analyzer acts as a wavelength-selective power 
measurement device. 

Amplifier Tesi Sel 

A specially developed instrument for this lest system is the 
amplifier test set. The amplifier tcsl sel consists of couplers 
for monitoring the input and output power of the EDFA and 
a polarization controller/filler. The switches are used to selecl 
between gain measurement on the straight path and ASH 
measurement on I he polarization controller/filter path. 

The optical design of the polarization controllcr/fillci is 
based on two retardation plates — one i|uarter-wa\v and one 
half-wave plale — and a linear dichroic polarizer (see Fig. 5). 
These pails are mounted on rolatable hollow shafts so that 



Fig. 4. Him k diagram of the 
HI' HI in id Series 200 EDFA test 
system. 



the collintated light beam can pass through the shafts and 
through the center of the optical codewheel. The whole as- 
sembly — optical parts and encoder — is driven by a dc motor 
coupled with a belt gear drive. With litis design atiy incom- 
ing state of polarization can be transformed into any other 
state by rotating the retardation plates to defined angular 
positions. A polarizer is added at the output so that linear 
stales of polarization can be extinguished. 

In the polarization extinction method the polarization 
i mil roller/filter is used as a polarization analyzer to deter- 
mine the input state of polarization. Based on this measure* 
merit, (he retardation plates are rotated to calculated angular 
positions, which change the signal and the amplified SSE to 
a linear slate perpendicular to the pass direction of the po- 
larizer. This causes the siunal and the amplified SSK to be 
extinguished, 

The amplifier test sel contributes to die Overall system iui- 
cerlainty. Therefore, the couplers, switches, and polarization 



Optical 
Encoder 



Lens * Fiber 



Polarizer 




Fig. 5. Polarization contrallei 

filler. 



© Copr. 1949-1998 Hewlett-Packard Co. 



I'Vlmiiiry lw.i lU-wle ii-l'arkiml Journal 15 



controller/filter were designed or selected for lowest polar- 
ization dependent loss. In addition, the switches were se- 
li-c tcd for very good repeatability and high return loss. The 
polarization controller/niter was also designed for low rota- 
tion dependent loss. Finally, an intelligent algorithm and 
optimized speed of the polarization controller/filler reduce 
the total measurement time. 

Before starling a measurement, it is necessary to run a cali- 
bration. The firsi calibration step is to measure the coupling 

ratio of the couplet before the PUT with the help of the two 
power meter heads. The second step is to calibrate the opti- 
cal spectrum analyzer and the power meter in conjunction 
with the attenuators and the losses of the paths. A feed- 
through is used to connect the test system's input and out- 
put ports. The calibration is verified by measuring the feed- 
through. In this case the gain is well-known (U dB) and the 
output power must be the same as the input power. 

EDFA Test System Uncertainty 

Major efforts went into understanding, characterizing and, 
wherever possible, correcting the actual and potential 
sources of error in the HP 81600 Series 200 EDFA test sys- 
tem. This task is complex because the lest system and mea- 
surement tasks are complex. All measurement tasks start 
w ith the calibration of the system, in which optical power 
traceabiliu to 1TB and NIST is ensured.' Optical power 
traceability is important in conjunction with the signal 
power, total power, and ASE measurements, the latter being 
used to calculated the noise figure. For the gain measure- 
ment, il is Important Ilia! die power scale be linear. This 
parameter is also traceable to ITB through a chain of scale 
comparisons. Finally, wavelength traceahilily is ensured 
through comparisons lo specific gas lamps and lasers, which 
can be considered natural physical constants. 

A careful uncertainly analysis was carried out for each of 
four parameters: signal power, total power, gain, and noise 
figure. In each case, Che entire process of calculation was 
analyzed. For example, the gain is defined as the ratio of 
signal OUtpUi power to signal input power. Signal Input 
power is measured by means of the input coupler and the 
IIP 8153A Optical power meter with the IIP S1532A power 
sensor module. This measurement relies on the accuracy of 
the input calibration and the performance of the equipment 
Involved. Signal output power is measured with the ampli- 
fier test set ahd an optical spectrum analyzer. This measure- 
ment relies on the accuracy of the output calibration and on 
the performance of the equipment 

As an example, die following represents a summary of the 
uncertainty analysis for the determination of noise figure. 
This analysis is the most complicated because the noise 
figure F is a function of the ASE power density p iLS1 , and the 
gain G: 

X Pas, 

G hvG 

where h is Planck's coastant and v is the optical frequency. 
Analyzing this equation for the origin of the numeric values 
and the performance of the instruments involved leads to 
the following list of partial uncertainties for the noise figure: 
Polarizat ion dependence of the amplifier test set and the 
optical spectrum analyzer 



• Small errors in die optical spectrum analyzer scale fidelity 

• Drift effects in the amplifier test set 

• Uncertainty attributable to the input connec tor pair (the 
output connector pair cancels out because il influences the 
gain ;md the ASE in the same way) 

• Calibration uncertainty of the HP K1524A Optical head 

• Finite accuracy of the cancellation of the source's 
spontaneous emission in determining the ASE level 

• Loss uncertainly of the path through the polarization 

controller 

• I ncertainly of the optical spectrum analyzer's resolution 
bandwidth 

• Uncertainty of the input power measurement resulting from 
the polarization dependence of the input coupler and the HP 
81532A power sensor module. 

Table 1 shows a summary of the uncertainly analysis for the 
IIP 31600 Series 200 EDFA test sysiem in conjunction with 
the polarization extinction technique. Also shown are Ihe 
total uncertainties, which are obtained by root -sum-squaring. 
They serve as the basis for the lesl system specifications. 



Table I 

Uncertainty Summary for HP 81600 Series 200 
EDFA Test System 



Uncertainty 



Gain Compression by SSE 

< Jptical Spectrum Analyzer 
I '< ilarizat ion 1 )epei idenee 

Test Set Polarization 
Dependence 

( iptical Spectrum Analyzer 
Scale Fidelity 

Drift of Test Set 

i tutpul ( kmnector Pair 

Input Connector Pair 

Power Meter Scale 

Input Power 

SSE Cancellation 

Polarization ( out roller/Filter 
Path Loss 

Optical Spectrum Analyzer 
Resolution Bandwidth 

Total Uncertainty: Connectors 
Splices 



Output 
Signal 
(dB) 

±0.10 

±0.10 



Gain 
(dB) 

±0.10 
±0.10 



±0.07 ±0.07 



±0.05 ±0.10 



±0.10 
±0.25 

±0.11 



±0.10 
±0.25 
±0.25 
±0.11 
±0.05 



±0.39 
±0.27 



±0.48 
±0.24 



Noise 
Figure 
(dB) 



±0.05 
±0.07 
±0.10 
±0.10 

±0.25 
±0.10 
±0.10 
±0.10 
±0.07 

±0.10 

±0.39 
±0.25 



Software 

Testing an EDFA device in production requires software that 
is easy to use. since EDFA measurement methods are quite 
new and Ihe software will be used by people who may not 
know all of ihe details of the test process. On the other 
hand, software flexibility was an important design goal to 
allow extensions for additional measurement methods and 
integration into existing customer processes and databases. 
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Fig. 6. EDFA test system software overview. 

The EDFA test system software runs on an HP 74m work- 
station under the HP-UX* i'.Ol operating system, and is im- 
plemented mostly in the C programming language. Fig. 6 
shows an overview of the software structure. On the lower 
level, there is a sei of drivers for the different instruments, 
along wilh some modules for accessing configuration infor- 
mation and help texts. They supply an easy and portable 
access to the instrument hardware shown in Fig. 2. 

The communication layer for the instrument drivers is based 
on the SICL (Standard Instrument Control Library). Using 
the SIC'L, data can be written to and read from Instalments 
with commands similar to those for reading and writing files 
in C. All calls to the SK'I, are handled through a control 
module called InsLdrv (Fig. 7). Its purpose is to allow (he 
logging of traffic going to and from the instruments and to 
support some basic functionality like delecting the presence 
Of an instrument on the HP-IB (IEEE 488, I EG 625). It also 
supplies central error handling facilities. 

For each instrument type I here is a separate driver module. 
Bactt module can control several instruments of the same 
type at once, arid keeps track of the internal inslruinenl 
States to save execution time. The driver modules check 



parameters !>efore passing litem to the instruments, and 
support instrument error checking. 

To speed up measurements where multiple instruments are 
involved, the driven act asynchronously. For example, both 
channels of the HP B163A optical power meter can fetch 
data while die HP 70950 optical spectrum analyzer is making 
a swept measurement. Additional commands are available 
to synchronize the instruments and make sure everything is 
settled before a measurement is taken. 

The measurement application is built on top of this driver 
structure. It contains different algorithms for testing EDFAs, 
one of which is active at a time. Currently, the following 
measurement functions are integrated: 

• Perform an input calibration of the test system 

• Perform an output calibration of the test system 

• Verify the calibration 

• Measure an EDFA using the polarization extinction method 

• Measure an EDFA using the amplified sponumeous emission 
method 

• Perform a self-test. 

While the measurement proceeds, intermediate results are 
checked against limits set up for the device by the operator, 
and against certain fixed system limits (to detect improper 
connections, etc.). 

A C language interface allows customized extensions, such as 
controlling additional parameters (e.g., the EDFA pump cur- 
rent ) or performing additional measurements (e.g.. reading a 
voltmeter). 

All results of the calibration and measurement steps are 
stored in a single file, along with information about die EDFA 
device, the test conditions, and the overall result (pass or 
fail). This file is organized in a structured ASCII format and 
allows easy extraction of all important lest results for use in 
analysis programs anil databases. 

For user-friendly parameter input and measurement control, 
a sophisticated user interface was designed. Written with a 
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Fig. 8. Main window of the Bl >FA test system user interface. 

user inter&Ce builder, along With some (' rode, ll is based 
on Xll/Motif(Fig.K). 

The user is goided through the setup and calibration of the 
lesl system by easy-to-use menus and dialog boxes. Differ- 
ent calibration setups for specific wavelength ranges can be 
entered, as well as lest conditions with limits appropriate 
for certain EDFAs (Fig. 0). 

Where liber connections have to be made in the calibration 
and measurement process, a graphic is brought up on I he 
screen showing the necessary steps and connections. All 





Fig. 9. Test condition input pain 



Fig. 10. Progress status window 

numeric data is Checked for correctness immediately after it 
is entered. Before a measurement starts, the calibration is 
matched against llie needs of the requested test. 

The progress of a running calibration or test is shown with 
mi information box on the screen (Fig. 1(1). Meanwhile, the 
program stays fully usable for entering new test setup data, 
or for reviewing the results of prev ious measurements. 

Result data can be examined in textual form. A table show- 
ing input parameters and results can be viewed and printed. 

A graphical output system is included so lhal the user can 
review the data graphically and create graphs for EDFA 
device documentation. 

A menu (Fig. 1 1 ) allows the user to choose an X-Y plot of 
any result parameter against any input parameter (including 
user-specified parameters). Fig. 12 shows such a plot. A 
single graph can have up to eight traces. The graph can be 
interactively scaled and zoomed, and markers can be placed 
either freely or bound to measurement points. The X-V values 
of each measurement point can be read out with a single 
mouse dick. 

The graphics system also provides hard-copy functionality 
and allows the merging of different graphs on a specified 
number of pages, thus enabling the output of a user-defined 
data sheet which can be printed out automatically after each 

lesi is completed Supported printers are Hie HP LaserJet 

series and I he DeskJet series, the latter allowing color 
printouts. 
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Multi-Quantum-Well Ridge Waveguide 
Lasers for Tunable External-Cavity 
Sources 

A new multi-quantum-well ridge waveguide laser enhanced for use in a 
grating-tuned external-cavity source has been developed. The device 
offers higher output power and wider tunability for improved performance 
in a new instrument. A core technology has been developed for use in a 
variety of light-emitting devices. 

by Tiruntala R. Raiiganath, Michael 3. Ludowise, Patricia A. Beck, Dennis J. Derickson, William H. 
Perez, Tim L. Bagwell, and David M. Braun 



Tunable laser sources for testing of opt ical components and 
subsystems are an important pat! of a family of lightwave 
communication test and measurement instruments that IIP 
has developed over the last decade. Currently. IIP offers two 
tunable laser sources: the HP 8K37A and HP 81<>8A.> These 
instruments function in the wavelength windows centered at 
1300 ran and 1550 tun. 

Custom requirements of test instruments cannot always be 
met by commercially available lasers. As a result, semicon- 
ductor laser development was begun to provide core material 
and device technologies that would produce suitable oplical 
gain media chips for future tunable laser sources. The laser 
described in this article is the optical gain medium for the 
IIP 8108C tunable laser source. The same technology forms 
the basis for other custom optical sources, such as the edge- 
emitting LEDs discussed in I he article on page 43. 

There are many different aspects to the development of a 
custom laser chip: device design, material growth, fabrica- 
tion, testing. ;uid reliability. Wide tunability and high output 
power are two very important requirements for the instru- 
ment application. The dev ice must also be capable of opera- 
tion in an external-cavity laser source like the HP 8168C. 

A semiconductor laser is an optical oscillator, and like any 
oscillator, it consists of an optical amplifier (realized '» :| 
suitable semiconductor material system) together with feed- 
back (provided by two atomically parallel cleaved facets). 
There are two classes of semiconductor lasers: gain guided 
and index guided. They are distinguished by the waveguiding 
mechanism for the optical field. Gain guided devices are rela- 
tively simple to fabricate bul hav e high threshold current and 
astigmatism of the output beam. Index guided lasers can be 
more challenging to fabricate but offer low threshold Cur- 
rents, high linearity of output power, and good beam quality. 

There are a number of variants of the index guided laser. The 
most sophisticated involv e multiple regrowths of epitaxial 
material around the waveguide. A ridge waveguide laser,- 
while still index guided, has no regrowth steps, moderate 
threshold currents, excellent beam quality, and potentially 



high reliability. Ridge Structures do not exhibit the best lin- 
earity of output power with current drive (as do the best 
buried Structures) and therefore are not suitable for applica- 
tions such as CATV'. Bul for external-cavily sources, ridge 
waveguide lasers provide excellent performance. 

The amplifying region in the ridge structure allows a single 
optical mode to propagate while a suitable electron-hole 
population distribution is maintained by an electrical cur- 
rent. Details such as material composition, layer thickness, 
and ridge dimensions impact the threshold current, differen- 
tial quantum efficiency, and far-field divergence angles of 
the light emanating from the two device facets. The far-field 
divergence angles determine how efficiently the device can 
couple to a hybrid grating-tuned external cavity on one side 
and to a single-mode fiber output on the other. The device 
threshold current is the point at which the amplifier gain 
equals the total cavity losses. L'seful oplical power output is 
obtained only for currents greater lhan threshold. Differen- 
tial quantum efficiency is a measure of the device's ability to 
convert electrical energy to coherent optical output power, 
once the injected current exceeds threshold. 

Tunability Is inlimately lied to the electronic band structure 
of the semiconductor as well as our ability to grow a device's 
light-emitting region by means of a v apor phase technique 
known as organometallic vapor phase epitaxy (OMVPE). To 
Operate in an external cavity, a device also needs an ant ire- 
flection coaling. Devices musl be reliable, so time-consuming 
reliability studies are done. Groups of devices are stressed at 
high temperatures, high currents, or both for many thousands 
of hours. Also, devices must be tested in chip form and in 
subassembly module form/' To anticipate instrument opera- 
tion a laboratory grating-tuned external cavity is used. This 
allows a quick look at tunability and output power for a 
given device. 

Semiconductor Laser Device 

In Fig. 1 we show a schematic cross section of a ridge wave- 
guide laser. Essential features of our device are a mulii- 
quantutn-well active region surrounded by n-lype and p-type 
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Fig. 1. Ridge waveguide laser cross sect inn 



LnP cladding regions. The upper pail of the device has an 
etched ridge whose function it is to confine light laterally, 
forming a single-mode optical waveguide. With a p ohmic 
metal contact on the ridge top and an insulator on either side, 
current is confined to a specific region. The completed 6e\ Ice 
has front and back facets cleaved to form atomic-ally flat and 
parallel end mirrors. The two end mirrors together with the 
optical waveguide form an optical cavity. The ridge is typi- 
cally a few micrometers wide and a few micrometers high, 
while the completed chip is on the order of 100 micrometers 
thick and a few hundred micrometers on each side. The p 
contact has a thick gold pad plated to act as a heat spreader 
in addition to forming a bond pad. All n contact on the back- 
side of the chip completes the device. 

Active Region Design 

Absorption, Stimulated Emission, and Optical Gain. In a direct 
bandgap semiconductor (say. the active region of a laser), 
an electron front a filled valence band state can absorb an 
incident photon (of energy > E g , where Eg is the bandgap 
energy). In lite process the electron gets transferred to a 
conduction band state, leas ing behind a vacancy (hole ). The 
absorption rate depends on lite incident photon flux and the 
density of available conduction band stales, hi the reverse 
process, stimulated emission, an incoming pholon of energy 
Ep Stimulates an electron-hole pair to emit a second in-phase 
photon (of energy E,,). The stimulated emission rale depends 
On the incident pholon flux, the density of electrons in the 
conduction band, and the density of holes Cat the correct 
energy) in the valence band. A quantum-mechanical matrix 
element that measures the strength of the optical coupling 
between hole states (in the valence band) and electron 
states (in the conduction band i enters into the calculation 
for optical absorption and emission states. 

It is this Stimulated emission process, under condilions of 
electrical pumping (with a sufficient density of electrons 
and holes in the conduction and valence band slates) that 
can provide optical gain. When the stimulated emission rale 

exceeds the (stimulated i absorption rate there is net optical 

gain This is generally possible only under high electrical 
pumping conditions. In addition, an electron from the conduc- 
tion band can spontaneously emit a photon by recombining 
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Fig. 2. Parabolic energy E versus co stal momentum k diagram 
(simplified ) for a direct bandgap semiconductor having an energy 
gap E R . The difference ui curvatures reflects the- difference in carrier 
effective masses for electrons (m,'. ) and holes (nth). 

with a hole from a valence band state. Tliis process does not 
depend on the presence of an Incident photon and gives rise 
to optical noise in laser devices. 

Electron/Hole Density of States and Tunability. To gain an ap- 
preciation for how optical gain over a broad window arises, a 
brief examination of elect ron/liole states in a direct bandgap 
semiconductor is useful. In a bulk direct bandgap semicon- 
ductor, electron and hole states generally exhibit a parabolic 
relation between energy E and the crystal momentum k (see 
Fig. 2). In tile conduction band, 



B« = 



2m: " 



where m,. is the electron effective mass, and in the valence 

band. 



E h = 



where lit i, is the hole effective mass, The electron effective 
mass is about a factor of 10 smaller than the hole effective 
mass and this is reflected as a factor of 10 difference in the 
curvatures of the parabolas in the conduction and valence 
bands. The three-dimensional density of allowed electron 
and hole states per unil energy is proportional to , E for a 
hulk semiconductor. For lite case of a very thin (L A = 10 rail) 
layer of the same bulk semiconductor sandwiched between 
two barrier regions of a higher bandgap material, a Structure 
known as a quantum well, the electron ami hole motions are 
restricted and the allowed energies for motion normal lo the 
layer are quantized and occur at discrete energies (say E',, 
E ( ", ... ) determined by the dimension L,. Motion in the plane 
of the film is not restricted and allowed energy Males form a 
COIitinuum. The result is a constant density of slates for both 
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given volume density of carriers, 
elect |-i ms fill up to a greater depth 
for the quantum well case (right 
ill lint) (lo Discrete electron and 
hole energies from restricted z 
motion in a Quantum well of 
thickness L e . We have Omitted the 
presence of a degenerate light 
hole hand for this illustration. 



electrons and holes. 1 Fig. :i illustrates these observations for 
l)oth bulk and quantum well semiconductor structures. Fig.Ha 
shows (hatched regions) the same volume density of elec- 
trons (and holes) distributed in energy space for bulk (left of 
line) and quantum well (right of line) structures. The elec- 
trons fill up the available slates and reach a higher energy 
for a quantum well than for a bulk active layer. It is this high 
energy state occupancy feature that allows a broad wave- 
length range of gain using quantum well active regions. 
Quantum well composition (which fixes the gap energy in 
the well region. BS ) and thickness (L,J, together with bar- 
rier region composition (which fixes the gap energy in the 
barrier region. Eg) determine the positions of the discrete 
levels E,\. Ef!, ... (see Fig. 3b). Level E,l del ermines the long- 
wavelength end of the gain spectrum. The short-wavelength 
(or higher-energy) end of the gain spectrum is determined 
by the loss of electron confinement in the quantum wells. 
This loss of electron confinement is primarily determined by 
the barrier energy gap E|,'. The upshot is that one needs to 
pick carefully the barrier material (for E|j). the quantum 
well material (for E£ '), and the thickness to ensure a 
properly wavelength-centered and sufficiently broad gain 
spectrum to fit the instrument need. In practice, the modal 
gam provided by a single quantum well is quite modest, so 
multiple quantum wells are used in parallel to achieve the 
requisite gain. 

OMVPE Growth 

Organometallic vapor phase epitaxy (• >.MVPE) dominates 
contemporary production of the quaternary compound semi- 
conductor GalnAsP because of its relative simplicity, high 
yields, and scalability to large-area production. The GalnAsP 



material system has been studied since the early seventies 
when it was realized that compositions lattice-matched to 
InP substrates would produce devices important for the 
then-incipient fiber-optic communication systems. OMVPE 
uses group 111 organometallic compounds such as triethyl- 
gallhun (TEGa) or trimethylindiuin (TMln. both metal alkyls) 
and hydrides of the group V elements, such as AsHg and PH:), 
as source materials for the vapor deposition. Vapors of the 
metal alkyls are entrained in a carrier gas. usually hydrogen, 
attd transported to the heated substrate. The organomelallics 
readily crack into single metal atoms and ethane or methane 
chains. The metal deposits on the growing surface, and the 
hydrocarbon chains are swept away in the carrier stream. 
Similarly, the hydrides also crack thermally, depositing only 
the group V atoms. A nearly perfect 1:1 stoichiometry of 
group V to group III atoms is achieved in the solid because 
the crystal strongly rejects excess group V atoms, which are 
volatile enough lo evaporate. 

The deposition zone design must incorporate several critical 
requirements. The substrate temperature must be uniform 
and tightly controlled since the As/P solid ratio is highly 
temperature-sensitive. The Quid dynamics must be con- 
trolled to deliver uniform amounts of precursor chemical to 
all parts of the substrate, and to compensate for any down- 
stream depletion. Finally, turbulent flow streams defeat 
abrupt gas composition changes injected by the precision 
gas switching manifold and must be designed out. The laser 
diodes for the tunable source require precise control of the 
composition, thickness, and interfaces of nearly SO epitaxial 
layers. The ratios of the four main gas constituents control 
the epitaxial GalnAsP composition, and the total metal alky! 
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concentration determines the epitaxial growth rale. Abrupt 
changes in composition are achieved by rapidly switching 
the gas composition. Slow variations in the metal alkyl 
vapor ratios and hydride gas flow produce gradually graded 
material. In all cases, the epitaxial layer must remain lattice- 
matched to the InP substrate to wilhin 2 parts in llr 1 to sup- 
press dislocation formation. This requires precise control 
over the alkyl temperature ( <0.1°C variation), carrier gas 
flow, and the system pressure at several points. 

The use of TMIn introduces another control complication. 
Unfiles other commonly used metal alkyls. which are liquid 
over practical temperature ranges. TMIn is a solid. The con- 
centration of the TMIn vapor sublimed into the gas stream 
varies (often unpredictably) with the solid surface area and 
the source lifetime. The TMIn vapor concentration in die 
hydrogen carrier gas must be constantly measured and con- 
trolled throughout the deposition cycle. By timing the transit 
of an ultrasound pulse through a real-time sample of the 
TMIn-hydrogen mixture. TMIn concentration to within 1 
part in Mr can be determined. 

Finally, small interfacial composition transients generate 
massive dislocation networks that destroy device perfor- 
mance. By controlling the temperatures, pressures, flows, 
and gas switching timings, essentially perfect interfaces can 
be formed. This allows growth of quaternary quantum wells 
as thin as 25A. 

Ridge Laser Design Issues 

The final device requires relatively small far-field divergence 
angles (0^ and 0| ). a small value of and a high value for 
the differential quantum efficiency (>i,|). Thickness (tact) and 
effective index (n, M . t ) of the active layer together with I he 
refractiv e indexes of the lop ) and bottom buffer 
regions determine figg and in turn control the angle (-) (see 
Fig. -I), (peffis the optical propagation constant for an equiv- 
alent slab waveguide whose layers are the same as the ridge 
pan of the device. ) The thickness (tfeuff) Of the buffer layer 
in the field and the width of the ridge (W, ) determine the 
angle 0 ... The thickness (i|i„rr) determines the size of the 
index discontinuity between the ridge and the field. A low 
threshold current is achieved by minimizing wasle of carriers 
(to unnecessary lateral current spreading into the Held re- 
gions) and by shielding the optical field from metal losses by 
a sufficiently thick dielectric layer. By judicious choice of 
dimensions these efficiency degrading currenl spreading ef- 
fects can be minimized to obtain an extremely reliable device. 



Fig. 4. Rflfie waveguide laser 
design issues. and are the 
optical propagation constants for 
equivalent slab waveguides 
whose layers are the same as in 
the ridge and side regions of the 
device. respectively. 

Once threshold (sufficient gain to account for all losses) is 
reached any extra currenl produces lasing photons. These 
photons still face losses from various physical mechanisms: 
absoiption in pumped and unptimped regions, scattering from 
defects, metal absorption losses, and useful light output from 
the end mirrors. The differential quantum efficiency can be 
expressed as: 

/ "tnir \ 
~ "'Umr + «»«)• 

where t|j is the internal quantum efficiency indicating the 
fraction of Injected carriers converted to photons, «,,„> is the 
loss resulting from light emitted from an end minor, and «,,„ 
is the loss resulting from various internal factors. Both non- 
radiative recombination at surfaces and defects and Auger 
recombination! make i\, less than 100%. Since « lnlr signifies 
useful output, one needs to keep tt U)l to a tolerable minimum 
to achiev e a high For a semiconductor laser of length 1,| 
and facet reflectivity R, 

"mil =(1/L,i)ln(l/R). 

A value of l„| chosen to make u,,,,, = (i im maximizes the out- 
put (lower. Factors dictated by instrument operation deter- 
mine the actual device length. 

Device Fabrication and Testing 

Starting with a proper structure epitaxially grown on n-lype 
In I* substrate, a mask lor the ridge is defined photolitho- 
graphically. I sing this mask, ridges of the chosen width and 
height are etched using a methane/hydrogen reactive ion 
etch. 1 ' A dielectric layer is deposited all over and selectively 
cleared from the ridge lops using a self-aligned photoresist 
process. Fig. "> is an SF.M cross-section showing photoresist 
on the sides, selectively protecting the dielectric layer that 
covers the entire top surface. Following this step, the dielec- 
tric layer Ls etched off the ridge top and the photoresist is 
removed from the field (see Fig. (i). A p contact/metal com- 
bination is deposited, covering the exposed ridge tops and 
the dielectric in the field. A thick gold pad is plated over the 
p metals to act as a heal spreader and as a bond pail. The 
wafer is thinned and an n contact metallization is deposited. 
Following a high-temperature contact alloying step the wafer 

' Very briefly. Auger racomhiralion 1 is a nonradiauva and therefore lossy ptocess thai involves 
lour panicles, either thiee electrons and one hole or three holes anil one electron. The Auger 
process is especially important in determining the temperature dependence nl threshold 
current and n, in long-wavelength semiconductot lasers such as ours 
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Fig. 5. Scanning electron microscope cross section of a ridge wave- 
guide laser after exposure of ridge iup with photoresist covering the 
oxide in tlie field. 

is cleaved into bars for device testing. Fig. 7a is an SEM sec- 
tion of a completed device showing the ridge, a device facet, 
and the plated gold pad on top. Fig. 7h shows details of the 
device cross section With the active and contact layers 
clearly delineated. 

Devices are first pulse tested in bar form to get an idea of 
their operation before die-allachnienl onto a heat sink. 
Devices 300 micrometers long have typical thresholds in the 




Fig. 6. SEM cross section of a ridge w aveguide laser after removal of 
the dielectric from iJie ridge lop and photOTOSfSl from the field. 




Fig. 7. (a) SEM section of a completed ridge laser showing the ridge 
and the plated gold, (b) SEM section of a ridge laser facet delineating 
the active and contact layers. 



low 20-ltlA range with excellent slope efficiency and low 
divergence angles. Fig. S shows pulsed l.-l and I-V character- 
istics, where L is light power output Fig. 0 shows the far- 
field divergence angles perpendicular ( 0 j_ ) and parallel 
(0 | to the plane of the device at different currents. 

Device Reliability 

A number of factors go into ensuring the reliability of our 
devices. To project device lifetimes under operational condi- 
tions, batches of devices die-attached lo a suitable heat sink 
are subjected to elevated temperatures and a high bias 
current over many Ihousand hours. Periodically threshold 
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Fig. 8. Pulsed L-I (optical power output versus current) and t-V 
curves lor a representative 15-50-nm ridge waveguide laser. 

current, power, and differential quantum efficiency are mea- 
sured. The change in these parameters for devices stressed at 
different temperatures can be used to extract an activation 
energy for the principal Failure mechanism. Device lifetime 
can then he predicted for normal operating conditions. 

External-Cavity Operation 

Completed individual devices are mounted on a heat sink. 
( lite facet is ant helled ion coated with a broadband multi- 
layer coating/ 1 The quality of this coating determines the 
suppression level of output power variations (from parasitic 
reflections], and £ 1 dB at the highest power levels of opera- 
lion is achievable. With one of these devices properly aligned 
in an external cavity (see Fig. 10) we can generate a wave- 
length tuning curve at any operating current. Pig. 1 1 shows 
the power output as a function of wavelength for a represen- 
tative device tested in an external cavity at an operating 
current of = 120 mA. 

Devices show >() dBm output power (in a collitnated beam ) 
over the wavelength window 1465 to 1825 tUri ami put out 
> 10 dBm over a smaller w indow. lot)~> to loI-~> inn. A single- 
mode liber provides the output of the inslninietii (HP8168C). 
With a reflection suppressing isolator included, these raw 
power output and tuning numbers are degraded somewhat 
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Kig. !». I'ar-ftcld divergence angles perp'-'iidlculat (0 . ) and parallel 
to the device junction plane. 

Nevertheless, these new custom ridge waveguide laser chips 
still provide significant increases in the power output and 
tuning wini low for the new instrument. The IIPSHiSC covers 
the range 1 170 to 1590 nm with power increased by 8 dB 
and tuning window Widened by a factor of two over the HI' 
8168A- Offering higher power (+2.5 dBm) in the range 1520 
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Fig. 11. Power output as a function of Wgvelen^ tW a representa- 
tive ridge laser m an "Menial cavity. 

to 1565 nm. this instmnieni is expected to be very useful for 
saluration measurements of erbium-doped liber amplifier 
lEDFA) systems. 

Summary 

A multi-t|uanluin-well ridge waveguide laser enhanced for use 
in a grating-tuned external-cavity source has been developed. 
The device offers higher output power and wider lunability 
in the new IIP 8168C tunable laser source. This tunable opti- 
cal source will allow simple testing of components for wave- 
length division multiplexing (WDM) as well as complete 
testing of EUKA systems. The core technology will allow the 



fabrication of Other custom light sources in the wavelength 
window 1200 to 1700 imi. 

Acknowledgments 

The authors would specially like to lhank Rose Twist for 
assistance in process dev elopment and device fabrication 
and Pamela Langhoff for assistance with epitaxial growth. 
I Mher people who have contributed to this project include: 
Jean Norman, Gary Trot I, Joan Henderson, Miiui Planting, 
Nance Andring. Kari Saloinaa. Nancy Wandrey. Deborah 
Sowers, and Roger Jiingennan. We would like to express 
our appreciation for managerial support from Rick Trutna, 
Waguih Ishak. Kent Carey, Susan Sloan. Bob Bray, Jun 
Ainano. and Ron Moon. 

References 

1. B. Maisenbacher, E. Lcckel, R. Jahn, and M. Pott, "Tunable Laser 
Sources for Optical Amplifier Testing," llrnicli-l'iukiiril ■hmriial. 
Vol. 44. no. 1. February 1993. pp. 11-19. 

2. LP, Kaminow. R.E. Nahory. M.A. Pollack. L.W. Stulz. and J.C. 
IJewinter. "Single-mode C'W ridge-waveguide laser emiiting at 
1.55 inn." Ekrt ion ics Leilas. Vol. 15. 1979. pp. 7(5:5-765. 

3. R L. Jungennan. D.M. Braun. and K.K. Salomaa, "Dual-< lutput 
Iji-ser Module for a Tunable Laser Source." Ilrirli'tt-f'tii kiml -hmninl. 
Vol. 44, no. l. February 1993. pp. 32-34. 

4. ('. Weisbuch and B. Vinler. Quiiiiltuit Semiconductor SI rod ii rex. 
Academic Press, 1991, p. 21. 

5. G.P. Agravvai and N.K. Diilla. iMittj-WiirrlriitjIli Semicumhiclor 
Lasers, Van Most rand Keinhold. 1986) Chapter 3. 

li. I '. Niggehniggi', M. hJug, and G. (iarus, "A novel process for reactive 
ion etching <>n inP, using ( H4/H2," Institute of Physics Conference 
Scries, no. 79. 1986, pp. 367-372. 



Cover 

This high-speed fiber-optic polarimeter is used in the HP 8509B polarization analyzer, an instrument that 
can characterize polarization-mode dispersion problems in long fiber systems (see page 27|. Near-infrared 
light (simulated here) comes in from a single-mode optical fiber (at top). Focused by a lens, the light is 
split by three beam-splitter cubes and sent to four separate photodetectors. Polarizing optics inserted in 
the separate beams, including linear polarizers and a Fresnel rhomb, make it possible to measure the 
polarization state of the optical signal and the total optical power simultaneously. 



What's Ahead 

In the April issue we'll have ten articles on the design of the HP 9000 Model 712 entry-level multimedia 
workstation and four more papers from the 1994 HP Design Technology Conference. There will also be 
articles on HP Distributed Smalltalk and the HP Software Solution Broker, a "virtual demo center" for 
software. 



Correction 

On page 47 of the December 1994 issue, the axes in Fig. 3 are mislabeled. The y-axis label should be 
<l>(oi) and the x-axis label should be n>. 
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Measurement of Polarization-Mode 
Dispersion 

Polarization-mode dispersion is defined and characterized, using Poincare 
sphere and Jones matrix concepts. Interferometric. wavelength scanning, 
and Jones matrix eigenanalysis measurement methods are described. 
Instrumentation, especially the HP 8509B lightwave polarization analyzer, 
is discussed. 

by Brian L. Heffner and Paul R. Hernday 



New generations Of high-speed undersea telecommunication 
systems and cable TV distribution systems feature an impor- 
tant new player: ilie erbium-doped fiber amplifier, or EDFA 
Moving quickly from laboratory to mainline application, the 
EDFA will lower the cost and increase die reliability of long- 
haul telecommunications and greatly increase head-end 
distribution power for CATV. 

In contrast to older systems in which propagation loss was 
compensated by detecting the optical signal and retransmit- 
ting it at higher power (regeneration), the EDFA-based sys- 
tem is a continuous glass pathway with amplification pro- 
vided al intervals by short lengths of pumped, erbium-doped 
liber. The absence of pulse regeneration must be offset by 
improvements in the dispersive characteristics of the 
pathway. 

Historically, polarization-mode dispersi or PMDis the 

third of a series of dispersive effects in optical fiber. The 
bandwidth of ntultitnoile fiber is limited because light sepa- 
rates into spatial modes of many different lengths. Single- 
mode fiber solves that problem but is limited by chromatic 
dispersion, in which the transmission medium allows adja- 
cent wavelengths to travel at slightly different speeds. PMD, 
a more subtle effect, arises from slight physical asymmetry 
in the index of refraction, called birefringence. In fiber, it is 
caused by stresses induced by fiber manufacture, packaging, 
and deployment and is strongly influenced by environment. 

When chromatic dispersion is sufficiently reduced, the pulse 
distortion and signal fading produced by PMD can be ob- 
served. In CATV systems, the combination of I'MI) in fiber 
and components, frequency chirp in the transmitter, and 
polarization dependent loss near the receiver produces com- 
posite second-order distortion. For high-speed, long-haul 
telecommunications, and high-channel-capacity CATV sys- 
tems to realize their potential. PMD must be understood and 
controlled 

Polarization-mode dispersion is a fundamental property of 
single-mode optical liber and components in which signal 
energj at a given wavelength is resolved into two orthogonal 
polarization modes of slightly different propagation velocity. 
The resulting difference in propagation lime between polar- 
ization modes is called the differential group delay, comnionk 
symbolized as At^,, or simply At. In most optical components. 



the polarization modes correspond to physic al axes of the 
component and the differential group delay (and therefore 
the PMD) is nearly independent of wavelength. In practic al 
lengths of optical fiber, differential group delay varies ran- 
domly with wavelength and the specification of PMD must be 
statistically based. Long-fiber PMD is commonly expressed as 
either the average value or the rms value of differential group 
delay over a wide wavelength range. For fibers that exhibit a 
large degree of coupling of energy bet ween polarization 
modes, PMD scales with the square root of fiber length and 
is often specified in picoseconds per root kilometer. 

How much PMD is loo much? For modest impact, the 
instantaneous differential group delay of a telecommunica- 
tion system must be kept below one tenth of a bit period, or 
20 ps for a •VObil/s NRZ pulse stream. 

Characterizing PMD 

PMD in many real systems varies over time and is best char- 
acterized by a statistical picture to account for its changing 
details. For the moment, however, let's consider how to char- 
acterize the PMD of a stable device or system that exhibits 
no time variation. Differential group delay, the most direct 
measure of the signal-distorting effects Of PMD, does not tell 
the whole slory. The PMD of a system is completely charac- 
terized by specifying any of the following three quantities as 
a function of wavelength or optical frequency: 

• A pair of principal states of polarization and a differential 
group delay 

• A three-dimensional polarization dispersion vector 

• A .(ones matrix (see page 2.S). 

If a polarized, tunable optical wave- is transmitted through a 
device, the polarization at the device output will in general 
trace out an irregular path on the Poincare* sphere 1 (see 
page 2(1) as the optical radian frequency 0) is tuned, as shown 
in Fig. 1. Over a small range of frequency, any section of die 
irregular path can lie approximated as an arc of a circle on 
t he surface of the sphere. The center of such a circle, pro- 
jected to the surface of the sphere, locates a principal state of 
polarization. A second, orthogonal principal slate of polar- 
ization is located diametrically opposite on the sphere. The 

principal states of polarization are significant because they 
summarize how any output stale of polarization evolves 
with frequency As a function of frequency, all oulpul States 
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Jones Calculus 

Between 1941 anrt 1948. R Clark Jones published a series of papers describing a 
new polarization calculus based upon opiical fields rather lhan intensities. This 
approach, although more removed from direct observation than previous methods, 
allowed calculation of interference effects and in some cases piovided a simpler 
description of optical physics A completely polarized optical held can be repre- 
sented by a two-element complex vector, each element specifying the magnitude 
and phase of the x and y components of the field at a particular point in space 
The effect of transmission through an optical device is modeled by multiplying the 
input field vector by a complex fwn-bv-two device matrix to obtain an output field 
vector 

The matrix representation of an unknown device can be found by measuring three 
output Jones vectors m response to three known stimulus polarizations Calculation 
of the matrix is simplest when the stimuli are linear polarizations oriented at 0, 45, 
and 90 degrees (Fig 1 1. but any three distinct stimuli may be used Tlte matrix 
calculated in this manner is related to the true Jones matrix by a multiplicative 
complex constant c The magnitude of this constant can be calculated from inten- 
sities measured with the device removed from the optical path, but the phase is 
relatively difficult to calculate, requiring a stable interferometric measurement 
Fortunately, measurements of many characteristics such as PMD do not require 
determination of this constant 




fig. 1. Measurement ot the Jones matrix requites application of three known states ol polar- 
ization Output electric field descriptions and ratios k, are complex quantities The Jones 
matrix M is lound to within a complex constant c. whose phase represents the absolute 
piopagation delay and is not requited lor PMD measurements 



rotate about a diameter connecting tlte two principal states 
of polarization. The rate of rotation is determined by tlte 
differential group delay. 

The polarization dispersion vector £2 is probably the most 
intuitively meaningful represent al ion Of PMD because it is 
denned in the same real, three-dimensional space as the 
Poineare sphere.- This vector originates at the center of the 
Poineare sphere and points toward the principal stale of 
polarization about which the output states of polarization 
rotate in a counterclockwise sense with increasing m. |S2|. 




of Polarization — 



Fig. l. re lationship beween the polarization dispersion vector (2 
and the output state of polarization s on the Poincare: sphere. The 
heavy line shows t he pat ti of the output polarization as t he optical 
frequency changes. The output path is approximated over a small 
range of frequency as a circular arc general ed hy rotat ion ahout the 

polariziiti lispi-rsjon vector. The vector points in Lhe direction of 

one principal stale of polarization, and a second principal state of 
polarization is located diametrically opposite on the sphere, 

the length of il is the differential group delay. When the out- 
put state of polarization is expressed as a three-dimensional 
vector s composed of normalized Stokes parameters' locat- 
ing the stale of polarization on the sphere, the rotation 
about the principal states of polarization can be written as a 
cross product relation: ds/dcu = f2 x s. In the most general 
case Q is a function of the optical frequency ui 

In some optical components, such as isolators and wave- 
guide modulators, PMD originates in crystals or waveguides 
through which light propagates with different group delays 
for different polarizations. As the Optical frequency trans- 
mitted through these components is varied, Q remains fixed 
In orientation, while |S2| might vary slightly as a result of 
chromatic dispersion in each polarization mode. Devices 
such as these, in which S2 is essentially independent of to, 
are especially simple to describe and to measure. In particu- 
lar, the differential group delay is constant over lime and 
can be accurately characterized as a weak function of fre- 
quency. Such devices can be useful as standards because 
their characteristics can be expected to remain stable from 
one time and location to the next. 

Modern single-mode fillers achieve a very low level of local 
birefringence in addition to low propagation loss, but the 
effects of small local birefringences along the fiber can 
accumulate to cause significant PMD through a fiber many 
kilometers long. Birefringence is a property of a dielectric 
describing the difference in the indexes of refraction for 
different polarizations. Local birefringence in a fiber can be 
caused by deviations from perfect circular symmetry of tlte 
fiber core, or by asymmetrical stress in the core region owing 
to the manufacturing process, bends in the fiber, or tempera- 
ture gradients. Stresses can change with temperature and 
with time as the glass and the surrounding cable relax, lead- 
ing to a birefringence along the fiber length that evolves 
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The Poincare Sphere 



Tre Ponxaffi sphere is a graphical tool in real three-dimensional space that allows 
convenient description of polarized signals and of polarization transformations 
caused by propagation through devices Any state of ooianzatron can be unique'* 
tepresented by a point on or within a unit sphere centered on a rectangular twl 
coordinate svstem The coordinates of the pom are the three normalized Stokes 
parameters describing the slate or polan?atiori Partially polar rzed light can be 
considered a combination of purely polanzed light of intensity I? and unpolarueo 
light of intensity ly. 

The degree of polarization tp/llp + l u ) corresponding to a point is the distance of 
that point from the coordinate origin, and can vary from zero at the origin lunpolar- 
ized lightl to unity at the sphere surface Icompletely polarized lighti Points close 
together on the sphere represent polarizations that are similar, in the sense that 
the interferometric contrast between two polarizations is related to the distance 
Between the corresponding two points on the sphere 

Orthogonal polarizations with zero interferometric contrast are located diametrically 
opposite on the sphere As shown in Fig 1. linear polarizations are located on the 
equator Circular states ate located at the poles, with intermediate elliptical states 
continuously distributed between the equator and the poles Right-hand and left- 
hand elliptical states occupy the northern and southern hemispheres, respectively 

Because a state of polarization is represented by a point, a continuous evolution 
of polarization can be represented as a continuous paih on the Poincare sphere 
For example, the evolution of polarization for light traveling through a waveplate 
or birefringent crystal is represented by a circular arc about an axis drawn through 
the two points representing the eigenmodes of the medium lEigenmodes are 
polarizations that propagate unchanged through the medium ) A path can also 
record the polarization history of a signal, for example in response to changing 
strain applied to a birefringent fiber 

The real, three-dimensional space of the Poincare sphere surface is closely linked 
to the complex, two-dimensional space of Jones vectors Isee page 281 Most 
physical ideas can he expressed in either context, the mathematical links between 
the two spaces having previously been established for dealing with angular mo- 
mentum The graphical Poincare' description allows for a more intuitive approach 
to polarization mathematics 



Right Circular 



o 




Left Circular 



Tig 1. Puints displayed on the surface of the Poincare sphere represent the polarized portion 
of a lightwave, linear polarizations are tared on the equator Circular states are located at 
the poles, witii intermediate elliptical stales continuously distributed between the equator 
and the poles Right-hand and lelt liand elliptical states occupy the northern and southern 
hemispheres, respectively Example states are shown ascending the liom ot the sphere. 



over lime. This behavior leads to measurable I'M!) that is a 
ftmelion of both frequency anf! lime, so thai a statistical 
picture becomes the most appropriate view of PMD for the 
system designer. 

A detailed statistical model of I'M I) has been developed 
from the basis of accumulated local birefringences, and has 
been experimentally confirmed. 11 1 

Each of the x, y, and /. components of t lie polarization dis- 
persion vector for a long Boer follows a normal distribution 
wilh zero mean. As a result, the orientation of ii is uniformly 
distributed, and the distribution of the differential group 
delay At = is proportional to AT-exp(-AT-/2 a-). This is 
often CSlled a Maxwell distribution because ii is the same as 
the Maxwell distribution of molecular speed for a gas in 
thermal equilibrium. The disiribulion lias an expected value 
<Ax> of u I 8/jt. 

The statistical theory predicts, and experiments confirm, 
that the differential group delay distribution measured at a 
particular frequency over a long period of time is Identical 
tO the distribution measured at one time over a large range 
of frequency. This fact allows statistics representing slow 
time variations to he measured very quickly by gathering 

(lata over a wide frequency range. As another result Of the 



Statistical model, when several long fiber sections are con- 
catenated, the expected value of differential group delay for 
the concatenation is given by the root sum of squares of the 
expected values for the sections, thai is, 

<At) IOW | = /<At>7+ <AtH +.... 

As a consequence, (At),,,,,,! grows proportionally to the 
square root of the liber length, and the I'M I ) of a long fiber 
is specified in units of ps/, km with tile understanding that 
the orientation of H is uniformly distributed. In contrast, the 
I'M 1 1 of a short section of fiber or of a fiber manufactured 
with a consistent birefringence over its length is specified in 
units of ps/kiu because it grows proportionally to I he fiber 
length, and Ihe orientation of Q is understood to be fixed 
relative to the physical orientation of the fiber. PMD in com- 
ponents is typically not statistical in origin, and is simply 
specified in ps. 

Measuring PMD 

Two polarization modes are transmitted through a device 
exhibiting significant PMD. each according to its own phase 
delay ami group delay. ' Iwing to the unequal group delays. 

propagation through such a device will change the mutual 
temporal coherence between the two polarization modes. 
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Fig. 2. Measurement of PMD using interferometry. (a) Interference 

fringes arc detected only when fin- differential group "It-lay between 
orthogonally polarized input slates is compensated by llie differcn- 
tial group delay of the DI.'T. (b) Measurement of a -14-kni spooled 
fiber. 

Likewise, tlie two unequal phase delays lead to a frequency 
dependent output state ol" polarization in response to a fixed 
input stare of polarization. These physical characteristics 
make possible a variety ol' PMD measurement methods. An 
interferometrir method''- 1 ' measures the effect of I'M 1 > on 
mutual coherence, and a wavelength scanning method' mea- 
sures the effect of PMD, through variations of the output 
state of polarization, on transmission through a fixed ana- 
lyzer. A method developed by Hewlett-Packard calculates 
the differential group delay and principal states of polariza- 
tion as a function of frequency by analyzing Jones matrixes 
measured at a sequence of optical frequencies.^ 1 '" 1 Most of 
the techniques currently used to measure PMD are similar in 
principle to one of these three methods. 

A block diagram of the low-coherence interferometric 
method is shown in Fig. 2a. C'ollimated light from a broad- 
band light -emitting diode is polarized and split into two 
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Fig. 3. Measurement of I'MD using wavelength spanning, la) .System 
block diagram; (h) Measurement ofa 4-km spool of single-mode 
Tiber using a white light source. 

mutually coherent beams. One min or can be scanned in 
position, creating a differential delay between the two or- 
thogonal polarizations, which are reconibined and directed 
through the device under test (Dl T). When photocurrent is 
measured as a function of the differential interferometer 
delay, coherent fringes can be observed only when this dif- 
ferent ial delay is compensated by the differential group 
delay of the Dl'T. Fig. 2b shows the envelope of the 
coherent fringes measured as a function of delay. 

The wavelength scanning method, also called the fixed 
analyzer method, is shown schematically in Fig. :Ja and can 
be assembled using equipment found in many optics labora- 
tories without specialized equipment for PMD measurement. 
Polarized broadband light is directed through the DL'T. PMD 
in the DIT causes the output state of polarization to trace 
out an irregular path on the Poincare sphere w hen measured 
as a function of oplical frequency, as was shown in Fig. 1. 

By measuring the oplical power transmitted through an out- 
put analyzer as a function of optical frequency (Fig. 3b), we 
effectively measure one dimension of (he three-dimensional 
path on the sphere, leading to ripples in the spectral density 
measured by the optical spectrum analyzer. The average 
differential group delay over the measured frequency span is 
proportional to the number of spectral density extrema 
within the span 

Jones matrix eigenanalysis 8 is based upon Jones matrixes 
measured at a sequence of optical frequencies using the IIP 
8509 B lightwave polarization analyzer and the IIP 8107A and 
8168A tunable laser sources." as shown schematically in 
Fig. 4a. At each frequency a Jones matrix T|< is measured by 
stimulating the Dl'T with three accurately known slates of 
polarization and measuring the response state of polarization 
at the Dl T output, The matrix product + )T|7 1 reveals 
the change in the polarization transformation caused by the 
change in frequency, which in tliis case is a rotation about il 
The eigenvectors of Ty + fTf 1 yield the orientation ol" il and 
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Fig. 4. Measurement or PMD using Jones matrix eigertanalysis 
(a) System Mock diagram (b) Measurement of a 8-krn "high-I'MD" 
single-mode fiber- 

the eigenvalues pi and p-< of T k+ |T k ~ 1 yield the differentia] 
group delay through Hit- relation: 



At = l«l = 



Arg|p|/p 2 ] 



Aid 



when Arg is the argument function (the argument of a com- 
plex number is its polar angle, that is, Arg ye" 1 = |1 ). Stepping 
pail-wise through Ihe sequence of matrixes T|<, we obtain 
both principal states ©f polarization and the differential 
group delay as a function of Optical frequency (Kg. II>| 



Thp abUity to measure the frequency dependence of PMD 
can be helpful in diagnosing its physical origins, but in eva- 
luating a highly mode-coupled device such as a long fiber 
only the average differential group delay is significant- This 
raises the question of how much data mast be collected be- 
fore a reliable estimate of the average differential group 
delay (At) is obtained. All three of these techniques gather 
data over a range of frequencies, and larger frequency or 
wavelength spans generally result in more reliable estimates 
of (Ax). 

The interferometric and Jones matrix methods both can give 
an indication of when sufficient data lias been collected by- 
comparing measured data to curves theoretically predicted 
by the statistical model. Interferometry measures data we 
expect to be normally distributed, so the measured data is 
compared to a Gaussian curve to assess the estimate of 
(At). Fig. 5a shows a good fit. Eigenanalysis measures the 
magnitude |Qj. which we expect to follow a Maxwell dis- 
tribution. The curve of differential group delay versus wave- 
length is first converted into a histogram showing the num- 
ber of measurements versus d ifferenti al group delay, and 
then the histogram is compared lo a .Maxwell curve. Fig. 5b 
shows a good fit. 

When the frequency span is not sufficient to produce a suffi- 
ciently good fit to the expected curve, new data can be col- 
lected by waiting for the physical properties of lite fiber to 
change, assuming that the same statistical model remains 
valid. In the laboratory the characteristics of a spooled fiber 
are measurer! again after the fiber lemperalure is changed 
by a lew degrees, while a deployed fiber must be measured 
again after several hours have elapsed, Muliiple measure- 
ments over the same frequency span allow collection of a 
sel of daia lhal accurately predicts (At), as reflected by a 
good lil lo the expected curve. 

Instrumentation 

The HP 8509 B lightwave polarization analyzer, discussed on 
page 32, provides two automated methods for measurement 
of PMD: the Jones matrix eigenanalysis and three-Stokes- 
parameler wavelength scanning methods (Fig. (i). Both 
make use of the IIP 8107/G8A tunable laser sources.' 1 The 
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Fig. 5. Tn* smooth curve shows the experled normal distribution or the data measured using lite interrerometric method. In this ease 
M»' measured data (jagged line) Is a fairly good fit (I.) Kigeiianalysis measures the magnitude 112! which Is expected to follow a Maxwell 

distribution (smooth curve). Here the measured dam (histogram) is a good in 
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The HP 8509A/B Lightwave Polarization Analyzer 



With the advent of the lightwave polanmeter, engineers in the fields of high speed 
telecommunications, cable TV distribution, optical sensing, optical recording, and 
materials science can characterize polarization phenomena with the ease and graph- 
ical simplicity of the common oscilloscope Supplemented by an optical source, a 
polarization state generator, and comprehensive measurement software, the polar 
imeter becomes a polarization analyzer, producing comprehensive measurements 
of both optical signals and two-port optical devices 

The HP 85Q9B lightwave polarization analyzer consists of an optical unit and a 
66-MHz HP Vectra PC The mam display window, shown in fig t . conveniently 
displays the polarization parameters of an optical signal and provides access to 
commonly used controls. The Measurements menu provides access to a variety of 
integrated measurement solutions addressing polarization-mode dispersion 
iPMDi. polarization dependent loss, the Jones matrix, and optimization of optical 
launch into polarization maintaining fiber. The Display menu allows customization 
of the display window and the System menu enables the user to reconfigure 
system operating parameters, optimize performance at a particular wavelength, 
and automatically check the functional integrity of the instrument 



The heart of the HP 8509A/B is a high-speed polanmeter (see Fig 4a in the accom- 
panying aniclel A passive optical assembly Isee cover) divides the optical signal into 
four beams and passes each beam through polarization filters to photodiode detec- 
tors Autoranging amplifiers and 16-bit ADCs complete the circuitry A series of 
captation coefficients are determined at manufacture and stored m UV-PROM The 
instrument interpolates among these coefficients to provide operation from 1200 to 
1600 nm Parallel filtering and detection combined with high-speed conversion and 
computation result in a measurement rate of 3000 polarization states per second 

A second optical assembly inserts three polarizing filters in the optical source path 
to allow measurement of the Jones matrix The Jones matrix eigenanalysis PM0 
measurement method is based upon Jones matrixes (see page 281 measured at a 
series of wavelengths. Polarization dependent loss is also derived from the Jones 
matrix In addition, the user can use external polarizers to define a physical refer- 
ence frame, analytically removing the birefringence and polarization dependent 
loss of curnponents between the polarizer and the polanmeter receiver Once 
defined, the reference frame allows the measurement of absolute polarization 
state at a point tar from the instrument itself 



HP 8509B Lightwave Polarization Analyzer 
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Fig. 1. Mam measurement window of the 
HP 8S09B lightwave polarization analyzer, 
Displays of average power and degree of 
polawation I OOP), along with elliptical ana 
Poincare sphere displays, lully characterize 
the polarization state of a lightwave Shown 
on the sphere are the loci ot output polariza- 
tion states of a polarization maintaining liber 
as the filler is gently stretched Red traces are 
on the front of the sphere, blue on the back 
Different circles coirespond to different states 
at the input of the fiber The circles converge 
to points wnen polarized light is launched 
entirely on the fast or slow axes of the fiber 



wavelength scanning method determines three I'Mli values 
from changes in output polarization as observed along the 
three axes of the Poincare sphere, then averages these re- 
sults to provide a single value of PMD that is muc h less de- 
pendent on launch condition than conventional implementa- 
tions of wavelength scanning. The measured normalized 
Stokes parameters are independent of signal power and are 
therefore immune to optical signal level changes, allowing a 
better measurement to be derived from a single wavelength 
sweep. Because the wavelength scanning method does no! 
require the internal three-stale polarizer, the method is also 
available on the HP S509A. 

The IIP 71450A optical spectrum analyzer 1 ' with Option 
002 i internal white light source) is a powerful foundation 
for traditional wav elength scanning PMD measurements. 



The interferometric method of PMD measurement is avail- 
able for certain applications via the HP 850-1 A/B precision 
reflect ometer. 11 
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Fig. 6. HI* 8509B lightwave 
polarization analyzer display of 
polarization-mode dispersion 
(I'MD) measurement results. 
The Jones matrix eigenanalysis 
method (foreground) measures 
differential group delay (DGD) 
as a function of wavelength. The 
three-Stokes-parameter wave- 
length scanning method (back- 
ground) is enhanced by analyzing 
three responses produced by a 
single wavelength sweep. 
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A New Design Approach for a 
Programmable Optical Attenuator 



The new HP 8156A optical attenuator offers improved performance, low 
polarization dependent loss and polarization-mode dispersion, and 
increased versatility. It uses a birefringence-free glass filter disk and a 
high-resolution, fast-settling filter drive system. 

by Siegniar Schmidt and I latino Fischer 



For over eight years. IIP programmable optical attenuators 
have offered high performance for main, fihei-opiir measure- 
ment lasks. Now, increasing data rates in digital transmission 
systems and the use of analog sysiems for cable TV require 
a new standard in test and measurement equipment Optical 
attenuators with high return loss are essential for the mea- 
surement of bit error rales and noise performance in these 
systems. In addilion. I lie longer links made possible by the 
use of erbium-doped fiber amplifiers as all-optieal regenera- 
tors increase the importance of parameters that, until now, 
where considered less relevant. Typical examples are polar- 
ization dependent loss, polarization-mode dispersion, anil 
high input power. In production, high cost pressures requite 
high yields and throughput. The intense competitive situation 
demands reduced lest margins lo show the true performance 
of the devices 'ested. and this requires higher-performance 
test equipment that does not unduly influence the test results. 

To meet these needs, the new HP S156A optical attenuator. 
Fig. 1, has been developed with improved performance and 
with attention to parameters that have become more rele- 
vant than in the past. Compared with its predecessors, the 
IIP 8156A shows improved performance with respect to 
linearity, accuracy, resolution, return loss, and settling time. 




Fig. 1. Tin- III' SloilA optical attenuator provides improved linearity, 
accuracy, resolution, reluni loss, anil settling lime, low polarization 

dependent loss am I pniaiizatiun-moii dispersion snd new features 

including • separate shutter and Imilt-iii soft ware applications. 



Its polarization dependent loss, polarization-mode disper- 
sion, (Hid input power level are specified, and it has several 
new features, including a separate shutter, built-in software 
applications, and options to tailor it to different fiber-optic 
applications. The options include standard-performance, 
high-performance, monitor, and high-return-loss options for 
single-mode fibers I fiber core diameter H um). and a multi- 
mode fiber option (fiber core diameter 50 tun). The operating 
wavelength range covers the two fiber-optic wavelength 
regions around lUOOand 1550 mil. 

Optical System 

Commercially available fiber-opiic attenuators, both vari- 
able and fixed, use a range of techniques for achieving opti- 
cal attenuation. Some use techniques based on angular, lat- 
eral, or axial displacement of two optical fiber ends. Others 
use grayscale Fillers or polarizers to attenuate the light. The 
HP 815GA uses a circular grayscale filter and various bulk 
optic components. 

As shown in Fig. 1. a first objective lens collimates the light 
of the input fiber to a parallel beam and a second objective 
lens refocuses it onto the output fiber. A mechanical shutter, 
a circular filter, a corner cube, and a prism are located be- 
tween the two lenses. The circular attenuating filter consists 
of two disks of glass wedges glued together, one absorbing 
and the other transparent. The attenuation depends on the 
angular position of the attenuating filter, which is set by a 
motor that is controlled by a digital positioning system. 

The attenuation of the wedged absorbing glass filter as a 
function of the angular position « is: 

All 

Att(o) = S^pS^i - rasa), (1) 

where Att max = till (IB. For angles O = 0 to a = ISO degrees 
the attenuation varies between 0 and Att m „ x in a strongly 
monotonic manner. No ranging effects and related overshoot 
and undershoot occur, that is. there are no dark spots. This 
is a very important feature for measuring thresholds in bit 
error rate measurements. 

To linearize the attenuation characteristics, each allcmiutor 
is individually calibrated in production at wavelengths of 
1300 tun and 1550 nm. An automatic calibration program 
characterizes each unit. The measured data is processed by 
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the computer and transferred to an EEPROM in the attenua- 
tor Any errors caused by manufacturing tolerances of the 
attenuating filter ate Calibrated out. In addition, the wave- 
length characteristics "f the filler arc stored in the EEPROM. 
This permits the microprocessor to calculate correction 
factors for eac h combination of wavelength and attenuation. 
Fig. 3 shows lite attenuation linearity of the HP 8156A over 
an arbitrarily selected 1-dB range. 

To prevent beam steering effects, which cause unwanted 
loss changes, a double-pass design was chosen. The reason 
for the beam steering is that the filler disk is slightly wedge- 
shaped. This small wedge of 0.05 degree is necessary to pre- 
vent a resonant canty in the filter which could cause un- 
wanted attenuation changes when coherent laser light is 
used. Sending the optical beam twice through the wedged 
filler, once in the forward direction and once in the reverse 
direction, cancels the beam deviation to zero. 

Polarization dependent loss effects are slrongly reduced by 
using a glass absorbing filler instead of a filter with metallic 
attenuating coaling. The birefringence of metallic coatings 
causes polarization dependent coupling loss in a fiber-to- 
fiber coupling of an attenuator. GlaSS fillers exhibit no 
birefringence. 

Performance 

Typically the polarization dependent loss ( PI>I.) of the IIP 
8166A is on the order of 0.02 dB peak tO peak, and Ihe 
Worst -case polarization dependent loss specification is 0.OS 
dl! peak CO peak (Option 101 ). The residual polarization de- 
pendent loss of ihe IIP Kl-'OA is independent of the filter 
position. Ii is caused by a very weak residual birefringence 
of all of the optical elements such as the lenses and Ihe 
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prisms. Fig. -I shows the polarization dependent loss as a 
function of randomly changing input polarization stales. 

The IIP 81">(SA has a low polarization-mode dispersion 
( PMI) I of less than -1 is. which also results from the weak 
birefringence of the optical components. The main contribu- 
tions to the PMD come from the total reflections in the 
prism and the corner cube, which cause different phase 
shifts for the horizontal and vertical polarization vectors. 

As a result of the design and the low polarization dependent 
loss of the HP 8 156 A. Ihe attenuation is typically accurate 
within 0.06 (IB. and the worst-case inaccuracy is 0.1(1 dB 
(Option 101 ). Fig. "> shows the measured difference between 
the actual attenuation and the programmed attenuation over 
the entire allenuation range from II to 00 (IB. 

The return loss of the optical block of the attenuator is 
typically more than 70 dB. All optical surfaces are coated 
with anlirefieciion coaling. This helps reduce inseriiott loss 
and increase return loss. The optical surfaces are tilled to 
reduce the residual baekreflcciions to less than 10 The 
connectors al Ihe optical block are angled and are also 
ant i reflect ion-coaled. 

Fig. 0 shows ihe spatially resolved return loss of ihe opto- 
blockofthe HP8166A without the front -panel input and 

output connectors, as measured by Ihe III' 8504A precision 
reflectometer. The main contribution 10 the return loss 
comes from the input and oiilpul conneclors al Ihe front 
panel of ihe IIP 8166A. In the 1 »ption 101 version, straight 
contact connectors provide 40 dB of ret tint loss. In Ihe Op- 
tion 201 version, angled contact connectors are used and a 
retUm loss of more than (it) dB is achieved. < Iption 201 is the 
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Fig. 5. Mtenuatiort errbts ofthe HP 815QA optical attenuator over 

the entire altenual Ion range of (I In fid (IB (actual attenuation mil ins 
programmed attenusl ton). 

best Choice for return-loss-sensitive noise measurements in 
Cable TV applications or for bit eiTor rate measurements in 
high-speed digital systems. 

A separate mechanical shutter is used to interrupt the optical 
heam to disable the optical output. The shutter has an atten- 
uation of more than 100 dB and works without changing the 
setting of the attenuating filler disk. The shutter protects 
power-sensitive devices under tesl from dangerous power 
levels. 

The HP S15ISA can he used as a calihraled and program- 
mable backrefleclor to check the increase in hit error rale 
or noise performance of high-speed systems as a function of 
hackrcfleclion level. In this case the built-in backrefleclor 
mode can be used in combination with an external HP 
810G0BB backivflcctor connected to the output connector 
of the HP8156A. 

The HP SlotiA enables I he user to attenuate any optical signal 
up tO 60 dB and up to power levels of +2:t dBiu in precise 
steps. A resolution of 0.001 dB with a typical repeatability 
better than 0.005 dB is achieved. Fig. 7 shows the attenuation 
repeatability over the entire attenuation range of 60 dB. This 
repeatability requires a precise filler positioning system, 
which is described in the following section. 
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Fig. 6. Spatially resolved return loss of the HP Kir>(iA optical 
attenuator measured by the HP 8504A precision rellectOmeter. 



Filter Positioning System 

For each optical attenuation selling, the filler positioning 
system of the HP SlotiA optical attenuator rotates the circular 

filter to a corresponding angular position The superior per- 
formance required of the HP8156A in critical measurement 
applications leads to enhanced requirements for the filter 
drive regarding resolution, overshoot, and settling lime. 

Attenuation resolution is directly related to the angular reso- 
lution of the positioning system. The angular resolution re- 
quirements for this system can be directly determined from 
the filter characteristic described by equation 1. The goal of 
0.01 dB attenuation resolution ora maximum resolution 
uncertainty of 0.005 dB results in an angular resolution of 
0.00!) degree, or about 40,000 data points per revolution of 
the filter disk. 

For some applications, like bit error rale measurements, 
overshoot and Spikes when changing attenuation settings 
are very disturbing. An overshoot of 0.5 dB is the upper tol- 
erance limit for these applications. Transformed onto the 
circular wedge filler driven by a positioning system with an 
angular resolution of 0. 000 degree, this results in a maxi- 
mum OVershoot of approximately 0.5% for an angular step of 
ISO degrees. 

Optical attenuators are mainly used for device characteriza- 
tion In production areas, especially in automatic test systems. 
High throughput and yield are very important issues. Seiiling 
times between different atlenualion sellings have to be 
minimal, so a high-speed drive is obligatory. 

Taken together, freedom from overshoot and fast settling 
mean a positioning system that has a strong aperiodic step 
response. To provide full performance under the conditions 
of environmental stress occurring in production and test 
areas, the positioning system also has to he highly insensitive 
to external vibration noise. 

Filter Drive System 

In the HP 8156A a direct-drive system is used. A motor- 
encoder assembly is directly attached to the filler shall. 
This system has the advantages of compactness, rugged- 
ness, and high speed compared with geared systems. There 
are no backlash errors and sensitivity to environmental 
changes is lower. 



0.02 - 



_ o.oi - 



1 0 
I 

" -0.01 



-0.02 



10 20 30 40 

Programmed Attenuation (d8l 



50 



60 



Fig. 7. Attenuation repeatability of the HP 81 58A Optical attenua- 
tor The y axis indicates the variation in attenuation over ten 
measurements. 



36 February 1995 1 lew Icrt-Paikarri Journal 

© Copr. 1949-1998 Hewlett-Packard Co. 



Motor Shah 



Digital 
Signal 
Proctssof 



PW1 



PW2 



H BnOge 
Phase 1 



H-Bndge 


el 


Phase! 


- - ' 



Host 
Data Bus 8 



5 



Fig. 8. Digital motor C ontxoller of the HP 8156A. 

The motor is a brushlcss two-phase dc motor. Brusldess 
motors combine the advantages of niggedness. longer life- 
time, and less friction, which is important in the control of 
high-resolution systems. 

The drive currents for the two stator windings are generated 
by pulse width modulation of a 1SV dc supply voltage. The 
pulse width modulation is done l>y two integrated full-bridge 
driver circuits. The MOSFKT switches of these It's have 
very short turn-on and turn-off times, allowing high pulse 
resolution, and they have very low on-resistance. which 
minimizes power dissipation. The pulse frequency is -- r > kHz. 
so the acoustic noise caused by magnetos! rictive effects in 
the motor is above the range of human hearing. 

The encoder is an optical incremental rotary encoder with 
sine wave outputs, Its rotating disk has 102 1 lines and is 
directly at Inched to the motor shaft. The main outputs, A 
and B, are in a quadrature relationship and their signal 
shape is very close to sinusoidal. A third output signal. I, 
provides an index pulse once per revolution for determining 
absolute position. 

The zero crossings of Ihe main outputs A and 13 are multi- 
plied by lour by a quadrature decoder circuit. The decoder 
output increments or decrements a coarse position counter. 
Both tasks are performed by a special decoder/counter [C. 
The resolution is Further increased by an interpolation pro- 
cedure thai uses the sinusoidal shape of Ihe main output 
signals. 1 These signals are fed directly into a multichannel 
S-hit ADC. and the subsequent processing of Ihe I wo digitized 
sinusoidal signals is done by a digital signal processor. The 
quotient of these signals is the tangent of Ihe interpolated 
fractional position between the sine and cosine zero cross- 
ings. The filter rotation angle can be found by lable look-up. 
using an arctangent table. Theoretically, with the eight bits 
of resolution in the analog-io-digital conversion process, an 
interpolation ratio ol 25l>: I can be achieved, but amplitude 
and phase distortion of Ihe encoder outputs and nonlineari- 
lies of ihe convener limit the interpolation ratio to i>4: 1. This 
gives a total position resolution of 1024 * I x 64 = 2(52,1-14 
counts per revolution. 





DSP Data Bus 



The SerVO loop is closed by a digital signal processor (DSP). 
aTMS320P14. This 16-bit signal processor has on-chip RAM 
and EPROM. It is able to work as a standalone single-chip 
controller. With its three high-resolution timers and a special 
event manager with six pulse width outputs it is ideally 
suited for servo control applications. The puLse width out- 
puts feed Ihe full-bridge drivers directly. They provide pulse 
widih resolution down to 40 ns, This is importan! for achiev- 
ing high-quality control because it enables the controller to 
measure its control effort very precisely. The DSP gets the 
position feedback from ihe decoder/counter [C and from the 
multichannel ADC over an external S-bii-wide daia bus. 
Position set values and all commands are given to the DSP 
by the main inslnmienl microprocessor. Communication 
between Ihe two processors takes place via an 8-bit-wide 
bidirectional interlace. 

Fig. 8 shows the block diagram of the niter positioning 

system 

Controller 

To meet the demanding requirements of the drive, digital 
control is implemented, using an advanced control algorithm. 

The lust two considerations Tor Ihe design of Ihe controller 
are ihe control algorithm and the numerical range in which 

calculations take place ah digital control algorithms require 

one or more multiplications, and long execution limes for a 
Control step cause additional phase shift in the open control 
loop. Therefore, a control processor with a built-in multi- 
plier is necessary to provide fast execution of the control 
algorithm. 

The numerical ranges of the control variables and coefficients 
determine the required width of Ihe internal processor data 
bus. Each filler position is described by a 22-bit number, com- 
posed of 111 bits delivered by Ihe decoder/counter IC and (i 
bits supplied by the interpolation process. For one revolution. 
Is hits are sufficient, For an adequate conirol filler funclion, 
the filler Coefficients of the Control algorithm must be repre- 
sented as at least 12-bit numbers. Therefore, al each conirol 
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slep several I84>it-by-12-hii multiplications have to be per- 
formed. Most of the low-cost processors offer only K-bil-by- 

Khii or iiiiiii-i)v-iii-i)ii multiplications in one instruction 

cycle. Ill our case. Ihis means Dial il lakes more t loin one 
instriii iion cycle for a nuilliplicalion. This means longer 
execiilion lime, especially lor advanced Filler algorithms. 

To overcome this problem the position error is divided into 
two number ranges: a coarse range thai ••overs the upper I I 
bils Of the 16 bits delivered by the ilecoder/counter [(' and a 
fine range including the S remaining bits t2 from the decoder/ 
counter K* and ti from the interpolation process i. This allows 
fast, simple execiilion of the control algorithm in cadi range. 
Because of I he nearly aperiodic Step response of the whole 
system, a transition between file coarse and fine number 
ranges occurs only once during a position step movement. t 
At this transition all control variables have to be rcsealcd by 
simple shift operations. All calculations are performed in 
16-bit fixed-point arithmetic w ith operands in twos comple- 
menl representation. 

The control filler function is implemented by a classical I'll) 
(proportional integral differential) algorithm enhanced wilh 
some special features. The integrator is switchable by soft- 
ware and Works only when needed. This is a position servo, 
so the integrator is not used when the actual velocily niagni- 
lude is above a specified threshold. This technique slrongly 
decreases overshoot because the integrated error signal 
doesn't accumulate over the duration of a move. The 
integrator output is limited to prevent windup effects.tt 

The differentiator input is nol ihe error signal bill the actual 
position signal, so any abrupt change in Ihe large! position 
signal is not differentiated. The stability of the .system is not 
affected because the overall open-loop transfer function 
remains the same. Because of the high controller sampling 
rate, the differentiator input signal is decimated. 

The PIL) coefficients can lie switched on the fly depending 
on the error signal magnitude. This is necessary because the 
difference between static and moving friction changes the 
loop behavior when the sysleni begins to move. 1 The angular 
resolution is so line I hat the difference between Ihe sialic 
and Ihe dynamic cases becomes apparent. A special set of 
coefficients is Set in the hold mode to increase robustness 
against external noise. 

The controller function, w hich includes position interpola- 
tion, error ranging. I'll) filtering, output limiting, motor com- 
mutation, and pulse width modulation output, is implemented 
in Ihe I )SP. along with some special features. After executing 
the control routine, the DSP checks ihe siale of settling and 
determines the overshoot and settling time. 

In spile of Ihe many tasks required for every control step, 
the execiilion time for one control step is a very short 1">II 
us. Therefore, a control rate of 4 kHz is possible. The re- 
maining free time of the DSP is used for communication 
with the host processor. 

I Nearly aperiodic means that the step 'esponse 15 generally monotomc There is a small over- 
shont. bul it iloes riot caiue a change in ihe upper 1 4 tnis anil therefore tines not cause a 
transition out ot the line number range 

n Wmdup effects would occur if [he integrator output became greater than the comtollet 
output, which is limited by the pulse period The resull would be large amounts ul overshoot, 
which is referred to as windup in roiating systems 
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Fig. 9. Typical step response of the HP KI'iOA filter positioning 
system tot various step sizes. 

Well-selected I'll) filler coefficients are critical for Ihe Stabil- 
ity and step response of Ihe send loop. To see Ihe slep re- 
sponse directly, the system behavior was observed in Ihe lime 
domain, using a special sampling software tOOl developed for 
this purpose. A command from the host processor causes 
the DSP to send the variables describing the loop behavior, 
such as actual position and control effort, after each control 
slep. The main instrument processor stores t his data in a 
designated memory area. After the sampling procedure is 
i oroplete, the stored data can be read by an external com- 
puter. The loop behavior is not influenced by this sampling. 
Using this tool, I'll) coefficients were found that provide a 
stable and strong aperiodic slep response for either operating 
mode, ensuring that the sysleni works well under all specified 
environmental conditions, Fig. ft shows some typical step 
responses with different step heights. 
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Conclusion 

Digital signal processors have been applied more and more 
in industrial motion control applications. Applying these 
processors together with a sophistic ated control algorithm 
in an optical attenuator produces a sy stem that provides 
overshoot-free. fast, and accurate positioning of the filter 
disk, even under noisy enviroiunental conditions. 
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Precision Reflectometer with 
Spurious-Free Enhanced Sensitivity 

The HP 8504B precision reflectometer has an improved sensitivity of 
-80 dB at both 1300-nm and 1550-nm wavelengths. All spurious responses 
generated within the instrument itself have been significantly reduced. 
The instrument offers fiber-optic component designers and manufacturers 
the ability to pinpoint both large and small optical reflectances. 

by David M. Bratin. Dennis J. Derickson, Luis M. Fernandez, and Greg D. LeCheminanl 



A precision reflectometer is an effective tool for measuring 
the levels ami locations ol optical reflections in optical fiber 
systems. 12 The MP 8504B precision reneclometcr (Fig. 1 ) 
uses an optical low-coherence reflect oineiry technique, cm- 
ploying a Michelson interferotueter with a low-coherence; 
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Fin. I. The HP 8504B precision reflectometei has enhanced 80-dB 
sehsiQVuj with all spurious responses significantly reduced to greater 
tliiin <if> ilH below the largest reflection. 



broadband Optical source to make spatially resolved mea- 
suremenls of optical reflections. One ami of the Michelson 
interferometer contains a translating mirror and in the Other 
interferometer arm the device under test { Dl IT) is placed. 
When the optical path length to the min or equals the optical 
path length tO a reflecting surface in the IH'T, the reflected 
signals add coherently, providing a calibrated reflectance 
response in the measurement trace. Measurements of re- 
flecting surfaces within Dl'Ts can be made in hundreds of 
milliseconds over distances as small as I mm or in lens of 
seconds over distances as wide as 400 nun. with a two-event 
spalial resolution of 25 urn at 1:500 nm and 50 urn at 1550 inn. 

The HP 85011! precision reflectonielcr is an advancement of 
the IIP S504A. offering an improved sensitivity .specification 
Of— 80 dB at both PiOO-nm and 1550-nin wavelengths, with 
all spurious responses reduced to greater than 05 dB below 
the largest reflection. (A spurious response is a displayed 
signal that is generated within the instrument and not by the 
I il "1", i Measurements of DIT reflections can now be made 
accurately across the entire measurement range without the 
need for interpretation of the measurement to eliminate 
Instrument spurious responses. 

A typical measurement application for a precision reflec- 
tometer is the analysis of low optical relum loss in optical 
components and assemblies, t ipiical return loss is defined 
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as the ratio Of the incident optical power to the reflected 
OpttcaJ power in units of dB, Optical assemblies often ltave 

many internal reflections, all of which contribute to the total 

return loss. Precision relied onieler measurements identify 
which physical optical interfaces within the component are 
causing the greatest optical reflections and therefore are 
limiting the return loss. Another mea.suremeni application 
uses the lime delay measurement capability of the rellec- 
loineier to make accurate measurements of the positions or 
thicknesses of elements within packaged Hber piglailed 
componenis. the differential time delay through hirefringent 
material, and the group index. 3 

Beflectometer Design 

The key to die improved performance of the IIP 8504 B is a 
low-coherence source optimized for precision reflectomeler 
measurements. IIP has developed a family of powerful edge- 
emitting light-emitling diode (EEI.ED) sources specifically 
designed to improve instrument sensitivity while simulta- 
neously reducing spurious responses. Sensitivity is deter- 
mined in large part by the source optical power level. The 
output power from the EEI.ED w as improved by the use of a 
long gain region. In standard EEI.EDs, high output power is 
often accompanied by large internal relied ions that cause 
spurious responses in measurements. By careful control of 
these internal reflections, high output power and low spuri- 
ous responses W6re achieved simultaneously. The article on 
page 4:! provides a detailed description of the diode source 
and of how the power was increased and the internal 
reflections reduced. 

Since all IIP 850 IB spurious responses were reduced, the 
need for the normal-sensitivity mode of the IIP 8504A was 
eliminated. The instrument firmware was rew ritten for one 
standard high-sensitivity mode, making the instrument eas- 
ier to use ;uid reducing factory calibration time and cost. 
This one mode of Operation allows the simultaneous mea- 
surement of both large and small component reflections. 
Factory cost was an important consideration throughout the 
instrument redesign, resulting in a reduced manufacturing 
cost ahd a lower list [nice. All other important features of 
the HP 8504A have been retained in the HP 88048, 

t Optical liber communication systems continue to demand 
lower reflection levels. The improved performance of the 
IIP S504B addresses these increasing demands. The remain- 
der of this article presents three measurement examples 
that illustrate different applications of the reflect ometer. 

Optical Connector Endface Characterization 

I'ndesired reflections caused by contamination on connector 
endfaces are a serious concern for optical liber systems. 
Contamination can decrease connector return loss and 
damage the endface. 

(Quantitative evaluation of endface cleanliness has been a 
difficult task. Visual inspection, surface inlerferonielry, and 
SUr&Ce profilometry are unable to give quantitative mea- 
surements of the small panicles or films on connector end- 
faces. Because of its high sensitivity, the HP 8504B precision 
reflect ometer can measure the small reflections caused by 
contaminants. 

A setup for measuring endface cleanliness is shown in Fig. 2. 
The small reflections caused by contaminants were measured 



using a source wavelength of 1550 nm. The DITs were cus- 
tom ST connectors with endfaces polished to an 8 C angle. 
When cleaned properly, these components can provide an 
optical return loss between (50 and 70 (IB. Although there are 
multiple reflection sites in the lest setup, the HP 8504B was 
set to examine only the connector endface of interest. The 
ability to distinguish between the relied ion from the angled 
connector and the reflections from the oilier connectors 
and the ability to measure the reflection from the angled 
connector very accurately made the HP 8504B an excellent 
choice for this measurement application. 

This measurement technique was used to measure the effec- 
tiveness of various cleaning processes on our manufacturing 
line. An optical test system began producing inconsistent 
results that seemed to be related to changes in the swab 
material used in the cleaning procedure. All evaluation was 
conducted examining the three materials commonly used in 
cleaning connectors: "lint-free" cotton, polyurethane foam, 
and polyester. Approximately twenty connectors were 
cleaned with propanol. rubbed with "lint-free" cotton swabs, 
and blown dry with filtered dry compressed nitrogen. Then 
the optical return loss was measured with the HP 8504B. 
The same group of connectors was cleaned again, this time 
using polyurethane foam swabs. The return loss w r as then 
measured again. This procedure gave a performance com- 
parison between "lint-free" cotton swabs and polyurethane 
foam swabs. This process was repeated with a different 
batch of cables, using the cotton and polyester swabs. The 
measurement results are shown in Fig. 3. 

The contamination clearly increased with the polyurethane 
foam swabs as indicated by a decrease in optical return loss. 
The average return loss degraded from 59.5 dB when cleaned 
with cotton swabs to 60.7 dB w hen cleaned with polyure- 
thane foam swabs. The variability of cleanliness, measured 
by the standard deviation of the reflection, also worsened 
dramatically from 1.7 (IB when cleaned with the cotton swabs 
to S.O dB with polyurethane foam swabs. Visual examination 
under a microscope indicated some evidence that polyure- 
thane foam swabs may have left a film on the connector 
endfaces. 

The polyester swabs performed much better. Here the aver- 
age retum loss for the connectors cleaned with cotton swabs 
was (50.3 (IB and actually improved slightly to 151.7 dB with 
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Fig. 2. Block dhigram of a test setup for measurement of optical con- 
nector endface contamination The system consists of an HP S504B 
operating at 1550 tun with a single-niode fiber connected to the test 
lion The single-mode fiber is terminated wit h an ST connector that 
has been polished at an 8° bevel. 
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Fig. 3. i iptkttl return |iis - s measurement results presented as avenge 
ri-ficfiiviiy and range ('»') values for cleaning procedures comparing 

la) cotton swabs with polyurciluuie foam swahs ami (h) rollmi 
SWabt with |ii)lvi'.slers\vjths. 

polyester swabs. The standard deviation for cleaning with 
cotton swabs was :J.() dI5 but spread slightly to :5.!l dB with 
polyester swabs. 

This test shows that there can he quite a variation in clean- 
liness just because of changes in the swab material. I sing 
the III' 8504B, the measurement problems were linked to 
the use of poly met bane foam swabs. A switch to cotton 
swabs eliminated these problems. 

This measurement technique can also measure connector 
optical return loss repeatability. As manufacturers improve 
the design of angled connectors. Increasing the optical re- 
turn loss, the IIP 8'iOJB can be used to measure their return 
loss up to SO (IB. 

Optical Isolator Characterization 

High-performance optical isolators are used to protect 
sources from reflected light by transmitting light in one di- 
rection and translating light away from the return optical 
path m the reverse direction. 1 Large lev els of reflected light 
can cause liuevt idlh anil power output variations in distrili- 
Uted feedback lasers ' and in KahryPerol lasers. In addition 

to attenuating light from any downstream reflections the 
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Fig. 4. A reflectometer measurement of an Isolator c om ponent. 
Both large and small reflections can he measured with no spurious 

responses. Knowing the placement of the components within the 
isolator, the largest reflection is determined to he from the angled 
ST connector. A double reflection from the front face or the second 
nil tie is observed because the first rutile is birefringent. 

isolator itself must not cause reflections, or in other words, 
it must have high optical return loss. A precision reflectome- 
ter with high sensitivity is ideal for identifying which optical 
interface limits the optical return loss within the isolator. 

Fig. 4 shows a measurement of an optical isolat or. For this 
unit the highest level Of reflected light occurs at the angled 
fiber lip with the next largest reflection occurring at the 
front face of the second rutile (HO*). With this information 
the designers can correctly locus their energy on the liber as 
the subcomponent with the greatest potential for improving 
the optical return loss of the isolator. The large sensitivity 
and high spatial resolution Of the HP 8604B enable the de- 
signer or production line to measure and identify these low 

reflections of the internal isolator components. 

Polarization-Mode Dispersion Measurement 

Polarizalioii-iiioile dispersion (I'MIM is a result of birefrin- 
gence in both optical libers and components. For an in-depth 
article on PMI) see page 27. 

Polarization-mode dispersion of lightwave components can 
be measured with a Michelson interferometer instrument 
Such as the HP 8504B. Fig. 5 shows a block diagram of the 
measurement system. Placing the HIT in the reflcctonieier 




Biretringent 
OUT 



3 dB 
Coupler 



Source Ann 



Fiber 
/Tip 




Translating Mirror 



HP B504B Precision Rellection 

Fig. 5. Test setup used lor measuring polarization-) te dispersion, 

The device under iesi |g placed iii the source arm of the HP 860 IB 
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Fig. 6. Measured plat of a birefringent isolator. Three characteristic 
reflections are observed giving a polarization-mode • lisin-rsiini mea- 
surement of 1.208. p«, 

source arm allows partially polarized light Erom the HP 
850 IB EELED source to travel on both the slow and fasl 
polarization axes of a birefringent device. The light on the 
slow polarization axis is delayed by an amount At relative to 
the light on the fast axis. The HP 851 MB produces a pair of 
responses when the moving mirror is positioned such that 
the optic al path length of its arm is first longer and then 
shorter than t he fixed-length interferometer arm by an 
amount corresponding to At. A response also occurs when 
the position of the mov ing mirror is such that the interfer- 
ometer anus are of equal optical length, regardless of the 
PMI) of the device. 

Device PMI) can be determined by configuring the HP 850 US 
horizontal axis in a time format and using the markers to 
measure the lime difference between a symmetrical pair of 
1)1 T responses. Measuring between the pair of Dl'T re- 
sponses corrects for the fact that as a reflection measure- 
ment instrument, the HP S504B presents distance or tinie- 
of-flight measurement results in a "one-way" format. The 
minimum detectable dispersion is directly proportional lo 
the IIP 8504B"s spatial two-event resolution and is lfiO 
femtoseconds at 1300 nm and as low as 320 femtoseconds 
at 1550 nm. 

This measurement technique lends itself v ery well to bulk 
optic devices such as isolators. Fig. (i shows the measure- 
ment response at 1300 nm of an isolator placed in the source 
arm of the HP S504B. The PMD value of the isolator is 
1.209 ps. 



The EELED source of the HP 8504 B has a spectral width 
approaching (50 nin Which means that the measured PMI) is 
a composite over the bandwidth of the EE1.KI). If there is 
significant mode coupling in the Dl'T, as can occur in single- 
mode fiber, the differential group delay (typically used to 
describe PMD at a single wavelength I can vary significantly 
as a fimclion of wavelength. The IIP 8504B measurement 
technique for such a Dl'T will not yield discrete interferom- 
eter responses. Jones matrix eigenanalysis and wavelength 
scanning methods, both available in the HP S50DA/B polar- 
ization analyzers, are preferred for characterizing single- 
mode fiber. For more on measuring PMD in single-mode 
filter see the article on page 27. 

Conclusion 

An optical low-coherence reflecloinetcr with large sensitiv ity, 
high spatial resolution, and an insignificant level of spurious 
responses is an effective tool for many measurement appli- 
cations. The HP S504B offers this measurement capability in 
a calibrated, easy-lo-use instrument. 
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High-Power, Low-Internal-Reflection, 
Edge Emitting Light-Emitting Diodes 



A new edge emitting LED has been developed for applications in optical 
low-coherence reflectometry. It offers improved sensitivity without 
introducing spurious responses. 

by Dennis J. Derickson, Patricia A. Beck, Tun L. Bagwell. David ML Braun, Julie E. Fouquet. Forrest G. 
Kellert. Michael J. Ludovvise. William H. Perez. Urumala R. Ranganath. Gary R. Trott. and Susan R. Sloan 



This article describes a new edge emitting LEE) ( EELED) 
optimized for optical low-coherence reflectometry measure- 
ments. Its use as a source for the HP 8504B precision re- 
flect omcter (see article, page 39) has resulted in improved 
measurement performance compared to the 111' 8504 A. 

In optical low-coherence reflectometry. the output of a low- 
coherence sotuce is coupled into an optical fiber and split 
in a i-dB coupler as illustrated in Fig. 1. Half of the signal 
travels to a device under I est ( DITi. while the other half is 
launched into free space towards a mirror on a scanning 
translation stage. When the optical path length from the 
coupler to the minor equals the optical path length from I he 
coupler to a reflection in the DOT the signals from the two 
aims add coherently to produce an interference pafiem 
which is measured in the detector arm of the coupler. When 
lite optical pat h length difference becomes larger than the 
coherence length of the source, this interference signal 
vanishes. The amplitude of the interference signal is pro- 
portional to the magnitude of the reflection from the I >l IT 
Translating the minor allows the reflectivity of the DOT to 
be mapped as a function of distance. Willi these new high- 
power EELEDs. the HP 8504B is able to measure return 
losses greater than SO dB (reflections smaller Chan -80 dB) 
with a spalial resolution of :25 urn. In addition, reflections 
internal to the EELED have been reduced so thai spurious 
signals are eliminated. 

Source Characteristics 

The important considerations in choosing a source for optical 
low-coherence reflectometry are spectral width, coherence 
length, spectral density, and output power. A broad spectral 
width implies a short coherence length and therefore a luim 
spaiial resolution capability. High output powei and spectral 
density yield high sensitivity, that is, the ability to measure 
small reflections. 

Source 3-dB Coupler 
Detector 

Adjustable 
Mirror 

Fig. i. Block diagram for optical ton coherthi ■ [•iJeetometrs 
measurements. 





DUT 









.Many Optical sources exhibit either a broad spectral width 
or high spectral density, but achieving both characteristics 
at the same time is more difficult. A tungsten-filament lamp 
has a very Wide spectral width, but low spectral density (ap- 
proximately -(Ui dI5m/nmj when coupled into a single-mode 
fiber. ' The amplified spontaneous emission ( ASEl from an 
erbium-doped liber amplifier | EDFA) provides a high spec- 
tral density (approximately 0 dBm/nm), but a narrower 
spectral width (30 nm)." 1 EDFAs are relatively expensive and 
restricted lo wavelengths near 1550 nm. Surface emitting 
LEDs provide moderate spectral density (approximately 
—15 dBm/nm ) and broad spectral widih ( 100 nm).° 

EELEDs provide a relatively high spectral density (approxi- 
mately -27 dBiii iim i with a spectral width of 10 nm lo SO nm. 
We chose the EELED for optical low-coherence reflect omeiry 
measurements because Ihey offer a good balance of cost, 
power, and spectral width (spalial resolution). 

An EELED is biased al a high drive current to achieve high 
output power. Al elevated drive ciirrenls. undesirable inler- 
nal reflections in commercially available EELEDs produce 
large spurious responses in optical low-coherence reflec- 
tometry measurements. Along with real reflections from the 
Dl IT, several undesired signals will be displayed, potentially 
confusing the Interprctatiori of the reflection structure of the 
DUT. 

We have succeeded in producing an EELED wilh reduced 
internal reflections, allowing high-sensitivity optical low- 
coherence rcflecioinetry measurements to be made without 
spurious responses. The following sect inns describe the 
design and fabrication Of this high-power, low-inlernal- 
reflcciion EELED. 

Two-Segment EELED 

Fig. '2 is a scanning electron micrograph (SEM ) of the 
felei 1 structure. This lui faAsP/lnP-based device uses a 
ridge struct um The ridge serves two functions in the device. 
Il forms an optical wav eguide, confining hghl in the direc- 
tion parallel lo the semiconductor surface. Ii also confines 
the pump current to be near the ridge. Fig, 3 shows a SEM 
and a pictorial diagram of the EELED cross section. The 
continuous ridge waveguide has two electrical contacts: a 
Sain contact and an absorber contact. I iuler normal opera- 
tion, the i;ain contact is forward-biased and the absorber 
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Fig. 2. Scanning electron micrograph isem | of the two-segment 
EELED. 

contact is reverse-biased. When a segment is forward- 
biased, an optical amplifier is formed. Under reverse bias, a 
highly absorbing optical detector is formed. The gain section 
generates amplified spontaneous emission (ASK) power at 
the device output facet from the forward traveling wave. 
The absorber section prevents the reverse trawling wave 
from reflecting off the back facet of the device. If the waves 
were allowed to reflect and circulate, the device could lase. 

Oigaiiometallie vapor phase epitaxy (OMVPE) is used to 
grow the EELED epitaxial structure on toP ( 100) substrates. 
The first layer is an n-doped lid* buffer. The light -emitting 
active region consists of an Iii[_ x Ga x As v Pi^ quaternary 
layer, The X and J fractions are chosen to provide the de- 
sired bandgap while maintaining lattice match to the InP 
substrate. Active region compositions for both KiOO-nm and 
1550-nm wavelengths have been developed. Zinc-doped 
p-Inl' is then grown above the active region. A heavily zinc- 
doped graded-bandgap layer is used to maintain low contact 
resistance to the top of the ridge. 

The ridge location is first defined by a photolithographic 
process. The surrounding material is etched away in a 
CH4/H2 reactive ion etching chamber to a predetermined 
depth, Stopping above the light-emitting active region. An 
electrically insulating silicon nitride layer is applied over the 
ridge structure. A window is opened in the silicon nitride on 



lop of the ridge and a metal contact is deposited to form the 
topside gain and absorber electrodes. The semiconductor 
substrate is thinned to improve heat transfer and to facili- 
tate cleaving. A backside metal is applied to form the sub- 
strate contact. The devices are finally Cleaved to form the 
facets of the chip. More details on the processing steps are 
given in the article on page 20. 

Operation and Spurious Responses 

Fig. 4 shows the various paths that light can lake to reach 
the EELED output facet. Two classes of signals can reach 
the device output. ( )ne is desired while the other is unde- 
sired. The undesired paths cause spurious responses during 
optical low-coherence reflect ometry measurements. 

Desired Path. When the gain region is forward-biased, light is 
spontaneously emitted isotropically from all points under 
the gain section. A fraction of the spontaneously emitted 
light is captured in the ridge waveguide. The spontaneous 
emission is amplified in both forward and reverse I raveling 
waves. The desired output from the EELED is the forward 
traveling light (toward the Output facet ) with a single pass 
through the gain section. Most of the amplified spontaneous 
emission (ASE) leaving the output facet originates from the 
rear of the gain section (nearest the absorber) since these 
Spontaneously emitted photons receive the largest amplifi- 
cation. An equal amount of ASE originates primarily at die 
forward end of die gain section and travels toward the ab- 
sorber contact. An ideal absorber region prevents all of the 
reverse traveling ASE from reflecting off I he back facet and 
becoming forward traveling energy. At the high pump cur- 
rents used to drive the EELED. the absence of an absorber 
region could allow the device 10 lase. The source would then 
no longer have a broad, incoherent spectral width. 

Undesired Paths. Art undesii ed output occurs when photons 
reach the output along more than one path. These undesired 
paths start with a relied ion from the output facet of the 
device. Although the output facet is antireflect ion-coated, 
such coatings are not perfect and some signal will be re- 
flected. The signals reflected at the output facet travel back 
through the gain region toward the absorber section. An 
undesired output occurs if t his signal is reflected a second 
time and travels back toward the device output. These 
twice-reflected signals will add to the desired output of the 
EELED and cause a spurious response. Possible sources of 
secondary reflections are distributed reflections along the 
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Fig. 4. ( lpt.it.al signal How chart for lite EELED. 

length of the ridge waveguide, discrete reflections at the 
gain-to-absorber interface, and discrete refleciions at the 
back facet of the EELED. 

If a source that has a large number of internal refleci ions Is 
used to make an optical low-coherence reflect ometry mea- 
surement, iho resulting information can be confusing. Fig. 5 
shows an optica] low-coherence reflect ometry measurement 
of a fiber-io-air reflection using an EELED source that has a 
Significant level of internal rellections. This device is biased 
to deliver an outpul power of -10 uYV. Ideally, the display 
would show only a single 15-dB return loss spike ai I he 
glass-to-air interface. The actual display shows several other 
spurious signals that arise from internal reflet-lions in Ihe 
device. The cause of each spurious response is identified in 
Fig. 6, The spurious responses appear symmetrically located 
about the line liber tip reflection. The spacing between the 
spurious response and the fiber tip reflect ion is equal lo Ihe 
optical distance between Ihe two reflection points in Ihe 
Undesired paths. Twice-reflected signals make up to three 
passes through the gain region, compared to one pass for 
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Fig. 6. Antiicflcclioii coming reflectivity versus wavelength for 
Single-layer anil multiple-layer designs. 

the desired signal. Because of the three gain passes, the un- 
desired signals rise vary quickly as the gain and consequently 
the pow er from the device are increased. For every 1 dB of 
increased outpul power, the spurious signals increase their 
level by 3 dB. Therefore, when attempting to use a high out- 
put power it is critically important to reduce all sources of 
internal reflection in the EELED. hi the next section we will 
identify methods to minimize these internal reflections. 

Reducing Reflections 

It is very important to reduce the reflectivity of the output 
facet since all of the undesired twice-reflected signals de- 
pend directly on it. The wide spectral output of Ibis device 
necessitates a broadband aritircflecfiori coaling. < tuipiii 
facet antireflectinn dialing reflectivity curves are shown in 
Fig. (i. The coating is made up of multiple layers, resulting in 
a broader low-refleclance window than a traditional single- 
layer, quarter-wavelength design, 

The distributed refleciions along Ihe length of Ihe optical 
waveguide are caused by variations in the ridge dimensions 
along the waveguide length. The conditions for the reactive 
ion etching of the ridge were chosen to minimize these 
waveguide variations. Fig, 7 shows the sidewalls mid sloping 
flour of the ridge laken after the reactive ion etching pro- 
cess step. There are small vertical striatums in the sidewalls, 
bill ov er a larger scale the surface is very smooth. The mag- 
nitude of ihe distributed refleciions from these ridge stri- 
atums is estimated to be at a level of less than i L0 dB return 

loss. The distributed reflection lev el provides a lower limit 
to the multiple reflection characteristics of an EELED since 
a small amount of waveguide relied ivily is unavoidable; 

Am ilher source of secondary reflections exists at the gain/ 
absorber interface. Since the gain section is heav ily pumped 
and the absorber section is reverse-biased, Ihe carrier den- 
sity changes suddenly between these two sections. The 
Index of refraction depends on the carrier tlettsily in semi- 
conductors. 1 ' This abrupt change in carrier density can 
cause a reflection. An unbiased region between Ihe gain and 
the absorber not only avoids conduciion between the two 
sections, but also allows Ihe carrier density (and thus the 
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Fig. 7. SEM showing sidewaU toughness In the ridge waveguide, 

indi'x of refract ion) to taper off gradually, reducing the re- 
nectiviiy. The gain contact is angled with respect to the 
waveguide lo reduce the carrier density gradient and to 
direct any remaining reflection oul of the waveguide. 

The absorber characlerislics are very important in obtaining 
loW-internal-refleciion EELEDs. The efficiency of the ab- 
sorber at I he long- wavelength end of the output spectrum is 
small. It is possible for deleterious levels of long-wavelength 
light to reflect off the back facet, thereby degrading optical 
low-coherence reflectomctry performance. The characteris- 
tics of the absorber section have been measured experimen- 
tally and are presented in Eig. 8. The top curve shows the 
spectral density of the light from the EELED output facet as 
measured by an optical spectrum analyzer. The amount of 
light generated at long wavelengths is enhanced because of 
bandgap shrinkage and heating effects in the gain segment.' 
The output from the absorber section under several bias 
conditions is shown in the lower curves. The difference be- 
tween the output cunes and the absorber curves represents 
the absorption of the absorber segment as a function of 
wavelength. The absorber section effectively attenuates (he 



light in the short-w avelengt h end of the output Spectrum. The 
longer-wavelength light from the EELED travels through the 
absorber segment with relatively little absorption. Transmis- 
sion through t lie absorber at long wavelengths is reduced by 
increasing the magnitude of the reverse bias on the absorber 
section. This increase in long-wavelength absorption is 
caused by the Franz-Keldysh effect" in bulk active region 
devices. We have also studied the absorber sections of de- 
vices using quantum well active regions. These devices use 
the quantum-confined Stark effect" to increase long-wave- 
length absorption. In OUT present bulk active region design, 
we have chosen a very long absorbing section. This reduces 
the back facet effective reflectivity to a level lower than 
that of the distributed reflection along the length of the gain 
section. 

Fig. 9 illustrates an optical low-coherence reflect ometry 
measurement using the optimized EELED biased to produce 
an output power of about 40 uW, the same output power as 
the earlier device shown in Fig. 5. Fig. 9 shows a much 
lower level of internal reflections. The new EELED offers 
good sensitivity without the spurious responses that can be 
confused with real responses. If the Output of the new 
EELED is increased to higher power (hundreds of micro- 
watts), the spurious signals will eventually rise out of the 
noise floor, since spurious signals rise more quickly than the 
desired signals. 

Power Characteristics 

The EELED must produce high output power while maintain- 
ing low internal reflections. Power translates directly into 
increased measurement sensitivity for optical low-coherence 
reflcclometry applications. In designing a device for high- 
power applies! ions the following parameters must be con- 
sidered: gain sect ion lengt h, ridge waveguide dimensions, 
active region designs, and device mounting techniques. 

The output power of an EELED depends on the gain achiev- 
able in the optical amplifier (gain section). High net gain can 
be achieved with either a large amount of gain per unit length 
from a shorter segment or a smaller amount of gain per unit 
length from a longer segment. Fig. 10 compares the pulsed 
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Fig. 10. Plilsed output power into .1 single-modi- fiber versus cur- 
rent for 1 550-run EELEDs with gaff) Section lengths 6f300 urn and 
800 urn. 

output power from EELEDs with :J(H)-unt and .HUO-iim gain 
segment lengths. Tlie absorber section lengths for both de- 
vices were identical. In each case, the lighl-versus-current 
Carve is initially superlinear, meaning that the slope of the 
carve increases with drive current. At low current levels, the 
waveguide under the gain contact experiences a net loss per 
unit length, so that only the spontaneously emitted light near 
the output facet actually leaves the device. As drive current in 
the gain contact is increased, the device gain increases and 
the output power increases. The power output will eventually 
be limited by optical saturation of the gain region's output 
(by its own ASE), by nonradiative carrier recombination 
effects, by heating, or by a combination of these effects. 

For lower drive currents, the device with the short gain re- 
gion produces highei output power. For higher drive currents, 
the device with the longer gain region produces significantly 
higher OUtpUl power. I nder direct current bias conditions 
the output power difference between the short and long gain 
section lengths is even more dramatic. Several factors play a 
role in the increased output power from the longer device. 
Thr -'UXI-iiiu device must obtain a large amount of gain in a 
short distance, requiring a higher currenl density and there- 
fore a greater temperature rise than the longer device to 



achieve the same gain The carrier density is also much 
higher for the shorter gain region length. As carrier density 
and temperature increase, a larger fraction of the pumping 
current goes into wasted nonradiative recombination com- 
pared to the desired radiative recombination. Auger recombi- 
nation mechanisms are especially important at high carrier 
densities in the InUaAsRlnP material system and are more 
prominent in 1.55-um devices than u> 1.3-um devices '" 

The ridge design can also have a major effect on output 
power. We have investigated a variety of ridge widths rang- 
ing from a few to many micrometers. The narrower devices 
couple light more efficiently into single-mode fiber but the 
wider devices produce slightly lower levels of distributed 
reflections along the length of the gain section because the 
edge roughness lies farther away from the center of the 
waveguide. The ridge depth (distance from the ridge top to 
the material left above the active layer in the field as shown 
in Fig. 3) is also a key parameter in achieving a high output 
power. The depth controls both the transverse waveguiding 
of the optical mode and the current confinement in the de- 
vice. Fig. 1 1 illustrates two extremes of etching. If the etch 
is not sufficiently deep, the current will spread so that a sig- 
nificant fraction of the current will be wasted pumping para- 
sitic regions of the device in which the optical field is small. 
The Optical mode will not be optimally confined. If the etch 
is too deep, the optical mode will intersect I he lossy metal 
contacts, Causing the waveguide loss to increase and output 
power to decrease. Etching into the active region can also 
introduce recombination losses. An optimal compromise 
between these two extremes was reached experimentally. 

The output power capability of EELEDs with both quantum 
well and bulk active region struct tires has been studied.-' For 
the same gain section lengths, bulk active region designs 
have produced higher power. 

The spectral characteristics of the eeled depend on the 

amount of spontaneously emitted light captured in the wave- 
guide at each wavelength and the bandwidth of the optical 
amplifier. Fig. 12 shows the spectral characteristics of a 
I.'JOO-nm EEl.EI) and a I.V.U-nm EELEI). The tffiftfUtl device 
exhibits a full width at half maximum (FWIl.M) spectral width 
Of 66 Mil at an output power of 350 uW. The |:lI0-nm dev tee 
exhibits a FWHM of ">] mil at an output power of Kit jiW. 
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Reliability Results 

Reliability of these ridge devices has been investigated, with 
over 6000 hours of accelerated life testing to date. Device 
failure is usually denned as a decrease of output power to 
one half of its initial value. I'sing this criterion, an extrapola- 
tion from measured data allows a lifetime prediction for the 
device. By measuring the lifetime at several temperatures 
we can determine the activation energy of the failure mode 
and infer what the actual lifetime will be at the operating 
temperature of the device. The lifetime of these devices is 
estimated to be over 800.00(1 hours at 25°C. 

Summary and C onclusions 

EELEDs optimized for optical low-coherence reflcetometry 
applications have been developed. They are used in the IIP 
SoO-lB prec ision reflect ometer for increased measurement 
sensitivity and elimination of spurious signal responses in 
the display. 

The devices have been optimized by reducing internal re- 
flections and increasing output power. To reduce reflections 
we have; ( 1 ) produced smooth sidewalls on the optical 
waveguide during the ridge formation process, (2) extended 
the gain-to-absorber transition region and angled the metal 
contacts. (3) fabricated a long absorber section with the 
capability of applying a reverse bias to reduce back-facet 
reflections, and (4) applied a broadband antireflection coat- 
ing to the output facet. The devices were also designed for 
increased power. The power was increased by: l 1 ) employ- 
ing a long gain section length, (2) optimizing the ridge etch 



depth, (3) choosing the ridge width as a compromise be- 
tween efficient coupling to single-mode fiber and low dis- 
tributed internal reflections, and (4) choosing a bidk active 
region design. 

The characteristics that make these EELEDs valuable for 
optical low-coherence rcflcctoinelry also make them ideal 
sources for other applications requiring high power and low 
internal reflections. They could be used in fiber-optic gyro- 
scopes, which require a very low-coherence source, hi con- 
junction with an optical spectrum analyzer (such as the HP 
71450/71451A), they can be used to measure the characteris- 
tics of optical components as a function of wavelength. Al- 
though 1300-ntu and 1550-nm sources have been discussed 
because of their current importance to the telecommunica- 
tions industry. EELEDs for other wavelengths between 1200 
tun and 1700 nm can be produced by changing the epitaxy in 
the active region. 
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Jitter Analysis of High-Speed Digital 
Systems 



The HP 71 501 B jitter and eye diagram analyzer performs industry-standard 
jitter tolerance, jitter transfer, and jitter generation measurements on 
Gbit/s telecommunication system components It can display both the 
jitter spectrum and the jitter waveform to help determine whether jitter is 
limiting the bit error ratio of a transmission system. 

by Christopher M. Miller and David J. McQuate 



Digital communication systems typically consist of a trans- 
mitter, some type of communications medium, and a receiver 
fir line terminal unit. Typically, the digital pulses transmitted 
in these systems are attenuated and dispersed as they propa- 
gate through the transmission medium. To overcome signal 
attenuation along the transmission path, the signal may be 
reamplified. To overcome both attenuation and dispersion 
the signal may be regenerated. A regenerator receives the 
data stream of ones and zeros, extracts the clock frequency, 
then retimes, reshapes, and retransmits the digital data. 
Even if regenerators are not employed in the transmission 
system, the receiver always performs the process of extract- 
ing the clock signal to decode the data stream. Any fluctua- 
tion in the extracted clock frequency from a constant rale is 
referred to as jitter. 

The International Telegraph and Telephone Consultative 
Committee (CCITT) has defined jitter as "short-term non- 
cumulative variations of the significant instants of a digital 
signal from their ideal positions in time." A significant 
instant can beany convenient, easily identifiable point on 



the signal such as the rising or falling edge of a pulse or the 
sampling instant. The time variation in the significant 
instants of a digital signal is equivalent to s atiations in the 
signal's phase. A second parameter c losely related to jitter is 
wander. Wander generally refers to long-term variations in 
the significant instants. There is no clear definition of the 
boundary between jitter and wander, but phase v ariation 
rates below 10 Hz are normally called wander. 

Fig. 1 shows an ideal pulse train compared at successive 
instants T M with a pulse train that has some timing jitter. The 
jitter time function is obtained by plotting the relative dis- 
placement in the instants versus lime. Typically, the jitter 
time function is not sinusoidal. The jitter spectrum can be 
determined by taking a Fourier transform of the jitter lime 
function. 

Controlling jitter is important because jitter can degrade the 
performance of a transmission system by introducing bit er- 
[( us iii the digital signals, .litter causes bit errors by prevent - 
ing the COtred sampling of the digital signal by a regenerator 



Voltage 



Ideal Clock _ . 
Jittered Clock — 



- J 



I I I I I I 

T 



t_ J 



n r~> n 
I I I I I I 



I I 



_ . > 



J 5 



Timing 
Jittei 




Time 



Fin. I- Jitter time (unction de- 
rived from iiitnpHrltiR >i jittered 

elm I with ;in ideal clock 



© Copr. 1949-1998 Hewlett-Packard Co. 



Pebruarj 1096 Hewlett Packard Journal 4!) 



or a line terminal unit Jitter can accumulate in a transmis- 
sion network depending on the jitter generation and transfer 
characteristics of the interconnected equipment, 

•Jitter Measurement Categories 

In an effort to standardize the high-speed telecommunication 
systems that are being developed and deployed, standards 
have been adopted for equipment manufacturers and service 
providers to use. Two such Standards are the synchronous 
optical network (S< (NET), a North American standard, and 
the synchronous digital hierarchy (SDH), an international 
Standard. Moth Standards are for high-capacity fiber-optic 
transmission and have similar physical layer definitions. 
These standards define the features anil functionality of a 
transport system based on principles of synchronous multi- 
plexing. The more popular transmission rates are 155.52 
Mbils/s. 622.08 Mbits/s. and 2.48832 (ibits/s. The standards 
specify the jitter requirements for the optical interfaces with 
the intention of controlling the jitter accumulation within 
the transmission system. 1 -- The transmission equipment 
specifications are organized into the following categories: 
jitter tolerance, jitter transfer, and jitter generation. 

Jitter tolerance is defined in terms of an applied sinusoidal 
jitter component whose amplitude, when applied to an 
equipment input, causes a designated degradation in error 
performance. Equipment jitter tolerance performance is 
specified with jitter tolerance templates. Each template de- 
fines the sinusoidal jitter ainpliludc-versus-frequency region 
over which the equipment must operate without suffering a 
designated degradation in error performance. The difference 
between the template and the tolerance curve of the actual 
equipment represents the operating jitter margin and deter- 
mines the pass or fail status. 

Each transmission rale typically has its own input jitter toler- 
ance template. In some cases, there may be two templates 
for a given transmission rate to accommodate different re- 
generator types. Jitter amplitude is traditionally measured in 
unit hilcrriils ( I I ), where 1 I I is the phase deviation of one 
clock period. 

Jitter transfer is the ratio of the amplitude of an equipment's 
output jitter to an applied input sinusoidal jitter Component 
The jitter transfer function is also specified for each transmis- 
sion rale and regenerator type. Jitter transfer requirements 
on clock recovery circuits specify a maximum amount of 
jitter gain versus frequency up to a given cutoff frequency, 
beyond which the jitter must be attenuated. The jitter trans- 
fer specification is intended to prevent the buildup of jitter 
in a network consisting of cascaded regenerators. 

Jitter generation is a measure of the jitter at an equipment's 
output in the absence of an applied input jitter. Jitter genera- 
tion is essentially an integrated phase noise measurement and 
for SONET/SDH equipment is specified not to exceed 10 mi l 
root mean square lints) when measured using a high-pass 
filter with a 12-kIIz cutoff frequency. A related jitter noise 
measurement is output jitter, which is a measure of the jitter 
at a network node or output poll. Although similar to jitter 
generation, the output jitter of the network ports is specified 
in terms of pcak-lo-peak I I in two different bandwidths. 



.litter Measurement Techniques 

Although these jitter measurements are made on digital 
waveforms, the tests themselves lend to be analog in nature. 
The most frequently encountered techniques to measure 
jitter usually employ either an oscilloscope or a phase detec- 
tor. It is worth noting thai there are addilional jitter mea- 
surements that deal with asynchronous dala being mapped 
into the SONET/SDH format. These tests examine the jitter 

introduced by payload mapping and pointer adjustments, 

and are performed by dedicated SONET/SDH testers. 

Inirinsic data jitter, intrinsic clock jitter, and jitter transfer 
can be directly measured with a high-speed digital sampling 
oscilloscope. As shown in Fig. 2a. a jitter-free trigger signal 
for the oscilloscope is provided by clock .source I!, whose 
frequency reference is locked to that of clock source A. 
Clock source A, which is modulated by the jitter source, 
drives the pattern generator. The pattern generator supplies 
jittered data for the jitter transfer measurement lo the device 
under lest (1)1 IT). The jittered input and output waveforms 
can be analyzed using the built-in oscilloscope histogram 
functions. The limilalions of the oscilloscope measurement 
technique are the following. The maximum jitter amplitude 
that can be measured is limited to 1 I'l peak to peak. Above 
this level, the eye diagram is totally closed. Secondly, Ibis 
technique offers poor measurement sensitivity because of 
the inherently high noise level resulting from the huge mea- 
surement bandwidth involved. Third, the technique does not 
provide any information about the jitter spectral characteris- 
tics or the jitter time (unction, l-'inally, the technique requires 
an extra clock source lo provide the Oscilloscope trigger 
signal. 

Many of the limitations of the sampling oscilloscope tech- 
nique can be addressed by using a phase detector. The phase 
detector, in Fig. 2b. compares the phase of the recovered 
clock from the device or equipment under test with a jitter- 
free clock sourc e. The output of the phase detector is a volt- 
age I hat is proportional lo the jitter on the recovered clock- 
signal. The range of the phase deleclor can be extended 
beyond 1 I'l by using a frequency divider. Intrinsic jiller is 
measured by connecting the output of the phase detector lo 
an mis voltmeter with appropriate bandpass filters. A low- 
frequency network analyzer can be connected to the output 
of the phase detector to measure jitter transfer. 

The phase detector method forms the basis for most dedi- 
cated jitter measurement systems. It is relatively easy lo 
implement and provides fast inirinsic jitter measurements. 
However, there are several limilalions. A jitter measurement 
system employing this technique usually consists of dedi- 
cated hardware, which only functions al specific transmis- 
sion rates. In addition, the accuracy of the jitter transfer 
measurement with a network analyzer may be insufficient to 
guarantee that the Specification in the standard is being met 
Finally, the technique requires an additional clock source as 
a reference for the phase detector. 

Jitter and Eye Diagram Analyzer 

The HP 7 150 IB jitter and eye diagram analyzer is a sampler- 
based instrument that offers a general-purpose solution to 
these jitter measurement requirements. To perform jitter 
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measurements, the HP 71501B combines the IIP 70820A 
micro wave transition analyzer modulo/ 1 (ho IIP 7000 iA 
color display and mainframe, and the IIP 70874B jitter pcr- 
sonalily. The personality is stored on a 2- T >0K-byto ROM card 
and can be downloaded Into the Instrument shown in Fig. ."J 
is a photograph of the IIP 7 1 ~>0 1 B-based jitter measurement 
system. The system configuration, show n in Fig. 2c. includes 
an HP 7084 IB 3-Gbit/s pattern generator, an HP 70842B er- 
ror detector, an IIP 70311A Option H08 clock source, and an 
HP 3325B synthesizer, which serves as the jitter modulation 
source. The downloaded jitter personality allows the the HP 
7 1 50 1 B to take control of all the other instruments in the 
jitter measurement system and to coordinate the measure- 
ments. This jitter measurement capability has been recently 
extended to 12 Ghils/s with the introduction of the HP 
7084MA error performance analyzer. Also, sophisticated eye 
diagram measiuements can be made when the eye diagram 
personality is downloaded into the instrument . 1 

Sampler-based instruments like the III' 71601B typically 
operate by taking time samples of the data, then analyzing it 



using digital signal processing techniques. The HP 71501 H 
has two input channels which allow it to analyze jitter trans- 
fer. Each signal processing channel can Sample and digitize 
signals from dc up to 10 (dlz. so the jitter measurement pro- 
cess is inherently frequency-agile. As shown in the block 
diagram in Fig. 1. input signals to each channel are sampled 
by a microwave sampler at a rate between 10 MHz and 20 
MHz. The precise sample rate is set based on a determina- 
tion of the incoming signal frequency and the type of mea- 
surement being made. The output of the samplers is fed into 
the dc-to-10-MHz intermediate frequency (IF) sections. The 
IF sections contain switchahle low-pass filters and step-gain 
amplifiers. The dc components of the measured signal are 
tapped off ahead of the microwave sampler and summed 
into the IF signal separately. The output of the IF sections is 
sampled at the same rate as the input signal and then con- 
vened to a digital signal by the analog-lo-digital converters 
(ADC). 

Once the signals are digitized, they are fed into the buffer 
memories. These buffers hold the samples until the trigger 
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Fig. 4. Simplified block diagram of the Hi 1 71501B jitter ami eye diagram analyze. 
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point is determined. By triggering on the IF signal, the HP 
71501B is able to trigger internally on signals with funda- 
mental frequencies as high as -10 GHz. Once the trigger point 
has l>een determined and all the necessary data has l>een 
acquired, the appropriate data is sent to the digital signal 
processing ( DSP) chips. The lime data in the trace memory 
huffcr that is sent to the DSP chip has an FFT performed on 
it. Willi the time data now converted into the frequency do- 
main. IK ami RK corrections are applied to the data. The IF 
CCS! CC Hons compensate for nonidealities in the analog signal 
processing path. The RF corrections compensate for roll-off 
in the microwave sampler conversion efficiency as a function 
of incoming signal frequency. A Hilbert transform is then 

performed on the corrected frequency data to generate a 
quadrature set of data, and an inverse FFT is performed. 
This quadrature set of lime-domain data is combined with 
the original sampled time data to form a complex-valued 
representation of the signal called die mi/ili/tit siyitnl. The 
analytic signal simplifies the manipulation and analysis of 
modulated waveforms.' 1 Specifically, in this application, it is 
used to recover the jitter time function. 

The HP71501Bcan make and display measurements of the 
frequency spectrum or lime-domain waveform of a jittered 
clock signal. It can also demodulate the jittered clock signal 
to display and perform measurements on the jitter spectrum 
or jitter time function. Fig. 5a shows a 2.48832-GHz clock 
signal displayed in the time domain. The jitter function in 
this example is a sinusoid at a 10-kHz rate with an amplitude 
that corresponds to a phase deviation ofQ-25 IT peak-io-pcak. 
This display is similar to what one would observe on a high- 
speed oscilloscope w iili the appropriate trigger signal. Rg. 5b 
shows (he clock sped rum with jitter; sidebands. This display 
is similar to what would be observed on an RF spectrum 
analyzer, Finally, shown in Kig. 6c are simultaneous frequen- 
cy-domain and lime-domain displays of the demodulated 
jitter function. As will be shown laler, the measurement 
technique used by the IIP 71501B depends on Ihc spectral 

content and magnitude of the jitter time function! and the 
iypc of measurement being performed; 

Measuring Sinusoidal Jitter 

As previously Stated, jitter is essentially phase modulation. 
For small amounts of sinusoidal phase modulation, a single 
pair ol' sidebands is observed, which are separated from Ihe 
carrier (clock frequency) by the modulation frequency. For 
small Values of modulation index, Ihe magnitude of ihe side- 
bands is linearly proportional to ihe modulation index. As 
the modulation index increases additional sidebands appear 
■Ml the relationship between modulation index and sideband 
magnitude becomes nonlinear. The amplitude of the nth side- 
band relativ e lo the magnitude of ihe unmodulated earner 
can be ealculaled using Ihe nib ordinary liessel function, 
with the modulation index p" as an argument. 

A„ = J„(|il. 

p = jtxni. 

The modulation index is an indicator of the number of sig- 
nificant sidebands, significant being greater than -20 <IB 
relative lo Ihe unmotiulaicti earner. The hantiwitilli I5W of a 
phase modulated Carrier, expressed BS a function of Ihe 
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modulation index and (he modulation frequency f mil ,|, can 
be approximated using (.'arson's rule: 

BW = 2r mo(l (l + B). 

Theoretically, a bandwidth-limited signal can be accurately 
reconstructed if the sample rale is mure than twice the sig- 
nal's bandwidth. Since the HI' TloOlB's maximum sampling 
frequency is 20 MHz. accurate, unaliased sampled represen- 
tations can be obtained of signals whose bandwidth is less 
than HI MHz. The instrument's microwave sampler converts 
the jittered signal at the clock frequency. f S i g i,al- down into 
the IF by mixing the signal frequency with a harmonic of the 
sample frequency, Sample- This harmonic number is referred 
to as the comb number. N. The minimum comb number is: 

Nminitnun. = ceUillg| f Hi g na |/2() MHz|, 

where ceilingjx] is the smallest integer greater than x. This 
integer comb number is then used to compute the sample 
frequency for the given signal frequency with the following 
relationship: 

'sample - + (number of cycles/number 

of trace points)]. 

The jittered signal at the clock frequency would be mixed 
down to zero frequency in (he IF without the term cycles/ 
trace points, which is used to place the down-converted 
signal in the IF without having the sidebands fold over. In 
Fig. (5. an example is shown for a clock frequency of 2.48832 
GHz. a minimum comb number of 125. trace points equal to 
1024, and cycles equal to 256: The corresponding sample 
frequency is 19.866826 MHz. The effective IF bandwidth is 
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Fig. 6. Example RF. IF. and jitter spectra for a 2.-I8832-< 51 Iz jill wit 
clock signal and an HI' Tl'.uiH sample frequency «( ln.KiiitfO'i MHz 



one-half the sample frequency or !l.!)-')!Ml.'i MHz in (his case, 
;md the down-convened signal Ls centered in Ihe IF. 

For these signals, Ihe phase modulation waveform can be 
determined using Ihe built-in DEG math function based on 
the analytic signal. The peak-lo-peak, jitter can be measured 
direelly on this demodulated waveform. However, to improve 

the measurement signal-to-noise ratio, particularly for low 
levels of sinusoidal phase modulation, a discrete Fourier 
transform of the modulation waveform can be performed. 
The peak jitter can be determined 1 from the magnitude of the 
spectral component corresponding to the modulation fre- 
quency. This component represents the energy in a small 
frequency band whose width is set by the window function 
used in calculating the transform. A flat-top window is used 
in the HP 71501B for single-frequency sinusoidal jitter mea- 
surements. This window function effectively serves as a 
resolution bandwidili filter thai reduces Ihe random noise. 
The resolution bandwidth RBW of the window function, can 
be determined from: 

RBW = Window Factor x E^ple/QUhlber of trace points, 

where the window factor is 3,60 for a flat -top window. For a 
fixed sample rate, as the modulation frequency is reduced, 
the corresponding spectral component in the Fourier trans- 
form moves closer lo that of the zero-frequency component. 
In Ihe limit, the window functions of these (wo components 
overlap, and Ihe magnitude of the modulation rale spectral 
component is contaminated. To counter this effect the comb 
number can be increased, reducing the sample rate and 
moving the modulation-frequency component away from the 
zero-frequency component. However, reducing the sample 
rate decreases the effective IF bandwidth, and thus the mea- 
surable Signal bandwidth. Based on Ihe specified jitter mag- 
nitude, the maximum comb number can be determined 
using ihe following relationship. With (sample sel equal lo 
twice Carson's bandwidth: 



N 



maximum 



= INT 



'signal 



4f„„„i[l + C» x mi 

number of cycles 



number of trace points 

As long as the sample frequency is greater than twice the 
down-converted signal's bandwidth, the transform measure- 
ment is performed. If not, the sample frequency is increased 
to meet the requirements of Carson's rule and the measure- 
ment is made directly on Ihe modulation waveform. Typically, 
when this occurs, the specified jitter magnitude is quite large 
and measurement uncertainty resulting from random noise 
can be ignored. Often. Ihe clock frequency, jitter modulation 
frequency, and magnitude are specified either by Ihe require- 
ments in the standard or by the customer, and in such cases 
the HP 716011] uses this information to determine Ihe 

optimum measurement mode. 

When the signal's bandwidth exceeds in MHz. ihe Instru- 
ment's maximum IF bandwidth, the down-converted signal 
becomes aliased and the phase modulation waveform cannot 
be directly obtained. However, it is still possible lo determine 
the modulation index of signals containing sinusoidal jitter 
In this case, the instrument measures the signal's KF Spec- 
trum directly, setting the sample rate such thai ihe carrier 
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and first-order sidebands fall ai convenient plat es in the IF 
band. The magnitude of the carrier is measured, and the 
average of the niagnii tides of the first order-sidebands is 
determined. I sing the average of the upper and lower first- 
order sidebands significantly reduces any effect that inci- 
dental amplitude modulation i AM i may have on the phase 
modulation I PM) measurement. The modulation index p* Ls 
calculated by numerically solving: 

A. _ Jt(P) 

Ao Jocpr 

where A| is the average of the magnitudes of the first pair of 
sidebands. Ao is carrier magnitude, and J,, and Jj are Bessel 
functions. Since only the carrier and first-order sidebands 
are measured, this technique can determine the modulation 
index for jitter levels up to thai al which J lp goes through its 
first null. This occurs at a.jitler amplitude of 0.76 UI, which 
is about a factor of five larger than the jitter level of 0.15 I I 
specified in the standards t'« >r modulation frequencies that 
approach or exceed the instrument's maximum IF bandwidth 
of HI MHz. 

Jitter Tolerance and Jitter TVansfer 

Jitter tolerance and jitter transfer 8TB both stimulus-response 
measurements. At each jitter modulation frequency, the 
amount of specified jitter is applied to the device under lest 
(DUT). and its response is observed. As shown in Fig. 2c, 
The IIP 71501B monitors the jitter level on (lie clock output 
of the pattern generator on Channel 2. The instrument uses 
iis various sinusoidal jitter measuring techniques lo adjust 
ttie amplitude of the IIP t l2" synthesizer to calibrate the 
jitter level on Ihe clock source lo typically belter than 1"" 
accuracy. The jiller on the clock source is (hen transferred 
equally to both the dala and clock outputs of the IIP 70S I IK 
pattern generator. The jittered data output is applied lo Ihe 
1)1 T. The III' 7I-10I |i includes buill-in input jitter amplitude- 
vrisiis-l'reqiicncy templates corresponding lo OC-12. ( M '-IS. 
STM- 1. and STM-16 trartsinissidn requirements, in addition, 
the user can creale and edil custom Input templates, which 
can be saved lo and reiricved from a RAM <'ard. In Pig. 7, the 
maximum sellable jitter amplitude is shown for Ihe system 
relative i<> die requirement of the oc-is inpul template. The 
maximum measurable jitter of the HP 71501 B is :ll) II peak- 
lo-peak for Ihe unaliased measurements, and 0.7 I I peak-lo- 
peak for ihe aliased measurements. Over most of the jitter 
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frequency range, the maximum jitter amplitude is limited by 
the phase modulation capability of Ihe IIP 70:41 1A clock 
source. In any case, these maximum limits are well in 
excess ofthe requirements of the standard template. 

In the jitter tolerance lest, die error performance ofthe DUT 
is monitored by the 70842B error performance analyzer. The 
aim of the test is to determine if the DUT's error performance 
is degraded by jitter at a specified frequency and amplitude 
level. Fig. 8 shows the result of a jitter tolerance measure- 
ment made OH a clock and data recovery circuit. The input 
template was the standard template for OC-IS, which corre- 
sponds tO a clock rale of 2.48832 Gbits/S, Boxes correspond 
lo measurement points that passed. Xs indicate measure- 
ment points thai failed. Either bi! errors or a particular error 
rale can be selected as Ihe failure criterion. 

In the jitter transfer lest, the jitter on Ihe Dl T's recovered 
clock output is monitored ori channel l of theHP71501B 
and compared lo Ihe inpul jitter on channel 2. The ratio is 
thejl computed. This test is required tO ensure thai once 
installed in a system, these devices won'! significantly in- 
crease jilter in any pari ofthe spectrum. A cascade of simi- 
lar devices, each With jus! a small increase in jitter, could 
result in an unmanageable jiller level. The standards specify 
a maximum value ofjitter transfer of only o.l tin up to the 
specified bandwidth of the clock recovery circuit. This level 
has been difficult to measure accurately. The IIP 71801B 
with its two matched inpul channels typically makes this 
measuremenl with an accuracy of hundredths of a dl$. Shown 
in Pig. !» is a jiller transfer measurement made on a DUT at 
( )( -IS. The solid line corresponds lo Ihe maximum specified 
jitter level at a given frequency. The boxes correspond lo 

measurement points that passed. Xs correspond lo measure- 
ment points that failed. Failures, if I hey occur, lypicall.v 
occur near ihe bandwidth limil of the clock recovery Circuit. 

Jitter Generation and Output Jitter 

linih die jiller generation and output jilter tests are measure- 
ments Of Intrinsic random phase noise in a specific band- 
width with no external jitter applied. The III' 71 ">(l IP uses 
Ihe same measuremenl procedure for both jiller generation 

ami output jitter, calculating both the peak-to-peak and rms 
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Fig. 9. ( >( '-4* jitter transfer mensun-mcnt on a HIT Fig. 10. 1 « --4-s [in .-r generation irteasuromwtf On "HIT. 



jitler values. The upper end of the measurement frequency 
range is set by the hardware bandpass filler, shown in Fig, 2c. 

whose center frequency is equal to the clock rale. The tow- 
frequeney limit is implemented in the following inanner. For 
each instrument sweep, the phase noise waveform is com- 
puted and an PPT is performed. A high-pass filter [unction is 
implemented by multiplying the appropriate elements of the 
Fourier transform by zero. The sample frequency is chosen 
so that an integer number of Zeroed elements comes within 
the chosen accuracy of 5% for the filler cutoff frequency. This 
results in a sample frequency thai is approximately mo times 
the cutoff frequency. Since aliasing will occur if the signal 
bandwidth exceeds half the sample frequency, the amplitude 
of the jitter function is limited so that the resulting bandwidth 
is less than -"ill limes the cutoff frequency. By setting the band- 
width in (.'arson's rule to 50 times the cutoff frequency and 
working backwards the maximum measurable peak-to-peak 
I'l as a function of frequency can be determined: 

llmaxl peak-to-peak) = ^ x- | - M 'j"" ,fr _ ]j 

I 'p to T.li I I peak-lo-peak can be measured at the high-pass 
cutoff frequency, with the measurable limit decreasing as 1/f 
at higher frequencies. The standards specify maximum limits 
of O.lo 11 peak-to-peak and 1.5 I I peak-to-peak for an entire 
bandwidth, which affords a comfortable amount of measure- 
ment headroom, as long as the intrinsic jitter spectrum falls 
off as 1/f or faster. Finally, the bandlimited result is trans- 
formed back into the lime domain, where the peak positive 
and negative phase excursions are noted and the squares of 
all the samples are summed. When the requested number of 
sweeps has been completed, the tins value is calculated 
from the sum of the squares. Shown in Fig. 10 is a jitter gen- 
eration measurement p e r fo rmed °" a " ' clock recovery 

circuit. The specified cutoff frequency is 12 kHz and the 
measurement limit is 111 mi l rms. 

Summary 

.litter measurements on components of high-speed telecom- 
munication systems are nec essary In ensure low -error-rale 



transmission and are required by the industry standards thai 
define these systems. The IIP 715011! jilter and eye diagram 
analyzer was designed in response to customer needs lo 
make these measurements at the high transmission rates 
currently employed in optical systems. The HP 7 1 5(1 1 13 can 
perform the industry-standard jiller tolerance, transfer, and 
generation measurements. In addition, its measurement 
technique is frequency-agile, allowing measurements to be 
made at proprietary transmission rates. Finally, its diverse 
measurement capability allows it to be used for diagnostics 
and jitter analysis. 
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Automation of Optical Time-Domain 
Reflectometry Measurements 

The HP 81700 Series 100 remote fiber test system is a first-generation 
system consisting of a personal computer controlling one or more OTDRs 
and optical switches. It is well-suited for automated testing of small fiber 
networks such as company networks. 

by Frank A. Maier and Harold Seeger 



The world (if telecommunications is changing very rapidly 
from a voice-based, nationwide network to one that is 
service-oriented and international. The network has to be 
capable of transporting voice, data, and video. New technol- 
ogies like SONET, SDH. ATM. and SS#7 help meet die in- 
creasing demand for new services. However, the resulting 
complexity of the network calls for a higher degree of sur- 
veillance and management than the traditional network. 

One of the driving forces of this multimedia age is the capa- 
bility of optical fiber to support high Iransmission rates. 
Telecom operators already have large installed bases of fiber 
cables and are continuing to deploy fitter to meet the growing 
demands of their customers for new services, ll is becoming 
increasingly important to have a more cost-effective mainte- 
nance strategy for the fiber-optic network than is in place 
today. The traditional method of using field-portable optical 
time-domain reflectometers (OTDRs) needs lo be complem- 
ented with an aulomated testing solution. The HP 81700 
Series 100 remote fiber test system (RFTS) is designed to 
meet this need. The RFTS helps improve overall network 



reliability and maintainability and reduces operating and 
maintenance costs. 

The HP 81700 Series 100 RFTS is a first-generation system 
consisting of one or more OTDRs, an optical switch to share 
each OTDR between many fibers, and a personal computer to 
control these devices. The controller is capable of accessing 
several OTDRs through the normal telephone network by 
using modems. 1 The system is shown schematically in Fig. 1. 
It is based on die HP 8146A OTDR,- and the optical switch is 
supplied by an OEM partner. Fig. 2 shows an example of this 
system. 

Systems of this kind provide fast, accurate fault location in 
case of an error and serve as a tool for preventive mainte- 
nance, allowing the analysis of long-term degr adations 
through automatic periodic measurements. They are very 
effective if only a small system is required, for example for a 
small network of a private network operator or for a com- 
pany private network. However, these systems are propri- 
etary and do not provide full integration into the operations 
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Fig. 2. a typical HI' 81700 Scries 100 remote Bbei tea system, 



system of a telephone operating company. For this reason, a 
system of this kind can only be an intermediate step to- 
wards a solution of much higher complexity. ; 

Using the RFTS 

There are three main methods of carrying ottl automated 
testing of a fiber link using the RFI'S. The firsi is testing Of a 
dark liber, that is. a spare liber within a cable that is never 
used for transmitting traffic. Bellcore states that 80% of all 
errors occur on the whole cable and not on an individual 
liber. SO with ibis method there is a high but not 10096 Cer- 
tainty of catching the error. 1 Willi dark liber testing Ihere is 
no interference between Ihe transmission signal and the lesi 
signal. 

The second automated lesi method is testing of an active 
fiber In-service by using wavelength division mulliplexing 
i WDM), as shown in Fig. 3. For traditional systems in which 
only a wavelength of 1310 nm is used for transmission, the 
measurement can he performed at 1560 nm. This is obviously 
not possible if either the transmission wavelength is 1650 nm 
or an upgrade to a 1550-nm system is being contemplated. In 
this case an oiil-of-transinission-band wavelength higher than 
1550 nm must be used. Currently there is a trend towards 
monitoring at a center wavelength of 1625 nm. This wave- 
length is a good compromise: it is not too close to the trans- 
mission hand, which reduces Ihe requirements for the WDM 
wavelength separation, and it is not too high, which allows 
acceptable OTDB performance. (Increasing the wavelength 
decreases the dynamic range of an OTDR. ) This method of 
testing the active fiber leads to 10(1% surveillance of die net- 
work. However, the need for WDM equipment means higher 
link losses and higher cost. Because the WDM equipment is 



Active (Live) 




Fig. 3. Active (in-service) fiber testing using wavelength division 
multiplexing 

nonideal. Ihere is interference between I hi' < >TDH signal and 
the system signal, which must be analyzed carefully. In many 
applications no significant system degradation should occur. 
However, it may be necessary to incorporate additional Biters 
into the link. 

The third automated test method is testing of an active liber 
oul-of-service. This technique can be used if Ihere is enough 
backup capacity so Ihe signal traffic can be rerouted during 
ihe measurement. This method can he performed with the 
same wavelength as the transmission signal, h does not 
need WDM equipment or additional filters but only a device 
to combine the system signal and the measurement signal. 
This can be either a wavelength Independent coupler, which 
is a low-cost device but adds a 3-dB loss to the link, or a 
l-by-2 optica] switch, which has less insertion loss but is 
extremely expensive. This method may be very suitable for 
a dual-ring structure because traffic can always be rerouted 
through the other ring. As shown in Fig. 4. the traffic thai is 
normally routed directly from A to B can be rerouted via E. 
D, and C while the measurement is performed. 

Overview Window 

The RFTS lests the libers of a network and informs Ihe user 
if changes in the total link loss, or at specified points along 
Ihe fiber, exceed the thresholds the user sets for acceptable 
performance. There are two levels of alarm. The first is Ihe 
warning level, and Ihe second is Ihe failure level. 

A Summary of the stains of Ihe fibers under test is given in 
the overview window (see Fig, 5). If there are any libers 
w ith failures these are listed al Ihe top of the window and 
are marked with a red light. ( When printed. Ihe red light on 
ihe PC screen is shown as a box containing ihe word FAIL. 



B 




Fig. 4. In a dual-ring network, fibers ran be taken QUI of service for 
testing while traffic is rerouted to the other ring (opposite direction). 
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I Print ] 
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Fie. 5. RFTS i ivervtew window. 



as shown in Fig 5. 1 Fibers with warnings arc listed in the 
middle of the overview window and are marked with a yellow 
light (printed as a box containing the word WARN). The red 
or yellow light starts flashing when the KFTS detects any 
new failure or warning. As long as no measurement result 
triggers any of the warning or failure criteria, a green light is 
displayed. Thus, the operator gets a quick picture of the 
Overall stains of the fiber network. 

Report Window 

Selecting More in the overview window shows the report 
window (Fig. (i), which lists all fibers of one specific location. 
The report window uses the same color scheme as the over- 
view window: a red background for fibers with failures, a 



yellow background for fibers with warnings, and a green 
background for fibers without significant changes. The user 
can select any of 30 supported locations. 

Trace Window 

The user can examine fibers in greater detail by double- 
clicking on the list entry in the report window. The resulting 
trace window (Fig. 7) shows the current and reference mea- 
surements of the selected fiber, the fiber identification infor- 
mation. I he overall loss of the fiber, and the measurement 
parameters thai were used lo take the OTDR measurements. 

The user can set a movable marker and zoom the trace 
around this marker. 
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Fi«. 6. UFTS ivtu.n window 
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The current loss result, the reference loss result, and the 
change in the total link loss are shown above the traces. The 
loss is calculated as the difference between the power levels 
at two user-definable markers. 

This screen also shows changes in launch power for the 
purpose of preventively maintaining the OTDR. This infor- 
mation can indicate when t he laser power of t ho OTDR is 
degrading and repair is required. Without this information, 
the system might signal a warning or failure on a good fiber 
because of a problem in the OTDR. 

Configuring a Fiber 

The RFTS offers two user access levels: one standard user 
level and one password protected level. The standard user 
access level allows the user to monitor the system configura- 
tion and measurement results. The password protected user 
level allows an authorized user to configure and operate the 
system. 

Dining configuration the user provides the information to link 
a fiber to the corresponding optical switch poll at a specific 
location. The information for a fiber consists of the location 
number and the channel number of the switch, the ID of the 
cable to which the fiber belongs, the ID of the fiber, text 
fields to store names and addresses of responsible persons 
for installation and maintenance, text fields to store emer- 
gency procedures, the dale when the channel was configured, 
the date when the reference measurement was taken, thresh- 
olds for wanting and failure detection. OTDR parameters 
used to take measurements on this fiber, and information 
about cable access points that provides a map of the geo- 
graphic positions of liber locations or events. The user can 
deactivate a fiber, which means the fiber will not be mea- 
sured in the future if the user starts a continuously cycling 
measurement or if the system stalls a periodic- measurement. 
This is helpful while a broken liber is under repair. 



fig. 7. RETS trace window. 
Measuring Fibers 

The RFTS makes two types of measurements: reference and 
actual. Reference measurements are those against which 
others are compared to determine the condition of the fiber. 
Typically, the user takes a reference measurement when the 
fiber is newly installed and is known to be in good condi- 
tion. Actual measurements give the current condition of the 
fiber. The user must lake a reference measurement before 
the fiber can be tested automatically. 

The RFTS offers several ways to group measurements of 
libers: measure a specific cable, measure all fibers at a spe- 
cific location, measure all fibers at all locations, measure all 
fibers at all locations continuously, or measure all fibers at 
all locations periodically at a specific t ime. 

Detecting Failures on Fibers 

After a reference measurement has been taken, the OTDR 
scans the trace for anomalies. The algorithm builds an event 
table that lists all reflective events (connectors, mechanical 
splices), nonreflective events (splices), through loss and 
return loss values of the events, and the attenuation between 
two successive events. After each actual measurement, the 
data is compared with the reference measurement event 
table. Any problems identified are classified as warnings or 
failures. 

The RFTS first calculates the total link loss of a measured 
fiber from the actual measurement data. The change in total 
link loss is tested against the channel-specific wanting anil 
failure thresholds. If the change exceeds a threshold, there 
are two possible reasons: degeneration of an existing event 
or one or more new events. 

In this case the RFTS starts a new scan trace to find any 
new event, perhaps a new fiber end if the fiber is broken. 
These new events are merged into the actual measurement 
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Fig. 8. Trace window with fault 
location box. 



event table. The actual event table is compared with the 
reference event table event by event. The loss values of all 
events are checked against the event loss thresholds. The 
user can define absolute thresholds for the through loss of 
luinreflective events, change thresholds for the through loss 
of nonrefieclive events, absolute thresholds for the through 
loss and return loss of reflective events, change thresholds 
for the through loss and return loss of reflective events, and 
change thresholds for attenuation between successive 
events. If any of these thresholds is exceeded, a warning or 
failure is signaled on this fiber. 

Locating Failures on Fibers 

Alter the RFTS has set any wanting or failure on a liber, the 
trace window shows a red or yellow line at the location of 
any event that failed one of the tests. The location and the 
type of a failure or warning is listed in a fault location box at 
the top of the trace window (Fig. S). If the user sets up land- 
marks, the cable access points list box shows the liber dis- 
tance tb the previous and the next landmark, if existing. The 
RFTS automatically prints out this information if the system 
is configured to do it. 

History of Trace Results 

Old measurement results are backed up to a separate direc- 
tory before any new measurement is taken. To prevent the 
hard disk from being filled up with old data, the user can 
specify a time period after which the backup data will be 
deleted from the hard disk. 

After a new reference measurement has been taken, the 
RFTS creates summary files for any measured fiber. A sum- 
mary file is an ASCII file containing measurement parame- 
ters, date and lime, total link loss, and event table results of 
the reference measurement. The total link loss and event 
table results of juiy ongoing actual measurements are ap- 
pended to this summary file. Thus, the RFTS gathers histori- 
cal information on the fiber network since the summary file 



is an ASCII file the user can load litis information into chart- 
ing programs or spreadsheets or store the information into 
databases. 

Printing Reports 

The user can print reports of the fiber status (Fig. 9). The 
report consists of a list of all active channels, showing for 
each channel the channel number, the fiber identification, 

HP 81700 Series 100 Hewlett-Packard Remote Fiber Testing System 



Location 1: Stuttgart 








CH# Cable ID Fiber ID 


Date Time 


Change 


Stalus 


1 CABLE ? L1C1 


07/20/34 16:13:08 


0.0 dB 




2 CABLE 2 L1C2 


04/18/34 10:25:35 


0.7 dB 


WARN 


3 CABLE ! L1C3 


04/23/34 03:17:27 


0.5 dB 


WARN 


4 CABLE -1 L1C4 


04/18/34 10:28:04 


01 dB 




location 2: Freiburg 








CH« Cable ID Fiber ID 


Date Time 


Change 


Slatus 


1 CARLE- 1 L2C1 


04/18/94 10:29:32 


0.8 dB 


WARN 


2 CABLE-2 L2C2 


04/18/94 10:31:00 


4 8 dB 


FAIL 


3 CABLE ! L2C3 


04/18/94 10:31:41 


0.0 dB 




4 CABLE ! L2C4 


04/18/94 10:33:08 


01 dB 




Location 3: Tiiebingen 








CH» Cable ID Fiber ID 


Date Time 


Change 


Stalus 



1 CAB001 FIBER-1 07/20/94 18:53:36 0.0 dB 

2 CAB001 FIBER-2 07/20/94 18:55:47 0 1 dB 

3 CAB001 FIBER 3 07/20/34 18:47:52 0 0 dB 

4 CAB002 FIBER-1 07/20/34 18:50:11 0.0 dB 



Location 6: Heidelberg 

CH* Cable ID Fiber ID Dale Time Change Slalus 

1 CABLE I L6F1 04/18/94 1121:53 0-2dB 

2 CABLE-2 L6F2 04/18/94 11:23:20 1.4 dB WARN 

3 CABLE 2 L6F3 04/18/34 11:24:49 0 4 dB 

4 CABLE 1 L6F4 04/18/34 11:26:16 0 1 dB 

Localion 9: Munich 

CH» Cable ID Fiber ID Date Time Change Status 

1 CABLE 1 L9C1 04/18/94 17:52:47 0 4 dB 

2 CABLE 1 L9C2 04/18/94 17:54:15 OOdB 

FiK. 9. Fiher stains report, 
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the cable Identification, dale and dine of the last measure- 
ment, and the change in total link loss since the last refer- 
ence was taken, [f the measurement has crossed a warning 
or failure limit, the report also shows this informal ion. 

Reports can be manually prinled for a single location or for 
all configured and activated locations. Reports can also be 
printed automatically once per day, once iter week, or once 
per month. The user can configure the system to print out an 
alarmed trace automatically when the alarm occurs. 
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Design and Performance of a 
Narrowband VCO at 282 THz 



A single-mode optical signal source whose frequency can be 
voltage-controlled has been developed. We describe its design 
and performance. 

by Peter R. Robrish, Christopher J. Madden. Rory L. VanTuyl. and William R. Trutna. Jr. 



The development <>f extensive Bber-optic networks has 
increased the sptTir.il range of communication carriers to 
frequencies in excess Of 200 THz | wavelength = 1500 nm). 
Test instruments designed for use with such systems and 
their components often require signal sources wit h good 
frequency control and spectral purity. 

A great deal of progress has been made in the development 
of broadly tunable optica] sources with Spectral linewidths 
less than 100 kHz. This has led to the development of com- 
mercial instruments such as the IIP 8167A and HP 8168A 
tunable laser sources,' which use a semiconductor laser 
chip lor amplification and the combination of a grating and 
an etalon for frequencj eonl tol and tuning. In this article we 
describe an alternate approach to tunable laser sources that 
has high spectral purity and very rapid tuning.- 

Noise Characteristics of the electrically excited semiconduc- 
tor amplifier place limits on the spectral purity of the signal 
source. The noise characteristics of the amplifying medium 
can be improved by using an optically pumped crystal and 
thai is the approach taken in the design of the oscillator 
described in Ibis paper However, to achieve substantially 
improved spectral purity we sacrifice broad tunahilily. 
Therefore, the resulting source will be complementary I" 
semiconductor laser sources, making it possible to address 
applications that require very high Spectral purity within a 
narrow range of frequencies. 

Laser Description 

A laser is an oscillator operating at optical frequencies. Like 
all oscillators, it consists of an amplifier and a means for 
applying positive feedback to that amplifier. The tuning 
range of an oscillator is the sel of frequencies for w hich the 
gain of tlw amplifier is large enough to compensate for 
losses in the system. To ensure single-frequency oscillation, 
one must design the feedback mechanism lo allow only one 

frequency within the amplifier bandwidth. 

In an optical oscillator, feedback is supplied bv reflectors 
that form a resonant cavity containing the amplifier. The 
spacing of the reflectors determines the axial resonant 
modes of the cavity. Each cavity mode corresponds to a fre- 
quency for which an integral number of half wavelengths of 
oscillation will.jiisl lit within the cavity. Since typical laser 
cavities have lengths much greater than I lie Optical wave- 
lengths, a large number of optical modes can be defined by a 
particular cavity configuration. The frequency spacing Av i >f 



these modes is inversely proportional to the cavity reflector 
separation: 

Av = c/2nl. 

where Av is the frequency spacing. C is the speed of light, n 
is the index of refraction of the material in the cavity, and I 
is the length of the cavity. 

The amplifier in the system we have built is a crystal of 
yttrium orthovanadate. XVQif, doped with 1.5% neodymiuni. 
The Nd atoms displace some of the Y atoms in the crystal 
structure and provide Nd 1 ' ions thai have a set of energy 
levels that can be optically excited by the output of a semi- 
conductor laser operating at SOS nm. The excited Nd ions 
can then emit radiation over a frequency range of about 2-10 
GHz centered at 2S2 THz ( 1064 nm). This emission can 
occur spontaneously or can be stimulated by the presence 
of ambient 282-THz radiation, amplifying it. 

Since the amplifier bandwidth is much narrower than the 
9-THz bandw idth of the semiconductor c hips used in tin- HP 
8107/8A laser sources, w e can use a relatively simple strategy 
to ensure that this laser will operate at a single frequency. If 
the cavity is made short enough so that its frequency spac- 
ing is greater than the emission frequency range of the Nd 1 ' 
ions (hen the condition for single-mode operation will cer- 
tainly be satisfied. The index of refraction of the Nd:Y\T>4 is 
about 2.1. so the cavity musi be less than about 0.3 nun long 
lo ensure single-frequency operation. For a cavity longer 
than <).:( mm. one can still obtain single-frequency operation 
by controlling the length so that one of the cavity modes has 
a frequency near the peak frequency of the amplifier gain 
curve. However, as the cavity length is increased and the 
mode spacing decreases, it becomes more likely thai a sec- 
ond mode will hav e enough gain lo oscillate. This implies 
thai Hie cavity must be as short as practical, but need be no 
shorter than 0.3 mm. 

The requirement for a short cavity drove the choice of laser 
crystal Of all Nd doped cry stals av ailable in reasonable 
commercial quantities, Nd:YVt )| is an ideal laser material for 
this application because its Nd ions exhibit a high probabil- 
ity for absorption ol'KOK-nui light from commercially avail- 
able diode lasers and very efficient reeinission of light at 
1001 nm This means ihat a small amount of the material can 
have enough gain to reach the threshold for laser action at 
modest levels of optical pumping power. In addition, the 
emitted radiation is preferentially polarized along one of the 
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Pump 808 nm 



— Gold Elecliodes 




laser 1064 M 



Fig. 1. Design of the narrowband lasernpcraUng.il i!S2THz 
(1064 ran). 

Crystal axes so that only one of the two possible stales of 
polarization for die laser's output is actually available. This 
is important, since the crystal has different indexes of re- 
fraction for light polarized parallel to different crystal axes 
(birefringence) so thai two orthogonally polarized beams at 
different frequencies are. in principle, possible. 

To tune the laser frequency, it is necessary to change the 
optical length of I he laser cavity by varying either the geo- 
metrical distance between the reflectors that define the cav- 
ity or the index of refraction of the materials coniained in it. 
Oiu" design makes use of the electrooptic effect in lithium 
tantalate, I.iTaO;!. to vary the index. An electrooptically ac- 
tive material responds to the presence of an electric field by 
a small change in its refractive index that is proportional to 
die applied field. Including some of this material in an opti- 
cal cavity makes it possible to change the frequencies of the 
resonant cavity modes by applying a voltage to the material. 
Since lite change in refractive index is proportional to the 
electric field, it is advantageous to make the gap across 
which voltage is applied small, resulting in large tuning for 
relatively modest voltages. The advantage of electrooptic 
timing is that it can be very fast, limited primarily by the 
capacitance of the structure used lo define the electric field 
in the material. We were also able to time lite laser slow ly by 
changing its temperature to vary the geometrical length of 
the cavity. 

Laser Design 

The laser design is shown schematically in Fig. 1. The com- 
posite laser cavity consisting of a (1.2-mm-thick piece of 
Nd:YVO.i and a 0.4-mm-lhick piece of LjTaOg is assembled 
on a transparent substrate. The crystallographic axes of the 
two pieces are aligned before they are glued together on the 
substrate. One surface of the LiTaO.j is ground to a spherical 
curvature. All other surfaces are flat. The curved surface is 
coated to be highly reflective al 10114 nm and completely 
transmitting al SOS nm. This surface forms one end of the 
laser resonant cavity and the entrance window for the opti- 
cal pump light. The Hal surfaces of LiTaO ;) and NchYVO, that 



are joined together are coated to be completely transmitting 
at both 808 and 1064 nm. The flat surface ol I he N&YVOj 
that is glued lo the substrate is coaled to he highly reflect ive 
at 808 tun and partially reflecting at 1004 not This surface 
defines the second boundary of the resonant cavity and its 
partial reflectivity allows some of the circulal ing power to 
he coupled out of die cavity, forming the laser's output 
beam. High reflectivity at 808 nm allows the pump beam lo 
pass through the laser twice so that a larger fraction of its 
power can be absorbed by the active material. 

The Curvature of the cavity minors determines the spatial 
structure of cavity modes, .just as the boundary conductors in 
a microwave cavity define the spatial structure ol the micro- 
wave modes. The optical transport system for the pump 
light is designed to excite only die lowesl-ordcr spatial 
mode defined by the cavity mirrors, since different spatial 
modes have slightly different resonant frequencies. The con- 
cave mirror radius was chosen to define a cavity mode of 
small diameter because the pump power threshold for laser 
action depends on the square of this dimension. The require- 
ment for small minor radius is balanced by practical fabrica- 
tion constraints and the requirement that Hie focused pump 
beam be small compared to the laser spatial mode size 
throughout the amplifying material. 

AflteT the Component parts are attached to the substrate, 
electrodes are formed by culling lb rough hot li crystals lo 
form two planar surfaces perpendicular lo the LiTal > : ; crystal 
axis with the largest electrooptic coefficient These Surfaces 
straddle the optic axis of the laser anil are separated by 1 
nun. It is important to locate the cuts accurately, because if 
the optic axis is not coniained in the structure remaining 
after the cuts are made, the laser will not operate. After 
scrap material is removed, gold electrodes are evaporated 
onto the cut surfaces and part of the surface of the sub- 
strate. Ribbon bonds conned the electrodes to traces on a 
small printed circuit board, and these traces are soldered lo 
a coaxial cable. 

The assembled laser is pumped by die beam from a single 
mode diode laser directed along the optic axis of the reso- 
nant cavity. A pair of lenses are used to first c-ollimate and 
then focus the diode laser beam to a spot size less than the 
diameter of the lowest -order spat ial mode defined by the 
resonant cavity minors. The collimaled pump beam passes 
through a Faraday-effect isolator to prevent reflections from 
the laser cavity from affecting the wavelength at which the 
diode laser operates. This is important because it allows the 
diode laser to be tuned to the peak of the absorption of the 
Nd:YVO| crystal. The pump power is controlled by rotating a 
polarizer located in front of the entrance to the isolator. A 
half-wave plate located after the isolator aligns the pump 
polarization with the axis of the Nd:YV( >4 crystal having 
maximum absorption at the pump wavelengt h. 

Laser Performance 

Fig. 2 shows the spectra of the laser operating in one and in 
two axial modes. The wavelength spacing of the modes is 
consistent with the length of the laser cavity. Since the mode 
spacing of the cavity is = 1 10 GHz and die gain-bandwidlh 
of the lasing material exceeds 230 GHz, it is necessary to 
lemperature-tune the laser until one of its mode frequencies 
is near the peak frequency of the laser gain curve. Fig. 2a 
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Fig. 2. (a) Spectrum of the Iiis<-r In sliigle-axial-niorte operation, 
(b) Spectrum fat tWO-axtal-mode operation. 

shows the spectrum for thai situalion while Fig. 2b shows 
the spectrum when the frequencies of two cavity modes are 
approximately equidistant from the peak frequency of the 
laser gain curve, yielding nearly equal gain for the two modes. 

The frequency resolution of the spectra shown in Fig. 2 is 
limited by the minimum resolution bandwidth ( =20 GHz) of 
the HP 71451 optica] spectrum analyzer. To gel better fre- 
quency resolution, we combined the output of two of these 
lasers and coupled the resulting beam into a single-mode 
oplical fiber connected lo the input of an IIP 71400 light- 
wave signal analyzer. The IIP 71400 measured the power 
spectrum of the crosscorrelation of the two laser signals. 
The power sped rum contains a beat note at the difference 
frequency of the two lasers. This heterodyne signal could be 
analyzed with I he frequency resolution of the HP 71400. The 
spectrum of the beat signal is shown in Fig. The promi- 
nent sidebands located at about 6 MHz from the beat note 
are caused by relaxation oscillation of the lasers. Since the 
relaxation oscillation frequency of a laser depends on the 
square root of its output power and the two lasers were op- 
erating at different pow er levels, one would expect to see 
some evidence of two relaxation oscillation frequencies. 
Looking closely at Fig. 3 one can see a shoulder on the side- 
bands al the frequency of the relaxation oscillation of the 
lower-power laser. 
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Fig. 3. Spectrum of u beat noti' obinmed by combining the outputs 
of two lasers. 

W hile the beat note spectrum still appears to be resolution 
limited, it was difficult to obtain a sped mm at higher resolu- 
tion because the required measurement lime was large com- 
pared to the drift lime of the laser frequencies. To better 
determine the spectral quality of the lasers, we measured 
the phase noise of the beat signal using an IIP 8614 synthe- 
sizer as the reference source for the HP 3048 phase noise test 
system. The HP 8044 is agile enough to maintain phase quad- 
rature with the laser beat note during the live minutes it took 
for the phase noise measurement. The phase noise spectrum 
for a beat note of I GHz is shown in Fig. 4. This result and 
the voltage-tuning characteristics of the laser are sufficient 
to guide the design of applications of this technology to test 
instrumentation or communication systems. 

The tuning coefficient was determined by frequency modulat- 
ing one of the lasers and observing the modulated beat note 
spectrum as a function of modulation power. The voltage- 
Inning coefficient was calculated from the modulation index 
found by recording the modulation power corresponding to 
the first minimum in the beat note carrier power. The tuning 
coefficient is shown as a function of modulation frequency in 
Fig. 5. Above 8 MHz. the tuning coefficient is constant to at 
least 1.4 GHz where the modulation signal becomes obscured 
by the noise floor of the HP 71400. The large variations in 



0- 
g -20- 
| -40 
2 -60 

-100j 

-120 

-140- 




10 2 10 3 10* 10 5 10° 

OHsct Frequency * (Hz) 

Fig. 4. I'liasi' Mi use spec! rum fur ;i Ileal note of I (illz. 



10' 



© Copr. 1949-1998 Hewlett-Packard Co. 



Pebruzuy 1095 Hewlett Packard Journal 65 



30 



25 



20- 



i 

I " 
o 

£3 

f 10 



5- 



0 2 4 6 8 

Modulation Frequency (MHzl 

Fig. 5. Liiser voltage-tuning coefficient as a function of modulation 
frequency. 

liming coefficient seen in Fig. 5 are caused by piezoelectric 
resonances of the LiTaOa Structure. It is possible to reduce 
the effect of these resonances by joining appropriate damping 
materials to some of the structural boundaries of the laser. 
The flc value of the tuning coefficient is consistent with a 
calculation based on the known electrooptic coefficient of 
LiTaO :j and the geometry of the electrodes. 

We were able to tune the laser elect rooptically in single-mode 
operation over a frequency range of about 1(1 GHz, limited 
by the power supply that was available. We were also able to 
temperal iire-lune the laser over >00 GHz with an output 
power of 2 inW. The single-mode tuning range is a decreasing 
function of output power because higher pumping power 
allows a second mode to have enough gain to oscillate. At 7 
mW the single-mode tuning range had decreased to 20 GHz. 
while below 1 m\V it exceeded 100 GHz. 

Having characterized the voltage control and phase noise of 
a free-running oscillator, it was natural to see if we could 
phase lock the oscillator to an external reference. Rather 
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Fig. 6. System for locking the difference frequency of two lasers to 
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Fig. 7. Phase noise spectra for a 1-GHz beat note for n free laser, a 
phase-locked laser, and the HI' 86*52 synthesizer used as a reference 
for phase locking. 

than try to lock an indiv idual laser to a 282-THz reference, 
we chose the less stringent task of locking the difference 
frequency of two lasers to the output of a synthesized signal 
source. To do this, half of the combined laser beam was fo- 
cused onto a fast pholodiode. The output of the photodiode 
was then combined with the signal from the reference syn- 
thesizer using a double balanced mixer. The output of the 
mixer passed through a loop filler consisting of two amplifi- 
cation stages with 35 dH of gain connected by a lag-lead 
filter with a pole at =2 kHz and a zero at =240 kHz. The 
output of the loop filter was connected to the electrooptic 
tuning electrodes of one of the lasers. Fine adjustment of 
the overall gain of the loop was made by varying the output 
power of the reference synthesizer. A schematic of this 
system is shown in Fig. 0. 

With an HP 8062 synthesizer as a reference, the phase noise 
of the locked beat note at 1 GHz is shown in Fig. 7. Also 
shown for comparison is the phase noise of the HP S002 
reference. The comparison is quite encouraging, and we 
believe that additional improvement in the phase noise char- 
acteristics of the signal can be achieved by improving the 
design of the phase-locked loop to extend its bandwidth. We 
have also locked the laser beat note to an HP 8343 synthe- 
sizer at 10 GHz. In that case the phase noise of the resulting 
signal was equal to the synthesizer phase noise for offset 
frequencies less than about 100 kHz. Our work demonstrates 
the potential for the use of heterodyne optical signals to 
form a high-quality single-frequency source that can be 
tuned from the audio band to frequencies exceeding 00 GHz 
in a single system. 
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Surface Emitting Laser for Multimode 
Data Link Applications 

A surface emitting laser has been developed for use in a multimode 
optical fiber data link. The laser can operate in a high-order spatial mode, 
resulting in a spectral width as wide as one nanometer and a relative 
intensity noise (RIN) lower than -125 dB/Hz in a multimode fiber system 
Electrical and optical characteristics of the surface emitting laser and the 
epitaxial growth methods are discussed. 

by Michael R.T. Tan, Kenneth H. Hahn. Yu-Min D. Houng, and Shih-Yuan Wang 



A platelet laser with light emitting perpendicular to the sub- 
strate was developed by Melngalis iti 1965 at MIT Lincoln 
Laboratory. 1 By 1979, a pulsed double heterostruciure 
InGaAsI' surface emitting laser operating at cyrogenic tem- 
peratures was demonstrated by Professor Suematsu's group 
at Tokyo Institure of Technology.- Since the late 1980s many 
research groups have successfully demonstrated surface 
emitting lasers that were electrically pumped and operating 
CW at room temperature. 

Why are surface emitting lasers the focus of so much work? 
The surfac e emitting laser struct lire is radically different 
from the conventional edge emitting semiconductor laser. 
The light emitted from the surface emitting laser is perpen- 
dicular to the substrate rather than in the plane of the sub- 
strate, as shown in Fig. 1. The optical cavity of a surface 




Fig. I. Kiljtc minting lasers are cleaved into long kirs typically 200 to 
300 |iu> long and UrIh is emitted from the Heaved facets, Generally 
it produces an eDiptlcal beam with a numerical aperture NA 'if DM 

and 0.6, Ti»' surface entitling lisei emits light tn a direction perpen- 
dicular t" the wafer with a circular beam and an NA as small as 0.05 
tore single Bpallal mode. Tins small NA simplifies interlacing tooptl- 

cal fibers In addition, the surface emitting laser can he nianiilaclured 
like Ught-Oinltting diodes (LKD) and is complete at I lie w afer level. 



emitting laser is formed by distributed Bragg reflectors 
sandwiching an active layer. 

Fig. 2 shows the cross section of a bottom emitting laser 
(light emerging from the substrate) that has been developed 
in our laboratory. It has a hybrid Au-Biagg "back" reflector 
of 99.96% reflectivity (calculated ) and an output minor of 
98.9% reflectivity (calculated). This configuration is amena- 
ble to high-volume manufacturing similar to light-emitting 
diode (LED) processing and therefore has the potential of 
very low cost along with high performance. 

Some advantages of t he surface emit! ing laser over the 
conventional edge emitting laser are: ( 1 ) the devices are 
completed at the wafer level and hence can be completely 
characterized, (2) the numerical aperture (NA) is smaller 
and symmetric and allows almost 100% coupling into optical 
libers, resulting in simpler packaging, (:t) operation is single- 
frei|iiency. and (■!) the structure can be integrated with mon- 
itor photodiodes or transistors, or in two-dimensional arrays 
as shown in Fig. 3. 

Data Link Applications 

High-speed optical data links for distances of under one kilo- 
meter for linking workstations, peripherals, and displays are 
becoming increasingly important. The optical source for 
such links has been the CD (compact disk) laser operating 
multimode or in the self-pulsating mode to broaden the 
spectrum (0 minimize the modal noise resulting from mode 
dependent loss in the multimode fiber system. Some limita- 
tions of the CD laser are that the laser has to be preselected 
for its self-pulsating characteristics and the modulation fre- 
quency is limited to approximately one third' 1 of the self- 
pulsating frequency which is typically 145 to 2 (ill/.. A prop- 
erly designed large-area surface emitting laser will not have 
these limitations and is an excellent light source for a 
multimode data link. 1 -'' 

(irowth Method 

The epitaxial layers of the laser shown in Fig. 2 were grown 
using a modified Yarian Modular (ien II molecular beam epi- 
taxy machine. In addition to the standard high-temperature 
effusion cells providing the group III sources of Al, fia, and 
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Fig. 2. This is a cross section 
of a bottom emitting laser with 
Btraine.d multiple quantanri wells 

of IttCJaAs emitting at a wave- 
length of 980 tint. It 1ms a totally 
reflective mirror consisting or 
hybrid An/semiconductor distrih- 
iii'-i I Bragg reflectors to minimize 
series resistivity and an output 
mirror consisting of semiconduc- 
tor distributed Bragg reflectors. 
I'roton ion implantation is used to 
confine the current. 



In and the group V arsenic source AS|, the machine is also 
equipped with a high-temperature hydride cracker for 
introducing AsH;j to provide arsenic and a low-temperature 
gas injector for introducing the p-type dopant of carbon letra- 
broniide (CBr.t). The n-type dopant used in litis work was Si 
produced by elemental Si in a higli-tempenilnre effusion 
cell. The p-type dopant used is carbon. All growths were 
performed at 520T on a 2-inch-diameter n+ substrate. 

To maintain the alignment of the gain peak within III mil 
(blue shifted) of the Fabry-Perol wavelength, uniform con- 
irol of the thickness and alloy composition must be main- 
tained to better I ban 1% across the wafer. The total growth 
time for the bottom emitting laser structure is from 8 to 12 
hours. To maintain stable growth over this time, an in-situ 
growth-monitoring technique using a pyrometer is used. 1 ' 1 ' * 
During the growth of the Bragg mirrors consisting Of quar- 
ter-wavelength thicknesses of GaAs and AlAs, the emission 
intensity from the healed wafer is delected by a pyrometer. 
The signal is oscillatory in nature and is directly correlated 
with the growth of the alternating Bragg layers. Fig. -1 shows 
the run-to-run reproducibility using the in-situ monitoring 
technique, the Fabry-Porot wav elength can be achieved 
within ±1% for several different runs. 




Fig. 3. Surface emit ting lasers can lie made into tun-diiiii'iisinual 
arrays and integral ed with monitor photodiodes. It is much more 
difficult In accomplish these things in the edge emitting laser. 



Device Design 

The surface emitting laser is a bottom emitting structure 
with strained Itit iaAs quantum wells emitting at 980 nm. As 
shown in Fig. 2. it consists of 18.5 pairs of n-type GaAs and 
AlAs Bragg mirrors on the output face and 15 pairs of p-type 
GaAs and AlAs together with an Au mirror on the totally 
reflective face. The cavity is a single wavelength wide and 
consists of an active region of three 80-angstrom strained 
InGaAs quantum wells with 100-angsironi GaAs barriers and 
about !I7() angstroms of Alo.riGuo.yAs carrier-confining layers. 
The interface between GaAs and AlAs in lite distributed 
Bragg reflector min ors is digitally graded in eight steps using 
a chirped short-period superlattice. The final p-type GaAs 
phase-matching layer is doped to :lxl0 ,! 7cm :l to provide a 
nonalloyed ohmic contact to the hybrid Au minor, which 
also acts as a p contact. The GaAs and AlAs Bragg mirrors 
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Fig. 4. The stop hand characteristics (reflectivity versus wavelength 
plots) of six different epitaxial nm* demonstrate the run-to-nm 
reproducibility achieved with in-situ growth monitoring, The dip in 
the stop band is caused by the Fabry-Perol cavity formed by the two 
distributed Bragg reflector mirrors, Variation of the Fabry-Perol 
wavelength pan be kept under 1%. The reflect omcter is calibrated 
by the water vapor absorption line at 942 nm. 
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are uniformly doped to lxl(l 18 /cm 3 except for the digital 
grading region which is uniformly doped to "» Ui'Vc m '. The 
n dopant is Si and the p dopant is carbon which has been 
shown not to diffuse 1 ''' out of Che graded region. 

Fabrication Sieps and Dtnice Characteristics 

The basic fabrication steps for the bottom emitting laser are 
as follows. When the wafer is received from the grower of 
the epitaxial layers, iis reflectivity is measured in a spectro- 
photometer tO determine the stop band and the wavelength 
of the Fabry-Perot cavity. A small piece of t lie w afer is fabri- 
cated into a broad-area laser to determine the threshold 
current and the peak-gain wavelength. The Fabry-I'erot 
wavelength and the peak-gain wavelength are important 
parameters for the surface emitting laser. Ideally, we would 
like the peak-gain wavelength to be blue-shifted by 10 nm 
with respect to the Fabry-I'eroi wavelength. 

Next, the rest of the wafer is coaled with gold film in an 
evaporator. The gold serves as a rhlnOr in addition to ihe 
Bragg mirror, further boosting Ihe reflectivity Of the end 
min or. A photoresist ion implant mask is then defined and 
Ihe gold field is chemically removed. Protons of varying en- 
ergy and dosage are implanted to confine the current 
Photolithography is then used again to define a gold plating 
lor die allachmenl. After gold plating. Ihe wafer is lapped 
and polished lo an accuracy of O.OIIfi inch. Finally, olnnic 
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Fig. 5. Dc characteristics of a 
large-area 9S0-mn surface emit- 

tiiio laser, TV curves shew voti- 



sencs resistance as a fuiwhori of 
bias current. The table shows 
typical parameters obtitiiu-d fur 
such surface einilting lasers 

emit ads and aniirellectinn coatings are depositeil. their areas 
defined by photolithography. Tltis completes the surface 
emitting laser. 

Surface emitting lasers with 24-|itu active diameters have 
turn-on voltages as low as 1.40\ and threshold current of :J.O 
mA. W'allplug efficiencies* of 1:1"., have been demonstrated. 
The I-V and L-I ( light power output versus current ) curves of 
the laser are shown in Fig. ">. The kinks in ihe L-I curve are 
from filamenlalion or higher-order spatial modes appearing 
in the laser cavily as Ihe bias is increased, The 1.40V turn-on 
voltage is only 0.28V above Ihe InGaVs bandgap energy. The 
series resistance of ihe device is 20 ohms. 

Spectral Width 

A wide spectral width is necessary lo reduce Ihe effect <>[ 
modal noise resulting from mode-selective loss in tuullitnode 
links. The surface entitling laser with an active width of 24 
urn was found to give a spectral width of 0.3 lo 0.7 nm. The 
wide active region is necessary to allow the accommodation 
of multiple BlamentS or higher-order modes whose simulta- 
neous existence gives rise to the wide spectral width. 

Fig. 6 shows ihe near-field pattern ofthe surface emitting 
laser and the associated Spectrum as a function ofthe bias. 
As the bias is increased 1'rntu 5 mA lo 10 mA, Ihe speclnitu 

Wallplug efliDencv is optical power out divided nv decimal power in. 
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Fig. 8. This power-versus-modulation uocpiciicy plot slums B SrdS 
bandwidth lire. r> GHz under small-signal modulation. Tin- curve with 
Che higher bandwidth corresponds to a bias current of ln.-i 1 1 1 A and 
l he curve with the lower bandwidlh corresponds In a hia.s currenl ol 
XA miA. 

broadens from 0.2 tail to 0.7 ant. Fig. 7 shows the eye dia- 
gram al one Ghii/s modulation with the surface emitting laser 
biased at 27.8 mA using a 2'-l pseudorandom bit sequence. 
a i lii error rate (BER) of better than 10 '- at i Gblt/s.good 
eye opening, and low modal and intensity noise hav e been 
obtained with these devices. 

The small-signal frequency response of the surface emitting 
laser is shown in Fig. 8. The useful bandwidth is greater than 
6 GHz. 



Fig. 7. The large-area surface 
emitting laser modulated at 1 
Gblt/s using a 2~-l pseudorandom 
bit sequent e exhibits a clean eye 

diagram. (The laser is prebiased at 

27.K mA and a large modulation 
signal is applied. The modulated 

signal is detected after traversing 

o«i»v - 30 oooo is a length ol multiniode lilier 

Reliability 

The major burn-in failure that we have observed is thai of 
dark line defects and dark spol defects. The hum-in screen- 
ing investigation showed thai a short constant-current stress 
is effective in screening out early failures. The conditions 
used for the burn-in are 70 C and 10' A/cm- for 2-4 hours. 
The devices that pass the bum-in screening arc stressed al 
60°C at I mW and have lived over 1000 hours at the time of 
writing of this paper. Fig. !* shows the light output power of 
1 rhW at 60°C as a function of time. 

Conclusion 

Large-area surface emitting lasers with wide linewidlhs are 
good candidates as sources for short -distance high-speed 
links using muliimode fibers. These surface emitting lasers 
can replace self-pulsating CD lasers and offer higher hand- 
widths than the CD lasers. 

Acknowledgments 

A close collaboration was formed with the IIP ( iplical 
Communication Division (OCD) to study the reliability Of 
the surface emitting laser. The OCD team was led by Al Yuen 
and consisted of Tao Zhang. Chun Lei, Christa Tomasevich. 
Helen Crusco. and .Jay Bhagat. 'Die reliability results pre- 
sented in this paper are the fruits of the joint effort of OCD 
and HI' Laboratories. The authors also thank Long Yang 
for early contributions. Jean Norman for packaging, and 
Andreas Weber for discussions. We thank Lynette Martinez, 
and Henrietta Gamino for device processing and Midori 




2000 2500 
Time Ihoutsl 



4500 



Fig. 9. The surface emitting laser 
is currently undergoing coiistanl- 
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Generating Short-Wavelength Light 
Using a Vertical-Cavity Laser Structure 



Second-harmonic generation from a GaAs/AIAs vertical cavity fabricated 
on a (31 1 )B GaAs substrate has been demonstrated. The experimental 
results and a theoretical analysis show that a GaAs/AIAs vertical cavity 
optimized both for efficient confinement of the fundamental power and for 
quasi-phase-matching can offer efficient second-harmonic generation. 

by Shigeru Nakagawa, Danny E. Mars, and Nnrihide Yamada 



There has been great interest in compact short-wavelength 
light sources, especially hhie light sources, for a number of 
applications such as full-color displays and high-density 
optical storage. Full-color displays require compact light 
sources of three colors: red, green, and blue. Red light 
sources have been developed and are commercially avail- 
able in the form of AlGaAs laser diodes and light-emitting 
diodes (LEDs). (ireen LEIls have recently become commer- 
cially available as well. Compact dev ices emitting blue lighl 
have been demonstrated, but their reliability is not good 
enough for commercial products. < Jptical storage uses laser 
diodes to read and write data. Shorter-wavelength laser 
diodes can give higher storage density. Blue lasers can store 
data at about three limes the density achievable with Hie 
infrared lasers currently used for optical storage. 

A laser diode made of a wide-bandgap semiconductor such 
as zinc cadmium sulfur selenium (ZnCdSSe) is one of the 
approaches being taken to realize compact blue light 
sources. '■- The advantages of this device include compact 
size and direct modulation of blue light. The feasibility of 
such a device has been demonstrated, but its reliability is 
not yet good enough for commercial applications. 

Another approach being taken to make compact shori- 
wavelenglli light sources is second-harmonic generation. In 
nonlinear optical materials, a fraction of the propagating 
fundamental optical wave is converted to an optical wave of 
double the frequency or half the wavelength. Using this 
second-harmonic generation technique, blue light at a wave- 
length of 430 to 490 urn has been generated from an infrared 
light of wavelength 860 to 980 nm. Reliable and compact 
short -wavelength blue light sources have been prototyped 
employing nonlinear dielectric materials such as lithium 
tantalate (LiTaO.j) and lithium niobate (LiNbO:;). ' ' How- 
ever, these second-harmonic generation blue light sources 
are hybrid and much larger in size than laser diodes. 

Second-harmonic generation to realize compact short- 
wavelength light sources has been demonstrated in semi- 
conductors such as GaAs and AlGaAs. (il2 Second-harmonic 
generation in semiconductors can bring about monolithic 
short-wavelength lighl sources, since semiconductors like 
GaAs or AlGaAs can work as both laser materials and 
second-harmonic generation materials simultaneously. In 
some devices, a stack of GaAs and AlGaAs with a period 



of half a wavelength of the second harmonic hits been incor- 
porated to give quasi-phase-matched second-harmonic gen- 
eration.'"" 1 - In most optical materials, the refractive index 
changes depending on the wavelength, causing a phase dif- 
ference between the propagating fundamental light and Ihe 
propagating second-harmonic light. The phase of the gener- 
ated second-harmonic lighl is exactly twice thai of Ihe prop- 
agating fundamental light, so it is different from the phase of 
Ihe propagating second-harmonic light, resulting in negative 
interference between the generated second-harmonic lighl 
and the propagating second-harmonic light. For some crys- 
tals, it is possible to cancel this phase difference and negative 
interference by choosing a certain axis for the light propaga- 
tion direction. This is called phase matching. Another way to 
reduce the negative interference is by alternating the magni- 
tude or sign of the generated second-harmonic Held in phase 
with Ihe phase difference. This phase-iualching scheme 
does nol eliminate Ihe negative interference completely and 
so it is called quasi-phase-matching. 

The second-harmonic power coming out of a GaAs/AlGaAs 
second-harmonic generator gets saturated in a limited dis- 
tance because of Ihe large absorption of second-harmonic 
power by GaAs or AlGaAs. To extract the second-harmonic 
power efficiently, most of the GaAs second-harmonic gen- 
erators reported so far are surface emitters, The second- 
harmonic wave conies out normal to Ihe surface after prop- 
agating through only a small distance in the absorbing 
semiconductor.' 8 - 91112 One way to increase the conversion 
efficiency in Ihe limited GaAs/ AlGaAs distance is to reso- 
nate the fundamental field with a Fabry-I'erot cavity and to 
increase the intensity of the fundamental field inside the 
region, since second-harmonic power has a second-order 
dependence on fundamental power. 

We have experimentally demonstrated second-harmonic 
generation from a GaAs/AIAs vertical cavity fabricated on a 
(311 )B GaAs substrate. A vertical cavity offers efficient con- 
finemenl of Ihe fundamental field because highly reflective 
mirrors can be fabricated on both sides of the Cavity. In this 
paper, we will present experimental results and a theoretical 
analysis showing that a GaAs/AIAs vertical cavity optimized 
both for efficient confinement of fundamental power and for 
quasi-phase-matching can offer efficient second-harmonic 
generation. 
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Fig. 1. Structure of the AlAs/GaAs vertical-cavity second-harmonic 
generator. 



Structure of the Device 

Fig. 1 shows the structure of the vertical-cavity second- 
harnionic generator, including a GaAs/AlAs distributed 
Bragg reflector and a HCWSiCb distributed Bragg reflector 
as highly reflective mirrors. The GaAs/ AlAs distributed 
Bragg reflector absorbs the second-harmonic power, while 
the TiCWSiOo distributed Bragg reflector has high transmis- 
sion at the second-harmonic wavelength, so that generated 
light can pass through it. To generate second-harmonic 
power efficiently in the cavity, a periodic stack of AlAs/GaAs 
is incorporated for quasi-phase-matching. The conventional 
second-harmonic generation surface emitters demonstrated 
in the literature have also used a periodic structure for quasi- 
phase-mat clung whose period was equal to half a wave- 
length of the second harmonic. 1 "" 1 " However, our calcula- 
tions indicate that the period should be a little shorter. This 

difference comes from the fact that while the absorption of 

second-harmonic power is assumed negligible in the con- 
ventional quasi-phase-matching scheme, second-harmonic 
power generated in the AlAs/GaAs layers is strongly ab- 
sorbed, especially by the GaAs layers. From the calculated 
curves shown in Fig. 2, it can be seen that second-harmonic 
power in our quasi-phase-matched structure is generated 
much more efficiently than in a conventional half-wave- 
length quasi-phase-matched stack. 

For the vertical-cavil, v second-harmonic generator, the 
second-harmonic field must be generated colinearly from 
the fundamental field. In zinc-blend crystals such as GaAs or 
AlAs. this is possible only when the substrate is oriented 
other than ( 100). such as (111), (1 10), or (311). A GaAs/ AlAs 
distributed Bragg reflector ( 19.5 pan's) and a GaAs/AlAs 
slack of 19 layers were grown on a (31 1 )B GaAs substrate 
by molecular beam epitaxy (MBE), resulting in good surface 
morphology. A TiOVSiO^ distributed Bragg reflector ( 10 
pairs) was fabricated after the MBE growth using an 
electron-beam evaporator and the substrate was polished to 
a thickness of 200 |im. We measured the total reflectivity of 
the device and observed a dip in the reflectivity at 984 nm, 

which indicated a resonance of the fundamental field In the 

Fabry-Perot cavity. The reflectivity of the GaAs/ AlAs distrib- 
uted Bragg reflector and the TK WSiO;. distribuled Bragg 
reflector were measured to be 98.4% and 99.9% at 084 nm, 
respectively. 
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Fig. 2. Distribution of second-harmonic power in t.u) a conventional 
half-wavelength quasi-phase-matched device and (b) a device thai is 
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harmonic power. The rectangular curves show the distribution of 
nonlinear coefficient In the devices. The higher and lower levels 
Indicate GaAs and AlAs, respectively. 



Results and Discussions 

\ frequency tunable TfcS&pphira laser was used as a funda- 
mental light source. The light was shot vertically through the 
polished GaAs substrate. We measured the second-harmonic 
power generated from the cavity and the fundamental power 
Of the exiting beam. Fig. 3 shows how the second-harmonic 
DOVrer varies with the polarization angle of the fundamental 
field, in which the direction of the fundamental electric field 
is rotated toward (he (Oil) direction (W) from the (23l5> 
direction (()'). The points are measured data and the solid 
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Fig. 3. Normalized second-hunndrtfc power a.s a function of die polar- 
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direction 

line shows the calculated values. The details of the calcula- 
tions are not given here hecause of their complexity. How- 
ever, agreemeni of the measurement results with the cal- 
culations indicates that the observed power is purely 
second-harmonic power. 

Fig. 4 shows the second-harmonic power at a wavelength of 
492 rati coming out of the cavity as a function of the input 
fundamental power at a wavelength of 984 nm, indicating 
that the conversion efficiency of the device is 1.4x10 1 %/W. 
The conversion efficiency of second-harmonic generation is 
defined a.s the output second-harmonic power divided by 
the square of the input fundamental power (the generated 
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second-harmonic power is proportional to the square of the 

fundamental power). It is possible to increase the conversion 
efficiency in several ways. An eflicienl way is to improve the 
confinement of fundamental power inside the cavity. This 
will increase the second-harmonic power by the square of 
the factor by which the fundamental power in the cavity is 
increased, without arty increase in the input fundamental 
power. 

We found four ways to improve the conversion efficiency of 
our device. First, by comparing the resonant wavelength of 
the measurement with that of the design, we found that the 
actual layer thickness of the grown material was 1"" smaller 
than the design value. As a result, our quasi-phase-matched 
condition was not completely satisfied. The second-harmonic 
power coming out of the device has been calculated both for 
the designed structure and for the actual structure. The cal- 
culations indicate thai by making the device exactly as de- 
signed, the second-harmonic power will be increased 8.1 
times compared to the device tested 

Second, the 4% reduction of the layer thickness also reduces 
the reflectivity of the ALWGaAs distributed Bragg reflector 
to 98.4% from the predicted value of 99.8%. This decreases 
the confinement of the fundamental field in the cavity. Third, 
the full w idth at half maximum (FWIIM) of the Ti:Sapphire 
laser spectrum is 0.17 nm, which is much larger than that of 
the cavity, which is 0.03 nm. This causes a large pan of the 
input fundamental light from the laser to be reflected, result- 
ing in smaller confinement of the fundamental field in the 
cavity. Improvement of these second and third factors is 
expected to increase the fundamental power confined in the 
Cavity to 90 limes that of the present device, thereby in- 
creasing the second-harmonic power by a factor of 8.1 x 10l 

Fouith, the fundamental beam from the Ti:Sapphire laser is 
focused on the device with a FVVI1M spot diameter of 18.0 
urn. The conversion efficiency is proportional to the power 
density of the fundamental field, and would be increased 
1:1.8 times with a fundamental beam diameter of 5 um. 
Based on these considerations, we concluded that the con- 
version efficiency of the device would be 1.3 x 10- "</W if 
optimized. 

Conclusions 

We have demonstrated second-harmonic generation from an 
AIAs/GaAs vertical cavity fabricated on a (311 )B GaAs sub- 
strate. We have observed a conversion efficiency of 1.4 x 
1(H %AV. We have theoretically shown that we can increase 
the conversion efficiency up to 1.3 x 10- %/W by optimizing 
both forquasi-phase-malching and for efficient confinement 
of lite fundamental field. 
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A New, Flexible Sequencer 
Architecture for Testing Complex 
Serial Bit Streams 

Based on a generic model of serial communication systems, this 
architecture dramatically reduces the time needed to program functional 
and in-circuit tests for devices with serial interfaces. It is implemented in 
a new Serial Test Card and Serial Test Language for the HP 3070 family of 
board test systems. 

by Robert E. McAuliffe, James L. Benson, and Christopher B. Cain 



As serial bit streams become more prevalent in electronic 
products, the need for nigh-quality, thorough tests for those 
products increases dramatically. 1 Traditional automatic test 
equipment (ATE) architectures have limitations that make it 
extremely difficult (if not impossible) to write such tests. In 
this paper we discuss those limitations and describe a new 
Sequencer architecture Specifically designed to address the 
challenges of serial bit stream testing. 

The architecture has been implemented as an enhancement 
to the IIP 3070 family Of board testers and has been used to 
emulate many challenging serial protocols and formats, in- 
cluding: ISDN S- and I '-interfaces, I-C. HDLC control chan- 
nels, generic fi-l-kbit/s streams, IOM-2. ST-Bus, and various 
time division multiplexed (TDM ) backplanes. Customers 
using the arclutecmre have experienced dramatic reductions 
(up to 25x) in test development time, as well as significant 
increases (8x or more) in test throughput. 

We assume the reader has at least some knowledge of manu- 
facturing test procedures and equipment. A basic knowledge 
of telecommunications concepts may also prove useful, as 
many of the examples given are related to telecomm 
applications. 

Throughout the paper we will refer to a device under test 
(DOT). In general the discussion will be in the context of 
functional board testing, in which case the DIT would be a 
complete printed circuit assembly. In this time of rapid tech- 
nological changes, however, functionality that once required 
entire boards is now implemented as small clusters of com- 
ponents or as single integrated circuits. We will therefore use 
the term DOT to refer to w hatever is being tested, be it an 
IC. a cluster of components, a board, or a complete system. 

First we give a brief overview of traditional ATE sequencers 
and their shortcomings, and then discuss in more detail some 
of the special challenges of serial bit stream testing. We will 
show that many test development problems are caused by a 
fundamental mismatch between the ATE capabilities and 
the features of DLTs with serial interfaces. 



Next we introduce a generic model of serial communication 
systems. This is essentially a definition of the general char- 
acteristics shared by all serial bit streams. Using this model, 
we were able to develop a test sequencer architecture more 
closely matched to the characteristics of serial bit streams 
and the Dl'Ts that use them. 

We then describe the architecture as implemented in the 
HI" 307(1 board test family. The architecture of the Serial 
Test Card (STC) and the Serial Test Language (STL) are 
described in these sections. 

Finally, we present several case studies showing how the 
STC solves real-life testing problems. 

Evolution of ATE Sequencers 

Traditional ATE systems feature a test pattern sequencer 
capable of driving and receiving many simultaneous digital 
signals. Sequencers of this type first appeared over a decade 
ago. Early versions of these sequencers excelled at testing 
SSI/MSI components and simple circuit boards, but had diffi- 
culty with microprocessors and other VLSI components. 2 

In response to the test problems posed by microprocessors, 
ATE manufacturers enhanced their sequencers. New features 
like formattable pins, algorithmic pattern generation, memory 
emulation, and bus emulation were added to make the test 
sequencers a better match to these microprocessor-oriented 
Dl'Ts. 

Today, DITs embody faster and more powerful micropro- 
cessors, concurrent processing technologies, serial commu- 
nication channels, mixed signal functions, and a variety of 
custom circuitry (such as ASICs and FPGAs). Each of these 
characteristics brings with it challenges for (he test engineer, 
but the widest gap between the Dl'T and traditional ATE 
seems to be in the area of serial communication testing and 
its associated concurrent processing technology. The single- 
sequencer, massively parallel architecture of traditional ATE 
is not suited to the special problems presented by these 
DIT characteristics. 
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Our goal was to design a sequencer architecture better 
matched to the special test requirements of serial-oriented 
DlTs. As a first step toward that goal, we surveyed a large 
number of DlTs and serial protocols to identify specific 
characteristics that make them difficidt or impossible to test 
with a traditional ATE system. 

Characteristics of Serial DUTs 

Serial-oriented DlTs have many characteristics in common 

with many other modem electronic devices. C onversely, 

they also have many characteristics that are fiuidamentally 

(or sometimes subtly) different. Some of the more common 

features of serial-oriented DlTs are: 

Complex physical (electrical) interfaces 

Multiple interfaces operating at unrelated hit rates 

Nondeterministic bit Streams 

Bit si teams with embedded clocks 

Hierarchical bit streams. 

Complex Physical Interfaces 

To maximize utilization of a transmission medium, many 
serial protocols abandon traditional binary digital formats in 
favor Of three-level or four-level digital interfaces, The ISDN 
S-interface operates with three logic levels. 3 and the ISDN 
l-interface (2B1Q) operates with four. Other Standard 
teleeomm protocols are similar. 

Many of these protocols require the transmitted waveforms 
to correspond to exactly specified shapes, usually to limit 
the high-frequency components of the signal to a reasonable 
level. Traditional sequencers have binary stimulus and re- 
sponse capabilities with programmable high and low logic 
levels. Some even provide rudimentary slew-rate control, 
but none are designed to interface directly with complex, 
nonbiliary bit streams. 

Multiple Interfaces Operating at Unrelated Bit Rates 

Many DlTs contain more than one setial interface. In many 
cases, each interface is asynchronous with respect to the 
others (there is no specified alignment between bit centers 
from one interface to the next ). One can sometimes force 
alignment by running each interface from a common clock, 
but Ihis technique does not necessarily work with asynchro- 
nous protocols (see "Hit Streams with Embedded Clocks," 
below). Moreover, it is quite common to have interfaces 
running at entirely different bit rates. 

The only viable testing approach for a traditional sequencer 
architecture is to apply vectors at a rale equal to the least 
common multiple of the clock rate of the two interfaces 
(assuming there are only two interfaces), The number of 
lest vectors required for even simple lesls can be formidable 
using ihis approach. 

One of the authors has personally Written a lesi for an ESI >\ 
S-interface device using a traditional sequencer and ihis 
"least common multiple* approach. The effort required three 
months and hi, 000 lines of source code (roughly 90,000 
compiled test vectors). Even with ihis huge effort, only a 
small (taction of device functionality was lesled. Such long 

lesi development times are simply not acceptable in today's 
competitive markets. 



Nondeterministic Bit Streams 

Tiie response Of a DIT to an applied stimulus is not always 
deterministic, tltal is. many different "correct" responses to 
the stimulus are possible. An analog-to-digital converter, for 
example, will not generally produce exactly the same se- 
quence of digital samples in response to different applica- 
tions of the same analog stimulus. This does not mean that 
any one sequence is more correct than any of the others. It 
simply means a different measurement technique mast be 
applied to the problem. 

Some ISDN data link activation procedures include the 
transfer back and forth of HDLC-like packets of information. 1 
According to these procedures, the packet address is. under 
some circumstances, generated by a pseudorandom genera- 
tor on the DIT. This presents no problem if the address gen- 
erated by the DIT is deterministic in response to a particu- 
lar initialization sequence. On the other hand, if the address 
cannot be predicted, the test sequencer must be able to cap- 
ture whatever address was generated and sav e it for use 
later in the test. The authors have not encountered a tradi- 
tional sequencer with such on-the-fly storage capabilities. 

Bit Streams with Embedded Clocks 

Some serial interfaces are asynchronous in nature, that is, 
the clock specifying the bit boundaries is embedded in the 
bit stream. Traditional sequencers typically sample at prede- 
termined times and are unable to Interface properly to such 
a bit stream. 

Embedded clocks Can take many different forms. Some pro- 
tocols guarantee data transitions at regular Intervals. Oilier 
protocols provide no such guarantee but depend on the 
transmitter and receiver operating at a prearranged bit rate 
(asynchronous protocols such as those typically used with 
RS-232 connections work in this way). 

In addition. Jm mini/ information can also be embedded in 
the bit stream. Asynchronous protocols, for example, mark 
a frame boundary with a start bit The IIDI.C and similar 
synchronous protocols indicate framing with a special flag 
pattern, usually eight bits in length. A Iradilional sequencer 
may be able to handle such cases if it has sophisticated 
branching capabilities, but it is very difficult tO write a test 
thai can synchronize tO a complex framing pattern while 
simultaneously applying lesi patterns to other interfaces of 
the DOT. 

Hierarchical Bit Streams 

Many serial interfaces contain hit streams w ilhin bit slreams. 
We call these liirrnirliiriil bit streams. A basic-rate ISDN 
interface is an example of a hierarchical bit stream. A basic 
frame of this interface consists of Hi bits of B channel data 
and 1 bits of D channel data.tt If the D channel bits from 
each frame are extracted and assembled one after the other 
into a separate serial bit stream, they form an HDLC-like bit 

stream 

I See references 3 and 4 lor a complete description ol ISDN and associated activation 
procedures Details ol HDLC and olher bit-oriented protocols can be lound m le'ceiices 
b .mil 6 

It Ihis is a sirnpliliwl description n( an ISDN basic rale Irarne Actual Iramn length and content 
vary dependinu on which reference poinl (S U. etc I is beiny consideied 
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This situation Is very difficult to hoodie with a traditional 
sequencer because (tie logical channel the test engineer 

wants in communicate with is surrounded by a great many 
other bits of little interest Complicated subroutines must be 
written to extract the data of interest from the large frame 
of bits or insert the data of interest into the large frame of 
hits. Furthermore, the test engineer must somehow attain 
hit and frame alignment for both the main frame and the 

embedded logical frame. This may make the lest impossible 
to Implement with a traditional sequencer. 

Solul ions 

For many serial interfaces, the ahove problems can he 
solved using custom electronics, ranging from special cir- 
cuits in the test system fixture to a "hot mockup" of the final 
system application of the 1)1 T, or by simplifying and elimi- 
nating tests so that they can lie more readily implemented 
with a traditional sequencer. We propose a third solution: 
use of a test sequencer designed specifically to address the 
special challenges of serial bit stream testing. By using the 
right tool for the jOb the test programmer can develop a 
thorough, high-quality test quickly and without the need for 
complex fixture electronics. 

Generic Model 

of Serial Communication Systems 

In the last section we discussed the difficulties of serial test- 
ing using traditional sequencer architectures. For the most 
part, these difficulties are caused by an inherent mismatch 
between the 1)1 T and the tester.' In each case, the problems 
presented could certainly be solved with custom circuitry 
provided by the customer or by the ATE vendor. However. 

this approach undermines one of the key advantages of com- 
mercial ATE systems: the advantage of being able to use the 
same tester to lest many different DLTs (or many different 
pieces of the same 1)1 T). 

A belter approach is to design an architecture thai is specific 
enough lo handle the peculiarities of serial testing but general 
enough lo be usable for many different types of serial I H Ts 
and serial protocols. To aid in the definition of such an archi- 
tecture, we looked deeper into the test problems described 
in the last section in an effort to understand the fundamental 
nature of each. This led lo the development of our generic 
model of serial communication systems, described below. 

We designed our new sequencer architecture using tins mode] 
as a guide, so essentially any bit stream compatible with the 
model is compatible with our architecture. Our particular 
imptementatio)/ of the architecture was targeted at tele- 
comin applications, so cost/performance trade-offs appro- 
priate lo thai market have been made. The model (and thus 
the architecture) is more general and could theoretically be 
implemented in Other ways for other serial test markets. 

Definitions 

The following terms are used throughout this section: 
Conniiuiiiratum System, A means of transferring 
information from one place to another. 
Serial C'omiiiiiiiicufitui System. A communication system 
that encodes information into digital signals mid transfers 



this digital information from one place lo anolher in a time 
serial fashion, that is, ihe bits of digital information are 
transferred sequentially one after anolher according lo a 
prearranged protocol A serial communication system is 
typically composed of subparts made up of various bit pro- 
cessors (see below), which process and transform serial 
communication bit streams (see below). 

• Serial Communication Hit Stream. A physical transmission 
path connecting t wo bit processors (see below) in a serial 
communication system. Bils are transmitted in a serial fash- 
ion, thai is. the hits of a message are transmitted sequentially 
one after anolher on a common transmission medium. "Serial 
communication bit stream" will be abbreviated to simply 
"serial bit stream" or "bit stream" throughout Ihe following 
discussions. 

• Bit Processor. A hardware or software device thai connects 
one bit Stream to another. A bit processor usually transforms 
Or fillers the bit stream in some manner, but can also serve 
as a swiivr or sink- A source generates the information to 
lie transmitted over the communication system, and a sink 
receives and analyzes that information at the other end. 

A serial communication system is composed of numerous 
pieces, each piece defined as either a bit si ream or a bit pro- 
cessor. Bit processors serve to connect (transform) one bit 
stream lo another. Or. equivalent Iy, bit streams serve lo con- 
nect one bit processor to another. Each of these elements — 
bit streams and bit processors — has certain well-defined 
properties. These properties are discussed below. 

Properties of Bit Streams 

Every serial bit stream possesses Ihe following four 
properties: 

• Physical specifications 

• Symbol synchronization algorithms 

• Flaming algorithms 

• Logical channel identification (multiplexing). 

Physical Specifications. The physical specifications describe 
the electrical properties of the bit stream, the number of logic 
levels defined, and any other properties related to Ihe physics 
of transferring the bit stream from one place lo anolher. 

Symbol Synchronization Algorithms. Since a serial bit stream is 
inherently composed of bits, there musl be a way of demar- 
cating the bit boundaries within the bit stream. A device 
designed to interpret the bit stream would use a symbol syn- 
chronization algorithm to locate Ihe bit boundaries. The 
synchronization property of the bit stream is either explicit 
(a dedicated signal path for clocking is provided) or implicit 
(symbol synchronization information is encoded within the 
serial bit streamt). 

Framing Algorithms. A raw serial bit stream i s capable of 
transferring very little information. For example, a binary bit 
stream can represent only one of two stales at any given 
moment ( 1 or 0. on or off). Howev er, if a lime reference is 
prov ided with the bit stream (an indication of when the bit 
stream "starts"), then bils can be assembled into larger units 
capable of carrying more information (bytes, wonts, mes- 
sages, etc.). This is the purpose of framing: to provide a 

I Asynchronous protocols are also considered implicitly clocked In thai case ihe symbol rale is 
defined as part ol the bit stream symbol synchrowaliOii algorithm 
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reference point so the bits of tiie serial stream ran transfer 
more complex information. 

There are two types of framing. Framing can be either 
explicit la dedicated signal path for framing is provided), or 
intiilirii (framing information is encoded within the serial 
bit stream). An implicit framing algorithm may indicate 
framing using either a bunched Training patient or a distrib- 
uted framing pattern. A bundled pattern is made up ofa 
group of contiguous bits. A distributed patient is made up of 
a group of bits interspersed among the data bits, 

The time interval between the end of one frame and the be- 
ginning of the next is called the inlerframe ynji. This gap 
may be either zero-length (frames are back-to-back) or non- 
zero-length, if ii is nonzero-length, the Interframe gap is 
Riled with an ititrijaniio Jill (IFF) pattern. 

Logical Channel Identification. Many serial bit Streams Simul- 
taneously carry more than one independent logical Channel 
of information. We say thai these bil streams are multiplexed 
or hicrairliiciil. If I he independent logic channels are ever 
lo be recovered from a multiplexed bit stream, there must 
be a means of uniquely identifying each individual logical 
channel. The multiplexing scheme specifies the method used 
to multiplex the logical channels and may be calegorized as 
either explicit or UntpS/cU. 

Willi explicit multiplexing, each frame contains a group of 
infoniialion from each multiplexed logical channel. The 

frame boundary provides a reference for the i>ji groupings. 

Time division multiplexed (THM) highways, such as those 
found on teleconini line cards, and the ISDN S-bus are 
examples of explicitly multiplexed bil streams. 

Willi implicit multiplexing, each frame contains a group of 
Information from only one of the multiplexed logical chan- 
nels. Infoniialion from other logical channels may follow in 
subsequent frames. In this case, logical channel identifica- 
tion is encoded in the bil stream (for example the address 
field of an III >L< frame or oilier paeketized data. | 

Properties of Bit Processors 

The job ofa bil processor is lo convert one bil si ream into 
another according lo some specified algorithm) A bit proces- 
sor therefore has Iwo distinct properties: port definitions 
and transformation algorithms. 

Port Definitions. A bit processor interfaces to Ml si reams 
through "lie or more purls. Mosl bil processors will have an 

input pori and an output port, but some will have only one 

or the other.! Bach port iniisl have a (laid inti'rfaoe and 
must of course match the physical specifications of the bit 
si ream. The directional sense of I he dala interface determines 

I lliesR me called sauwes m sinks ma occur at the ends ot a communication system this is 
whoie 1he information nerit luck and foiih m Hie serial hit stream is ultimately generated or 
analyzed 



whether a port is an input port or an output |>ort Data always 
flows into an input port and out of an output |»on. 

other requirements are determined by the serial bit stream 
to which the port attaches. If the bit stream is explicit K 
docked (uses an explicit symbol synchronization algo- 
rithm), the port must have a cluck interface. Similarly, if the 
bii stream uses an explicit framing algorithm, the port must 
have a frame synchronization interface, These interfaces 
may consist of one or more physical signals that flow either 
into or out of the port. The iinplciiienlation details can be 
determined by studying the bit stream specifications and the 
transformation algorithm. 

Logical channel grouping algorithms do not direclly affect 
the requirements of the port, although they may influence 
the design of the clock interface. For example, a bit proces- 
sor designed to demultiplex a logical channel from a multi- 
plexed bit Stream could be implemented in one of several 
ways. One method might use gaied clock signals: clock 
edges only occur when bits from the logical channel of inter- 
est are output from the data interface. Another method 
might use a continuous clock (rill bits from the original hit 
stream are output at the data interface) and generate a sepa- 
rate "data valid" signal when bits from the logical channel of 
inleresi arepresenl ai ihe output data interface. 

Transformation Algorithms. \ transformation algorithm simply 
defines the function lo be performed by Ihe bil processor. 
The bit processor must manipulate the incoming bit stream 
in whatever manner is necessary to make il conform lo the 
requirements of the outgoing bit si ream. 

A simple example will help to clarify the functions of bit 
processors and bit si reams. 

Applying the Generic Model 

Fig. 1 shows an example ol ihe generic model applied to a 
simple asynchronous communication System. The bit stream 
on the leli is the incoming bil stream. Using conventional 
terminology. " would be described as an asynchronous bit 
stream using one start bil and one slop bit. no parity check- 
ing, and an eight -bil dala field. The definition using the 
generic model would be something like ibis: 

Physical Specifications: 

Logic levels: 1 

Voltage levels: RS-232-< ' levels; logic high = -•'( volts; 
logic low = 3 volte 

Symbol Synchronization Algorillim: 
Type: Implic it, known symbol rale 
Symbol Rale: DfiOO per second 

Framing Algorillim: 

Type: Implicit, bunched framing pallet n 
Framing Pattern: "Id" (at least one slop bit or IFF bit 
followed by the start bit i 
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[nterframe Gap >= 0 symbols 

IFF Pattern: "1" 

Logical Chaniifl Identification: 

TVpe: Explicit (none really, since I here is a single 

eight-bit daia field) 

The bit processor receives this hit stream on the data inter- 
face of its input port As shown hi Fig. 1. the job of this par- 
ticular bit processor is to generate a cloc ked, synchronous 
version Of tttis bit Stream on its output port. Merc is the defi- 
nition ol' the bit stream output from the bit processor (the 
bit stream on the right side of (he figure): 

Physical Specilical ions: 
Logic levels: 2 

Voltage levels: Standard TTL levels 

Symbol Synchronization Algorithms 
Type: Explicit 
Clock Rate: DfiOO Hz 

Framing Algorithm; 

Type: Implicit, bunched framing pattern 

Framing Pattern: "10" (at least one stop bit or IFF bit 

followed by the start bi( ) 
Interframe Gap: > = 0 symbols 
IFF Pattern: "1" 

Logical Channel Identification: 

Type: Explicit 

Notice (hat the framing algorithm and logical channel identi- 
fication specifications have not changed. The bit processor 
has merely generated a clock signal synchronized to the in- 
coming bit Stream, In this case another bit filter upstream of 
this one could further transform the bit stteani and perhaps 
extract the data field. Since (he output bit stream uses an 
explicit clock, it is not really necessary (o specify the clock 
rate. Another bit processor that conforms lo our generic 
model should be able to accept the bit stream knowing only 
that there is an explicit clock signal. Any practical implemen- 
tation, however, will have a finite clock rate specification, so 
it is a good idea lo specify all such performance requirements 
as part of the bit stream description. 

The definition of the bit processor in our example looks 
like i his: 

Input Port: 

Data Interface: Required. See bit stream defiiiiiion for 

physical requirements. 
Clock Interface: Not required, bit stream is implicit 1> 

clocked. 

Frame Sync Interface: Noi required, bit stream is 
implicitly framed. 

Output Poil: 

Data Interface: Required. Standard TTL output 

specifications. 
Clock Interface: Required, bit st ream is explicitly 

clocked. The interface consists of a single clock 

output signal meeting standard TTL logic 

specifications. 
Frame Sync Interface: Not required, bit stream is 

implicitly framed. 



Transformal ii >n Algorithm: 

1. Use a combination of the given baud rale, an iulernal 
high-speed clock, and data signal transitions to locale bit 
centers. 

2. Sample the input data at the bit cenlers and retransmit on 
the output data interface. Transmit the sampling clock on 
the output clock interface. 

The actual algorithm would probably need to be more SOr 
phislicated, but this simple example illustrates the process 
of mapping a real communication system onto the generic 
model. A more complex example is given in Fig. 2. 

Modularity 

The example just given was quite simple but can serve lo 
illustrate an important feature of the model. As mentioned 
before, another bit processor upstream of the one described 
might full her transform the bit stream, perhaps aligning itself 
to the framing markers and extracting the data field The data 
field could then be passed to yet another bit processor, and 
so on. We call this feature of the model modularity. Using 
this idea, we can conceptually break up a serial communica- 
tion system into smaller, simpler pieces consisting of a series 
of bit processors connected by a series of serial bil streams. 

Modularity also aids the processing of hierarchical bit 
streams. The functions of demultiplexing and logical bit pro- 
cessing can be divided among more than one bit processor. 

Hardware Architecture 

As we have seen, real-world bit streams and communication 
systems can be described by carefully specifying each prop- 
erly of I he generic model. In other words, the model can 
effectively mimic any serial communication syslem. A se- 
quencer archilecture that exactly implements (he generic 
model would therefore be easily programmed lo lesl tint/ 
serial bit stream or protocol. 

We knew of course that a variety of constraints (the laws of 
physics, for example) w ould limit ourabilily lo implement 
the model exactly. We also knew an abstract model that 
could not be implemented well enough to solve real (est 
problems would be useless, so we revisited the test prob- 
lems described earlier. We examined each lest problem, 
looking for issues that might affect the way in which we 
chose to implement the model. 

Complex Physical (Electrical) Interfaces. The model handles 
this quite easily. One simply describes the characteristics on 
a sheet of paper. An actual implementation, however, is 
quite different. We decided early on that it was not feasible 
lo implement hardware compatible with any possible elec- 
trical interface! Instead, we chose to implement hardware of 
several different classes, each class capable of handling a 
family of related physical bit streams. 

Multiple Interfaces Operating at Unrelated Bit Rates. The generic 
model does not address this issue, all hough the model can 
be used lo describe each individual interface. We decided 
thai this implied a multichannel architecture in which each 
channel was capable of operating essentially Independently 
of the others. 
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* il Dala = TEI assignment packel then 
call Process TEI 
end if 

receive into Data, into FCS 



end process 
Serial Test Language Fragment 



FiR. 2. Processing .'in i.sdn S ims D channel 

Although our original goal was to make tesi development 

faster ;ilid easier, we alsn realized thai a niiillieliaimel, con- 
current architecture t'tiiilil dramatically increase lest 
throughput. For example, a Ions bil emu' rale lesl could be 
run simultaneously <>n all channels Uf a itiuliichaiiiiel 1)1 T. 

Nondeterministic Bit Streams. In the model, am soil of cal- 
culation or adjustment of information in die hit si ream is 
specified by lite transformation algorithm. We though) there 
were two areas of implementation thai eoultl be affected by 
ihis issue. Firsi. we thoughi ii might sometimes be necessary 
for ;ui algorithm to access information from both the trans- 
mil and receive bil streams simultaneously. This implied the 
need to process both hit si reams within the same bit proces- 
sor. Secondly, we knew that any actual Implementation <>i a 

hil processor would have limits, so we wauled to he able to 
cascade or chain bit processors. 

Bit Streams with Embedded Clocks. Our solution to the prob- 
lem of complex physical interfaces applies i<> ihis problem 

as w,.||: sels of different hardware each tuned lo a class of 

embedded dock schemes, 



Hierarchical Bit Streams. Hierarchical hil si reams imply mill 

Uplexing, so we knew that our implementation needed to be 

gQOd Bl handling inulliplexed hil sireams. This again implied 
the need for cascatlable bil processors. 

The architecture thai eventually emerged from these consid- 
eraiious is show n in Fig. ■'!. The archileclure is multichannel 

in nature. The figure shows a single channel of the architec- 
ture in the center With adjacent channels above and below. 
Bach channel is designed to attach GO a single bil stream of 
the OUT. 

Each channel of the archileclure contains two informal ion 
sources/sinks called serial lesl sninriirrrs (STS). In a i\pi- 
eal application, each sts would process independeni sub- 
channels (logical channels) of the bit si ream. In Serial Tesi 
Language, each logical channel is called a siihslrnini and is 
controlled by a process running on the STS. When required bj 
the icsi program) sts resources from adjacent processing 

channels can also he attached lo the hit stream, providing 
up to four suhsl reams for each hil si ream. 
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Pour ehannels of the architecture arc implemented on the 

I II' 3070 Serial Tesl Card I STl ' ) and up to 12 STC's can lie 
installed in a system. 

Bit Processors 

As shown in Fig. each ST< ' processing channel is com- 
posed of a series of hit processors connected hy serial bit 
streams. The hit processors are implemented with the 
X( '•'!()( )() series of field-programmable gale arrays (FPGAs) 
from XILINX Company. An important feature of the XC3000 
series is their RAM-based configurability. The XC3000 ran 
he iirograinmed on-the-fly in Ihe syslent. so no prepro- 
grammed R< I.Ms are needed. This leal m e allows the trans- 
formation algorithm of a hit processor to be changed cm the 
fly and makes these devices ideal for this application. The 
transformation algorithms are implemented by circuits in- 
side the XILINX devices. They are not really either hardware 
or software, so we have coined the word ciiruittcttrr to 
describe this soil of reconfigurable circuitry. 

Fig. -1 shows a more detailed view of our Standard bit pro- 
cessor, called a rrroiifii/iiriihlr bil processor, or HHP. In 
aiidilion to the XILINX XC3042 FPGA. each RBP also in- 
cludes a pair of 2K-by-8-bit RAMs. The RAMs are connected 
to VI ) pins on the FPGA and are used as required by the cir- 
cuilvvare designer. This RAM resource complements the 
architecture of the FPGA and provides a large, dense local 
storage elemenl.t Each RBP has a downstream poll (to- 
wards Ihe DIT) and an upstream port (towards the STS). 
and each of these ports supports data transmission in both 
direct ions simultaneously. 

t The XC3000 series of parts is structured as an array of D-type flip-flops fed by Boolean func- 
tion generators This structure makes them well-suited for state machine and tandom logic 
designs, bul unsuitable lor applications requiring a lot ol storage elements 



The bit streams that Interconnect the RBPs are defmed 
according to the generic model. All internal hit streams are 
binary TTL logic signals and are explicitly clocked and ex- 
plicitly framed. The RBP clock interface ports include data 
valid and ready signals to support multiplexed bit streams. 

Personality Modules 

We use persOTtality modules to implement each interface 
class. There are currently personality modules available for 
TTL. ISDN S-bus and ISDN U-bus electrical formats. As a 
whole. Ihe personality module serves as a bil processor and 
is responsible for converting the external serial bil stream 
into a formal compatible with the internal STC serial hit 
stream definition. 

Serial Test Sequencer 

The serial lest sequencer (STS ) is the final hit processor in 
Ihe chain. As such, it will often be an information source or 
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sink. Recall thai sources and sinks are where information is 
generated or analyzed by a communication system. In our 
case, sources and sinks are the means by which the test 
programmer communicates with the DIT (in traditional 
ATE terms, the sequencer or test pattern generator.) 

The STS connects on one side to the internal STC bit stream 
format (as do all of our bit processors). The test program- 
mer controls the iransfornuuion algorithm of the STS 
through a high-level programming language called the Serial 
Test Language (STL). The STS is implemented with a 
Motorola DSPofiOOl digital signal processor. The processor 
is well-suit ed to computationally-intensive transformation 
algorithms as well as general-purpose bit stream I/O. 

Bit Processor Interconnect 

When testing a multiplexed or hierarchical bit stream, the test 
engineer will typically choose to process (drive and receive ) 
data for each logical channel independently of the others. At 
the same time, we have seen that it is often advantageous to 
he able lo process a bit stream in a series of sequential steps. 
There is then a conflict, given a finite number of bit proces- 
sors, between having a large multiplexing capability and 
having a large number of sequential processing stages. This 
is because multiplexed bit streams are best addressed by a 
wide, shallow array of bit processors, but nuiltistep process- 
ing of a bit stream is best addressed by a narrower, deeper 
array of bit processors. Our RHP interconnect scheme and 
special resource assignment software minimize (his conflict 
by allowing a wide variety of multiplexing and processing 
arrangeinenis. 

As shown in Fig. 3. there are several different Interconnect 
paths between the RBPs and the STSs. Fig. 5 shows the 
topology Of each possible interconnect combination, Multi- 
plexing is supported by rliiunitl Splitter circuitware loaded 
into tWO of the RBPs (the RBPs labeled 3 and 4 in Fig. 3). 
The channel Splitters are labeled CS in Fig. 5. Resources can 
also be borrowed from adjacent processing channels, so 
additional branches can be attached bo a personality module. 

The system software manages this borrowing, minimizing 
(he total resources required for a customer's lesl. If even 

w ider multiplexing is needed, personality modules car he 
connected together at the same physical port of the DUT. 

Performance 

The STC serial processing pipeline was designed (o accom- 
modate maximum bi( rales of up lo 12. "> Mbits per second. 



There are obviously some applications that exceed this bit 
rate and cannot l>e addressed, but the performance of die 
architecture is a good match for proprietary lelecoinni Pt M 
backplanes, automotive applications. LANs, asynchrono u s 
protocols at modem rales. ISDN basic rate interfaces, and 
many other similar applications. 

Extensibility 

The lesl capabilities of the STC are formidable, but there an- 
still test cases that will require special capabilities or slightly 
different functionality. STC capabilities can be modified or 
increased by adding features to current circuits are, adding 
funcrionaliiy to existing personality modules, developing 
new circuitware. or developing new persi mality modules. 
Since all of the circuitware is supplied with the system soft- 
ware and resides on disk, the first three of these can be 
achieved through simple software updates. The last requires 
a replacement of an existing personality module, but can 
easily be performed in the field. 

Technologies 

Several important technologies contributed to make Ihe STC 
possible. Tile most important of these is Ihe XII.INX FPCA 
technology. Our architecture relies on the ability lo load 
different circuitware (transformation algorithms) for each 
customer tesl. 

To provide a great deal of functionality in as little space as 
possible, we wanted to use the smallest possible packages 
for the PPGAs and other parts. Surface mount technology 
was therefore a necessity, and fine-pitch surface mount was 
a very strong want. 1 iiforl tmalely. because of mechanical 
registration limits, fine-pitch surface mount technology is 
extremely difficult to implement on large printed circuit 
assemblies like those used in the ill' 3070 familj of testers. 

To solve this problem, we decided lo implement each Chan- 
nel of Ihe STl ' architecture on smaller modules that would 
plug Into the larger main printed circuit assembly. This pro- 
vided two major benefits. First, we could use fine-pitch 
pails on Ihese smaller modules, and second, trace routing 
OH Ihe main board was simplified considerably. Trace tout- 
ingon the modules was Still quite dense, but il only needed 

lo be done once 

We also relied heavily on digital simulation technology, All 
Of the circuitware developed for Ihe STC was simulated and 
debugged before attempting bench turn-on. Il was important 
lo minimize debugging on Ihe bench because of the highly 
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integrated nature of the design. Although it is possible m 
probe internal FPGA nodes on die bench, il is much easier 
to probe during simulation. 

Early in the project we also experimented with board-lev el 
simulation. The primary module, containing the STS and 
four KBPs. was simulated as a whole. These simulations 
were mostly intended to verify the circuitry surrounding the 
DSP66001 and to verify the HBP interconnect scheme. We 
decided not lo simulate die entire STC card, mostly because 

of the lack of complete si later models. In retrospect, this 

may have been a mistake because the vast majority of defects 
on the first STC prototype were in areas of the circuitry for 
which off-the-shelf models were available.! 

Software Architecture 

I p to now. we have discussed the generic model of serial 

communication systems and the hardware architecture 

based un that model. This section will provide a software 
overview of the Serial Tesi Language (STL). 

Design Goals 

In Bel the stage for the software discussion, we'll review the 
guiding design objectives for the STC and STL. 

The process of studying serial bit streams, developing the 
generic model, and implementing our serial lest architecture 
originally grew out of a desire to ease the test programming 
problems presented by serial-oriented DITs. This led to our 
first design goal: lo shorten the lest development lime by a 
factor of ten for DITs with serial interfaces. As described 
earlier, existing test systems use a single parallel sequencer 
for controlling sev eral serial bit Streams. The resulting pro- 
grams become very cumbersome and complex to Create and 
maintain. 

To address this problem, the STC uses a multiple-processor 
architecture to subdiv ide die overall programming task. 
With STL. we did not bide the hardware architecture from 
the programmer* Rather, we designed the STC user interface 
software lo embody the generic serial protocol model. The 
software allows the programmer to segment a serial bii 
stream into logical pieces. Each logical piece can be pro- 
grammed independently. This allows the programmer lo 
concentrate on specific functions without keeping Hack of 
all the additional overhead found in the bit stream. 

The hardware and software were designed concurrently. 
Several hardwiue changes were made lo allow the Software 
interface to belter match the generic model. Many of these 
changes were facilitated by use of the FPGAs since they 
could be easily redesigned without a printed circuit board 
revision. 

The concurrent nature of our architecture not only greatly 
eases the lest programming burden, but also provides a 
clear test throughput adv antage for multichannel DITs. All 
channels of the DUT can be tested simultaneously, dramati- 
cally reducing the lest lime, espec ially for long bit error rate 

This Dart ot the design consisted mostly of dear ete logic gates and flip-flops, so it was quite 
similar in character to the RBP circwtware designs Experience lias shown lhat these types at 
designs are more prone to design defects than higher-level. 'coonbook' designs 



tests. We quantified this concurrent test Strategy as our sec- 
ond design goal: to improve tesi throughput for multichan- 
nel Dl "Is by a factor of ten.tt We decided lo address this 
problem through a parallel test strategy. The sequencer was 
carefully integrated into a complete ATE system which Sup- 
ports the use of many parallel sequencers. The software 
challenge was to provide an easy-lo-program system capable 
of supporting many concurrently executing processors. 

User Environment 

Typical DITs require system resources such as power sup- 
plies, nonserial digilal drivers and receivers, and Other sig- 
nal sources and detectors lo recreate the DITs normal op- 
erating environment. The platform providing these system 
resources is Ihe HP 3070 family of automatic- lest equipment 

The HI* 3070 family supports both in-circuit ;uul functional 
styles of testing. T Tt Both styles can be used together or sep- 
arately on the HP 3070 system. The STC was designed pri- 
marily for board-level funclional testing, but can be used for 
device-level functional test. 

The software user interface of the HP 3070 supports Ihe 
entire process of creating a suite of tests for a DUT. The 
in-circuil lest development process involves describing the 
components and connections to ihe system. Using this infor- 
mation, the system generates the information required to 
build a mechanical interface between Ihe DUT and the sys- 
tem. This information is also used lo generate individual 
tests for each component 

The functional lest process is similar. ( )nly the edge connec- 
tor need be described instead of all the components. The 
user then creates resource libraries describing the connec- 
tion of HP 3070 resource's lo the DUT edge connector. The 
system uses the libraries and edge connector description to 
generate the mechanical interface description 

The highest-level user interface on the IIP 3070 system uses 
the IIP VUE environment running on the HP-UX* operating 
system. Specific portions of the lest hardware are controlled 
by textual languages. These languages are similar in structure 
and syntax c-onvenlions and were designed for the specific 
purpose of testing DUTs. Overall test sequencing is controlled 
through a textual interface running an interpretive editor for 
the HP Board Test BASIC (BT-BASIC I programming language. 

The standard digital sequencer is controlled by using the 

Vector Control Language (VCL). This sequencer provides 
parallel digital c apability. The analog sources and detectors 
and external instrumentation ac cess are controlled using the 
Analog Test Language (ATL). Both languages can be used 
together to lest a particular DUT. A graphical Motif/Xll 

t1 The choice oi a factor ot ten as a goal was somewhat arbitrary because Ihe actual through- 
out improvement depends on the number ol DUt channels An eight-channel Dur might be 
tested only eight times laster. whereas a suteen-channel DUT might be tested sixteen 
times faster 

H In-circuit testing raters to methods for testing the various components of a DUT separately 
while they are m place on tile board this form of testing is based on the assumption that 
testing all components and connections between components ensures that Ihe DUT as a 
whole has been properly tested This form of testing produces encellem fault diagnosis to 
;he tailing component lor repair Functional lestmg refers 10 methods for testing a DUT by 
emulating Ihe system environment into winch II will later be integrated Many DUTs have an 
edge connector interface, so this is also commonly called edge connector functional testing 
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Fig. 6. Structure "f HI' 30711 testing languages. 

environment supports development of VCL and ATI. tests. 
Fig. 6 illustrates this software structure. 

All textual sources are compiled before execution. The lest is 
then executed from the BT-BASIC environment by use of the 
test statement. BT-BASIC is also used to control test re- 
sources like power supplies, test system operator interfaces, 
test results capture, and so on. 

Serial Test Language Overview 

STL was designed Specifically for testing serial interfaces. 
Typically, these interfaces require the following capabilities: 

• Simple, flexible input/output All serial I/O can be segmented 
Into a collection of bits called /mmcs. The size of the frame 
varies depending on the application. 

• Frame and bit manipulation features including comparison, 
modification, formatting, and concatenation. 

• Complex conditional constructs that execute in real lime. 
For many serial protocols, this means being able to perform 
in lo 20 statements within 12- r > microseconds. 

• Support for conversion of frame dala tO and from numeric 
data types. Many protocols require numeric processing of 
signals or numeric control. 

• Support of multiple STCs running concurrently emulating a 
single serial bit stream or multiple serial bit streams. 

• Triggering capabilities between concurrent processes 
(i.e., serial test sequencers) and the existing IIP 3070 digital 
sequencer. 

• Run-lime control of ST( ' personality modules and 
rcconfigurable bit processors. 

• Extremely flexible setup of ST( personality modules and 
reconfigiirabic bit processors ( RBPs). New RBI* personalities 
and personality modules have been designed after initial 
product release. The user interface is designed lo accept 
these with minimum software rework and without disturbing 
existing customer tests. 

• Kasy programming of the clock signal sources on the STC. 
These clock signal sources are used to simulate the bit and 
training clocks found on many serial interfaces. 

Each serial test for a particular 1)1 IT is contained within one 
source file. This source file controls all of the ST( s required 
for thai lest. The number of tests depends on the level of 
diagnostics desired by the user. Generally, the user will 
write multiple tests lo exercise the Dl IT fully. 

All major units of the serial source code are organized as 
blocks. Each unit begins with a starling block statement and 
is terminated With an ending block statement. This greally 



serial Count! R1 frames 

serial clock I0M clock is 2048 events 
events every 61 03515625n internal 
connect clkl lo "DCl" 
connect clk2 lo "2048" 
at event 0 set clkl lo"1IOO" 
at event 0 set cllt2 lo "II110O00" 
end serial clock 

stream I0M2 Master type "synchronous" 
connect ' tx clock" to "2048" 
connect "tx dala" to "DO" 
transmit length unknown 
substreamTX All 
tiller "xdlc CRC-CCITT 
transmit bits all 
end substream 
end stream 

stream I0M2 Slave lype "synchronous" 
connect ~rx clock" to "2048" 
connect "rx_dala" to "DD" 
set "rx clock edge" lo tailing" 
receive length unknown 
substream RX All 
receive bits alt 
tiller "xdlc CRC-CCrtT" 
end substream 
end stream 

process TX_ All 
loop 

transmit "\h5555" 
transmit "Nhaaaa" 
end loop 
end process 

process RX_AII;Counl1,Rl Irames 
dim AAAASM6] 
loop 

receive into AAAAS,"Vtxxxx" 
exit if AAAAS = "ViAAAA ' 
end loop 
Count = 0 
loop 

receive "\h5555"."\hxxxx" 
receive "\hAAAA"."\hxxxx" 
Count = Count + 1 
exit il Count = Countl 
end loop 

R1 Irames = Count 
initiate trigger digital 
end process 

Fig. 7. \n tgrinpM Qfia. Serial Test Language (STI.) prngnuii. 

simplifies parsing and dnunalically improves error diagnostic 
messages. 

The overall structure for a serial test is illustrated in the 
example show n in Fig. 7. 

The serial statement, serial;Countl,Rl_frames. is used to define 
variables passed to or from the lest execution environment 
( BT-BASIC). This allows flexibility in changing lest execu- 
tion parainelei-s without needing to recompile. For instance, 
the user can pass in the number of seconds a bit error rale 
(BEH) test is to be executed. 

The optional serial clock block, serial clock I0M. clock .... pro- 
grams the STI ' clock sources to output specific clock signal 
patterns. Bach clock section controls the four synchronous 
clock resources found on one STC. These clock generators 
can be synchronized to an internal or an external clock 
source. The clock signals can have variable lengths ranging 
from 2 lo (»5ri:55 pattern changes (called events) The large 
number of events provides a very flexible formal lot defining 
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CUStOin clock and frame sync- signals. The width of each 
event is defined in nanoseconds or microseconds. 

The Stream block, stream IOM2_Mastertype "synchronous", is 
used to define the physical characteristics of the serial hit 
Stream and protocol to the corresponding personality mod- 
ulo. There are three personality module types: TTL ISDN 
SHI IS, and ISDN I 'BUS. The ISDN' personality modules ar e 
used specifically for connection to ISDN interfaces. The TTI. 
personality module is a flexible collection of programmable 

TTL-voltage level drivers and receivers used to interface bo 

generic TTL-level serial hit streams. The stream type deter- 
mines the personality module's mode of operation. In the 
above command, the keyword "synchronous" programs the 
personality moduli' bit processor to expect an explicitly 
clocked bit stream. This type of serial bit stream requires a 
TTI, personality module. An error would be signaled if this 
keyword were used and a TTL personality module didn't 
exist. The electrical levels of the personality modules are 
fixed, but the stream protocols are programmable. The ex- 
ample in Fig. 7 is an explicitly clocked and implicitly framed 
bit stream. Therefore, the TTL personality module uses two 
signal lines to receive data: rx_data and rx_clock. The explicit 
framing signal line, rx frame .sync, isn't required by the bit 
processor because the HDLC format hits the framing infor- 
mation embedded in the actual data transmitted. Different 
TTL modes are used to reprograni the bit processor to emu- 
late a variety of serial protocols ranging from synchronous 
TDM interfaces lo asynchronous interfaces like RS-232. 

The mode of the ISDN personality modules can be changed 
as well. For example, the ISDN S-bus module can simulate 
terminal equipment or a network terminator. The automatic 
ISDN synchronization sequences are different depending on 
the ISDN mode selected. The mode type reprograms the 
personality module's circuit ware to conform to different 
stream requirements. 

The programmer connects the personality module to the 
DI IT by using the connect statement, connect "tx_data" to "DD". 
This Statement physically closes the correct STC relays to 
conned a personality module's resources to the DIT. The 
personality module's resources are multiplexed. During the 
test generation process, the system software will automati- 
cally determine the optimal connection method to the DI T 
This connection method is then used lo build the correct 
fixture interface to the DUT. 

Eac h personality module mode ha-s a set of programmable 
features. These are controlled by use of set statements: set 
"rx_clock edge" to "falling". The set statement is quite generic: 

set "mode description" to <value> 

The <value> parameter can be a numeric- or string identifier 
like "enabled". Each mode has a specific set of features, If a 
feature is not explicitly set. then a default value is used. 

By definition from our generic serial protocol model, each 
stream will Have a Structure of bits c alled a frame. A frame 
of bits is continuously (or on demand) transmitted or re- 
ceived. Depending on the protocol, we may or may not 
know the frame length. Certain serial protocols have the 
frame- length embedded in the actual stream of logical bits: 
III >!.( ' is an excellent example. 



The transmit frame length and receive frame length statements are 
used to capture this information. This may lie unknown 
( whic h is allowed as a keyword ) or a number between 2 and 
4()!)<>. This information is used by the channel splitter circuit- 
ware as it inserts or extracts bits from the stream. 

This leads us to the next block structure, the substream. 
Each stream can have between one and lour substreams. 
The substreams ate defined as a block structure within each 
stream block. The substream programs the channel splitter 
to target specific bits within the frame. Each substream can 
receive and transmit bits from within each stream frame. 
The bits targeted by the channel splitter are therefore either 
extracted or inserted into the stream frame. Each substream 
has an associated serial test sequencer called a process. As- 
sociated substreams and processes have the same name. 
The substream defines which bits of the frame are passed lo 
or received from the proc ess. The process contains the ac- 
tual program used lo control the bit values. 

If the stream frame length is known, then each substream is 
defined as a poll ion or all of the stream frame. Particular 
bits in the stream frame are enumerated from I to the frame 
length. The user tags certain stream bits for the substream 
to transmit or receive by use of the transmit or receive bits 
statements: transmit bits all. transmit bits 1 to 8, receive bits all. Multi- 
ple transmit or receive bits statements accumulate lagged 
bits. All these bits are concatenated (by the STC hardware) 
in order (bit 1 lo bit n) and treated as a frame by the process 
assoc iated with that subslream. 

If the stream frame length is unknown because it must be 
recovered from the bit stream, as is the case shown in Fig. 7, 
then the programmer must define a reconfigurable bit pro- 
cessor to transform the bit stream. This is identified in the 
substream block as a filler statement or block, filter "xdlc CRC- 
CCITT". Set statements Can be used to control the filler in 
much the same way as set statements are used to control 
the personality module in the stream block. 

< fur generic- model allows infinite levels of bit stream hierar- 
chy. The STC hardware supports two levels (stream and a 
single layer of substreams). Additional levels can be eintilaied 
in the serial language. This has nol proved loo restrictive 
since mosi protocols require no more than two levels. Refer 
lo Fig. 2 for an example of how this works. 

Multiple substreams can receive Ihe same bits, but only one 
substream can transmit a particular bit. A substream may 
have no bits being transmitted or received. This capability is 
used to create a process that simply controls other processes, 

As stated previously, each substream has an associated pro- 
cess, process RX_AII;Countl,RIJrames. Each process represents 
an independent program thai is executed concurrently with 
all other processes defined in a particular serial source pro* 
gram. Variables passed into the serial test are subsequently 
passed to individual processes. The STL process statements 
were modeled after BT-BAS1C. Therefore, the statements 
and structures allowed in STL processes include: 

• If-then conditionals 

• Lc igical operators 

• Assignment 

• Ixiop/exit if/end loop construct 
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• Subroutines ( with data sc oping control ) 

• Bii error rate test functions 

• Numeric functions 

• Access to stream and filter features through control and 
status functions. 

Bits to be transmitted or received are formatted as a data 
ty]>e called ufnwic. Frame data can be stored in a variable, 
AS. or as a constant, such as 10001. Each frame variable is 
simply a linear array of packed bits. From a programming 
perspective, the frame variable is treated like a string data 
type. Each frame variable lias a maximum length declar ed 
by the dim statement. The default length is 10 bits. 

Data is transmitted by the transmit statement, transmit "\h5555" 
AS. or received into the process by the receive statement, 
receive "\h5555", into AS. 

All process frames are buffered internally within the serial 
test sequencer. These buffers allow the serial test sequencer 
to continue to execute the program and not be tied directly 
to the Dl IT transmit or receive rate. 

All .siring operations like substring, concatenation, equality, 
insertion, and deletion are supported with the frame data 
type. Each bit of a frame works just like a character in a 
string. The user can use various notations (binary, octal, 
hexadecimal, decimal, or ASCII | to assign a value to a frame 
variable. Since siring operations were modeled after those 
in BT-BASIC. programmers familiar with BASIC languages 
can quickly learn STL frame operations. 

An STL process also Supports integer, real, integer array and 
real array data types. Conversion between integers and 
frame data types is supported. These data types are used to 
support complex control algorithms and digital signal pro- 
cessing of data. One applic ation requiring this capability is 
testing analog line cards. Line cards interlace subscriber 
equipment, such as a phone, to the public data network. 
Typical tests require a significant amount of digital signal 
processing for testing analogic-digital transmission transfer 
functions. 

Time-order sequence control between processes and the 
digital sequencer is handled by use of level-sensitive, named 
triggers. The triggering mechanism has been implemented 
using a simple mailbox approach. The process sending a 
trigger place's the appropriate trigger number in its assigned 
mailbox. Processes receiving triggers are told in which mail- 
box and for which number td look. This implementation 
allows any process to send or receive a trigger to or from 
any other process. It also allow s Iliplc processes m re- 
ceive the same trigger. Ten different triggers can be senl tO 
any other process defined in the- serial sourc e. In addition to 
interprocess triggering, the- system supports triggering to and 
from the parallel digital sequenc er. For example, Fig. H shows 
two processes. A and B. sending and receiving triggers. 

This simple trigger sc heme allows a wide variety of sequence 
control among concurrently executing processes and the IIP 
:it)T(i digital sequencer. 

All statements In the process section are optimized for speed. 

Testing and use have shown dial STL can perform a fairly 
complex set of operations in 125 us1 to a few milliseconds. 



Process A 

Trigger trom B 5 
Wait for Trigger 



Initiate Trigger 4 



Trigger from Digrtal.2 
End Process 



Process B 
Initiate Trigger 5 



Trigger Irom A 4 
Loop 

Receive AS 

Exit if Triggered 
End Loop 
End Process 



HP 3070 Digital 
Sequencer 



Fig. 8. Tnggpntig in STL 
Debugging Serial Tests 

The HP 3070 test debugging environment consists of a 
-Motif/Xll interface that communicates with the HP 307(1 
system hardware through the BT-BASIC interactive editor. 

The original debugging environment supports both the digi- 
tal sequencer and the analog measurement subsystem. Ii 
prov ides an easy-to-use pull-down menu structure to control 
the analog and digital test functions, view digital test vectors 
graphically within a logic analyzer display, create measure- 
ment histograms, and so on. A serial mode was added to 
allow the user to view the status of variables, processes, 
connections, and so on. All modes support viewing of the 
textual source code and commands to execute the source 
program and view the data. If necessary, the source program 
c an be modified, recompiled, and executed from the debug 
environmenl. 

Fig. !i shows the serial debug environment. The largest box 
contains the serial sourc e program. It can be modified by 
the user in this pane. The compile-and-go button allows the 
user to quicklytt recompile just the serial source code and 

execute the test. The pane on the left side contains a list of 

STL processes. ( lic king cm one of these places the source 
program at the first line of thai process. 

The command pull-down shows the list of debugging com- 
mands available, such as viewing the current contents of 
variables, trigger log, current process stains and line num- 
ber, and stains and contents of the transmit and receive 
buffers. 

By various pull-down menu selections, specific variables or 
groups ul variables of a particular type can be displayed. 
Frame variables can also be displayed in a variety of formats 
(binary, octal, hexadecimal, decimal). 

The trigger log on each processor captures the last 20 trigger 
events. The events are displayed in chronological order. This 
helps resolve difficulties when triggering between processes 
or the digital sequencer. Each trigger event is displayed in 
the same syntax as the trigger statements in STL. 

Each process keeps track of its own status and line number. 
The status debug command displays the current status ami 

t 125 us is an imponanl numbei in telecommunications applications because il umesnnncls to 
the basic B-kHz tame rate used throughout the network 

tt Usually in unilei 1 5 seconds The largest serial lesl lo dam lakes 44 seconds lo compile 
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Fig. !». Serial debug environrnfint. 



places ilu- source pane ai I lie line mimher I lie process was 
lasi executing. 

Special coniniaiKls are available to display ihe contents of 
the transmil and receive buffers. This allows Hie user lo see 
what lias been recently transmitted (in the transmit buffer), 
whai was about to be received in STL. and what has been 
received by the STC hardware. 

Breakpoints can l>e set by the user by means of the hall serial 
failing statement Single-step execution is HOI possible be- 
cause of the real-time nature of the STC. The serial test must 
execute until either the test ends normally or an exception 
occurs. If any exception occurs, all serial processes are im- 
mediately halted (Ibis is implemented by a hardware signal) 
and the current status of all serial processes is available. 

It is possible to switch to the digital (VCL) or analog ( ATL) 
lest modes by the mode pull-down menu. The interface for 
these modes is very similar to the STL interface. 

Implementation 

The STL compiler was written using C++ and object- 
oriented programming techniques. In an attempt to improve 
our software development process, the STC/STL group set 
several goals: 

Leant and use object-oriented programming development 
techniques (using C++ as a development language). 
Leverage libraries and tools as much as possible. 
Dramatically improve the quality of OUT products. 

Object-Oriented Programming. W hen we started, object- 
oriented programming was a new technique in lite realm of 
software development. After investigation and some train- 
ing, we knew this technique was not going to be easy or im- 
mediately rewarding. In retrospect, the definition of classes 
is a lime-consuming lask. but is critical lo Ihe success of a 
project. 



l"se of an object-oriented design provides two primary ad- 
vantages: better hardware abstraction and extensibility. An 
object-oriented abstraction models a given hardware con- 
struct like the STC (utile naturally. Object-oriented program- 
ming allows a hierarchy of classes defining the various 
hardware levels to be created easily. 

The abstraction of object-oriented progranuning made the 
STL compiler design much easier ami more readable. Both 
the language constructs and the STC hardware are encapsu- 
lated in a hierarchy of classes. They meet at the code- 
generation phase of the compile, where language constructs 
( which are simply an instance of the statement class ) invoke 
a message lo Ihe hardware code-generation classes. 

An enhancement to the original software was Ihe Support of 
real and array data types. Typically, the addition of these 
data types would bas e taken approximately one engineering 
year. Because of the object-oriented programming benefits, 
the addition took only three engineering months. 

Leverage. Leverage of existing tools and libraries saved a 
great amount of time and effort. We lev eraged many areas of 
the STL/STC software development. We used the Codelibs 
library of (" and C++ classes for data abstractions and algo- 
rithms. We used a third-party assembler for ihe STS se- 
quencer programming. Debugging assembly code during 
development of the STL compiler was far easier than editing 
binary downloads. We ev entually replaced Ihe assembler 
with a direct binary output lo speed up Ihe compiler, but we 
left the assembly output mode as a debugging tool. We used 
wacco, a lop-down recursive descent parsing tool, to simplify 
Ihe parser and improve error handling, and we used and 
improved interna] C++ classes for error reporting and file I/O. 

The quality of the existing tools or libraries should be inves- 
tigated carefully before leveraging them into the product. 
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We did not suffer any problems, hut we were careful witli 
our dependency on leveraged code. 

Software Quality Assurance. There is DO shortcut to quality. 
309S of the product development time was spent in quality 
assurance. 

There is no doubt that defects are far more easily fixed in 
earlier phases of software development, but a high-quality 
product is not ensured until the boundary conditions have 
been tested. The object-oriented programming design pro- 
cess and leverage of high-quality software components con- 
Iribured greatly, but we also spent a great deal of effort in 
testing our software. 

Our testing effort focused on two areas: early users (alpha 
sites) and automated regression testing. We developed tests 
on several customer Dl'Ts and used two alpha sites to build 
our confidence in the ability of the STC to test serial Dl'Ts 
and meet our project goals. We also created a set of tools 
thai allowed our group to develop over 900 automatic re- 
gression tests. We used branch flow analysis' to refine these 
tests to get to 92% coverage within the STL compiler. The 
regression test suite is also used to verify that a particular 
change or defect fix has not introduced any other defects. 

STL Summary 

The key STL objectives were to Shorten test development 
time and lo increase test throughput for DITs using serial 
devices. The ability to divide and conquer the serial bit 
stream using multiple processors has proved very successful 
in reducing the time to implement tests. In some cases, test 
development has been reduced from -1 to 0 months to 1 to 2 
weeks. The abilily to easily test multiple bit streams concur- 
rently increases lesl throughput dramatically, especially in 
BER tests. 

Customer Application Case Studies 

The sequencer architecture we have described in this paper 
was derived from studies of our generic model of serial 
communication systems, which was itself developed from 
the study of a wide variety of serial protocols and Dl'Ts. To 
test the effectiveness of the new architecture, we wrote 
functional tests for many serial protocols and customer 
boards. Two customer boards used in these c ase studies are 
described in more detail below. 

Case Study I 

The first customer board was a telecomm multiplexer. The 
hoard is used to multiplex and demultiplex four 2.048-Mbit/s 
bit streams to and from a single 8.448-MbhVs bit stream. 
Converters in the fixture were used to translate the HDB3 
signals in these streams to TTL-compalible levels. An addi- 
tional serial hit stream is used to send and receive control 
information to and from the board. Each of the six setial bit 
streams was attached lo an STC processing channel. 

The customer had been manul'ai i urina this particular board 
for five years, and had brought up their suite of functional 

t This tool inserts probes into the source code mat allow reporting ol coverage of particular 
e<ecution paths within a program 



tests for the board on two previous testers, both of which 
used a traditional pattern sequencer. Their test suite con- 
sisted of 15 functional tests, and they reported test develop- 
ment times of nine months and five months using the two 
previous board testers, I sing the STC. they implemented 
their l->test suite and 1(3 additional tests in four days — a 
25-fold decrease from their best previous test development 
time. The tests implemented included a BER test on all four 
channels simultaneous!) and other tests they simply could 
not perform with the sequencer architecture available on 
the other testers. 

Case Study II 

The second customer board w as an ISDN L -interface central 
office line card. This board has an ISDN l-interface for each 
Of four subscribers and a serial backplane interface. Each of 
the five hit streams was attached to an STC processing 
Channel. At the tune this test was developed, we had not yet 
introduced OUT I'-interface personality module, so Commer- 
cial network terminators were used to translate the sub- 
scriber channels to ISDN S-interface format. The hackplane 
of this hoard is a 2.048-.\lbit/s serial bit stream conforming 
to the IOM-2 protocol. 

Each subscriber poll was split by the STC processing chain 
into two subslrcams, one to handle data transfer and the 
other to handle activation control of the ISDN interface. The 
backplane hit stream was also split Into substreams. hut in 
this case we chose to use a single process to handle all four 
control channels. This reduced the total number of STC 
channels that would otherwise have been required and did 
not overly complicate the test program. We also handled the 
four data channels with a single process, using a special, 
optimized BER function built into STL. This function can 
receive up to : ^2 independent BER data streams simulta- 
neously With no intervention or special programming 
required of the test engineer. 

Other Applications 

During product development, we tested the architecture 
against many other serial protocols and formats, including 
ISDN S- and U-interfaces, RS-232-style asynchronous proto- 
cols, CEPT-30, Tl, automotive serial interfaces. I J ( . Ill il.t 
control channels, generic li-I-kbit/s bit streams, K ).M-2. ST-Bus, 
and various TDM backplanes. In each case we were able to 
communicate with the bit stream with a minimum of pro- 
gramming time and effort. 

Summary and Conclusions 

Based on the case studies and other applications described 
above, we have found that when testing serial-onented 
Dl Ts. the new- architecture offers the follow ing advantages 
over traditional sequencers: 

• Much faster test development 

• Much belter test coverage (more luin tioiialily of the Dl'T 
can be tested more easily ) 

• Much better throughput (because of the ability lo test 
multiple channels of a Dl'T simultaneously) 

• A reduction in fixture electronics. 
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The only potential disadvantage of the architecture is a 
slight increase in the capital cost of the test system. The 
relative weight of the advantages and disadv antages is deter- 
mined by the type of 1)1 T being tested and the type of test 
being i nn on that 1)1 T When testing hoards with multiple 
identical channels, especially when the hoard tests include 
long conformance tests like HER, I he n:l increase in 
throughput one can achieve using n STC channels easily 
offsets the slight price premium of the hardware. Hoard 
tests thai do not include Long conformance tests and thai 
involve significant overhead because of handling or heavy 
in-circuit testing will not sec such a clear cost advantage. 
Inn even then the significant reduction in lesl development 
lime may offset the cost of the hardware. 
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Shortening the Time to Volume 
Production of High-Performance 
Standard Cell ASICs 

Coding guidelines for behavioral modeling and a process for generating 
wire load models that satisfy most timing constraints early in the design 
cycle are some of the techniques used in the design process for standard 
cell ASICs. 

by Jay D. McDougal and William E. Young 



As time-to-market pressures continue to increase, the need 
for shorter design cycle times is more urgent than ever. At the 
same time, the demand for high performance in standard cell 
ASICs is also increasing. These trends are expected to con- 
tinue as customers look to gel (he most return on investment 
from the latest [C process technologies. Many of the design 
considerations needed to achieve these high-performance 
goals compete directly against achieving quick time to 

market 

A typical standard cell design process includes several itera- 
tions m which individual steps must be repeated to ailjust 
for data determined at later steps. A common example of 
this is the need to redesign portions of Ihe circuit when 
ph\ sical results such as extracted parasitica are fed hack 
into a simulator and performance goals have not heen met. 

This paper presents met hods that help reduce or even elimi- 
nate the need for design iterations by increasing the chance 
Of "first time perfect" at each design step. First, we discuss 
the methods developed for each of the steps in our ASIC 
design process (see Fig. 1) to get shortened throughput 
lime and reduced design iterations while still producing 
high-performance components. Next, we present the results 
of applying these methods to ihe design of a CM' IS ASIC 
that is used in HP's X-lerminal products. 

Behavioral Modeling 

Since high-level behavioral modeling is done very early in 
the design How. the way in w hich Ihe code is written can 
have a dramatic effect on the downstream processes. We 
have developed a set of hardware description language 
i III il.i guidelines that, if followed, will reduce throughput 
Qme for the entire design flow. These guidelines were col- 
lected from several designers w ithin IIP and have been up- 
dated and modified as areas for improvement have been 
identified in each of the downstream processes, 

The HDL coiling guidelines include sections on clucking 
strategies, block hierarchy and structure. flip-Hops and 
latches, stale machines, design for test, techniques for en- 
suring consistent behavioral and structural simulation, and 
S\ nopsys-specific issues (Synopsys is an automatic design 
synthesis tool from Synopsys, Inc.). 



Following these guidelines allows us to avoid many time- 
intensive steps later in the design process such as name 
remapping, race analysis, and iterative structural and 
behavioral simulation 

Synthesis 

Our goal during synthesis is to be able to produce a design 
that, when routed, will meet performance goals with the 
smallest possible area. We also want to do this with as few 
iterations in the behavioral model and the synthesis scripts 
as possible. 
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Coding Guidelines. Hie HDL coding guidelines mentioned 
above enable the creation of behavioral models thai syn- 
thesize predictably in a shorter amount of time With better 
performance than those created without guidelines. 

Generic Synthesis Script. To streamline synthesis we create 
generic synthesis scripts for our design that contain all of 
the design-specific constraints such as flip-flop types, clock 
speed, behavioral model locations, and so on. These scripts 
also include input and output timing constraints, external 
loading, and drive capability. The scripts are used to synthe- 
size all submodules in the design from the bottom up. Only 
those modules that do not meet timing requirements when 
incorporated into their parent module are resynthesized 
with scripts written specifically for them. This allows the 
majority of the blocks to be synthesized very quickly. Fig. 2 
shows a portion of a generic synthesis script. 

Custom Wire Load Models. I We of our primary goals is to per- 
form a single route without any iteration. To accomplish 
this, the wire loading (capacitance on the line) estimates 
that are used during synthesis have to be conservative. How- 
ever, if they are too conservative then it is not possible to 
meet performance goals. To determine a wire loading model 
with the appropriate amount of conservative estimation for 
our library and tool methodology, we performed several 
wire loading experiments. These experiments consisted of 
synthesizing modules of various sizes and design types, rout- 
ing them, and then verifying that their perfoniiance with 
actual wire loads satisfies the timing constraints defined for 
the module. Several passes were done for each module 
using a wire load model with varying levels of conservatism 
Fig. :i summarizes the process we used to generate the wire 



r These are fragments from Iho generic Synopsys dc script V 
/' the lull script can be easily modified for a given model '/ 

r 

/• Rood in Venlog HOI 1 

r 

read -f verilog mymodule.v 
chock design 



Original Wire 
Load Models 



* Set the wire load model: 

r — 

set. wire . load olock -library wire loads 



r •/ 

/• Define Ihe clocks V 

r : •/ 

creale. clock CLK -period 20 -waveform (0 10} 

sol clock skew plus uncertainty 0.5 -minus, uncertainty 05 -propagaled CLK 



/* Set block oporating environment: 



loader pin = hp cmos26g. table slow/INVFF/A 

driver pin = hp_cmos26g_table slow/NINVFF/Q 

set load 3 'load oflloader pin) all outputs!) 

set. load load.oftloader pinlall.inputsU 

sel drive drive ollloader. pml all inputs!) 

set input delay 10 -clock CLK all inputsll 

set output delay 10 -clock CLK all outputs!) -max 



" Compile the design 

r 

compile 



/• Wine out results 



■•/ 

V 

-1 



write -hierarchy -f verilog -output mymodule vopt 
write constraints -format sdl -output mymodle sdl -man_paths 1000 
report design » mymodule.sn rpt 
report hierarchy -lull >> mymodule.sn rpt 
report timing » mymodule.sn rpt 

Fig. 2. A purl ion of a generic synthesis script. 
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'Estimated Capacitance Based on Fanoul 
Fig. 3. Tin" pmress f"r generating wire loud models. 

load model. This process was necessary because initial wire 
load estimates might be too optimistic. For example, the 
initial capacitance estimate for one connection between two 
inverters might be 0.04 pF, but after placement and routing 
Ihe actual capacitance could be 0.1 pF. which might cause 
Ihe chip's liming constraints not to be met. 

During these experiments, each module was first synthesized 
using average wire load estimates. After routing, if the mod- 
ules failed liming, additional experiments were performed 
using a progressively more pessimistic wire load model. The 
wire load model that was used was generated by selecting a 
point in the distribution of actual capacitances for each fan- 
out that is greater than a given percentage of nets. Fig. 4 
shows a sample distribution of interconnect capacitance for 
nets with a fanoul of two in a typical module. In this example, 
we wanted to use a model thai would predict a capacitance 
such that flO% of the wires would typically have actual capaci- 
tance less than the predicted value. To do this we simply 
used the capacitance value from the distribution that was 
greater than 90% of the other wire capacitances. This was 
done for each fanout to create a synthesis wire load model 
called a "90% model." 

We used this method to test models that fell within the 
oO-to-95-percent range. We found that unless we used at 
least a 90% wire loading model we had some timing viola- 
tions after back-annotation* that were not present during 
synthesis with estimated loads. 

We also discovered that the magnitude and distribution of 
the routed capacitance were fairly consistent across a wide 

" Back-annotation in Bits context refers io the process ol Taking ihe actual capacitance values 
extracted tram routing and using them during static timing analysis 
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interconnect Capacitance (IF) 

Fig. 4. A sample distribution uf interconnect Cflpadtanct for a fan- 
out of two in a typical module. 

range of module sizes and design types. This was a surprise 
and it allows us to use the same wire load models for all 
designs done in the same library withoui having lo repeat 
the experiment for each design. 

We use the 90% wire load model derived from the above 
process to help guarantee single-pass routing for all mod- 
ules using our Library, hi addition, we create another model 
lor wires that are used for global* module interconnect. Tliis 
is done using the same method described above except that 
the wires used to create the capacitance distributions are 
limited to global wires. This model more accuraiely predicts 
the higher capacitance associated with top-level intercon- 
nect. Synopsys. our logic synthesis tool, can automatically 
select the appropriate wire load model lo use for each 
global wire. 

Table-Driven Models. Another factor in pur nhihiv to achieve 
high performance and minimize cycle lime is the accuracy 
of the Synopsys library liming models. 

The biggest problem created by inaccurate synthesis timing 
models is the requirement for numerous iterations between 
synthesis and liming verification to fix timing violations. 
These iterations involve changing synthesis constraints, 
overruns) raining, and replacing cells by hand Gtt MM CSS8S 
Timing inaccuracy alsu leads lo poor optimization decisions, 
resulting in nonoptimal circuits in terms of performance and 
area 

These and other problems are essentially removed by the 
new nonlinear table-driven timing models in Synopsys. With 
these models, liming can be made to match Ihe Spice char- 
acterization tables for each cell in the library. The transition 
lime definition can also be made to match exactly so that il 
can be const rained properly. 

The HP C2S102SH library supports this new model and 
allows ns to gel accurate liming from out synthesis package 
sip thai i here are no timing or operating condition violations 
in the liming verification step. Besides the obvious bcncfil of 
reducing iterations, litis new library and liming model gives 

* Global wues am the inteiconnecling wires between siibmndules on a chip 



us performance and density improvements. The perfor- 
mance is improved because the synthesis tool is now work- 
ing on the correct patlis and is able to generate faster cir- 
cuits. Density is also improved for the same reason. Since 
incorrect patlis are no longer being optimized incorrectly 
and overconst raining is not necessary, the overall design 
size is smaller hi addition, the improvement in transition- 
time modeling and constraints avoids the need to apply a 
global transition-time constraint lo Ihe design which can 
lead lo oversizing many cells. 

Timing Constraints 

As an additional method of ensuring ilia) our performance 
goals are met without having to do multiple routing passes, 
we have added the process of driving the placement with 
constraints derived from synthesis. 

Because Synopsys timing is very accurate with table-driv en 
models, it can Lie used directly to create timing constraints 
imposed on the router. This is done using the Standard 
Delay Format timing output in Synopsys. Critical path tint- 
ing is written in Standard Delay Format which can then be 
converted to Design Exchange Formal and input to CelI3** 
with the netlist. These liming constraints become part of the 
overall constraint equation for ihe placer. 

Several thousand constraints can be quickly and easily gen- 
erated using this method. However, only those paths that are 
within a few percent of failing with estimated loads should 
beet nst rained. If an appropriate wire load model is used, 
the rest of Ihe paths should meet their liming without being 
constrained. Having too many patlis constrained will slow the 
placement process and may produce inferior results. How- 
ever, we have successfully constrained up to a thousand 
paths. 

Place and Route 

< Kir goals during placement and milling are lo implement 
the design in the smallest possible area, mee! all specified 
performance goals, arid minimize ihe number of iterations 
through the process. 

Timing-Driven Placement. Timing-driven plarcincni is ihe pro- 
cess of driving the placer with the liming constraints oulpiit 
from a liming analyzer ( Synopsys. in ibis case). The following 
factors are important in successfully using this technique. 

• Accurate liming models used for static liming analysis. As 
mentioned above, accurate timing models are critical to 
ensure thai the synthesis program works on Ihe right paths 
and thai the liming constraints are accurate. 

• Accurate cell delay information fed to ihe placer. Our place- 
ment program. Cell3. uses a two- or three-parameler delay 

equation. The two-parameier equation calculates delay with 

an intrinsic component and a load dependent component. 
The three-parameter equation modifies the intrinsic delay to 
reflect its dependency on the input slope. To drive the placer 
with accurate data, it is important thai Cell.'S's delay calcula- 
tion match that used by the timing analyzer as closely as 
possible. Table I shows Ihe correlation obtained from each 
of these models compared In Ihe data used by ihe tinting 
analyzer. The dala in Ihe table is for 100 represenlalive 
paths, varying in length from -1 lo 71 cells, 

• Ceil3 is the placement and touting progtam we use. which comes 'torn Cadence Design 
Systems 
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Table I 

Cell3 to Synopsys Correlation 

Timing Cell3(two- Cell3 (three- 
Analyzer Data parameter) parameter) 

Minimum 3.47 RS 3.56 ns 3.43 ns 

Path 

15.54 ns 18.51ns 14.55 ns 



Maximum 
Path 

Least Error 
versus Synopsys 

Creates! Error 
versus Synopsys 

Error Range 
versus Synopsys 



- 1.4".. 



+ 2l>.2% 



i.i.l i"i 



+7.4% 



1.4% to 26.2% -7.3% to 7. 1".. 



As shown in Table I, Cello's ihree-parameier mode] pro- 
vides greatly improved delay modeling compared to Ihe 
iwo-parameier model. Because ofils improved accuracy, Ihe 
ihree-paramelcr model is now used as ihe standard during 
liming-driven placement. 
. Accurate estimates of interconnect. For synthesis, intercon- 
nect delay is specified by the 90% wire load models. For 
placement, it is important that the placet: has a good idea of 
what it can expect in terms of average per4ayer wiring ca- 
pacitance for each signal. These numbers are determined by 
analyzing wiring distributions on previously routed chips. 

Clock Tree Synthesis and Verification. Typical ASK S are 
driven by single or multiple high-speed clocks. These clocks 
drive thousands of flip-flops and must have low insertion 
delay and skew to meet performance requirements. To im- 
plement these balanced docks, special placement and rout- 
ing features must be used. Cello's clock tree synthesis tools 
are used to insert a buffer tree for each clock (see Fig. 5). 
The clocks are then prcrouted using various forms of Cell3's 
balanced routing techniques. This method has met with 
mixed success. Excellent results can be obtained by using 

the detailed balanced router, which is included as part of 
Cello's clock tree synlhesis option. However, since this tool 




Clock Input 




To Flip-Flops 




Fig. 5. A typical dock buffer tree. Insert Ion deki.v for litis configura- 
tion is ihe overage delay from the clock input to the nip-flops, skew 

is the difference between the shortest and longest delays. 



has proven not to be as robust as we would like, we have 
found that an easier and much more robust method is lo use 
C'ell3's balanced global fouling, which meets the needs of 
most high-performance standard cell ASICs. 

Actual clock delay and skew are verified using the BC ex- 
traction capability provided in CheckMate.* The general 
Steps involved in using this approach include: 

• Complete the physical implementation of the clocks. 

• Extract (via CheckMate) RC information for all nets in the 
design. 

• Create a Spice net list containing only the cells and nets in 
Ihe clock trees. (The desired nets and cells are specified to 
CheckMates Spice writer. ) 

• Add custom circuit conditions (external loads, etc.). 

• Run the Spice job. 

Cell3 can also provide clock and skew information, but Ihe 
steps listed allow us to obtain more accuracy and to build 
confidence in the Cell."! numbers. 

Automatic Scan Insertion. Automatic scan insertion is done 
during the routing process. This makes it possible to include 
scan logic without having to design it in during behavioral 
coding. However, there are rules in Ihe 111)1. coding guide- 
lines thai must be followed to make automatic insertion 
possible. I sing aiitomalic insertion reduces the complexity 
of Ihe behav ioral design and eliminates iteration because of 
scan dock skew, scan chain ordering, and liming perfor- 
mance issues. The use of automatic scan insertion is made 
possible by the use of an internal tool that performs insertion 
and optimization. 1 

Results 

A chip in which the processes described above have been 
applied is a CMOS ASIC I hat is used in HP's X-ierminals. Its 
Main fund ions are memory and data path control. The chip 
contains 270,000 transistors and runs at multiple clock 
frequencies of 50, 100, and 33 MHz. 

For this chip, the 1000 timing paths with the smallest timing 
margin were input as constraints fed to the Cell:! placer. 
Celt3 met all of Ihe constraints on the first pass and subse- 
quent timing analysis verified lhat all the paths were satisfied. 
More important, no other liming violations were created 
because of the constraints on the lightest paths. Iflhat had 
occurred, we were prepared to exercise I he Synopsys in- 
place Optimization flow. Tiiis. flow does in-plaee up and down 
sizing of cell drives as necessary to meet liming constraints. 
This step proved to be unnecessary for our X-terminal ASIC. 
The 9096 wire load models were adequate. 

The multiple clock domains on Ihe ASIC are all deriv ed from 
a 100-Mllz input clock. The chip has three domains and each 
contains approximately 1 100 flip-flops. To meet performance 
goals, the skew across all of these domains had to be less 
than 0.5 ns and the insertion delays had to be matched 
within 1 ns. After placement and routing, clock delay and 
skew verification was done using the CheckMate RC extrac- 
tion tool. Fig. o shows the Spice results obtained on one 
representative dock tree. All clock trees were found to have 
acceptable skew. This light doc k skew was a kev facloi in 
achieving the ASIC's aggressive performance goals. 

' CheckMate is an artwork verification and parasitic extraction tool from Mentor Graphics Corp 
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Fig. 6. Spire clock delay ami skew results. 

Ii is our goal to characterize CeL13s delay calculation to the 
point at which we can use its delay numbers for clock skew 
verification without the additional complexity of using 
Spice. Table II shows the correlation obtained between Cell3 
and Spice for the clocks on the X-terminal ASK". 



Table II 
Cell3 to Spice Correlation 

Cell3 Spice Delta 

Best Case 2.84 ns 2.56 ns -9.9% 

Worst Case 2.96 ns 2.57 ns -13.2% 

The results of litis correlation are very encouraging. Hie off- 
set is relatively constant, and the Cell'! numbers are always 
more conservative than the Spice numbers. This is because 
Cell3's per-layer capacitance constants are intentionally 
skewed toward the conservative end of die range. 

Contributing Factors 

The following factors played a pari In producing the 
results mentioned above and providing a chip that met the 
specifications. 

Library Design. I >nc of the major contributing factors for 
meeting our density and performance goals is the use of 
high-duality libraries such as the new HP C2fil02SH (0.8 tint) 
standard cell library. This library is a scaled-tip version of the 
HP CM HUSH library developed for our CMOS1-I (0.5 urn ) 
process. 2 

< >ne major improvement introduced with the HP C2(il()2SH 
binary is that it is tuned for Cell-'i while maintaining com- 
patibility with other routers. For a roughly square core, the 
library allows a very even distribution of horizontal and ver- 
tical routing resources. This gives I he placer more freedom 
to find an optimal solution. The use of advanced layout tech- 
nic|ues, along with the exploitation of new process design 
rules, allows smaller cells that piw idc the same functional- 
ity as previous library versions. Finally, advanced router 
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Fig. 7. Win- capacitance versus fanout in two cell libraries. The HP 
G26I01SH library Is the crittet <"M< >S2ii library 

model generation provides fully gridded routing and opli- 
muni pin locations, which improves both density and run 
time. These factors result in a reduction in average wire 
length for a given fanout. The improvement in wire capaci- 
tance as compared to the previous cell library is shown in 
Fig. 7. 

Another area of improvement is in the drive sizes of the 
cells. The "stairstep design" 1 approach was used to deter- 
mine appropriate drive increments. The stairstep design 
approach is a method of sizing gates to provide optimum 
area versus performance characteristics for each cell in the 
library. As a result of using this approach, the IIP C2iilD2SH 
library prov ides more drive increments for Synopsys to map 
to. avoiding the excessive area penalty imposed when a 
higher drive cell must be swapped into a path that is just 
missing timing. 

Finally, this is the first library to use the more accurate table- 
driven Synopsys models. As discussed previously, this allows 
more accurate delay calculations and eliminates correlation 
issues with other liming verification tools. 

Since (fie IIP < 26102SH library is a scaled-up version of the 
IIP C 1-1 HUSH library, all these advantages will continue into 
the next process generation. 

Design Methodology. < mi design methodology was carefully 
constructed to produce a chip that met aggressive liming 
goals in a reasonable amount of lime. The $10% wire load 
models improved the chances of first lime perfect through 
the routing cycle, albeit at some loss of performance and die 
size. This was an intentional choice designed to minimize the 
design cycle lime, while still meeting performance targets. 

The III 11. coding guidelines enabled the creation of a design 
thai was easily synthesized. They also enabled Che use of 
automatic scan insertion and test vector generation. 
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Finally, l>y imposing a set of automated naming rules (lut ing 
Synthesis, tool compatibility issues were minimized. These 
naming restrictions eliminated name remapping and cross- 
referencing throughout the design flow. 

Point Tools. Several key point tools are necessary to support 
the design flow discussed in this paper. Synopsys with table- 
driven delay models is required to provide accurate static 
liming analysis and valid constraints to the placer. CellS's 
timing-driven placement is required to implement the critical 
path timing output from Synopsys. An automatic test genera- 
tion (ATG) tool is required to insert and optimize the scan 
chain automatically and produce appropriate test vectors. 

Possible Improvements 

Although u 'e have been successful with the methods de- 
scribed in this paper, there are still some areas for 
improvement. 

Timing Verification in Synopsys. Eliminate Verflog functional 
timing simulation by relying on Synopsys static liming 
analysis for verification. 

More Automation of Clock Insertion. As mentioned, further 
characterization of CellS's delay calculation is necessary to 
eliminate the need for Spice clock verification. Another area 
of improvement here is to work with Cadence to improve 
the balanced routing capability of Cell3. 



Alternate Ways of Prelayout Capacitance Estimation. Other 
met hods for accurate early capacitance estimation are avail- 
able that don't require a preliminary route. Promising im- 
provement areas here include using advanced floor planning 
earlier in the design cycle and netlist-bascd capacitance 
estimation that includes not just fanoul but other factors 
such as estimated chip size and types of cells connected to 
each wire. 

In- Place Optimization. I 'se less conservative wire loads for 
preroute estimation with expanded use of links-to-layout 
during the synthesis and placement loop to enable higher 
performance with minimal impact on cycle time. 
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A Framework for Insight into the 
Impact of Interconnect on 0.35-|nm 
VLSI Performance 

A design and learning tool called AIM (advanced interconnect modeling) 
provides VLSI circuit and technology designers with the capability to 
model, optimize, and scale total delay in the presence of interconnect. 

by Prasad Ra.je 



On-chip interconnect is having an increasing impact on the 
performance of VLSI chips. Previous work in this area from 
a technological perspective has concentrated mainly on the 
RC delay of the interconnect. 1 For cases in which the driving 
gate has been included in the analysis, there has not been an 
equal emphasis on accurate modeling of the resistance and 
capacitance of the interconnect and the interconnect "s depen- 
dence on various dimensions. 2 The problem needs to be ex- 
amined from the comprehensive perspective of including the 
gale in the delay analysis, using accurate models for the total 
delay, and including the dependence of delay on various 
parameters in the circuit and technological domains. 

aim (advanced ihtefco n ned modeling) is ;ui efficient, accu- 
rate framework to analyze and optimize 8 fundamental build- 
ing block of all VLSI critical paths, namely an arbitrary gate 



Glossary 

The following definitions explain terms as they are used in the content of the 
accompanying article 

C|„ (input capacitance). C,„ is proportional to the product ol gate oxide capaci- 
tance per unit area, the gate length, and the gate width The gate width is the 
total width of all the transistors tied to the input C,„ is often represented by the 
gate width in units of urn 

Circuit Domain. The circuit domain refers to the design realm of the circuit de- 
signer Specifically, certain quantities are under the contiol of the circuit designer 
in the context of interconnect delay These include the wire width, length, and 
space, or the gate width 

HIVE. HIVE is an internal HP software package that creates closed lunctions of 
wire capacitance components as a function of the relevant geometrical quantities. 
HIVE starts with the wire geometries, performs 2D numerical field simulations and 
arrives at closest-fit analytical functions 

Interconnect. Interconnect refers to the conducting wires on an nitegiated circuit 
chip that connect the components to each othei and carry electrical signals 

Technological Oomain. The technological domain refers to the design realm 
ot the process technology designer Certain quantities that affect gate delay in the 
presence of interconnect are under control of the technology designer. These 
quantities include wire thickness, mterlayer spacing, transistor gate oxide 
thickness, and so on 
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Fig. i. Basic huiHiiiK i>ii" k modeled by MM 

driving an arbitrary on-chip interconnect. AIM is a design 
and learning tool for both circuit and technology designers 
concerned about careful modeling, prediction, and scaling 
of lotal delay in the presence of Interconnect 

AIM includes circuit anil process technology variables while 
providing a framework to manage a large design space. AIM 
is also computationally efficient while accounting for Impor- 
tant effects like interline capacitance and distributed K< s li 
also serves as a bridge between circuit and technology de- 
signers to allow for combined optimization of interconnects 
in bolh domains. This paper describes Hie delay model 
used in AIM. its iinpienienlation and verification, and some 
example analyses. 

System Modeled by AIM 

All critical paths of CMOS/Bit MOS VLSI chips can be divided 
into a sequence of basic blocks, each consisting o£a switt bed 
active device driving a load and an interconnect. Fig. I 
shows a typical representation of a basic building block. The 

switched device (logic gate) can be represented without loss 

Of generality by a simple inverter with input capacitance < 
The load consists of all nonwirc capacitances, typically gale 
oxide and source/drain junctions. These capacitances are 

located ai three places: a) the beginning of the wire (G^g), 

at the end of the wire (<',.„,|l. and distributed along the wire 
(Cdiit )■ Note that the distributed capacitance of the wire is 
distinct from < ',i ls , and is discussed in detail below. 

The inlerconnecl wire presents a distributed resistance 

i K' UM , ) and a distributed capacitance ((\ V |,,.). Rwitt and Cwtrc 

are functions of the wire geometry shown in Fig. 2. The 
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la) 

dimensions in Fig. 2 show Ihe variables thai represent the 
size (width w. length I,, and thickness t ) of a typical wire, and 
Ihe separation of the wire from conductors that are above 
(su), below (sd), and adjacent (s) to it. L, w, and s are vari- 
ables in the circuit domain, while t. su, and sd are variables 
in Ihe technology domain. 

A multilayer interconnect system, like Ihe one shown in 
Fig. 2, provides different values oft, su. and sd depending on 
Ihe wire layer* (polysilicon. Ml, M2. M3, M4, etc.), upper 
conductor (Ml, M2, M3, M l, or none), and lower conductor 
(substrate, polysilicon, Ml, M2, M3, etc.). AIM allows all 
permutations of layer and up|)er and lower conduciors. A 
layer Variable in Ihe circuit domain is defined lhal can lake 
on any value selected from these permutations. 

The upper and lower conductors, when present, are as- 
sumed to be conlinuous plales of conduciors. To a lirsl 
order, this is an acceptable approximation when the upper 
and lower layers have densely spaced wires. The adjacent 
wires are assumed to be equidistant on both sides. For sim- 
plicity, the R W i„. and C^e interconneel components are 
assumed lo be uniformly distributed along the lenglh of Ihe 
wire. Any changes in layer or wire geometry lhal change 
R wirt . or ( 

wire **te important for capacitance extractions in 
actual layouts. There is no value to introducing this com- 
plication into AIM, where larger trends in delay on various 
parameters are of interest. Also, there would be no general- 
ity in choosing a particular Change i" R^r,. or Cwtre along 
the wire. 

AIM Delay Model 

A key feature of AIM is lhal Ihe logic gate delay is included 
as a full participant in ihe interconneel delay analysis. Gale 
delay is defined as the delay from Ihe gale input lo ihe be- 
ginning of Ihe wire (see Fig. 1 ). Wire delay is the delay from 
ihe beginning of ihe wire to Ihe end, and includes [lie effect 
of C,iisi- The total delay is the sum of gate and wire delays: 

delay = t^ + tw-i^. (1) 

The gate delay is expressed in a delay-versus-fanout formal 
instead of simplifying the gate as an equivalent resistance as 
described in reference 2. The fanout is the sum of all the 
capacitance seen by Ihe gate as if it wen' all lumped at die 
output, divided by the inpul capacitance: 

'gate = 'it + slope (Cbeg + C win , + C dis , + C e „u>^"in 

-kxt wlri „ (2) 

' Ml . M2. M3. and so on represent different types ol metal layers 



Fig. 2. Vi in- g» tfOBI ry. ( a ) I 'ircuil 
domain variables. (IT) Technology 
domain variables. 

where tfl is the y-intercept of the of the delay-versus-fanout 
curve, slope is the slope of the delay-versus-fanout curve, 
and k is an empirical constant thai represents a correction 
faclor to account for "hiding" distani capacitance along a 
resistive wire (0< k< 1 and is typically 0.§). 

The wire delay is the usual RC delay including die distributed 
nature of both the wire and nonwire capacitance: 

'win- = Rwire * (('wire^ + C,| is ,/2 + C Pnl |) (3) 

c W i rP consists of the interline capacitance of the adjacent 

wires on Ihe same layer, and Ihe interlayer capacitance of 
ihe upper and lower layers. 

C wire = C interlayer + C intprlitie ("1) 

The interlayer mid interline components are expressed simply 
as the respective parallel plate capacitances. This formulation 
intentionally does not include fringing effects lo make it 
easy to express the optimum width and optimum thickness 
formulas in Ihe nexl section. Fringing effects are described 
in Ihe section "Accurate Delay Modeling" on page 99. 

The upper and lower layers are assumed lo be quiescent but 
adjacenl wires are allowed to have a signal switching in Ihe 
opposite sense. A variable m accounts for Ihe Miller effect 
and effectively doubles die value of the interline capaci- 
tance when the adjacent wires switch simultaneously in ihe 
opposite direction. If m =1 the adjacent wires are quiescent, 
and if in = 2 Ihe wires are swilched. 

C\ v | r p = EwIVsd + ewL/su + 2m x EtlVs (5) 

R wi ,,. = pIVlw (G) 

where e is Ihe permittivity of the dielectric and p is die resis- 
livily of ihe metal. The more general case of C\ V j,,, for upper 
and lower conductor Switching Can easily be constructed 
with extra Miller variables. 

Optimum Wire Width and Thickness 

The wire width v\ and thickness I appear in die numerator 
and denominator of ihe total delay expression. A larger width 
or thickness implies an inversely smaller Rw m . but a larger 
Cwirp- Tlif net effect is a reduction of the wire delay (twirfcJi 
but an increase in gate delay (tgate)< The toial delay there- 
fore is optimum al an intermediate value of w or I. The total 
delay is differentiated with respect to w and t lo give the 
optimum values w 0|l , (optimal wire width) and tup, (optimal 
wire Uiickness ) at which the delay is a minimum. 
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For the cirruil designer, W,,,,, is an importaiil quantity and 
one that can potentially be changed for each different net in 
a circuit to achieve the lowest delay. Wire widths must be 
increased: 

• when driving longer wires (larger L) 

• in the presence of an extra load along or at the end of the 
wire (greater G^gt and <.',, n ,i ) 

• when timing with stronger drivers ( larger C IU or smaller 
slope) 

• when adjacent wires are switching (m> 1). 

For the technology' designer, optimal wire thickness is the 
important quantity. The difficulty here is that it Ls not pos- 
sible to change the wire thickness for each different net. 
Therefore, estimations must be made of parameters such as 
i he expected range of wire length, driver size, wire spacing, 
and nonwire loads in the chips that are expected lo be de- 
signed in the technology. Once these parameters are known, 
then one can state that the wire should be designed to be 
thicker when it is expected lo be longer, driven by bigger 
drivers, or in the presence of a significant nonwire load. 
Equation S prov ides an analytical basis for the well-known 
interconnect design guideline that upper layers of metal that 
go over longer distances should be made I bicker. 

There is a subtle interaction between the optimum width and 
the optimum thickness of the wire, The viuiuhlc Wopt 

depends 

on the thickness of the wire and vice versa. Thus, a wider 
wire may lead to a smaller optimum thickness according to 
equation 8. If the nonwire loads (",|| s , and C,. n i| are small 
compared to both the interline and interlayer capacitances, 
then Wop| bas no dependence on wire thickness, and t,,,,, has 
no dependence on wire width. In this case the technology 
designer can optimize the wire thickness from a delay stand- 
point without any consideration for the width of the wire. 

Accurate Delay Modeling 

The analytical delay model of the previous section provides 
important insight into the various parameters affecting wire 
delay. To make specific predictions about interconnect behav- 
ior in a technology, it is necessary to use accurate numerical 
values of the different components of the delay. These com- 
ponents are provided in AIM by IHVE :1 and Spice. The ana- 
lytical expressions front HIVE arc modified so that they can 
be used with Malhemalica. Mathematics is an interactive, 
interpreted programming environment that allows one to do 
such things as express analytical equations, perform analysis, 
and create 2D and 3D plots. 

HIVE for Wires and Spice for Gates 

HIVE prov ides tor some second-order effects not included in 
the ('wire expression (equation "■). The interlayer capacitances 



are still linearly proportional lo width ( w). but die second- 
order dependence on interline space (s) is included. This is 
the fringing effect which reduces the interlayer capacitances 
as interline space is reduced. The interlayer capacitance has 
the form: 



Cinieriayer 

w — w 



(9) 



where F,,(s) and G,-,(s) are sixth-order imlynomial functions of 
s and w„uii < w < w nux is the range over which the fitting 
function applies. 

The dependence of inlerline capacitance on s is modeled as 
a sixth-order polynomial rather than die simple linear s term 
in the denominator. The interline capacitance has the form: 



C 



iniorlinr 



+ wL~- w wl, ll/J » (s) - 

where HY,(s ) and Ji;(s) are sixth-order polynomials. 



110) 



HIVE uses two-dimensional Unite element simulation of 
actual geometries in an IC technology to obtain the coeffi- 
cients of the sixth-order polynomials given above. Further, 
accurate values of these components arc available Tor all 
values of the layer variable (M l over substrate or M3 over 
M2 under M4. etc.). 

Spice simulations on various basic gates are performed lo 
Obtain accurate tn and slope values in the technology of in- 
terest. For the 0.35-um CMOS technology (CMOSA) used in 
this paper, tn = 40 ps and slope = 23 ps/fanout. Empirical 
studies ate also carried out to estimate the value of k in 
equation 2. The value of k lies between OA and 0.6 in 
CMOSA technology. The dependence of gate delay on input 
slope could be included with the addition of one or two 
more fitting parameters. (Fur simplicity this is not Intro- 
duced in the first implementation of the aim model.) Also, 
the emphasis in the delay analysis is on the trends in delay 
as a function of various wire parameters. These dependen- 
cies are, loa first-order approximation, independent of the 
input waveform slope at the gale. 

The delay predicted by the AIM delay model is compared to 
a Spice simulated delay of the same gate with the wire rep- 
resented by a I HVE subcircuil. Delay calculations for 336 data 
points of various wire widths, lengths, and gate sizes are 
obtained and they show Dial the margin of error between the 
AIM and Spice results is <:l% for 60% of the samples, <5% 

li i] 7-">% of the samples, and < Vfii tor 939j of the samples. 

This provides confidence in the predictions made with the 
AIM delay model. 

Implementation in Mathematica 

With the more complicated wire capacitance expressions 
from HIVE, the delay model is no longer trac table by hand, 
but it is still in an analytical form that can be coded into 
Mathematica expressions. The basic delay expressions and 
subexpressions are in a single file. The technology depen- 
dent coefficients in the wire capacitance expressions are in 
;i separate technology file. This allows different intercon- 
nect technologies lo be analyzed by simply changing the 
technology file. 
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Fig. 3. AIM implementation slmwintf the different types of analyses 
rhal an; possible. 

The analytical implementation in Mathematica allows power- 
ful, fast, and accurate analyses of various dependent observ- 
able quantities as funcrions of various Independent Quantities 
(see Fig. 3). In dependent quantities can lie in numerical or 
symbolic form and include properties of (he wire, gate, or 
load. These properties are typically specified by values in an 
input file. However, one or more of these properties may be 
left in symbolic form. The dependent quantifies are expres- 
sions or formulas defined in lerius of the independent quan- 
tities. Each piece of the wire capacitance, such as (.'interline 
and Cjntpitayen ' s available separately. The most important 
quantity of interest is of course the total delay. 

AIM provides standard routines to plot any dependent quan- 
tity as a function of any independent quantity. Similarly, given 
a dependent quantity and all but one independent quantity, 
the unknown independent quantity can be obtained. More 
complex analyses consist of plotting a dependent quantity in 
3D versus two Independent quantities, or plotting a contour 
plot of a constant dependent quantity with two independent 
quantities on the x- and y-axes. Examples of these analyses 
are discussed below. 

Mathematica versus a Spreadsheet 

The AIM model as it is implemented in Mathematica is 
highly customizable and many more types of analyses are 
possible. However, there is a barrier to using this Implemen- 
tation for designers not familiar with Mathematica. The 
model could be implemented in a spreadsheet, and although 
the graphical analyses would not be as easy, obtaining quick 
numerical results would be easier. 
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Fig. 4. Wire capacitance components for minimiini-sp,-if-e<l M l 

over M3. 



Insights Provided by AIM 

The following examples describe some special insights that 
are possible with the AIM model. 

Interline Capacitance and Fringing 

A simple but insightful analysis with AIM is the M4 wire 
capacitance versus the width of the wire. Fig. 4 shows the 
interline, inlerlayer, and total wire capacitance for miniiniim- 
spaced fl.fi uni) M4 wires over Mil. Adjacent wires are as- 
sumed to be switching so that in = 2 (equation 5). The first 
observation is that the interline capacitance is larger than the 
interlayer capacitance. The inlerlayer capacitance increases 
linearly with width as expressed in equation 5. However, at 
zero widlh the extrapolated Qtaterlayer Line is not zero be- 
cause of the fringing component. This behavior is included 
in the HIVE expressions. 

Fig. 5 shows Che same Ml wire with the only change being 
that it is over Substrate instead of M3. There is a dramatic 
difference in the capacitance curves. The reduction in 
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Fig. 5. Wire Capacitance components for minimum-spaced M4 over 
substrate. 



100 Fel.niarv lW'.IIewleti-pat-kard Journal 

© Copr. 1949-1998 Hewlett-Packard Co. 





20 25 30 3.5 4.0 

Wire Width ((iml 



Fig. 6. ronstant-rapai it.'iwe contours for M4 over M3. 

( ini. rhivci might be expected from the larger distance of the 
wire to the substrate, but the significant feature is that the 
total capacitance is not significantly reduced despite the 
larger distance from the substrate. This is because C'i mi .,|j m , 
has increased. This increase is because more lines of flux 
from the lower surface of the wire terminate on the adjacent 
wire instead of the lower conductor. In other words, the 
fringing component has increased. Another result of fringing 
is that the inlerlayer capacitance now has a very weak 
dependence on wire width. 

Thus, the conventional wisdom that upper layers of metal 
enjoy much reduced capacitance because of their distance 
from the substrate does not hold. For one thing, the upper 
layers may run over wires in the immediate lower layer and 
even when ihey do not. the total capacitance is not much 
lower. 

Capacitance versus Width and Space 

A visual representation of the relative importance of width 
and space is obtained from a ci irttour plot of wire capacitance 
in a 2D space of wire width and interline spacing. Fig. (i 
shows constant-capacitance contours for M i over M:i lines. 
The data in Fig. (i is a superset of the information in Fig. 4. 
Along any horizontal line in Fig. ti several contours are cut. 
indicating a rapid increase in C wm , (interline and inlerlayer 
capacitance) with width. The dependence on space is also 
significant. Fig. 7 shows the contours for M4 wire over sub- 
si rate. The com ours appear more horizontal indicating that 
there is a weak dependence Oh wire Width and that a reduc- 
tion in wire capacitance Is easier lo achieve with an increase 
In (interline) spacing. The contours have reduced in value 
but the reduction is substantial only when the wire spacing 
is large and the width is large. Such contours can be made 
for all the metal levels to provide a quick ready reference of 
wire capacitance for a range of geometries. 

Optimizing the Width of Wires 

RC delay is an Important factor thai causes a circuit designer 
to choose wider wires when Ihey are long. However, it is 
important to realize that larger width comes with an increase 
in the total capacitance of the wire and therefore a possible 
increase in the total delay. There is an optimum width of the 
wire at which the total delay is a minimum. Equation 7 ex- 
presses the dependence of the optimum width on various 
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Fig. 7. Constant -capacitance contours for M4 over substrate 

parameters. Fig. 8 shows an example plot of the gate and 
wire delay components as a function of wire width. The op- 
timum width is only 1.5 tint, which is relatively small for a 
5000-um long wire. There is a built-in function in AIM that 
provides the optimum width when the remaining variables 
in i he system are specified. 

Minimum Metal Width Design Rules 

The optimum wire width illustrated in the previous section 
depends on a number of parameters, the niosi important 
being length L, gate Width ( ',„. wire spacing s. and wire 
layer. AIM can rapidly generate the optimum width for a 
large range of these parameters. Fig. 9 shows the optimum 
width versus length for a few example cases with a 200-fF 
fixed load at I he end of I he wire. The Curves are not smooth 
because of the limited number of data points generated and 
the slow variation of delay with length. The approxiuiaielv 
square tool dependence on length predicted in equation 7 is 
illustrated in Fig. ■ If the gale Width is increased to 2011 ttm. 
the curve moves to a higher w,,,,, (optimum wire widlh) as 
predicted in equation 7. A larger interline spacing reduces 
w,,,,| as illustrated by curve C but this dependence is not 
strong. Curve I) shows the optimum wire widlh for an M I 
Wire and is surprisingly close tO A for the same conditions. 
This is because the inlerlayer spacings are similar when Ml 




M4 over M3, L = 5000 |im, C,„ = 100 |im, s = 2 |im 
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Fig. 8. Tnial delaj versus width W delay is reduced hut wire sale 
delaj is increased with larger wire width. 
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spiniiig. iiini gate wiiitii conditions. 

and M4 ai"e both surrounded by upper and lower conductors. 
Also, the dependence of w,,,,, on wire thickness is \'ery weak. 

If the minimum width design rule for M4 is 1.3 urn, t hen Fig. 9 
shows that the optimum width can be .smaller than the design 
rule width for many reasonable conditions. A full range of 
high and low values for the wire lengths, spaees. and inverter 
sizes can be simulated to determine (he range of optimum 
widths of the wire. This can then provide guidelines for tech- 
nology designers in selling minimum design rules for wires. 

Delay versus Wire Length and Driver Size 

An important analysis thai encapsulates a lot of useful infor- 
mal ion for a circuit designer in a single figure is a plot of 
delay contours with gate width along the x axis and wire 
length along the y axis. Fig. 10 shows such a plot for M4 
over M3 with 1.5-um wire width. 2-iun spacing, and a 100-fF 
load at the end. This allows a ready reference for quickly 
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Fig. 10. Constant delay contours 0>s) in a spare of gate width (nm) 
and wire length (urn) 
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Fig. 11. Total delay versus wire length for various levels. 

looking up Ihe gale width thai would be needed lo drive a 
certain wire length with a desired delay. Alternatively, the 
dependence of delay on wire length for a given gate width 
can be seen. For example, a 3000-um long wire would re- 
quire an 80-UTO gale width lo achieve less than 300-ps total 
delay. A 50-um gale w idih would see a very rapid increase in 
its delay beyond a 201 Mi-it in length its seen by the hunching of 
Ihe contours. Similar plots for other wires or other condilions 
can easily be generated using built-in functions provided in 
ATM. 

Delay versus Wire Layer 

A common misconception is that an upper level of metal is 
always faster when driving long distances on the order of a 
few thousand micrometers. To analyze this. Ihe built-in rou- 
tines in AIM are used to plot total delay (a dependent quan- 
tity} versus wire length (au independent quantity). Fig. 11 
shows this plot for M4. M3, and Ml wires, all wilh minimum 
interiayer spaces and a 2-uni interline space. The wire width 
for each level is optimized for each length as discussed ear- 
lier. A large 80-um inverter size is chosen to emphasize the 
RC delay over the gate delay. The total delay is larger for the 
M4 wire than Ihe Ml wire! Even though Ihe w ire delay of the 
M4 wire is lower, its higher capacitance leads lo a larger gate 
delay. Also, the M4 wire suffers from higher interline capaci- 
tance than the M3 wire because of Ihe passivaling nitride 
over the M l wire. While the M3 wire has the lowest delay, 
the Ml delay is remarkably close. The optimum width for a 
5000-ttni long M4 w ire is 1.4 urn and thai for an Ml wire wilh 
the same length is 1.2 |im. The fact thai Ihe M4 wire is slower 
than ihe Ml wire is not an artifact of ATM, but has been con- 
firmed by Spice simulation with HIVE suhcircuits. 

Pitfalls in Algorithmic Shrinking 

Many VLSI chips are shrunk from one generation of technol- 
ogy to Ihe next by algorithmically scaling all the layers in the 
design to match the design rules of the new technology. The 
result on the wires in the Circuit domain is a reduction in 
widths, spaces, and lengths. There may also be scaling of 
wire dimensions (thickness, interiayer spacings) in the tech- 
nology domain. The residt on the FETs is a reduction in gale 
width and length and also source/drain areas. It is relatively 
easy to predict the performance scaling of the delay for 
logic circuits lhat have a relatively small amounl of intercon- 
nect. It is much harder lo predict delay scaling in critical 
paths thai have a large amounl of inlerconneci. This is be- 
cause Ihe scaling factor depends on ihe interplay of a large 
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Fig. 12. Delay ratio ( :MOSA/CMOSB with n.T5x win- and FKT 
shrink, tiisc-aled gale wiilili = ion inn. wire length = 5ihmi urn 

number of parameters. AIM allows a rapid exploration of the 
design space and can pinpoint scenarios in which the delay 
improvement could he compromised. 

To illustralc this capability, the scaling of delay from a 0.5-um 
CMOS technology (CMOSB) to the 0.35-uin CMOSA technol- 
ogy is observed for a range of values of different variables. 
The gate width in each technology is characlei i/.ed b> the t„ 
and slope values ( see equation 2 ). Tlie values for a CMOSA 
inverter are tfj = 40 ps and slope = 23 ps/fanout. The values 
for a CMOS 13 inverter are 40% higher. This accounts for the 
c hange in the FETs in the technology domain. The change in 
the interconnects in the technology domain is accounted for 
by a new set of IIIYF. coefficients for capacitances, which 
get translated into a new AIM technology file. In the circuit 
domain, a shrink factor of 0.75 is applied to all wire dimen- 
sions (width, spacing, and length) and to the gate width and 
nonwire loads. 

The resultant scaling of wire capacitance, R< ' delay, and so 
on is taken care of in AIM and only the circuit -domain scal- 
ing parameters are supplied as inputs. The data in Figs. 12 
and 13 shows the delay ratio (t 'M< >SA/< M< )SIJ) as a function 
of wire space, wire width, wire length, and gale width. Fig. 12 
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Fig. 18. Delay ratio in going Awn CM< ISB to CMOSA with o.75x 
wire and FKT shrink, space = 8.4 um. width = 2 |im. 
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Fig. 14. Total delay scaling in going Eton CMOSB to CMOSA. 

sin m s that delay ratios are better for large wire space and 
Wire width. Large wire space is often not available because of 
pitch limitations, while large wire widths can increase total 
delay. Large wire lengths are detrimental to delay scaling as 
are small FETs. AIM can generate these concise reference 
charts showing the dependence of delay scaling on various 
important parameters. 

The improvement in the delay is not significant for the wire 
dominated basic blocks considered in this paper. However, 
it is incorrect to assume that it is only the wire RC delay that 
is the cause of the problem. The reason is that when the 
wire dimensions scale down, the FET widths also scale 
down, reducing the drive to the wires. Further, even though 
the wiri' length reduction is beneficial to capacitance, wire 
spacing reduction increases interline capacitance. Also, 
fringing effects undermine the linear Capacitance reduction 
expected from simplistic scaling of wire width. The resis- 
tance of the scaled wire is constant if the thickness slays the 
same. Tlie net result is that both the gale delay and the wire 
delay do HOI scale well. 

AIM allows one to examine I he delay ratio of a typical basic 
block with independently varied scaling factors for FET and 
wire scaling. Fig. 14 shows the ratio of CMOSA to CMOSI3 
delay as a function of wire shrink dimensions, if the FETs arc 

kepi unsealed and only the wires are shrunk, lite delay ratio 
is 0.113. This substantial improvement would also be obtained 
for basic- blocks that do not have significant wire loading. 
However, it is incorrect to expect this number when a whole 
chip is shrunk and the critical path consists of many wire- 
dominaled basic blocks. Fig. 14 illustrates this scenario when 
the FETs are shrunk by 0.75k The delay ratio is now only 
0.78, a 2396 increase over the previous case. This illustrates 
the importance of the capacilive load of the wire. AIM can be 
used to examine each net of a chip design to Hag those nets 
that are susceptible to poor delay scaling if they are shrunk. 
These nets could either be redesigned or special c ases made 
to keep the selected FET widths unsealed in a shrink. This 
can lead to guidelines for "design for shririkabiliiy." In the 

meantime, the stateoienl can be made thai the ultimate tech- 
nologically capable delay Improvement Is not possible in a 
pure shrink strategy. 
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Summarj 

AIM lias been presented as ;i comprehensive framework in 
understand and optimize the performance of basic blocks in 
V LSI critical paths. The interconnect is modeled with Highly 
accurate expressions that account for many second-order 
effects, and the gate driving the interconnect has been in- 
cluded as a full participant in the analyses. The design space 
is large because of the many variables in both the technology 
and circuit domains. This has been managed with a simple 
but accurate analytical delay model. The implementation in 
Mathematica provides quick and efficient analyses of many 
different types of technology and circuit variables. 

The examples shown have illuslraied only some of the capa- 
bilities of AIM. The myth of much lower capacitance for 
upper levels of metal has been shown to In- unfounded. A 
visual insight into the relative influence of wire width and 
spacing on wire capacitance has been prov ided. The impor- 
tance of the optimization of wire width has been demon- 
strated and its dependence on v arious parameters has been 

correlated with simple analytical equations. It has been 
shown that metal widths are often made larger than neces- 
sary and some minimum width rules may preclude optimal 
delay. A reference chart for circuit designers showing delay 



versus wire length and gate size has been demonstrated. It 
has been shown thai upper levels of metal are not necessarily 
the best choice even for long wires. Algorithmic shrinking of 
chips from one technology to the next has been shown lo 
suffer a substantial penally in wire dominated basic blocks. 
The gale capacitivc delay scales as poorly as does the wire 
RC delay. 
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Synthesis of 100% Delay Fault 
Testable Combinational Circuits 
by Cube Partitioning 

High-performance systems require rigorous testing for path delay faults. 
A synthesis algorithm is proposed that produces a 100% path delay fault 
testable function with a minimal set of test pins. 

by William K. Lam 



To ensure that manufactured circuits meet specifications, 
the circuits must be subjected to static and dynamic testing. 
Static testing considers the steady-slate behavior of a circuit 
(e.g.. whether the output of a combinational circuit computes 
the required Boolean function ). Dynamic- testing examines 
the transient behavior of a circuit. In this paper, we focus on 
a specific kind of dynamic testing: delay testing, which is 
testing to determine how long it takes a circuit to settle to 
its steady state. 

If we define a path in a circuit to be a sequence of gates 
from an input to an output of the circuit, then input signals 
propagate to outputs along paths in the circuit. Thus, the 
time for a circuit to settle to its steady state, called the delay 
of the circuit, is determined by the delays of the paths in the 
circuit. Hence, testing the delay of a circuit translates to test- 
ing the paihs in the c ircuit. A common scheme for tesling 
delays is shown in Fig. 1. 

To test whether path a-b-c-f has a delay less than or greater 
than I seconds, a pulse is applied lo input a and to input d 
where it is delayed I seconds to latc h the output f. If the delay 
of path a-b-c-f is greater than I. we say the path has a delay 
fault. If the steady-stale value of f is I), then latc hing a II im- 
plies the delay of the path is less than I. provided the wave- 
form at f has only one transition. If there is more than one 
transition at f, latching a 0 does not necessarily imply (hat f 
has settled to its steady-state value. The delay of the path 
cannot be inferred from latching the steady-slate value if 



Circuit Under Tcsl 




Multiple 
Transilions 

' ' ► 

Fig. 1. 1 M;iv testing scheme 



multiple transitions can oc cur at f. Therefore, a path's delay 
can be tested if there is an input vector such that a single 
transition at the input of the path propagates along the path 
and causes only one transition at the output, independent of 
the delays of ihe gales in the circuit. The significance of 
independence is illustrated in Ihe following example. 

In the circuit in Fig. 2. to test the delay of path a-c-f we set 
input b to 1 causing d to be 0. With this input value, a single 
transition at input a will propagate along path a-c-f and cause 
a single transition at f. independent of gale delays in the 
c ircuit . Therefore, path a-c -f can be tested for its delay. Simi- 
larly, the delay of padi b-d-f can be tested by setting a to 0. 
However, for path b-c-f, a single transition at input b might 
cause a multiple transition al f, depending on the relative 
delays of Ihe AND gale and Ihe inverter. For instance, a rising 
transition at b produces a negative pulse (a falling transition 
followed by a rising transition) at f if Ihe delay of Ihe AND 
gale is longer I ban thai of the inverter. < >u the oilier hand if 
Ihe input pulse does not propagate lo the output, f maintains 
a steady 1. Because we don 'I have prior knowledge aboul ihe 
relative delays of the AND gate and Ihe inverter, we conclude 
I lint path b-d-f is not delay testable. 

A path is called mbustty path dfSayjcMi t&te^ed^SWS!) if 

a single transition at Ihe input of Ihe path propagates along 
Ihe path and produces a single transition at the output, Inde- 
pendent of the gale delays in the circuit. Only RI'DFT paths 
can be tested reliably for a delay fault. A necessary and suf- 
ficient condition for a path to be RPDFT is that there is an 
input vector such lhal during Ihe course of a transition prop- 
agating along Ihe path, for each gate on the path, all the side 
inputs of the gale take on nonconi rolling values. A control- 
ling value is an inpul lo a gate that determines Ihe gate's 
output regardless of ihe values at other inputs. For example. 
Ihe controlling value for an AND gate is 0 and for an OR gate 




Fig. 2. Example circuit 
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I he value is 1. Since the delay of a circuit is determined by 
llit* delays of the paths in the circuit, to lest the delay of the 
Circuit, all paths In the circuit should he RPDFT. A circuit is 
said to he 100% RPDFT if all of its paths are RPDFT. Unfor- 
tunately, most practical circuits have very few RPDFT paths. 
This implies that most practical circuits cannot be fully and 
robustly tested for delay faults, even though many circuits 
are tested despite the presence of hazards. 

hi this paper, we propose an algorithm lhal always synlhe- 
si/es 10(1"), RPDFT circuits. First, we consider synthesis of 
Itlli",, RI'l i FT i wu-level circuits from any given function. 
Then, we show how multilevel circuits can be derived from 
iwo-level circuits while preserving their delay fault testability. 

Previous Work 

Devadas and Keutzer 1 deriv ed a necessary and sufficient 
condition for a path to be RPDFT and proposed an algo- 
rithm to synthesize a circuit to achieve a high percentage of 
RPDFT paths. However, their algorithm cannot always pro- 
duce circuits with 100% RPDFT. It is known that there exist 
(Unctions that do not have 100% KPDFT implementations. A 
natural question is: can any function be augmented so as to 
have a 100% RPDFT implementation? One way Of augment- 
ing a function is lo add extra inputs. With this lechnique, 
Poineranz and Reddy- demonstrated thai many circuits can 
be made lo be LOOK RPI 'FT However, it is not known 
whether any arbitrary function can be synthesized to be 
100% RPDFT by using this technique or any other. 

Synthesis of 10096 RPDFT Two-Level Circuits 

An example of a Iwo-level circuit is an AND-OR implementa- 
tion configuration (e.g., a programmable logic array) corre- 
sponding to a stim-of-products representation of a Boolean 
function. Any Boolean function can be represented as a sum 
of products. For example, f = (a + b) (a + b") + be has the 
suin-of-prodiicls representation ah + ah +bc. whose corre- 
sponding Iwo-level implementation consists of ihree AND 
gates and one OR gate. Each AND gale implements a product 
term and the OR gate combines the outputs of the AND gates 
as Shown in F'ig. •'!. The circuit in Fig. :i is called a Iwo-level 
implementation because the first level consists of and gates 
and I he second level an OR gate. 

The path P in Fig. 3 from b through the AND gate for the term 
be is not RPDFT because no matter what value input a is set 
to, a rising or falling transition at b through the path will 
produce multiple transitions at for not propagate along P. 
depending on the relative delays of the AND gates. For in- 
stance, if input a is set to 1 and the delay of the left AND gate 
is Shorter than the delay in the right AND gale, then a falling 
transition at h along P will be blocked from propagating to f 
(Fig. 4a). Thus, the delay of P cannot be reflected at f. I nder 












1 T 
1 b 




1 1 
b 1 



(al 



lb) 



a b a b be 



Fig. 3. A two-level circuit 



Fig. 4. Propagation Of transitions, (al Because the delay in llie left 
AND gale is slimier llian the delay in the right AND gale, a falling tran- 
sition al l> is hlm-kcd frimi propagating lo f. (li) A rising transition al 

b causes a negative pulse at r 

the same setting, a rising transition al b will cause a negative 
pulse al f (F'ig. 4b). If input a is sei lo 0, then a rising transi- 
tion al b will be blocked from propagating to f because the 
output of tile AND gate is forced to 0. Thus, path P is not 
RPDFT. 

For more complicated functions, it would be difficult lo 
perform the above analysis lo determine whether paths are 
RPDFT. To make the task of identifying RPDFT paths easier, 
an algebraic method 11 is presented. 

Definitions. Before slating the algebraic method, some terms 
need to be introduced. 

• The cofnetor of function f with respect lo variable x ( for 
positive phase), denoted by f x- is derived from f by replacing 
the variable x in f with 1. Similarly for negative phase, fj is 
derived by replacing x with 0. 

• The smooth o/H'ivlorS on function f with respect to v ariable 
x, denoted by S x (f), is f x + f x . 

• Let C be a product term or citbr* in f. Then f — Cis the 
fund ion derived from f by eliminating C. 

Cofactor f x is the evaluation of fat x = 1. Smoothing f with 
respect to x gives the function independent of x. 

Theorem 1: Let f be a function in a suni-of-products form of a 
two-level circuit, and ft a path starting from primary input x 
and going through ihe AND gale of cube ('. Then, path jc is 
RPDFT If arid only if there is an input vector v = (...,x....) 
such lhal: 

SxCQS^f-C) (v)=l. 

The vectors v and v' = (....x,...) are a test vector pair for the 
delay fault on n. 

For an arbitrary function in a sum-of-products form. 
S X (C) S x (f-C) (vi may be 0 for all vectors. This would mean 
that the path through C starting at input x is not RPDFT. To 
augment a given function so that it has a 100% RPDFT imple- 
mentation, we add extra inputs called test pins, which equal 
1 under normal Operations and may he selected to be 0 in 
delay testing mode. 

To construct a circuit with 100% RPDFT paths the set of 
cubes in a given function is partitioned into subsets such 
thai each subset forms a 100% RPDFT function. Next, a pin is 
attached t6 each subset. To test a path in the subset, only the 
test pin of the subset is set to 1. while all the remaining test 
puis are set lo 0. Since the subsel is LOOM RPDFT, tile paths 

• A cube is a product term tor example, Ibc and be ate cubes, bui a * c is not a cube 
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are RPDFT under this selling of the test pins. Symbolically, 
let f =r V C,. where C, is a c ube whic h t an be partitioned 

into subsets of cul>es. S,, such that each path in each S, is 
RPDFT. The new augmented function is now f = V TjSj, 
where T, is (he test pin for cube subset Sj. 

To test path n going through a cube in S,. the test pins must 
be set such that Tj = 1 and T, =■ 0 for i * j. So f becomes Sj. 
which is 10W. RPDFT by construction, enabling ^ to be 
tested for a delay fault. In normal operation, all test pins 
are set to 1 allowing the augmented function t=j\ TjSj to 
restore the original function f = Y Sj = ^ C,. 1 

i "t- 

A natural question is- Can an arliitrary function he partitioned 
into such subsets? The answer is yes. because a partition in 
which Sj is a cube is such a partition. Further, the paths 
through the test pins do not need lo be tested for delay faults 
because these pins are held constant during normal opera- 
tion. Therefore, for any arbitrary function, a 100% RPDFT 
implementation is always possible with this cube-partitioning 
scheme. This fact is formally stated in the following theorem. 

Theorem 2: Any Boolean function has a prime and irredun- 
dant two-level AND-OR implementation with 10096 RPDFT 
and the possibility of adding new inputs Further, if C isa 
two-level AND-OR implementation off. then (' can always be 
resynthesized to be 100% RPDFT. 

To resynthesize a two-level circuit to be HICK, RPDFT. the 
worst case is when a test pin is needed for each cube in the 
circuit In this worst case, the additional area required is at 
most twice the original area, assuming each test pin is 
ANDed with the cube. This procedure allows designers to 
synthesize two-level circuits without considering delay fault 
testability because test pins Call be added later lo achieve 
the desired testability. 

Because a test pin is provided for each subset, a minimum 
partition is desired. Of course, the designer does not have to 
make all paths RPDFT because lest pins can be added only 
to the cubes in which the paths need to be tested. In this 
case, the number of test pins to add is bounded by the num- 
ber of cubes that involve the paths to be tested. Nevertheless, 
we want an algorithm that produces a minimal partition. 

The following algorithm produces a minimal cube partition by 
partitioning a set of cubes f = | C, | into [Sj| so Chat the sum 
of cubes in each S, is a function with 100% RPDFT paths 

i=0; 

whilelf not empty) f 
Sj={<j»l 

tor each cube C e f { 
if(S, u C is 100% RPDFTH 
Sj = Sj u C; 
remove C from I; 

) 

)/' end tor loop 7 
)/• end while loop 7 

The test pins do not need to be connected directly lo the 
outside world through pins on the pac kage. A shift register, 
Which can be an existing scan chain, can be used in shift in 
the lesi patterns. The extra pins needed are at most two, one 



Scan Chain 



ill 



a h a ' b bi c 




Circuit I/O 



Fig. 5. lim'K. robustly (Midi delay fault testable (RPDFT) implemen- 
tation. 

for the shift register input and the other for its clock. A pos- 
sible implementation is shown in F'ig. 5. In the figure T| . . T„ 
are the test pins whose values are set by the output of the 
decoder, which decodes the test patterns from the shift 
register. Each subset S, needs one test pin. 

Multilevel Synthesis 

A two-level implementation is a special case of a multilevel 
implementation and usually requires much more silicon area. 
This is because a multilevel implementation does more shar- 
ing of gates. For example, the multilevel circuit in Fig. (5a. 
which uses four two-input gates, would require eight two- 
input-equivalenl gales if the same function were implemented 
using a two-level structure (Fig. 6b). 

The multilevel implementation can be represented as f = (a 
+ b) (c + d) + e, while the two-level representation is f = ab 
+ ad + be t bd + e. The multilevel implementation is simply 
a factored form of the two-level implementation. Thus, a 
two-level implementation can be transformed into an area- 
saving multilevel implementation by factoring out common 
terms. The question that comes up alter these transforma- 
tions is whether testability is preserved That is. will a RP1 >FT 
path in the original two-level implementation remain RPDFT 
in the factored multilevel implementation and will a path 
newly created by these I ransforoialions be RPDFT? In the 
Boolean domain, factorizations like ab = a(a + ab) and la - 
b) = (a+ b) (a + ai are valid Factorizations involving the use 
of Boolean rules such as a + a = 1. a • a = 0, and a • a = a are 




la) 



(b) 



Pig. 6. (a) a multilevel circuit, (b) A two level equivalent of the 
multilevel circuit In (a i 
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railed Boolean factorizations, ami factorizations i hat don 'I 
use such rules arc called ali/i'lnaic Jar /orizalioiis. Hachlel. 
.lacoby, Keut/.er, and Morrison 1 proved thai a multilevel im- 
plementation derived from a Iwo-levcl implementation using 
only algebraic factorizations preserves RPDFT of the paths 
in the original two-levi'l ini])leinentation. This concept is 
summarized in the Following theorem. 

Theorem 3: If ( . a two-level multiple-output circuit, is 100% 
RPDFT, and A is a multilevel circuit derived from C through 
the application of algebraic operations, then A is also 100% 
RPDFT. 

Therefore, synthesis for a multilevel circuit with 100% 
RPDFT can be done in two steps. First, a two-level circuit 
with 100% RPDFT paths is synthesized using the cube parti- 
tioning method. Then, a multilevel circuit is derived from 
this two-level circuit by applying algebraic factorizations. 

Selertive Critical Path Testing 

Because making all paths in a chip delay fault testable may 
not be area-efficient, only some representative' paths are 
Selected to be made delay fault testable. Theoretically, test- 
ing only a fraction of paths may not guarantee freedom from 
faults for the entire chip. However, because of the nature of 
delay tracking in 10 processing, proper selective schemes 
can offer high confidence in testing. 

Also, because gale delays within a chip Hac k well, a long path 
is more likely to fail a liming specification than a short path, 
making longer paths good candidates to be selected for test- 
ing. If a selected path is not RPDFT. it can be made so by 
using one of the synthesis techniques discussed above. Spe- 
cifically, lo make a selected palh RPDFT, find a maximal set 
of RP1 >I-T cubes that contain the path and introduce a new 
test pin to isolate the sel of cubes from the rest of the cubes 
using the minimal cube partitioning algorithm. This step is 



repealed until all selected paths are RPDFT Finally, the 
number of test pins can be minimized by first repartitioning 
the cubes in the cube sets so that each cube belongs lo only- 
one new rube set. mid then using one lest pin for each new 
c ube set. 

Experimental Results 

The cube partitioning algorithm was implemented on the 
Berkeley SIS (sequential interactive synthesis) platform and 
runs on an HP HOI III Model 735 workstation, which has about 
150M bytes of RAM. Two benchmarks from the International 
Symposium on Circuits and Systems ( ISC AS) and the Micro- 
electronic Center of North Carolina were used on the algo- 
rithm. Table I shows the results of running these benchmarks 
through the cube partitioning algorithm. 

The second, third, fourth, and fifth columns in Table I contain 
the total number of I/O pins, gates, paths, and non-RPDFT 
paths, respectively, in each circuit. The sixth column defines 
the original fault testability, that is, the fraction of paths that 
are RPDFT in a particular circuit. Afler these circuits were 
resynthesized, they became 100% testable (i.e., final testability 
= 1.0). The eighth column reflects the lolal number of lest 
pins inserted to make the circuit fully delay fault testable. 
With the exception of circuit l>12. after all the circuits were 
resynthesized they were made fully delay fault testable with 
six or fewer test pins. The ninth column is the area over- 
head, which is Ihe ratio of the area increase over the original 
circuit area. Since any additional area adds some delay, the 
delay overhead for each circuit results from a layer of two- 
input AND gales for each lest pin insertion. Finally, the last 
column is ( PI ' execution time for each circuit. These limes 
vary direclly with the number of cubes in the circuit. 

Circuits with very few non-RPDFT paths and circuits that 
did not finish within the 12-hour preset time limit are not 
listed in Table I. 



Table I 

Two-Level Synthesis of 100% RPDFT Circuits 



Circuit 


1/0 Pins 


Gates 


Paths 


Non-RPDFT 
Paths 


Initial 
Testability* 


Test Pins 


Area Overhead 

(%l 


CPU 

(Seconds) 


tabteS 


32 


188 


7259 


495 


0.93 


4 


3.25 


141 


table3 


28 


203 


7381 


687 


0.90 


4 


3.38 


282 


rd84 


24 


263 


3280 


1456 


0.55 


2 


0.48 


821 


apex! 


90 


296 


9109 


1515 


0.83 


6 


6.16 


25834 


l>12 


24 


449 


1922 


1845 


0.04 


23 


5.53 


423 


exlOlo 


20 


830 


14710 


2096 


0.&5 


1 


0.89 


17434 


zSxpl 


17 


148 


4032 


2558 


0.36 


4 


5.26 


336 


zQsym 


10 


422 


3780 


3276 


0.13 


2 


0.14 


21694 


ex4 


156 


676 


4404 


3632 


0.17 


3 


1.14 


175 


alu4 


22 


1044 


7875 


3955 


0.49 


4 


0.53 


134 


apex4 


28 


476 


14958 


4354 


0.70 


5 


3.11 


12368 


misex3 


28 


1876 


17971 


5258 


0.70 


6 


5.84 


15936 



" final testability = to 
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Conclusion 

In this pat>er, we studied the problem of synthesizing cir- 
cuits with 100% RPDFT. We proved that for an arbitrary 
funct ion, there exists a 100% RPDFT implementation, and 
we proposed a synthesis algorithm that always produces a 
100% RPDFT implementation for any function and a minimal 
set of test pins. Further, we showed that a circuit synthe- 
sized using the proposed algorithm uses at most twice as 
much area as any two-level implementation of the circuit. 
For most practical circuits, the additional areas are small. 
Finally, we demonstrated how area-efficient multilevel cir- 
cuits with 100% RPDFT can be constructed by applying 
algebraic factorizations to the synthesis algorithm. 
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Better Models or Better Algorithms? 
Techniques to Improve Fault Diagnosis 



The simple stuck-at fault model paired with a complex fault diagnosis 
algorithm is compared against the bridging fault model paired with a 
simple fault diagnosis algorithm to determine which approach produces 
the best fault diagnosis in CMOS VLSI circuits. 

by Robert C. Aitken and Peter C. Maxwell 



Failure analysis is an important (ask for continuous improve- 
incnl of both the quality of shipped It's and the underlying 
fabrication process Fault diagnosis (also called location I can 
aid the failure analysis process by producing a list Of candi- 
date faults given a set of observed tester failures. These 
faults are then mapped to potential defect sites, allowing a 
failure analysis engineer to target a specific and manageable 
poil ion of the chip. 

Improvements tO bull diagnosis have tended lo be either 
improvements in fault modeling 1 - J or improvements in 
diagnostic heuristics and algorithms. ''' ' s In this paper we 



Bridging and Stuck-At Faults 

The most common approach lor modeling IC defects is the stuck-at fault model 1 
This model states that defective lines in a circuit will be permanently shorted to 
either the power supply (stuck-at 1 1 or ground (stuck-at 01 The model has been 
popular for test generation and fault simulation because it is simple to use and 
because a complete stuck-at test set thoroughly exercises the device under test (it 
requires that both logic values be observed on all lines in a circuit). 

With the advent of CMOS integrated circuit technology, the connection between 
the stuck-at fault model and actual defects has become somewhat tenuous This 
is less important from a test generation perspective, since tests foi stuck-at faults 
tend to be excellent tests for other types of defects as well 2 For diagnosis, however, 
an accurate fault model might be more important. In the accompanying article, we 
consider bridging. 3 which extends the stuck-at model by allowing a defective line 
to be shorted to any other line in the circuit, not just the power and ground lines 
Unlike the simpler stuck-at model, there are numerous variations of the bridging 
fault model, depending on which bridges are considered (all possible versus layout- 
based), and how they are presumed to behave Iwired AND, wired OR, dominant 
signal, analog, etc.) Our model 4 considers possible bridges extracted from layout 
and models their behavior according to the relative signal strengths of the driving 
transistors. 
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attempt to analyze the relative contributions of models and 
algorithms by comparing the diagnostic ability of the simple 
stuck-at fault model paired with a complex location algo- 
rithm to the complex and realistic bridging fault model 
paired with a simple location algorithm. These models and 
algorithms are compared both on known bridging defects 
from actual chips, and since the available sample of known 
bridging faults is small, on a larger sample of simulated 
I n ic lying faults. 

( Inly voltage testing is considered in this analysis, hi addi- 
tion, we employ a single fault model in all cases, both for 
simplicity and because in many of the cases of interest for 
diagnosis, single-site defects are more likely. A part that 
failed its functional package test, for example, probably con- 
tains only a single defect, or it would not have passed its 
numerous tests at the Wafer level and its parametric tests at 
the package level. 

We consider only full-scan circuits in this paper, since full- 
scan circuitry continues to be more amenable to diagnosis 
than nonscan or partial-scan circuitry. The main reason for 
this is that full scan does not require the fault models to pre- 
dict future slates accurately, since scan circuitry reloads the 
state after every test vector. This reduces the number of 
potential detections, and more significantly, reduces the 
dependency between potential detections, which can greatly 
complicate fault diagnosis. We find that about 10%of re- 
turned parts have failing scan chains and cannot be diag- 
nosed, but for the remainder, the improvement in diagnostic 
accuracy is worth the costs of full-scan circuitry. 

Fault Diagnosis Methodology 

The fault diagnosis methodology is part of the overall failure 
analysis process. Not all failing chips are selected for failure 
analysis. Some typical candidates include chips that pass 
their component lest but fail at board test, chips that fail 
component test in a similar fashion, and field returns. Fault 
diagnosis takes f<iiliii</ test vectors* OS input and returns a 
set of potential defect sites. Since these sites must be physi- 
cally examined by a failure analysis engineer, it is important 
that there not be too many of them. Fig. 1 shows the tools 
we use and the files created during fault diagnosis. 

" A given chip test consists of a set ot hundreds or thousands ot individual test vactois On a 
given bad chip some of these vectots will produce outputs thai fail the test, and it >s these 
vectors that constitute the tailing test vectors 
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Operations Performed Once per Circuit 




ATPG = Automatic Test Program Generation 



Likely Fault 
Sites 



Fig. 1. Faitll iliafinosis tools and Qles. 

Test Generation for Diagnosis. Si an vector sets for production 
test are usually optimized to achieve maximum single 
sfuek-at fault coverage with a minimum number of vectors. 
This allows test costs to be reduced without compromising 
quality. A side effect of this process is that many faults tend 
to fail on the same set of vectors, making it difficult to dis- 
tinguish between faults when using a vector fault dictionary." 
which contains only failing tesl vectors. We improve Ihe diag- 
nostic resolution of production test vector sets by attempting 
to generate additional tests to distinguish between stuck-at 
faults which have identical failing behavior in the production 
set. This method seeks to maximize the diagnostic capability 
measures described in reference 10. The vectors produced 
from this effort are called an exlended vector set. 

The second shortcoming of production test sets is their re- 
liance on the single st tick-al fault model. Stuck-at test sets 
can also be extended by vectors to target other faults such 
as bridging faults and transistor Btuck-on/off faults. For the 
lest sets used in our model, such faults were not explicitly 
targeted. 

Fault Location Software. < »nce an extended vector sel is avail- 
able, it can be used in the diagnostic process. To avoid Hie 
large amounts of data associated with detailed fault dictio- 
naries, we generate a vector fault dictionary, or fault coverage 
matrix (see Fig. 2). As with lest sector generation, dictionary 
generation is performed only once for a given chip design. 

The remaining steps are run on individual failing chips. 

Failing chips are run on the tester and their observed ftiii- 

hits (lest vectors antl outputs where failures are observed) 
are logged. For chips with numerous failures, only the first 
few hundred failures are typically recorded, hiagnosis is a 
two-step process. Coarse diagnostic resolution is obtained 
by using the vector fault dictionary and the vectors from the 



observed failures to reduce the potential fault list from ah 
faults to a manageable number. 

The coarse resolution process eliminates the vast majority < if 
faults from consideration. A more extensive fault simulation 
is then performed ( using fast faull simulation techniques 11 ) 
on the remaining faidts to construct a detailed fault dictio- 
nary, showing not only which vectors are expected to fail, 
but also the scan elements anil output pads where errors are 
expected to be seen. The output of this simulation is then 
compared with the tester data, and faults that match are 
sent on to failure analysis. This two-step process has been 
successful at reducing failure data and diagnosis lime and 
predicting defect sites. 

The success of die diagnostic software depends on the accu- 
racy of the fault models and the ability of the algorithms to 
deal with unniodeled defects. The next section discusses the 
models and algorithms we selected for evaluation. 

Fault Models and Algorithms 

Improvements in the diagnosis process can be obtained by 
improving the fault models and the heuristics of the algo- 
rithms. Although previous work-'- 1 ' T s l - has concentrated on 
the heuristics of algorithms, some results are available for 
diagnosis using more complex fault models/ 1 often using 
liiilci-*"'" Waicukauski et al 1 - reported that their diagnosis 
method would work on bridging faulLs. Pancholy et al^ de- 
veloped a simple test chip to examine Ihe behavior of 
stuck-at and transition faidts on silicon. Millman et al 1 "' ex- 
amined the relationship between simulated bridging faults 
and stuck-at fault dictionaries, using an early version of the 
"voting model" 8 for bridging simulation. Our work builds on 
these results by examining the behavior of actual bridging 
defects on silicon and performing simulation using biased 
v oting. 1 which is an extension of the voting model that lakes 
logic gate thresholds into account. 

We examine Ihe relative effectiveness of two approaches lo 
diagnosis: ihe simple stuck-at fault model with a complex 

* 1,1,1,1 is the quiescent diam cu»ent. 




ABC; Circuit Outputs Where Failures Are Observed 



Contents ol Vector Fault Dictionary Contents ol Detailed Faull Dictionary 



Type ol 
Fault 

F1 
F2 
F3 



Failing Tesl 
Vectors 
1,3.5 
1.2 
1.3.5 



Type ot 
Faull 



F2 



F3 



Failing Vectors -t 
Circuit Outputs 
1 A 
3-A.B 
5-C 

1- A, B 

2- C 

1-A, B.C 

3- A 
5-A.B 



Fig. 2. The contents "f wctor fault dtettonaij versus a detailed 
fault dictionary, which contains more data. 
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diagnostic algorithm and the more complex but realistic 
bridging fault model with a simple diagnostic algorithm. 
Using the stuck-al model and the simple algorithm together 
typically provides very limited success (although this is de- 
pendent on the manufacturing process). Clearly, using the 
complex bridging fault model with the complex algorithm 
would likely to he the most successful, hut would give 
little insight into whether the algorithm or the model is the 
greatest contributor. 

Stuck-at Fault Model. The stuck-al fault model continues to 
be the most commonly used model for test generation, fault 
simulation, and fault diagnosis. The model is simple and 
simulation using it is fasl. This is important for dictionary- 
based diagnosis, especially if dynamic dictionary construction 
is used. Because of the model's ubiquitous nature, off-the- 
shelf ( Al i tools can often be used for much of the diagnostic 
process. 

Bridging Fault Model. We use the biased voting model, 1 Which 
is able to predict accurately the electrical behavior of a wide 
variety of bridging defects in standard cell ( 'M< >S circuits by 
considering the drive strength and logic thresholds of the 
circuit elements in the neighborhood of the bridge. Our im- 
plementation of the method runs approximately two to three 
limes slower per fault than sluck-a! simulation, but is still 
considerably faster than Spice, which it attempts to emulate. 
I fee of a realistic bridging fault model requires the extrac- 
tion of likely fault locations from die layout, which in turn 
requires an inductive fault analysis tool. 1 It is important that 
potential bridges be extracted between adjacent layers, as 
well as within layers. 

Simple Diagnosis Method. The simple diagnosis method finds 
the best match between observed failure data and the pre- 
dicted failure data. A failing output predicted by simulating a 
given fault for a given test vector matches the observed be- 
havior w hen a failure that was observed on the tester ail- 
pern's al die same output for the same test vector. A fault is 
removed from consideration if it predicts a failure point al a 
vector (or vector/output pair for a detailed fault dictionary) 
where no failure was observed. This is equivalent to a some- 
whal relaxed fault list intersection algorithm 8 In general, the 
best matches are chosen, and the actual number of matches 
depends on experience and the fault model being used. For 
our experiments, faults were only selected if they were able 
to predict all failures, which is the strictest selection rule. 

Extended Diagnosis Method. The extended diagnosis method 
is similar to the bit-partial intersection method, s which ex- 
lends the simple diagnosis method by not excluding faults 
whose simulation predicts failures that were not observed 
on the tester. Instead, the incorrect predictions for these 
faults are considered along with their correct predictions 
(i.e., simulated failures which were also observed on the 
tester). A final likelihood for each fault is determined by a 
weighted combination of the tw o measures, which is the 
extent to which the fault's predictions match the observed 
data. In general, a correct prediction is given a substantially 
higher w eight than an incorrect prediction. For example, 
fault F3 in Fig. 3 (which has three correct predictions and 
one incorrect ) has a higher likelihood than PJ ( which has 
two correct predictions and zero incorrect). 



It is possible to use an even more complex algorithm for 
diagnosis, such as the effect -cause method.'' However, de- 
structive scan (flip-Hop outputs toggle during scan ) on our 
example circuit precluded examining transition behavior, 
and no implementation of the algorithm was available for 
our experiments. Finally, it is easy to construct cases in 
which such algorithms can be misled by realistic bridging 
behavior, so the results are likely to be similar to those we 
obtained. 

Experimental Results 

Our experimental vehicle is a small, full-scan ASK" (nine 
thousand gates) implemented in a 1-iiin process. Two experi- 
ments were conducted. In the first, pails with known bridging 
defects were diagnosed using the two approaches described 
above, and the results were compared with the known cause. 
In the second experiment, simulated bridging defects were 
diagnosed using the extended diagnosis method the stuck-at 
fault model. 

Known Bridging Defects. The sample chips lor this experiment 
came from two categories. Three chips had melal-lo-melal 
bridging faults inserted with a focused ion beam (FIB). Two 
others were parts that failed at board lest, and for which 
subsequent failure analysis revealed bridging defects as the 
root cause. The experiments were conducted so that the 
person running the diagnostic tools did not know the defect 
locations. 

Both diagnosis methods described above are able to rank 
faults based on their ability to predict observed failures. For 
the example in Fig. the simple diagnosis method would 
rank the faults F2. Fl, with Ft being excluded (F2 and Fl 
have no wrong predictions and P2 has more correct predic- 
tions than Fl ). while the extended diagnosis method would 
rank them F3, F'2, Fl (order is based on the number of 
correct predictions). 

Since a failure analysis engineer usually does not have time 
to investigate a large number of defeel sites. w : e declare a 
diagnosis to be misleading when at least nine simulated faults 
are assigned by the particular diagnosis method to have a 
higher likelihood than the actual fault of predicting observed 
failures because their. simulated (or predicted ) behavior 
closely matches observed behavior. We wanted to compare 
the two diagnosis methods by examining the number of 
misleading diagnoses. 

Observed Failures* = A, B. C 

Type ol Fault Predicted Failures'" Watches lo Observed Failures 
Fl A A Correct 

0 Wrong 



F2 
F3 



A, B 

A, B, C, 0 



A. B Correct 

0 Wrong 

A, B, C Correct 

D Wrong 



'Failures Produced by Applying Failing Test Vector Set 1 to a Failing Chip on 
the Tester (see Fig. 21 

"Failures Produced by Applying Failing Test Vector Set 1 to Fault Models 

Fig. 3. Th.' relationship beWeetl failing test vectors, observed fail- 
ures, and Uie predicted failures produced by applying the failing 
vectors to a particular fault model 
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The results of using these diagnostic methods on bridging 
faults are summarized in Table I. The entries under the fault 
model columns are the number of cells tliat have l>een pre- 
dicted to have potential defects after performing fine resolu- 
tion using the model in question. The extended diagnosis 
method which was used with the stuck-al fault model was 
able lo identify the correc t cell as the most likely defect for 
chips 2 and 3. For c hip 4. the algorithm identified twelve 
other locations as being likely fault locations before it found 
the correct fault on the thirteenth try. For chip 1. on the 
other band, faults on a total of 15 cells (including the actual 
defec tive one) predicted the observed failures correctly. 
However the stuck-at model on chip 1 also predicted failures 
on other outputs where no such failures were observed, 
which shows a danger in relying on a subset of failing outputs 
to create a dictionary of likely fault sites (see Fig. 1 ). Many of 
the faults on these l-"> cells were equivalent,* so no stuck-at 
diagnosis could distinguish between them. Both chip 4 and 
Chip 1 are thus misleading diagnoses because in both cases 
greater than nine faults match the observed failures better 
than faults at the actual defect site. 



Fault equivalence is much less common with realistic bridg- 
ing faults than with stuck-at faults. Equivalent faults simplify 
test generation but complicate diagnosis because the nodes 
involved may be widely dispersed on the actual chip. The 
relative occurrence of equivalent faults is shown in Table II 
for all faults modeled in the circ uit. The unique row shows 
the number of faults that behaved differently from all other 
faults in the test set. The vast majority of bridging faults 
behaved this way. but only 28% of stuck-at faults did, even 
though the test set was designed to maximize this behavior. 
The misleading row shows the number of faults with inher- 
ently misleading behavior, in that they were identical to at 
least nine other faults. Almost one sixth of the stnck-at faults 
belonged to this category, compared with less than 2% of 
bridging faults. This implies a substant ial inherent misleading 
diagnosis rate even for stuck-at defec ts when the stuck-at 
model is used. The row labeled other represents faults that 
had between two and nine fault equivalencies. In total, the 
25346 bridging faults exhibited 21510 failing behaviors, for an 
average of 1.18 faults per behavior, while the corresponding 
stuck-at figure was 2.04 for 21010 actual faults. 



Table I 

Results for Known Bridging Defects 

Fault Model 



Chip 


Actual Defect 


Type* 


Bridging 


Stuck 


1 


FIB bridge 


Nonfeedback 


1 


15 


2 


FIB bridge 


Feedback 


1 


1 


3 


FIB bridge 


Feedback 


1 


I 


4 


Bridge 


Feedback 


1 


13 


6 


Bridge 


Feedback 


2 


5 


6 


FIB open 




1 


1 


7 


Open 




2 


2 



FIB = focused ion Beam 
See fig t 



The bridging model was successful in each case using the 
simple diagnosis met hod. An unobserved failure was never 
predicted and all observed failures were predicted in each 
case. For chip 5. two bridges matched the observed behavior. 
The second possibility was also in the immediate vicinity of 
the defect. 

We also analyzed two chips with known open failures (the 
final two chips in Table I ). These failures can also be diag- 
nosed to the correct location by both methods, showing that 
the bridging method did not produce misleading results in 
these cases. The actual rale of misleading diagnoses when 
the bridging method is used with nonbridging defects has 
not yet been determined primarily because of lack of data 

Equivalent means lhar me same tauitv behavior is caused by two drltereni faults ol ttie same 
kind 




(a) (b| 



Fig. 4. ta) A noiucedbai-k fault. (10 A Feedback bulk 



Table II 
Equivalent Fault Behavior 

Modeled Bridging Stuck-at 

Behavior Number Percentage* Number Percentage* 



Unique 


19404 


76.fi 


5967 


28.4 


Misleading 


412 


1.6 


3261 


15.5 


Other 


1724 


6.8 


1080 


5.1 


Total 


21540 


85.0 


10314 


49.1 



• As a percentage cif actual faults (bridging faults = 25345 and stuck-at faults = 210101 

Simulated Bridging Defects. The data in the previous section 
shows that misleading diagnoses of bridging defects can 
occur with the sluck-.it model, but are insufficient to allow a 
rale to be calculated. Rate is a measure of the probability of 
a misleading diagnosis. To gel a better idea of the rate, the 
following simulation experiment Was performed. 

We selected 20(1 bridging faults at random from (he set ex- 
tracted lor the circuit. Of these, 78 were feedback faults and 
122 were nonfeedback. These faults were then simulated 
and a detailed fault dictionary obtained for each. The faults 
could not be used as observed failure files directly because 
they contained potential detection information.** Failure 
files were generated by assuming that 0%. 10%, 50%, 90%, 
and LOOK random]) selected potential detections would re- 
sult in errors. Our experience suggests thai in practice this 
number is around 10% for our simulation method. 

Coarse diagnosis (vectors only) was then performed on 
these files. Four s(uek-at faults were considered for cor- 
rectly describing the fault (stuck ai Oor i on either of the 
bridged nodes). One of these faults, which predicted the 
most observed failures, was then selected as the best match. 
All other faults that predicted al least as many failures as the 
best match were noted. Of these, the faults with no more 
than the number of failing predictions of the best match 
were included as candidates. This is meant lo represent a 

1 In a simulation, a potential detection is a situation III winch it is hard to prove thai the fault 
was detected Isee 'Potential Detection" on page 115) 
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Table III 
Results after Coarse Resolution 



Category 


Potential 




Faults Remaining 


%) 




Misleading 




Detection (%) 


1-4 


r n 
3-9 


lU-lb 


20-49 


50+ 


Diagnoses (% 


Nonfeedback 


0 


46.7 


15.0 


5.7 


11.5 


20.5 


37.7 




1(1 


45.1 


13.1 


0.0 


10.7 


24.0 


41.8 




50 


41.8 


13.1 


8.2 


8.2 


28.7 


45.1 




90 


43.4 


13.9 


4.9 


11.5 


20.2 


42.0 




100 


42.0 




■i 7 


11.5 


20.2 


43.4 


Feedback 


0 


41.0 


UJ 


10.3 


11.5 


25.6 


47,1 




II) 


35.9 


1 4.1 


15.4 


5.1 


29.5 


50.0 




50 


35.4 


12.5 


14.0 


8.3 


29.2 


52.1 




90 


33.3 


14.1 


14.1 


7.7 


30.8 


52.6 




100 


35.9 


12.8 


14.1 


0.4 


30.8 


51.3 


Bridge (self) 


to 


85.9 


0.4 


5.1 


0.0 


2.6 


7.7 



kind of optimal selection process, which is able to stop 
when it reaches the correct defect In reality, the selection 
process would likely include other faults to guarantee that 
the correct fault is selected. 

The coarse resolution results are Summarized i' 1 Table HI. As 
an example Of interpreting the entries in the table consider 
the case in which 10% of predicted potential detections were 
considered to result in hard detections. For nonfeedback 
faults. 45% of the faults were resolved to fewer than five 
sites after coarse resolution, and the rale of misleading diag- 
noses was almost 42"". The average ('IT time required for 
coarse resolution on an IIP 9000 Model 735 workstation was 
24 seconds for each feedback fault and 22 seconds for each 
nonfeedback fault. It seems evident that feedback faults 
result in a higher rate of misleading diagnoses than nonfeed- 
back faults. This is not unexpected, since the behavior of 
feedback faults is more complex and their connection to 
stiick-at behavior is more limited. 

As a reference point, one experiment (the last entry in Table 
IHl was performed using the bridging model to attempt to 
diagnose the predicted bridging faults. In litis case, the data 
for the feedback faults (which are more difficult to diagnose 
than nonfeedback faults) with a 10% rate of potential detec- 
tions was diagnosed using a detailed bridging fault dictio- 
nary. The misleading diagnostic rate after coarse resolution 
was 7.7%. Most of these were cases where very few failures 
were observed. The average GPU time for coarse resolution 
was 38 seconds for this experiment. 

Coarse resolution is only the first pan of the diagnostic pro- 
cess, but the number of faults remaining after it occurs de- 
termines the time required to process the remaining faults. 
Fine resolution was performed on the faults remaining after 
coarse resolution. The results are shown in Table IV. \\ hich 
is identical in structure to Table III. The average CPU time 
required for line resolution was 110 seconds for each feed- 
back defect Bad 147 seconds for each nonfeedback rault. 

It is interesting to note that in some cases the rate of mis- 
leading diagnoses actually increased after fine resolution. 
This may be because of a particular situation t hat occurs for 
some bridging faults. Sometimes vectors that fail closely 
match one of the stuek-at faults at one node of the bridge, 
while the actual failing signals propagate from another fault 



site. A typical example is shown in Fig. 5, in which the 
buffer is able to overdrive the NAND gate, so failing vectors 
can occur whenever the two nodes have opposing values, hi 
this example, the buffer drives zero most of the time, and a 
Stuck-al one failure on the buffer output matches Ihe failing 
vectors extremely well. Since Ihe buffer is always dominant, 
failures never propagate from that site and fine resolution 
would disregard that defect. In these cases. Ihe coarse reso- 
lution process was modified to pick at least one fault from 
each site. This typically Increased Ihe number of faults re- 
maining after coarse resolution by a factor of three or four. 
Note that the number of such defects is nontrivial. since 
global signals and buses (end to be driven with large buffers, 
and these signals pass or cross many others. 

The faults that are difficult to diagnose using the extended 
algorithm and stuek-at fault model tend lo share one of two 
characteristics: large fanout and/or similar drive strengths. 
In Ihe first ease, the so-called "Byzantine general'""' behavior 
c auses problems, w here faults propagate along some fanout 
branches but not others. With reconvergence, this can cause 
failures where none would happen with a stuek-at fault on 
the stem said the reverse. In the second case, when neither 
gate in the bridge is dominant, the fault effects are dispersed 
and less closely lied to either of Ihe bridged nodes. 

The final row of Table IV again refers to using Ihe bridging 
model lo diagnose itself. As expected, misleading diagnoses 
are virtually nonexistent at this point, although this result is 
itself somewhat misleading, since Ihe modeled defects are 
the same as those being diagnosed. Fine resolution look an 
average of 90 seconds per defect for this experiment. There 
were typically many fewer faults to resolve than with the 



Butter Branch 




Weaker Drive 



Fin. 5. Etornlnanl bridging tauli 
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Table IV 
Results after Fine Resolution 



Category 


Potential 




Faults Remaining (°.'o 


I 




Misleading 




Detection (%| 


1-4 


C Q 


in iq 


20-49 


50+ 


Diagnoses : : 


Nonfeedback 


0 


43.4 


14.8 


8.2 


13.1 


20.5 


41.8 




10 


45.1 


139 


5.7 


10.7 


24.6 


41.0 




50 


42.6 


14.S 


11.5 


12.3 


18.9 


426 




90 


37.7 


11.5 


15.6 


13.9 


21.3 


50.8 




100 


3&8 




m l 

IxJ, 1 


123 


23.0 


48.1 


Feedback 


0 


32.1 


19.2 


11.5 


15.4 


21.8 


48.7 




III 


29.5 


16.7 


14.1 


24.4 


15.4 


53.8 




50 


29.5 


19.2 


14.1 


17.9 


19.2 


51.3 




90 


38.9 


19.2 


11.-. 


15.4 


17.9 


44.9 




100 


29.4 


16.7 


14.1 


14.1 


25.6 


47.4 


Bridge (self) 


10 


92.3 


6.4 


IM 


0.0 


0.0 


1.3 



stuck-al model, which more Chan compensated for longer 

simulation ,ime P** fault. 

Conclusion 

We examined the occurrence of misleading diagnoses for an 
extended diagnosis algorithm with a stuck-at fault model 
and a simple algorithm with a realistic bridging fault model. 
A diagnosis was declared to be misleading when at least 
nine simulated faults were assigned a higher likelihood than 
the actual fault of predicting observed failures because I heir 
predicted behavior closely matched observed behavior 

In I he results from the actual chips and the simulation ex- 
periments, it appears thai the extended diagnosis algorithm, 
when used with the stuck-al fault model, results in a rate of 
aboul 40% of misleading diagnoses for realistic bridging 
faults. This is much higher Ihan I he rale obtained when 
using a simple diagnosis algorithm wild a bridging fault 
model. This suggests lh;il fault model improvement may be 
more beneficial than algorithm improvement in producing 
diagnostic Success. Similar rates are seen for known bridg- 
ing delects and for those simulated using the biased voting 
model, ' although in the former case the sample size is loo 
small for any conclusions. This work is continuing as a .joint 



Potential Detection 

A logic simulation will produce one of three values for a driven circuit output 0. 1, 
and X. where X is unknown Ithe simulator cannot predict the value) The situation 
m which a citnuil produces a known value, say 0, in a fault-free simulation but an 
unknown value. X, In the simulation of a fault, is called a potential detection It is 
called potential detection because it will be detected if the unknown value is I on 
an actual faulty chip, but it will not be detected if the unknown value is 0 The 
following table summarizes these deiectability conditions 



Good 




Faulty Value 




Value 


0 


1 


X 


0 


N 


0 


P 


1 


D 


N 


P 


X 


N 


N 


N 



D = Detected 

N = Not detected 

P = Potentially detected 



project between HP's Design Technology ("enter and Hi's 
integrated Circuit Business Division's quality group. 

A second and somewhat count erintuitive result has also 
emerged front litis work. In at least some cases, additional 
information can impede diagnosis. It was observed thai vec- 
tor dictionaries are sometimes better at diagnosing bridging 
faults than detailed fault dictionaries, particularly when the 
faults are of the one-gate-dominales variety. Additional work 
is underway to better characterize this behavior. 
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6 Receiver Characterization Using 
Intensity Noise 

Douglas M. Baney 

Dnug Baney joined HP in 
1981 al the Signal Analysis 
Division and is now a project 
scientist at HP Laboratories 
He is responsible (or investi- 
gating applications ol ampli- 
fying optical fiber lor mea- 
surements and lasers His 
past accomplishments at HP 
include the development of frequency multiplied local 
oscillator chains foi millimeter wave mixers and the 
development ol methods for laser chirp and linewidth 
measurements that resulted In the HP 1 1980A tibei 
interferometer At HP Laboratories, he has investigated 
noise properties of fiber-optic amplifiers and noise 
measurement techniques that contributed to the devel- 
opment of the HP 8160QA EDFA test system Doug was 
born in Wayne, New Jersey, and received a BSEE 
degree from California Polytechnic State University at 
San Luis Obispo in 1981, an MSEE from the University 
of California at Santa Barbara in 1986. and a PhD from 
the Ecole Nationale Supeneure des Telecommunica- 
tions at Paris, France in 1990 His work has produced 
five patents in the areas of laser measurement, reflec- 
tometry, and optical noise measuiement. His publica- 
tions include 23 conference and |ournal articles in 
English and French relating tn laser measurement and 
fiber amplifier applications He is a member of the 
Optical Society ol America Doug and his Polish wife 
have twu young daughters He en|oys travel, soccer, 
and trilingual family life (French, English, and Polish) 
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He continued his studies at Stanlord University and 
received an MSE£ degree in 1982 and a PhD degree 
in electrical engineering in 1986 His work at HP 
involves research and development on optical fiber- 
based measuiement systems He demonstrated the 
technical feasibility of a high -spatial -resolution optical 
reflectometer and transferred the technology to HPs 
Network Measurement Division, where it became the 
basis for the HP 8504A precision reflectometei He 
has authored or coauthored 30 publications on optical 
fiber based devices and systems and is listed as in- 
ventor or coinventor in 15 patents on the same topic 
Wayne is married and has a nine-year-old son He 
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of Stuttgart, receiving a 
Oiplom Ingemeur in 1988. His responsibilities for the 
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ware design, calibration, measurement techniques, 
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design of the HP 8167/6BA tunable laser source, on 
calibration software, on the development of mea- 
surement techniques, and on the HP81524 optical 
head He has written papers on tunable laser sources 
and EDFA measurement techniques Edgar is married, 
has a one-year-old son, and en|oys traveling, sports, 
hiking, swimming, and soccer 
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sion, having joined HP in 
1993 His present responsi- 
bilities include EDFA test 
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software development, instrument drivers, measure- 
ment control, and graphical output for the EDFA test 
system reported in this issue He has also worked on 
software enhancements for the HP 8167/68 tunable 
laser sources He is married and enjoys his home 
computer, fantasy role-playing games, books, and 
dancing 
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Wurttemberg, Germany, he is married, has three 
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ported in this issue. Christian lias 20 years of R&D 
experience in engineering and project management 
He holds a Or Ing degree, has written a number ol 
papers on fiber-optic measurement techniques, and 
his work has produced three patents in the area o< 
electronic and fiber-optic instrument technology He 
is interested in optical amplifiers Born in Lage. 
Germany, he is married and enjoys various sports and 
woodworking 
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Tirumala R. Ranganath 

, With HP Labs since 1 981 . 

■J^HJ." • Rangu Ranganath lias a 

^^^^^Hfek B Tech degree 

Jbk ^ , -i:yineeting irom the Indian 

^L&* / Madras (1968) and MS and 
PhD degrees in electrical 
Wit i engineering from the Urnver- 
/ srty of California at Berkeley 
{1971 and 1979) For his PhD thesis he built the first 
integrated Mach-Zehnder electrooptic modulator 
using Ti-diffuseri LiNbOs waveguides Before coming 
to HP laboratories, he developed the first integrated 
optic spectrum analyzer lot the U.S. Air Force at 
Hughes Research Laboratories Previously, he worked 
for two years on the development of the first 16K 
EEPROM at Intel Corporation His work at HP Labora 
tones has included development of high-speed photo- 
conductive switches, mode-locking of semiconductor 
lasers, grating and birefnngent fiber filter tuned 
external-cavity lasers, and wide-wavelength (1300 to 
1550 mil) integrated optic Mach-Zehnder modulators 
Over the last few years he has been instrumental in 
developing a core ridge waveguide laser technology 
in collaboration with the materials department at HP 
Laboratories In addition to the gain medium for the HP 
81B8C tunable optical source, an edge emitting LED 
for use in the HP 8504B precision reflectometer has 
been developed with this technology Rangu has writ- 
ten half a dozen technical papers and is named as an 
inventor in four patents related to modulators, exter- 
nal-cavity lasers, and optical mixers. He is a member 
of the American Physical Society and the IEEE Born 
in Vizianagram, India, he is married and has a six- 
year-old daughter. He en|oys traveling, including reg- 
ular trips to visit family in India, and attending Indian 
classical music and dance concerts. 
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^ 1983. Mike Ludowise is a 
^ senior project scientist pres- 
■ ently responsible foi epitaxial 
W deposition of high-bandgap 
»1 ^Jp semiconductors This work 
l includes the supply of orga- 

^i^^T nometallic vapor phase epi- 

taxy material s for two of the 
long-wavelength emitter projects lEELEDs and lasers) 
described in this issue Previously he was involved 
with growth of materials for high-powered IR laser 
arrays, epitaxy of long-wavelength materials for 
EELEDs and lasers, and associated devices Mike 
was born in the Midwest and attended the University 
of Illinois at Champaign-Urbana where he studied 
electrical engineering, earning BS. MS. and PhD de- 
grees in 1971, 1973. and 1977. His work has resulted 
in a patent on a three-terminal high-efficiency solar 
cell and a pending patent on a method for fabrication 
of planar native-oxide semiconductor lasers. Before 
coming to HP. he was with Rockwell International 
Science Center and Vanan Central Labs where he 
worked on IR focal-plane arrays, molecular beam 
organometallic vapor phase and liquid phase epitaxy, 
and solar cells He has authored over fifty publications 
and delivered twenty presentations in the areas of 



epitaxy and device fabrication and is a member of the 
American Physical Society and the IEEE His profes- 
sional interests include semiconductor lasers, detec- 
tors, and LEDs, and methods of creating the epitaxial 
layers foi them Mike is married and has two children 
His hobbies include ethnic cooking (sushi and Indone- 
sian, recently), searching out Indonesian restaurants, 
reading, woodworking, computer programming, and 
exploring the mind of a four-year old daughter 
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An R&D specialist at HP 
Laboratories, Bill Peiez 
started at HP in 1983 with 
the Optoelectronics Division 
He attended the University 
^|^£^H7 of California at Davis, earn- 
^jt^^jt^jt^jt^L '"9 a BS degree in chemical 
S ^//X^^± engineering in 1982. and 
-^^^^^^B continued his studies in 
materials engineering at California State University at 
San Jnse. where he was awarded an MS degree in 
1992. Bill is presently involved with epitaxial materials 
development and support for long-wavelength elec- 
tronic applications, and provided urganometalic vapor 
phase epitaxial development and material support to 
trie Santa Rosa Lightwave Operation for two projects 
described in this issue He has worked as an operator 
in the production of epitaxial layers for LEDs by hydride 
vapor phase epitaxy and as a lab assistant in the 
development of epitaxial layers for long-wavelength 
detectors and emitters. Before his current assignment 
at HP Laboratories. Bill worked as a technician in the 
development of epitaxial layers lor long-wavelength 
applications such as tunable lasers, EELEDs, and p-i-n 
diodes In his spare time he en|oys bicycling, hiking, 
swimming, and reading. 

Tim L. Bagwell 

Development engineer Tim 
Bagwell came to HP in 1980 
at the Signal Anal /sis Divi- 
sion where he developed 
SAW and STW devices, 
characterized millimeter- 
wave diodes, and worked on 
» the design of several spec- 
™ trum analysis products. He is 
now responsible for testing of laser and EELED devices 
and for RF and microwave circuit design at HP's Light- 
wave Operation, and was involved with electrical and 
reliability testing of laser and EELED chips (or two 
projects reported in this issue Tim's work has pro- 
duced two patents in the area of STW resonators and 
acoustic absorbers and he has authored various tech- 
nical papers on SAW and STW devices. A special 
interest for him is the use of artificial intelligence in 
the study of music composition 
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Brian L. Heffner 

Brian Heffner has been a member of the technical 
staff at HP Laboratories since 1988 when he joined 
the company He received a BSEE degree from Rens- 
selaer Polytechnic Institute in 1982 and then earned 
MSEE and PhD EE degrees at Stanford University in 
1983 and 1986 His responsibilities at present involve 
research on new applications of optical physics and 
measurement science For the work described in this 
issue, he was responsible for the development of the 
measurement science, design and prototype demon- 
stration, electrical and optical design, and calibration 
techniques and error analysis Previously, he contrib- 
uted to the design of the HP 8504A precision reflec- 
tometer Before arriving at HP Brian worked for two 
years at Bellcore on short-pulse diode lasers and 
acoustically tunable optical filters. His work has 
resulted in six patents for acoustooptic devices and 
techniques for polarization measurement and calibra- 
tion He has published 18 scientific and technical 
papers and participated in two technical conference 
presentations His professional interests include 
optical polarization, coherence, and wave interactions. 

Paul R. Hernday 

A project manager at the HP 
Lightwave Operation in 
Santa Rosa. Paul Hernday 
came to HP in 1969 as a de- 
sign engineer with the Micro- 
wave Division. He was born 

r^^^K in San Pedro, California and 
i-\ received a BSEE degree from 

■ • the University of Wisconsin 

in 1968. Paul is currently responsible for the HP 
8509A/B lightwave polarization analyzer and related 
topics In addition to managing development of the 
HP 8509A/B. he has served as project manager for 
the HP 8703A Z0-GHz lightwave component analyzer 
and helped develop a heterodyne YAG laser system 
for characterization of lightwave receiver frequency 
response. Before his work with lightwaves, he guided 
the development of a series of microwave sweeper 
modules based on YIG-tuned oscillators and multi- 
pliers and the receiver hardware foi the HP 8753 RF 
network analyzer His work has resulted in three pat- 
ents in the field of lightwave measurement apparatus 
and methods. Active professionally, he is involved 
with the Telecommunications Industry Association 
(TIA) in the development of test procedures for PMD 
measurement, and has submitted a draft proposal foi 
measurement of PMD by Jones matrix eigenanalysis. 
Paul is mamed and has two grown children 
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Optics specialist Siegmar 
Schmidt has been with HP's 
Bdblingen Instrument Divi- 
sion since 1984 He holds a 
degree in physics from the 
Friedrich Schiller University 
at Jena and worked in the 
field of optics before coming 
to HP He is responsible for 
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With HP since 1990. Halmo 
Fischer is an R&D proiect 
engineer ai the Boblingen 
Instrument Division where 
he began work with the 
company He was bom in 
Saalfeld/ThOnngen. Germany 
and attended the University 
of Stuttgart where he earned 
a DiDlom Ingenieur degree in communication engineer- 
ing His present responsibilities involve the filter drive 
for the HP 8156A optical attenuator project reported 
in this issue He also participated in the development 
of the HP 8146A optical time domain reflectometer 
Halmo is interested in digital signal processing and 
enpys sailing, swimming, bicycling, and astronomy. 
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David M. Braun 

David Braun is a hardware 
design engineer at HP's 
Lightwave Operatiun. He 
attended the University of 
Wisconsin, receiving a BSEE 
degree in 1 978 and an 
MSFF in 1980 He joined the 
company in 1980 at the 
* Santa Rosa Division Cur- 

rently involved with production engineering support 
ot semiconductor antiieflection coatings and research 
and development of high-speed photodetectors, his 
responsibilities for three of the projects reported in 
this issue involved the design and process develop- 
ment of edge emitting light-emitting diode sources. 
His previous work at HP includes a broadband near- 
infrared laser antireflection coating process for the 
HP 8167A and HP 8188B/C tunahle laser sources and 
mechanical design and optical launch design of HP 
83440 Series lighlwave receivers. His work has re- 
sulted in three patents for low-reflectivity surface- 
relief gratings lor photodetectors and a double-bevel 
GRIN lens optical receiver having high optical return 
loss. David is a member of the Optical Society of 
America and has published two conference and seven 
journal papers on antireflection coating design, optical 
receiver design and measurement, photodetector 
design, and external cavity tuned laser design. His 
professional interests include semiconductor process- 
ing and testing of lightwave sources and receivers 
He is married, has four sons, and eniays bicycling, 
gardening, and cooking. 
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A manufacturing develop- 
rsent engineer with the HP 
Lightwave Operation. Luis 
rsntandeicametoHPin 
1385 at the Network Mea- 
surements Division He at- 



engineering in 1984 Presently working with new 
product introduction mechanical engineering for light- 
wave instruments, he worked on the team investigat- 
ing fiber-optic connector contamination as reported in 
this issue He was a mechanical designer for the HP 
B509A/B polarization analyzer and an instrument pro- 
duction engineer for many lightwave instruments 
including the HP 8504A/B precision reflectometer 
Before coming to HP he was with FMC and NASA 
where he developed vehicle computer simulations 
and designed equipment for space, atmospheric, and 
geological research He is an author of four publica- 
tions on statistical process control, design for manu- 
facturability, and computer-aided design Luis was 
born in San Francisco, is married, and has three chil- 
dren He likes to play basketball, spend time with his 
family, and mentor Hispanic college and high-school 
students 

Greg D. LeCheminant 

Born in Oakland, California, 
Greg LeCheminant came to 
HP in 1985 at the Network 
Measurements Division He 
attended Brigham Young 
University, receiving a 
BSEET degree in 1983 and 
an MSEE degree in 1984. He 
is presently a product mar- 
keting engineer at the Lightwave Operation, develop- 
ing applications for lightwave modulation-domain 
instruments, He contributed to the development of 
applications loi the HP 8504B precision reflectometer 
reported in this issue Greg has published several 
application-focused articles In lightwave trade jour- 
nals Previously he served as a manufacturing develop- 
ment engineer for YIG-based microcucuits |1 985-1989) 
Outside of work, he participates as an assistant adult 
leader for a Boy Scouis explorer post at his church 
He is married, has five children, and enjoys white- 
water rafting with his tathei and brothers. He also 
loves lo play City league Softball and is very interested 
in fruit and vegetable gardening 
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Jennis Derickson received 
us BSEE degree from South 
Dakota State University at 
Brookings in 1981, an MSEE 
rom the University of Wis- 
consin at Madison in 1982, 
and a PhD in electrical engi- 
neering from the University 
of California ai Santa Barbara 
Santa Rosa Division in 1982 




after working as a student at the Spokane Division in 



1981 He is currently an R&D engineer at the Light- 
wave Operation where he is responsible for developing 
custom optical (LED and laser) sources as reported in 
three articles in this issue His previous work at HP 
included GaAs IC design for the HP 8562 sped rum 
analyzer U983I, barium territe millimeter wave filter 
design for the HP 1 1974 Series millimeter-wave mixers 
11985) and a higfv-speed orsiral-to-electrical converter 
for the HP 71400 lightwave signal analyzer (19881 
Dennis worked one summer for £ F Johnson at 
Waseca. Minnesota on cellular radio design before 
coming to HP He is interested m optoelectronic de- 
vices and is a member of the IEEE Lasers and Electro- 
optics Society and the Optical Society of America He 
has authored or coauthored 12 |oumal publications and 
15 conference presentations concerning optoelectronic 
devices Born in Westbrook, Minnesota, he is married 
and has a two-year-old daughter A sailing enthusiast, 
he also enjoys amateur radio (call sign ACOP) 

Patricia A. Beck 

Hardware engineer Path 
Beck works at HP's Light- 
wave Operation and is re- 
sponsible for process trans- 
fer between divisions for 
new lightwave products 
Since joining HP m 1990 she 
has worked on semiconduc- 
tor laser, EELED, and diode 
design, fabrication, testing, packaging, and reliability 
Born in Atlantic City, New Jersey, she has a BS degree 
in applied physics from Stockton State College (1980) 
and MS and PhD degrees, also in applied physics, from 
Stanford University 11983 and 1991) Her dissertation 
work advanced the art of silicon micmmachined sen- 
sors Before joining HP she held research positions at 
Kitt Peak National Observatory and at AT&T Bell Lab- 
oratories, where she conducted research on topics 
such as solar energy, robotics, low-temperature semi- 
conductors, and recrystallized and porous silicon She 
is a member of the Amencan Physical Society and 
the IE£E and has published a number of technical 
papers, including a previous HP Journal article on 
diode fabrication. Her work has resulted m patents in 
the areas of robotics and semiconductors Her leisure 
activities include photography, charcoal sketching, 
travel, hiking and backpacking, the arts, other 
sciences, and all variety ot puzzles 
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David M. Braun 
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Julie E. Fouquet 

With HP Laboratories since 
1985. principal project scien- 
tist Julie Fouque! is responsi- 
ble for advanced optical char- 
acterization of optoelectronic 
materials used throughout 
Hewlett-Packard, particu- 
larly materials used in light- 
emitting diodes and laseis 
for communications and display. She is also investigat- 
ing new optical measurement concepts She invented, 
fabricated, and tested for feasibility in extremely 
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low-coherence reflectomeiiy the superluminesceni 
light-emitting diode with reverse-biased absorber 
reported in this issue. Her work has resulted in a pat- 
ent for this device and a patent pending (or a semi- 
conductor laser that generates second harmonic light 
with an attached nonlinear crystal. Her previous HP 
contributions include red, orange, and yellow AIGalnP 
LEDs for display, red LCDs for plastic optical fiber 
communication. AIGaAs infrared LEDs lor glass optical 
fiber communication, GaAsP LEDs for optocoupiers. 
GalnAsP for devices in lightwave test equipment, and 
AIGalnAs for FET integrated circuits. Earlier, she was 
a research associate at AT&T Bell laboratories where 
she developed the theory for single-mode squate mesa 
lasers and characterized liber directional couplers 
while developing a fail-safe network Julie holds a 
BA degree in physics from Harvard-Radcliffe 1 1 9801 
and MS and PhD degrees in applied physics from 
Stanford University 0982 and 19861 She has authored 
over 50 technical papers and 35 nontechnical articles 
on lasers and electrnoptics and related topics and is 
involved in the IEEE Lasers and Electrooptics Society 
(LEOS) and the American Physical Society She has 
been editor of the IEEE Circuits and Devices maga- 
zine, has served on several IEEE committees, and 
was elected a member of the IEEE-IE0S national 
hoard of governors for 1991 to 1993 Born in Palo 
Alto California, Julie is married with her first child on 
the way. She likes hiking, classical music, reading, 
animals, and science fiction. 

Forrest G. Kellert 

A development engineer with 
the Microwave Technology 
Division, Forrest Kellert 
joined HP in 1980 at the 
, Optoelectronics Division He 

was born in Passiac. New 

University in Houston Texas, 
receiving BA. MA, and PhD 
degrees in physics in 1976, 1978. and 1980 He is 
presently responsible for molecular beam epitaxy of 
high-frequency diodes and transistors, and organo- 
metallic vapor phase epitaxy of lightwave detectors 
and emitters. His work for the project reported in this 
issue involved using urganometallic vapor phase epi- 
taxy to gruw InGaAsP edge-emitting LED layers on 
InP substrates His earlier accomplishments for HP 
include development of lll-V material growth for 
LEDs. lasers, and photodetectors. He has published 
19 papers concerned with atomic physics and semi- 
conductor physics and engineering, is a member of 
the IEEE and the American Physical Society, and is 
interested in lll-V epitaxial growth. Forrest is married, 
has two children, and is active as a Cub Scout den 
leader and assistant youth soccer coach 
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Gary R. Trott 

Gary Trott is a member of 
the technical staff at HP 
Laboratories and is responsi- 
ble lor research on micro- 
photonics. He received a 
PhD degree in physics in 
1981 and arrived at HP's 
Optoelectronics Division in 
1981. He worked on devel- 
oping the basic EELED technology and its process 
transfer to the Microwave Technology Division for 
the project reported in this issue. He has also done 
previous work at HP in the areas of GaAs lasers and 
reliability, quantum-well LEDs, and InP lasers. A 
member of the IEEE, he has authored 12 publications 
on optoelectronics. His work has produced a patent 
on selective contacts to ri-i-p-i devices Gary was 
born in Saint Paul. Minnesota. He is married and 
en|oys wilderness camping 

Susan R. Sloan 

Project manager Susan 
Sloan is with HP's Lightwave 
Operation and is responsible 
for projects involving photo- 
detectors, lasers, and 
. EELEDs. Born in Madison, 

Wisconsin, she received BS 
— "^jBPB degrees in physics and Eng- 
•* ^ hsh from the University of 

Wisconsin at Madison in 19B1 and an MS degree in 
physics from the University of Colorado at Boulder in 
1 984 She came to HP in 1985 at the Microwave 
Technology Division Her accomplishments include 
work on GaAs integrated diodes, design, fabrication, 
and lest of Schottky and planar doped barrier diodes, 
and InP/lnGaAs photodetectors She was the proiect 
manager tor the EELED project reported in this issue 
and has authored several previous articles about 
photodetectors for the HP Journal Other publications 
of hers have concerned GaAs photodetectors and 
planar doped barrier FETs, and she wrote a chaptei 
on photodetectors in a book on photonic devices and 
systems She is involved with hands-on science at 
the Santa Rosa elementary schools and works to pro- 
mote interest in science careers She is married, has 
a three-year-old son, and her hobbies include reading 
and writing fiction, knitting, piano, hiking, and skiing 

49 Jitter Analysis 

Chistopher M. Miller 




Chris Miller graduated with 
a BSEE degree from the Uni- 
versity of California at 
Berkeley in 1975 and re- 
ceived an MSEE degree from 
i the University of California 
- i« i at Los Angeles in 1978 In 
jjjjjjjjjjjjjjjjjjjflH* 1979, he joined the technical 
J^^WXV siaff ot Hewlett-Packard 

Laboratories, where he worked on high-speed silicon 
bipolar and GaAs integrated circuits. Chris is currently 
an R&D proiect manager at the Lightwave Operation 
located in Santa Rosa. California In addition to the 
HP 71501 litter and eye diagram analyzer, some of 
the products his project teams have previously intro- 
duced include the HP 71 400 and HP 8381 0 lightwave 




signal analyzers and Ihe HP 1 1982 wide-bandwidth 
amplified lightwave converter Chris has authored 
over a dozen technical articles and symposium papers 
on lightwave measurement techniques, including 
three previous articles in the HP Journal Born in 
Merced. California, he is married and has two sons. 
He enjoys running, weight training, and managing 
Little League baseball teams. 

David J. McQuate 

A development engineer 
with the Lightwave Opera- 
tion, Dave McQuate came to 
HP in 1978 at the Micro- 
wave Division He received a 
BS degree in physics from 
Ohio University at Athens in 
1970 and earned MS and 
PhD degrees in physics from 
the University of Colorado at Boulder in 1974 and 
1 977 He designed measurement algorithms and 
verified measurement accuracy for the HP 71501 jitter 
and eye diagram analyzer and is currently responsible 
for designing measurement algorithms and writing 
programs to extend jitter measurements to 10 Gbits/s 
and to multiplexer and demultiplexer devices. His 
earlier HP experience includes work on a 50-GHz 
photoreceiver frequency response measurement sys- 
tem, development of a system for wafer test and op- 
tical fiber pigtailing for lithium niobate Mach-Zender 
interferometers, an automated system to produce 
small-signal models lor microwave GaAs FETs, and a 
low-drive-power sampler and accompanying phase- 
locked loop. VCO, and mixer Dave is an SPIE member 
and has authored a paper about a photodiode fre- 
quency response measurement system He is married, 
has two children, enioys music composition and 
arranging, and is an advocate of bicycle commuting. 

57 Remote Fiber Test System 
Frank A. Maier 

With HP since 1989. Frank 
Maier is R&D project man- 
ager for remote fiber testing 
systems at the B&bhngen 
Instrument Division He was 
bom in Waiblingen, Germany 
and studied electrical engi- 
neering at the University of 
Stuttgart, where he received 
a Diplom Ingenieur in 1988. His current responsibilities 
include project management for the HP 81700 Series 
100 remote fiber testing systems reported in this issue 
He contributed to the development of the laser sources 
for the HP 8153A lightwave multimeter before working 
on receiver hardware and analog hardware trouble- 
shooting for the HP 8146A 0TDR. He is the author of 
several publications related to lightwave instruments 
arid is professionally interested in analog hardware, 
especially optoelectronics Frank en|oys opera, theater, 
classical music and literature, and gcod food and wine 
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Harald Seeger 




Software engineer Haratfl 
Seeger was bom in Esshn- 



esoonsifjie to' software 
tes.gn in me OTDR/RFTS 
group and worked on software design, implementa- 
tion, and software vendor supervision for the HP 
81700 Series 100 systems described in this issue He 
has worked on several OTDR projects since joining 
HPsBobiingen Instrument Division m 1989 His con- 
tributions to the HP 8146A OTDR include work on the 
display and measurement firmware, the scan trace 
algorrrhm. and the PC software (HP Journal, February 
1993! He also participated in the development of the 
HP 8156A optical attenuator His professional interests 
include C++ and Windows 4 0. Harald eniuys traveling, 
multimedia, politics, ecology, and economics 



63 282-THz Narrowband VCO 



Peter R. Robrish 

f With HP Laboratories since 
1^ 1983, Peter Robrish :s cur- 
W^k rentiy responsible for laser 
design, assembly, and char- 
acterizatmn as well as ie- 
search in optical technology 
I w and insuuments He received 
Ins AB degree in physics 
from Columbia University in 
196-1 and earned a PhD degiee in physics from the 
University of California at Berkeley in 1972. At HP, he 
has worked on electrical connector reliability, surface 
mount technology, printed circuit board electrical 
performance modeling, measurement system archi- 
tectures, and data analysis techniques for complex 
data sets Belore coming to HP. Peter worked for the 
University of California Lawrence Berkeley Laboratory 
in the area of higli-energy particle physics from 1972 
to 1983. He has published numerous papers in par- 
ticle physics and laser spectroscopy and design and 
is a member of the American Physical Society, the 
Optical Society of America, and the IEEE. 

Christopher J. Madden 

^^^^^ Born in Boston, Massachu- 
set,s - Chris Madden holds a 
H A PhD degree in electrical 

MM tf «t| engineering from Stanford 

" niversity, which he re- 
V - . ceived in 1990 A member of 

the technical staff at HP 
^L^fc? Laboratories since '990, he 
• • is currently responsible lor 
the design, modeling, and testing of InP p i n and FET 
devices and circuits. He worked on photodiode re- 
ceiver design and test and lasei phase locking for the 
pro|ect described in this issue His previous work at 
HP includes calibration of the HP 83440 lightwave 
detectors which appeared in the February 1993 HP 
Journal He spent two years with HP as a student be- 
fore beginning work on his doctorate degree and has 
published several technical articles on very high-s| 



electronics and optoelectronics Dins is married to 
another HP engineer and eniuys volleyball, bicycling, 
and skiing 

Rory L Van Tuyl 

\ J: 

. J-fm technology research and 
^^R^^^k worked on system definition 

scribed in this issue Other accomplishments at HP 
include work on the HP 5340 microwave counter, the 
HP 71400 lightwave signal analyzer, GaAs IC technol- 
ogy, and the lightwave instrument program. He has 
also served as an HP visiting faculty member at the 
University of California at Santa Barbara Before com- 
ing to HP. Rory worked for the Lawrence Radiation 
Laboratory at Berkeley in the field of nuclear instru- 
mentation He received BSEE and MSEE degrees 
from the University of California at Berkeley in 1 965 
and 1969. respectively, is a fellow of the IEEE, and has 
authored numerous IEEE publications on integrated 
circuits and instrumentation 

William R.Trutna, Jr. 

Project manager Rick Trutna 
pnedHP in 1980. He worked 
on IC process development 
during the first four years of 
his HP career, then moved to 
HP Laboratories, where he 
contributed to the develop- 
ment of the HP 8145A optical 
time-domain rellectometer. 
He was project manager for the group that developed 
the HP BI67A/68A tunable laser sources. Rick is a 
member of the IEEE and is the author of 20 articles 
on optics, lasers, fiber optics, and integrated circuit 
processing His work has resulted in eight patents on 
the same topics Born in Pasedena. Texas, he studied 
electrical engineering at the University of Texas at 
Austin (BSEE 1973) and at Stanford University (MSEE 
1974 and PhD 1979). He also did a year of postdoc- 
toral work on laser isotope separation of uranium at 
the Max-Planck Institut fur Quanten Optik in Garching. 
Germany. Rick is married, has two sons, and enjoys 
hiking in addition to spending time with his family. 

67 Surface Emitting Laser 

Michael R.T. Tan 

Michael Tan is a member of 
the technical staff at HP 
Laboratories where he is 
responsible for design, fab- 
rication, and characteriza- 
t » w- •inn ol surface emitting laser 
J diodes for data links as re- 
??* J/f i ported in this issue. He 
came to HP in 1984 and 
worked previously at the Xerox Palo Alto Research 
Center as a research scientist His past accomplish- 
ments at HP include work on SAW inters used in the 
HP 71500 microwave transition analyzer, nonlinear 
transmission lines used in the HP 54124 sampling 





oscilloscope, in- v electrolytic modulators, and 
ooubie-heterostructure step recovery diooes Micnaei 
has authored numerous publications on SAW filter 
design and lll-V optoelectronic devices and >s a mem- 
ber of the IEE. His wort has produced eignt patent; 
ana seven pending patents He ho'ds a BS degree 
from California State University at long Beach and 
MS and PhD degrees Irom Stanford Uruiersiry Bnm 
in Manila. Philippines, ne is married, has a son. and 
en|ovS hiking, backpacking, and fishing 

Kenneth H. Hahn 

^^^^ - KsnnerhHshn joined HP 

^ the teen- tafl 991 

W 

~~ ics from the California insn- 

tute of Technology (19861. 
and a PhD degree in physics 
from Stanford University 
(1991) He is a principal 
investigator of the Parallel Optical Interconnect Orga- 
nization (POLO) consortium with responsibility for 
designing and building parallel optical interconnect 
modules and coordinating the POLO technical team 
He was concerned with system and link performance 
measurements for the laser described in this Journal 
issue. His previous HP responsibilities and areas of 
research have included the evaluation and applica- 
tion of polymer waveguides, which led to a technol- 
ogy transfer agreement between DuPont and HP. op- 
tical interconnects, and integrated optics. Ken's work 
has produced one device patent and four pending 
patents, and he has authored over 20 publications in 
the areas of optoelectronics and optical physics He 
is a member of the IEEE and the Optical Society of 
America. 

Yu-Min D. Houng 

With HP Laboratories since 
1980. Denny Houng is a proj- 
ect scientist responsible lor 
gas-source molecular beam 
epitaxy growth of vertical- 
cavily surface emitting laser 
epitaxial materials and 
wafers as reported in this 
issue He has previously 
woiked on various epitaxial growth techniques for 
high-speed and optoelectronic materials and is an 
author or coauthor of more than 30 technical papers 
on lll-V semiconductot materials and devices Before 
coming to HP he was with Varian Central Research 
Laboratories where he woiked on lll-V semiconductor 
epitaxy (1 977 to 1 979). and with Tektronix Laborato- 
ries, also working on lll-V semiconductor devices and 
materials (1979 to 19801 Denny has a PhO degree in 
electrical engineering from Stanford University (19771 
and is a member ol the American Physical Society. 
Born in Taichung, Taiwan, he is married, has two 
children, and enjoys fishing and playing the Er-Hu, a 
Chinese stringed musical instrument 
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Shih-YuanWang 

rl Born in Nanking, China, S Y 
kfS?- ^ ang receive d a degree 
Ifffe in engineering physics in 
1 1 1 969 and a PhD degree in 
J*" electrical engineering and 
i computer science in 1977 
from the University of Cali- 
fornia at Berkeley He joined 
HP in 1977 at the Micro- 
wave Semiconductor Division working on low noise 
GaAs field-effect transistors and is now a project 
scientist at HP Laboratories He is the project leader 
for the surface emitting laser development reported 
in this issue and is also responsible for establishing 
close contacts with user groups so that the device 
can be designed for theit exact needs His previous 
work at HP includes pioneering work on high-speed 
photodiodes that are now in several HP lightwave 
instruments, and high-speed traveling-wave lll-V 
electrooptic modulators. His work has produced six 
device patents with another seven pending He is a 
fellow of the Optical Society of America, a member of 
the IEEE, and associate editor of the IEEE-0SA Journal 
of Lightwave Technology Before joining HP he was at 
the Space Sciences Laboratory at the University of 
California ar Berkeley, where he worked on a traveling- 
wave maser used to study ammonia molecules in the 
universe, and at the Electronic Research Laboratory 
at UC Berkeley, where ne worked tin metal-metal 
tunneling devices. S.Y is married, has two children, 
and contributes some of his spare time teaching 
hands-on science in local elementary schools. He 
enjoys traveling with his family, reading history and 
nonaction, music, photography, camping, helping 
youngsters with science and math projects, and 
learning to draw. 

72 Vertical-Cavity Blue Laser 



Shigeru Nakagawa 

A member of the technical 
staff at HP Laboratories in 
Japan since 1991, Shigeru 
Nakagawa received BS and 
MS degrees in electronic 
engineering in 1989 and 
1991 from Tohoku University 
in Japan He is responsible 
for the design and fabrica- 
tion of optical devices For the project reported in this 
issue, he worked on device design, fabrication, and 
measurements. His work has produced a patent for 
low-distortion switch arrays and he has authored 
seven conference papers on micromachining and 
three conference papers on second-harmonic genera- 
tion He is a member of the IEEE and the American 
Physical Society. Born in Hakodate. Hokkaido, Japan, 
he enjoys skiing, tennis, and soccer 





Danny E. Mars 

Dan Mars was born in 
Akron. Ohio His educational 
background includes a BS 
degree in physics from the 
University of California at 
Santa Barbara (19731, an MS 
in materials science and 
engineering from California 
' ^™ ^ Slate University at San Jose 
(19771. and postgraduate work at Stanford University 
(1977-1980). He joined HP Laboratories jn 1975 and is 
currently a member of the technical staff of the solid- 
state laboratory He is responsible for molecular beam 
epitaxial crystal growth of compound lll-V materials 
that are used to fabricate heterojunction electronic 
and optoelectronic devices as reported in this issue 
His previous work with HP included the optical and 
electrical characterization of lll-V compound semicon- 
ductors Dan is the principal author of 4 publications 
related to molecular beam epitaxy growth, devices, 
and technology and a coauthor of more than 20 papers 
that deal with optical and electrical characterization 
and molecular beam epitaxy growth, materials, and 
devices He is a member of the Materials Research 
Society and his work has resulted m a pending patent 
related to regiowth of lll-V device material by molec- 
ular beam epitaxy. Before coming to HP, Dan spent 
eight months with a NASA Ames Research Center 
contractor woiking on an analysis project that dealt 
with lunar magnetometer data sent from instruments 
left on the moon by the Apollo astronauts. He is mar- 
ried, has a five-year-old daughter and a three-year- 
old son, and enjoys bicycling, running, and hiking. 

Norihide Yamada 

Nonhide Yamada is project 
manager of the photonics 
group of HP Laboratories 
Japan. He led the project 
that developed the blue 
laser described in this issue 
He joined HP Laboratories in 
1990 and introduced the 
* ■ * proton-exchange technique 
for waveguide fabrication to HP His work has pro- 
duced two patents and three pending patents, all 
concerned with phutonic devices Before coming to 
HP, he was an assistant professor at the University of 
Tokyo He has published 3D journal and conference 
oapers on solid-state physics, optical measurements, 
photonic devices, and image processing, and is a 
member of the Optical Society of America and the 
Japan Society of Applied Physics. He is interested in 
photonic devices and optical measurements. Born in 
Tokyo. Japan, he received BS. MS. and PhD degrees 
m applied physics in 1983, 1985, and 1990 from the 
University of Tokyo. 




76 Serial Sequencer 



Robert E McAuliffe 

Bob McAuliffe received a 
^^H|^ BSEE degree from the Urn 

m versity of Nebraska in 1 982 
■ ~ ■ He's been an R&D b 

W . . F with HP's Manufacturing 

Test Division since 1983 He 
was a codeveloper of the 
generic systems model of 
serial communication and 
was one of two hardware designers of the Serial Test 
Card for the HP 3079 product line reported in this 
issue He codeveloped the U-bus personality module 
for the Serial Test Card and is presently responsible 
for enhancements to the card His other HP accom- 
plishments include work on a sequencer for the HP 
3065Ar board test system and development work on 
the HP 3D65CT communications lest system His 
work has produced a patent for a serial pattern gen- 
erator and two patents related to a general-purpose 
sequencer for processing serial bit streams Bob is 
interested in digital design and design automation 
tuols arid recently authored a paper for the Interna- 
tional Test Conference. Before coming to HP, he was 
a summer intern at Delco Electronics and AT&T Bell 
Laboratories where he worked on engine control in- 
struments and developed confirmation and diagnostics 
software He was born in Clarinda, Inwa and likes 
volleyball, golf, astronomy, and music 

James L. Benson 

A product marketing engineer 
f at HP's Manufacturing Test 

I • -- | Benson is responsible for 
. •-- new-product definition, mar 

y ket analysis, and sales de- 

^ velopment. He received his 

BSEE degree from Brigham 
Young University in 1983 
and an MBA in 1985, alsu from Brigham Young Uni- 
versity. He performed the initial market forecasts and 
worked on early product definition tor the project 
reported in this issue. He has also written several 
test applications for customers. Other work for HP 
includes application engineering for training and sup- 
port of the HP 3065 board tester, sales account activ- 
ity development engineering, and product market 
engineering with the telecomm business team Jim 
was born in Blackfoot. Idaho and enjoys gardening, 
home improvement projects, and basketball. 



Christopher B. Cain 

Project manager Chris Cam 
has been with HP's Manu- 
facturing Test Division since 
1985. where he heads a 
group of software engineers 
responsible for a major poi- 
J^M^B. :ion ot Hp ATE system soft- 
ware. He was the software 
*aaaa^maaaaaaan arC hiteci and lead engineer 
on the Serial Test Card and wrote portions of the 
Serial Test Language compiler and run-time code for 
the project reported in this issue His prior HP experi- 
ence includes ten years as a software engineer work- 
ing on the Division's first telecomm product, digital 
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sequent code, functional test enhancements to an 
ATE system, ana architecture ot the Senai Test Lan- 
guage He received his BSCE degree at lowa State 
University in 1984 and his MSCS from National Tech- 
nological University la 1993 Chris is interested kl 
software development processes that include object- 
oriented design and EVO delivery and is named as an 
senior m 3 patent for a serial das generator and v 
two others concerning a general purpose sequence* 
tor processing serial bit streams He was born in 
Council Bluffs, lowa, >s married, has two children 
performs civic work as a visiting scientist, and enjoys 
woodworking, model trains, hiking, and family life 

91 Shortening the Time to Volume 
Production for ASICs 



JayD.McOougal 

A native of McCall. Idaho, 
engineer/scientist Jay 
McDougal attended the Uni- 
versity of Idaho from which 
he received a BSEE in 1986 
and an MSEE in 1987 He 
came to HP in 1987. going 10 
work as an IC designer at 
HP's Integrated Circuit Busi 
ness Division IICBDI at Santa Clara While there he 
worked on IC designs for a wide range of products 
including custom and standard cell implementations 
for chips used in medical, mass storage, and work- 
station products. He has also defined methodologies 
and strategies for IC design such as the 100-MHz 
standard cell memory controller ASIC used in X-ter- 
minals. which is mentioned in his article Currently he 
is at ICBD in Corvallis where he is responsible for 
developing strategies for an integrated CPU product 
intended for system-level integration His previous 
professional experience includes work at the NASA 
Microelectronics Research Center where he devel- 
oped a full custom Reed-Solomon encoder for a 
NASA research project Outside interests include 
backpacking, hiking, skiing, basketball, and golt Jay 
is married and has a son. 

William E. Young 

William Young is a membei 
of the technical staff at ICBD 
in Corvallis where he is re- 
sponsible for support and 
development of physical 
design processes at the 
product design center He 
received a BSEE degree from 
the University of California 
at Davis in 1983 and joined HP in 1988 Past accom 
plishments at HP include development of place and 
route ioqIs and processes for all current IC process 
technologies He has worked on the physical design 
of over 30 ASICs For the project reported m this issue, 
he was concerned with physical design, development 
ot the wire load models, and clock skew verification 
Before coming to HP. Bill was with Intel for five years 
where he worked first as a process engineer in CMOS 
fabrication and then as a product engineer doing 
microprocessor test development He was born in Lung 
Beach. California, is married and has two daughters, 
and enioys fly-fishing, woodworking, and golf 





97 Advanced Interconnect Modeling 

Prasad Raje 

Prasad Raje was born m 
Bombay . India and attended 
the Indian Institute ol Tech- 
nology where he earned 3 
BTech degree m electrical 
engineering m 1986 He con- 
tinued his studies at Stanford 
University and received an 
MSEE m 1 988 and a PhD in 
*99l He worked at Texas instruments before coming 
to HP as a student in 1988 He became a full-time 
employee when he joined HP Laboratories m 1991 as 
a member of the technical staff on a next-generation 
wide-word computer project He is presently involved 
m various levels of the HP-Intel joint effort in the 
areas of CPU architecture, microarchitecture. 
0.25-M.m CMOS interconnect, and device optimiza- 
tion. His work has resulted in a patent in BiCMOS 
gate optimization and a patent pending in I/O circuits 
foi multichip modules He is a member of the IEEE 
and is chairman of the digital design subcommittee 
of the IEEE Bipolar/BiCMOS Circuits and Technology 
meeting He is also on the committee of the IEEE In- 
ternational Conference on Computer Design He has 
authored a chapter on digital design in a book on 
BiCMOS technology and applications and has written 
over a dozen papers for IEEE journals and conferences. 
He is married and enjoys spending time with his 
daughter, listening to classical Indian music, reading, 
skiing, and visiting places of natural beauty. 

105 Synthesis of 100% Delay Fault 
Testable Circuits 



William K. Lam 

With HP since 1993, William 
Lam is an R&D engineer at 
HP's Design Technology 
Center where he is involved 
^^^B] in the research and develop- 
I^^L ^kifc^fc men ' °' CAD tools for power 
' ^^^mP computation, design ' 
^Lr |I?|||| V. sndloimalw-' 

- i nn nt hardware designs A 

graduate of the University of California at Berkeley, he 
was awarded a BS degree and then an MS and PhO. 
all in electrical engineering and computer science 
Will is a member of the IEEE and has 25 publications 
(including a previous HP Journal article) in the areas 
of tuning analysis, delay fault testing, synthesis for 
testability, wave pipelining, and formal verification 
He has been named a John and Fannie Hertz fellow 
and received the Saknson awaid for a distinguished 
PhD thesis In 1994 from the University of California 
at Berkeley Department of Electrical Engineering and 
Computer Science His professional interests include 
CAO algorithms and high-performance design He 
enjoys badminton, swimming, squash, classical 
music. Chinese chess, and travel 





115 Techniques for Improved Fault 
Diagnosis 

Robert C. Aitken 

An R&D engineer at HP's 
Integrated Circuits Business 
Division. Robert Artken came 
to HP m 1990 at the Circuit 
Technology Group He re- 
ceived his BSc and MSc 
degrees in computer science 
from the University of Victoria 
in Canada in 1985 and 1986 
respectively, and went on to earn a PhD in electrical 
engineering from McGill University in 1990 Previous 
professional experience outside HP involved expert 
system development with the Alberta Research 
Council at Calgary, Canada His past HP contributions 
include work as a testability consultant for several IC 
chip projects and he pioneered the use of static cur- 
rent measurements for IC diagnosis He is currently 
responsible for developing diagnostic tools, methods, 
and heuristics, and codeveloped the fault model re- 
ported in this issue An IEEE member. Rob has served 
on program and organizing committees for several 
conferences and workshops His professional interests 
are in the areas of design for testability, fault model- 
ing, and diagnostics He has published over twenty 
articles in journals, books, and conferences, winning 
the best-paper award at the International Test Con- 
ference m 1992 and an honorable mention for a 
paper delivered in 1991 at the same conference. He 
was bom in Vancouver, British Columbia, is married, 
and has one child He says his hobby is preventing a 
1973 Plymouth from achieving maximum entropy 

Peter C. Maxwell 

Peter Maxwell was born in 
Aukland, New Zealand, and 
attended the University of 
Aukland where he received 
BSc and MSc degrees In 
physics in 1966 and 1968 
respectively He earned a 
PhD in computer science at 
the Australian National 
University in 1972 and served on the faculty of the 
University of New South Wales. Sydney, Australia m 
thE EECS department from 1972 to 1988 He came to 
HP Laboratories in 1988, and is presently an R&D 
engineer at the Integrated Circuits Business Division 
His responsibilities include development of improved 
test strategies based on a better understanding of 
the relation between IC physical defects and quality 
levels, and teaching a class on design for testability 
to IC designers within HP He is a senior memher of 
the IEEE and his work has resulted in a patent pend- 
ing for simulation of bridging faults Peter has 42 
publications, mostly in the area of fault coverage and 
the quality and effectiveness of different types of 
tests, which have appeared in technical journals and 
conference proceedings He is married, has three 
children, and BnjoyS backpacking, peak climbing, 
skiing, cooking, and washing down the thirst from 
all these activities with a fine home brew 
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